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Binary 
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Bit 
Block 
Bug 
Byte 
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TERMS AND DEFINITIONS 


A frame level function invoked by sending a primary or 
secondary station causing the recipient to discard (and 
ignore) all bit sequences transmitted by the sender since 
the preceding flag sequence. 


A character or characters used to define a specific device 
or cluster controller. 


The sequence of eight bits immediately following the 
opening flag of a frame identifying the secondary station 
sending (or designated to receive) the frame. 

A character set containing both letters and numerals. 

A variable or constant immediately following a COMBASIC 
instruction. The instruction and argument combine to form 
the COMBASIC statement. 


A characteristic of the display field, such as intensified, 
highlight, protected, or unprotected. 


The number system with a base of two. 
A code using two distinct characters, "0" and "1". 


A data link control procedure which uses character 
synchronization. 


A binary digit. 
A set of consecutive characters handled as a unit. 
A mistake in the design of the program. 


A group of eight binary digits of bits normally operated 
upon as an entity. 


Data provided to the called terminal for call set-up; 
information such as process identification and passwords. 


Packets used in the establishment and clearing phases of a 
eall. | 


That section of ENCORE memory dedicated to the storage 
of transmit and receive data and interface status of that 
data. 


A teletype operation causing the next character to be 
printed at the left margin. 
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Central Processing Unit 
Character 

Circuit Switching 
Cluster 

Command 

Command Frame 
Command Set 

Compile 


Constant 


Control Field 


Conversational Program 


Cyclic Redundancy Check 
(CRC) 
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TERMS AND DEFINITIONS (Cont'd) 


That part of a computer system that controls inter- 
pretation and execution of instructions. 


A single letter, numeral, or symbol used to represent 
infor mation. 


A method of communications where a connection between 
calling and called stations is established on demand for 
exclusive use of the circuit until the connection is released. 


Two or more devices sharing the same controller. 


The content of the control field of a command frame sent 
by the primary instructing the addressed secondary to 
perform some specifie function. 


All frames that may be transmitted by the primary station 
are referred to as command frames. 


A list of operator entered keyboard commands that provide 
for mode select and edit capability. 


To create an object (binary coded) program from a program 
written in the source (COMBASIC) language. 


Numeric argument used, but not changed by the program. 


The sequence of eight bits immediately following the 
address field of a frame. The content of the control field 
is interpreted as follows: a) by the receiving secondary, 
designated by the address field, as a command instructing 
the performance of some specific function; b) by the 
receiving primary, aS a response from the secondary, 
designated by the address field, to one or more commands. 


A program interacting dynamically with on-line operators. 


A block checking the method in which the numeric binary 
value of a block is divided by a constant divisor. The 
quotient is discarded and the remainder serves as a block 
check sequence (BCS). The transmitting station calculates 
and transmits the BCS; the receiving station compares the 
transmitted remainder to its own computer remainder and 
finds no error if they are equal. 
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TERMS AND DEFINITIONS (Cont'd) 


Data Circuit - Terminating 
Equipment (DCE) 


Data Terminal Equipment 
(DTE) 


Debug 
Diagnostic 


Execute 


Flag Sequence 


Flowchart 


Flow Control Packets 


Frame 


Frame Check Sequence (FCS) 


Frame Level Logical Interface 


Full Duplex 


Half Duplex 


High-Level Data Link Control 
(HDLC) 


The equipment installed at the user's premises which 
provides: a) all the functions required to establish, 
maintain, and terminate a connection; bb) the signal 
conversion and coding between the data terminal equip- 
ment (DTE) and the common carrier's line, e.g., data set, 
modem. DCE may be further interpreted as the network 
side of the DTE/DCE interface. 


Any piece of equipment at which a communications path 
begins or ends, i.e., the complete user's installation. 


To detect, locate, and correct program errors. 


Pertaining to the detection and isolation of a system mal- 
function. 


To carry out an instruction or run a program. 


The unique sequence of eight bits (01111110) which delimits 
the beginning and ending of a frame. 


A graphical representation of the operation required to 
execute a program. 


Packets used to control the flow of data on a logical 
channel between the terminal and network. 


The sequence of contiguous bits, bracketed by and including 
beginning and ending flag sequences. A valid frame 
contains at least 32 bits between flags and contains an 
address field, a control field, and a frame check sequence. 
A frame may or may not include an information field. 


The field immediately preceding the ending flag of a frame 
containing the bit sequence that provides for the detection 
of transmission errors by the receiver. 


The Frame Level Logical Interface is involved in the 
administration of the physical link between the terminal 
and the network node. 


A communications channel capable of transmitting and 
receiving simultaneously. 


-A communieations channel capable of transmitting and 


receiving but only in one direction at a time. 


Bit-oriented data link control procedure presently under 


discussion by the International Organization for Stan- 
dardization (ISO). 
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Information Field 


Initialize 


Instruction 


Interrupt Procedure 


Invalid Frame 


Object Program 


Octet 


Packet 


Packet Level Logical Interface 
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TERMS AND DEFINITIONS (Cont'd) 


The sequence of bits occurring between the last bit of the 
control field and the first bit of the frame check sequence. 
The information field contents are not interpreted at the 
frame level. 


To start at the beginning, setting addresses, counters, and 
switches to zero or some other prescribed starting point. 


That part of the COMBASIC statement describing the 
operation to be performed. 


A procedure which allows a DTE to transmit signalling data 
on a virtual circuit without following the flow control 
procedures applying to data packets. 


A sequence of bits, following the receipt of an apparent 
beginning flag sequence that either: a) is terminated by an 
abort sequence, or b) contains less than 32 bits before an 
apparent ending flag sequence is detected. 


ASCII or EBCDIC code, ete., used in communications with 
a computer, terminal, ete.. 


TL, ogical channels exist between the packet terminal and the 


network node and identify the permanent or switched 
virtual circuit. 


The data cartridge or disc which stores large amounts of 
data readily accessible to capture memory. 


A message is the basic unit of interprocess information 
transfer and consists of control information and process 
data. 


The binary coded program which is stored in the object 
buffer and output after translation from the source 
language. 


A group of eight digits. Synonymous with byte. 


A packet is the basic transmission unit on an access data 
link and consists of a packet header and a data field. 
Communication between the user and the Datapac Network 
takes the form of packets. 


The Packet Level Logical Interface specifies the manner in 
which calls are established, maintained, and cleared and 
how user data and control information are structured into 
packets. 


Packet Switching 


Packet Terminal 


Physical Interface 
Poll 


Primary 


Protocol 


Ready State 


Reset Procedure 


Response 


Response Frame 


Restart Procedure 


Secondary 
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TERMS AND DEFINITIONS (Cont'd) 


The transfer of data by means of addressed packets 
whereby the network bandwidth is only occupied for the 
duration of transmission of the packet. The channel is then 
available for the transfer of other packets. In contrast 
with circuit switching, the data network may determine the 
routing during, rather than prior to, the transfer of a 
packet. 


A packet terminal is a terminal which communicates with a 
network circuit over which only data, reset, interrupt, and 
flow control packets can flow. 


The physical connection between DTE and DCE. 


An interrogation process to determine if a specific device 
or any device in a cluster has data to send. 


That portion of the station responsible for control of the 
data communication link. The primary generates com- 
mands and interprets responses. Specific responsibilities 
assigned to the primary include: a) initialization of (data 
and control) information interchange; b) organization and 
control of data flow; ¢) retransmission control; and d) all 
recovery functions at the link level. 


A formal set of conventions governing the format and 
control of inputs and outputs. 


A DTE has at least one logical channel. The ready state is 
assumed when there is no call in existence on that channel. 


A procedure which allows a DTE to reinitialize the flow 
eontrol procedure on a virtual circuit and, in so doing, to 
remove all data and interrupt packets which may be in 
transit at the time of resetting. 


The content of the control field of a response frame 
advising the primary with respect to the processing by the 
secondary of one or more command frames. 


All frames that may be transmitted by a secondary station 
are referred to as response frames. 


A procedure which allows a DTE to simultaneously clear all 
its switched virtual circuits and reset all its permanent 
virtual circuits (see definition of reset procedure). 


That portion of a station responsible for performing link 


level operations, as instructed by the primary. A secondary 
interprets commands and generates responses. 
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TERMS AND DEFINITIONS (Cont'd) 


Selection 


Single Access Packet Terminal 


Source Program 


Stored Program 


Unnumbered Commands 


Unnumbered Responses 


A selection process is used to determine if a specific 
device can receive data. 


Such a terminal is capable of handling only a single virtual 
circuit at a given time and is authorized by the network to 
do so. 


A program written in COMBASIC and stored in the source 
buffer. 


A program written in COMBASIC and stored in nonvolatile 
battery supported memory (storage). 


The commands that do not contain sequence numbers in the 
control field. 


The responses that do not contain sequence numbers in the 
control field. 


Variable A symbol whose value changes during execution of a 
program. 
ABBREVIATIONS 
ACUI ASCII Communication Interface Unit 
ASCII American Standard Code for Information Interchange 
ASYNC Asynchronous 
BASIC Beginners All-Purpose Symbolic Instruction Code 
BCS Block Check Sequence 
BERT Bit/Block Error Rate Test 
BSC Character Oriented 
CAL? Call Request/Incoming Call 
CAL! Call Accept/Call Connected 
CCITT International Telegraph and Telephone Consultive Committee 
CERT Character Error Rate Test 
CLR? Clear Request/Clear Indication 
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CLR! 
CMDR 


COMBASIC 


CPU 
CRT 


EBCDIC 


EIA 
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ABBREVIATIONS (Cont'd) 


Clear Confirmation 

Command Reject 
Communications BASIC 

Central Processing Unit 

Cathode Ray Tube 

Control 

Clear to Send 

Device Address 

Data Carrier Detect 

Data Communications Equipment 
Digitech Communications Language 
Disconnect 

Data Link Escape 

Disconnect Response Mode 
Direct Memory Access 

Data Terminal Equipment 

Data Terminal Ready 

Data Set Ready 

Extended Binary Coded Decimal Interchange Code 
Electronics Industry Association 
Final Bit (secondary) 

Frame Check Sequence 

Full Duplex 

High-Level Data Link Control 
Half Duplex 


Incorrect Control Field (frame level) 
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NUM 


RNR 


XXXX 


ABBREVIATIONS (Cont'd) 


Identification 

Interrupt 

Interrupt Confirmation 

Information Frame 

Input/Output 

Incorrect Packet Identification (packet level) 
Link Access Procedure 

Link Aecess Procedure, Balanced 
Logical Channel Number 

Logical Channel Group Number 
Longitudinal Redundancy Check 
Transmitter Receive Sequence Number 
Non-Return-to-Zero-Inverted 
Transmitter Send Sequence Number 
N(S) Sequence error (frame levle) 
Numeric 

Octet Count 

Poll Bit (primary) 

Parity 

Poll/Final Bit 

Packet Receive Sequence Number 
Packet Send Sequence Number 
Random Access Memory 

Reject 

Receive Line Signal Detect 


Receiver Not Ready 


ROM 


SYNC 


ABBREVIATIONS (Cont'd) 


Read Only Memory 

Receiver Ready 

Reset Request/Reset Indication 
Reset Confirmation 

Restart Request/Restart Indication 
Restart Confirmation 

Request to Send 

Supervisory Command/Response 
Set Asynchronous Balance Mode 
Set Asynchronous Response Mode 
Synchronous Data Link Control 
Station Identification Device 
Station Poll Address 

Signal Quality 

Station Select Address 

Start of Text 

Synehronous 

Too Few Octets 

Too Many Octets 

Unnumbered Command/Response 
Unnumbered Acknowledge 
Microprocessor 

Receive Variable 

Send Variable 


External Input/Output 
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CHAPTER 1 
INTRODUCTION 


1. GENERAL 

1.01 Recent advancements in technology and the need to efficiently transmit and receive 
enormous amounts of data has created a unique environment where highly complex data 
networks and communications protocols have evolved. Network analysis in this environment 
requires the use of sophisticated diagnostic instruments which can be used for software 
development and network performance measurement. These instruments must be portable, 
easy to use, and fully programmable in order to isolate problems effectively and to minimize 
downtime. DIGITECH's ENCORE 200 is such an instrument. Its major features include the 
following: 


e Three levels of operation to accommodate any user regardless of programming 
experience. 


e Fully programmable in multiple languages. 


e Complete repertoire of monitor/interactive diagnostic programs accessed by a menu 
driven operating system. 


e Comprehensive X25/X75 diagnostic capabilities. 
e Self diagnostics including power-up tests and error messages. 
e Fully compatible with PACER-103 and ENCORE 100. 


e Unlimited program and data storage using dual sided double density 54 inch 
diskettes. 


e Authentic full ASCII terminal-style keyboard. 

e Dynamic allocation to object, source, and capture memories. 

e Automatic program execution on power-up. 

e 26 user defined function keys. 

@ Remote control of slave ENCORE. 

e Off-line load and dump of programs/data. 

@ Real time clock for event trigger and time stamp. 
1.02 To accomodate a broad range of "user expertise", the ENCORE may be operated in any 
one of three levels. Level-1, generally appealing to the nonprogramming field technician, is a 
menu driven system that retrieves and executes programs from a resident library. Level-2, for 
the DICOL (DIGITECH COmmunications Language) user, makes the PACER-103 upward 


compatible with the ENCORE. Level-3 allows the user to write custom programs, a technique 
proven to be invaluable in the development of communications system software. 
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1.03 The ENCORE is capable of executing user designed programs which permit operation as 
an intelligent monitor or interactive simulator of network components (DTE or DCE). The 
integration of many functions under the control of a single program makes the ENCORE a very 
powerful and versatile instrument for solving complex data communications problems quickly 
and easily. User designed programs are written in two languages: DICOL and COMBASIC. 
DICOL is a high order language developed by DIGITECH for use with the PACER-103. It 
consists of a series of 2-digit codes representing a variety of instructions used in programming 
the PACER. The ability to write and execute DICOL programs in Level-2 makes PACER 
upward compatible with the ENCORE 200. COMBASIC (COMmunications BASIC) is an 
enhanced form of Dartmouth BASIC developed by DIGITECH for use in the ENCORE 100. It is 
the same language used in Level-3 of the ENCORE 200, making both of these units fully 
compatible. Both DICOL and COMBASIC programs can be edited on the ENCORE 200 and 
stored in nonvolatile program memory or on disc for later recall and edit or execution. 


1.04 The ENCORE is provided with a complete repertoire of nearly 100 programs. These 
include the programs used in Level-1, which can be modified and executed independently, and 
several utilities which are only accessed in Level-3. This extensive library of programs allows 
the ENCORE to immediately begin diagnosing network problems. Execution of selected 
programs permits intelligent monitor and recording of data and interface status on a network 
employing interval counters, timers, triggers, and alarms. Under program control, the 
ENCORE can simulate an interactive network component, it can be used to isolate (on-site) 
the device and link and subsequently test the network or device hardware and software. This 
interactive capability also allows Original Equipment Manufacturers to develop and test new or 
custom devices, systems, protocols, and networks before implementation in the user's 
environment. Other programs in the library can be used to optimize a network by measuring 
the efficiency and initialization of various links, measuring such parameters as response time, 
line utilization, and error performance. 


1.05 A comprehensive X25/X75 applications package can be supplied as an option to ENCORE 
200. It is a disc based menu driven operating system providing both monitor and interactive 
capabilities. User written scenarios may be executed in the active modes while the passive 
modes permit real time monitor, capture, and display of both packet and frame level 
information. 


1.06 Self diagnostics are an important part of any microprocessor based test instrument and 
ENCORE 200 is no exception. During power-up, for example, the ENCORE performs a series 
of tests to determine the operational capability of the unit and displays a message to the user 
indicating that the unit has either completed or failed the test. In addition, there are more 
than 30 different error messages which alert the user to illegal procedures or failures within 
the system. 


1.07 The ENCORE 200 maintains the same disc based operating system used in the ENCORE 
100, and is therefore fully compatable with the ENCORE 100 and the PACER-103. From the 
user's point of view, all three levels of operation are identical for both units. Both program 
and data dises are fully interchangeable. DICOL and COMBASIC programs written on the 
PACER-103 or ENCORE 100 may be transferred to and edited or executed by the ENCORE 
200 and vice versa. 


1.08 A single 54 inch dise drive provides the ENCORE 200 with up to 240K bytes of 
permanent program and data storage on a single dual sided double density diskette. Additional 
diskettes expand the storage capabilities and permit easy upgrade for X25/X75 and SNA 
applications. A complete series of disc related commands and utility programs allow the user 
to format and copy diskettes as well as transfer programs and data from diskette to solid state 
memory and vice versa. | 
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GENERAL INFORMATION, USING THE MANUAL 


1.09 An authentic terminal-style ASCII keyboard provides the ultimate in tactile feedback and 
is further enhanced by audible verification of each keystroke. The large nonglare keys are 
labeled with both ASCII character and control legends. Additional keys provide control of the 
cursor and special ENCORE functions. 


1.10 Dynamic memory allocation allows the user to assign specific amounts of source, object, 
and capture memory manually or automatically. This permits the most efficient use of all 
memory and the reallocation of memory to fit the needs of individual programs as they are 
executed. Up to 21.75K may be allocated to the object and capture memories; up to 18K may 
be allocated to source. 


1.11 A unique feature of the ENCORE is its ability to execute any stored program on power- 
up. The power-up assignment may include the name of the program to be executed along with 
appropriate memory allocation or other command sequences. This assignment is executed 
immediately following the self test diagnostics performed whenever the unit is turned on. 
Execution of the power-up sequence eliminates the need for operator intervention and permits 
instant diagnostics of the circuit under test. 


1.12 Up to 26 user defined functions of up to 16 keystrokes each may be written to 
significantly reduce the total keystrokes required for repetitive entries. As an example, two 
keystrokes, could perform the same function as typing EDIT([==] LIST[=™]. Each 
function may include any combination of keystrokes for command entry or program execution. 


1.13 Remote control of a slave ENCORE is accomplished in Level-1 by simple menu selection. 
The physical connections are made via the RS-232 compatible XIO ports. Once the 
master/slave is established, the slave ENCORE responds to commands entered via the master 
ENCORE's keyboard. The contents of the slave screen are viewed at the master ENCORE 
through the use of the ; » and keys which transfer the contents of the slave screen to 
the master, stops the transfer, and exits the Master/Slave Mode, respectively. 


1.14 Off-line program load and dump is accomplished in the Edit Mode. Using the LOAD and 
DUMP commands, the ENCORE is capable of transferring programs to or from another 
ENCORE, PACER, or other recording device. The transfer occurs at the RS-232 compatible 
XIO port at any one of 16 speeds up to 19.2kbps. Programs are always input or output in 
ASCII. In addition, the ENCORE can also off-line dump captured data to another device via 
the XIO port. This is accomplished under Level-1 program control. Data is always output in 
the same language as it was captured. 


1.15 The real time clock is a convenient means of triggering and time stamping events. It can 
be used to initiate or terminate tests at a specific time, conduct tests for a specific duration, 
and record the data and time at which a specific event occurs. It is extremely useful in 
diagnosing problems that reoccur at regular intervals. 


2. USING THE MANUAL 

2.01 This manual contains information required for the operation, programming, and operator 
maintenance of the Data Network Diagnostic Monitor/Simulator, ENCORE 200. The manual is 
separated into nine chapters. 


2.02 Chapter 1 is a brief introduction to the ENCORE 200. It covers the unit's major features 
and provides the reader with a quick glance at the ENCORE's overall capabilities. 
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2.03 Chapter 2, Unpacking and Inspection, provides the user with the information required for 
unpacking, installation, and inspection of the unit upon receipt. Since the unit is portable and 
designed for desk top use, installation is minimal. Wlustrations included in this chapter give 
overall dimensions and show rear panel connections for ac power and for interface with the 
RS-232 circuit. 


2.04 Chapter 3, Product Description, is a more detailed description of the ENCORE 200 
including design philosophy, architecture, basic configuration, options, and hardware controls. 
These controls are detailed using full page photographs of the front and rear of the unit. 


2.05 Chapter 4, Initial Set-Up and Operation, contains information of particular value to the 
first time user. It includes the instructions required for power-up and gives examples of 
operation in Level-1, Level-2, and Level-3. 


2.06 Chapters 5, 6, and 7 detail operation in Level-1, Level-2, and Level-3, respectively. 
These chapters cover software control of the ENCORE, use of all command and operating 
modes, and how to write programs in DICOL and COMBASIC. 


2.07 Chapter 8 is devoted to operation of the ENCORE in an X25/X75 environment. It 
includes a discussion of X25/X75 requirements at both the frame level and packet level and 
how the ENCORE operates as a monitor or interactive simulator while adhering to these 
requirements. The optional X25/X75 operating capability is provided as a result of highly 
developed applications software. 


2.08 Chapter 9 includes operator maintenance procedures and troubleshooting tips. It also 
provides the information necessary to obtain applications assistance and additional training. 


z.09 There are Six appendices included at the end of the manuai. They contain detaiied 
equipment specifications, a complete description of both DICOL and COMBASIC instruction 
sets, X25/X75 scenario and link test instructions, control graphics and code charts, and 
programming worksheets. 
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CHAPTER 2 
UNPACKING AND INSPECTION 


1. GENERAL 


1.01 This chapter covers environmental considerations, unpacking and handling, inspection, 
safety precautions, cleaning, storage, and the installation of the ENCORE. Also included are 
the pin assignments for the RS-232C interface used to access the circuit under test via the IO 
port and external peripherials via the XIO port. 


2. ENVIRONMENTAL CONSIDERATIONS 

2.01 In most geographical locations, the normal heating and ventilating facilities for personnel 
will provide a favorable environment for operation of the instrument. All performance 
specifications are met when operating at temperatures within the range of +5 to 50 C at a 
relative humidity of 20 to 80%. 

3. UNPACKING AND HANDLING 

3.01 When shipped from the factory, the ENCORE and its accessories are packed in a single 
cardboard carton using foam packing to absorb shock and vibration. The shipping weight, 
dimensions, and contents of the standard configuration are given in Table 2-1. Upon receipt, 
unpack the carton and verify its contents. 


NOTE: Orignial packing material should be preserved for use in repacking and shipping. 


TABLE 2-1 


PACKING DATA 


Shipping : : 

Weight Dimensions Contents Qty 

45 Ibs. 13 in. x 23% in. x 24 in. STANDARD 
ENCORE 200 1 
Program Dise, Levels 1, 2, and 3 1 
Program Dise, blank 1 
T-Box 1 
Auxiliary Interface Cable 1 
Power Cord 1 
Technieal Manual 1 
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3.02 If the instrument is to be shipped to DIGITECH for service or repair, contact DIGITECH 
for scheduling information. In any correspondence, identify this instrument using both the 
serial number and the product number of the ENCORE and the options included (see Chapter 
3). | 


3.03 Repack the instrument using the original packing material or wrap the instrument in 
heavy paper or plastic before placing it in the container. Place packing material all around the 
sides of the instrument. Seal the shipping container with strong tape or metal bands and mark 
it "DELICATE INSTRUMENT", etc.. See the Warranty on the last page of this manual for 
additional information. 


4. INSPECTION 


4.01 The ENCORE was carefully inspected both mechanically and electrically before 
shipment. It should be physically free of mars or scratches and in perfect electrical order upon 
receipt. After unpacking, inspect the equipment for signs of damage incurred during shipment. 
If the instrument has been damaged, notify the carrier immediately. 


xe SAFETY PRECAUTIONS 


5.01 Some of the voltages required for operation of the ENCORE may present a hazard to the 
operator if he fails to exercise reasonable care when handling the equipment. The unit should 
be properly grounded and any internal maintenance should be performed by qualified personnel. 


6. CLEANING 


6.01 Cleaning of the ENCORE is usually required at least every four months. The outside 
front panel and other exposed surfaces are cleaned with mild soap and water. An air hose 
provides a satisfactory means of cleaning hard-to-reach areas. 


7 STORAGE 


7.01 When stored, the ENCORE should be repacked in its original carton using the same 
packing material. The area should be cool and dry. Temperature should not exceed the limits 
given in Appendix A. 


8. INSTALLATION 
A. Placement 


8.01 Installation of the ENCORE is fairly straight forward. Since the unit is designed for desk 
top use, find a suitable location, make ac power and interface connections as detailed in 
Figures 2-1 and 2-2, and proceed to "power-up" the unit as described in the Initial Operating 
Procedure in Chapter 4. 


CAUTION: Always remove the dise when turning power on or off. 
B. Power Requirements 


8.02 The ENCORE is designed for worldwide installation. A rear panel voltage selecting 
switch eliminates the need for internal wiring changes when switching from a 95 to 130 or 190 
to 260 Vae power source. A 4 amp S/B fuse (092-00154) or Littlefuse 3AG 313004 is used for 
95-130 Vac operation and a 2 amp S/B fuse (092-00022) or Littlefuse 3AG 313002 for 190-260 
Vac operation. The fuse is located on the rear panel shown in Figure 2-2. 
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CHAPTER 3 


PRODUCT DESCRIPTION 


1. GENERAL 


1.01 This chapter provides the user with a physical description of the ENCORE, Figure 3-1, 
including its major components. It also discusses design philosophy and system architecture 
including an overall system block diagram. In addition, the standard equipment configuration 
is established and options are defined. 


1.02 Physical controls are detailed through the use of full page photographs which are keyed 
to an explanation of specific connectors, switches, etc.. 


Fig. 3-1 ENCORE 200 
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2. THREE LEVELS OF OPERATION 


2.01 Level-1 is a disciplined test procedure with a directory of test programs that reside on 
disc. No programming is required. The operator simply enters a number, sets IO parameters, 
and executes the program by selecting it from one of the Level-i Menus. These programs, 
sequenced into monitor and simulation functions, can be added to by the user or by DIGITECH 
at the user's request. The Level-1 Operating System is located on the program dise supplied 
with each ENCORE. 


2.02 Level-2 uses DICOL, a high order programming language designed for DIGITECH's 
PACER-103. This language is used for interface control and data manipulation and is widely 
accepted in the data communications industry as a simple, easy to use diagnostic language. All 
programs designed for use with the PACER are upward compatible with the ENCORE 200. The 
Level-2 Operating System is located on the same program dise as Level-1. 


2.03 Level-3 incorporates a form of BASIC (Beginners All purpose Symbolic Instruction Code) 
enhanced by DIGITECH to simplify its use and improve its relevancy to communications. This 
new language, hereafter referred to as COMBASIC (COMmunications BASIC), provides the user 
with a powerful and easy to use means of designing comprehensive and otherwise complicated 
age The Level-3 operating system is contained within the ENCORE's Read Only Memory 
ROM 


3. DESCRIPTION 


3.01 ENCORE is a rugged, portable, self-contained data communications diagnostic test set 
employing the latest techniques in microprocessor based integrated circuit design. The unit 
measures approximately 7 7/8 inches high, 18 1/4 inches wide, and 18 1/4 inches deep. It 
incorporates an image-enhanced CRT, a 52 inch floppy dise drive, and full ASCII keyboard. 


3.02 While operating as an intelligent Monitor or Simulator, ENCORE provides the operator 
with a view of real time data on an integral 7 inch CRT (Cathode Ray Tube). It analyzes 
communications problems and isolates troubles to specific network components by taking 
control of the RS-232C interface and simulating system hardware and software. 


3.03 While executing passive monitor programs, ENCORE allows the operator to view 
transmit or receive data and selectively load data in RAM (Random Access Memory). These 
types of programs are used to detect poll or select sequences and monitor terminal response 
while ignoring less significant transmissions. ENCORE will also detect the status of given 
interface leads and audibly alert the operator upon recognition of a specific event (high-low 
control lead, parity error, time out, ete.). 


3.04 When executing a program that actively simulates a network component, ENCORE may 
transmit data and clock signals while controlling the state of specified interface leads. It can 
also transmit and receive pseudorandom patterns for character error rate and block error rate 
testing; and it can calculate, transmit, and compare block or frame cheek sequences. 


A. Primary Display 


3.05 The Primary Display is a 7 inch CRT using an 8 x 16 dot matrix. This matrix permits 
display of 7 or 14 lines of 32 or 64 characters and provides display of control character 
mnemonies and HEX pairs while maintaining character registration. Displayed data may be 
converted to a HEX or binary representation through the use of COMBASIC subroutines. Data 
is normally displayed using a 128 character ANSI/ASCII repertoire with two character 
mnemonics for all control symbols. Send and receive data are displayed as normal and reverse 
video, respectively. Normal video appears as white characters on a black background. 
Reverse video is the opposite; black characters on a white background. Half intensity 
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subcharacters are used to identify such characteristics of the data as parity errors, block 
check characters, flag bytes, ete... The cursor, a blinking white rectangle, indicates the 
current writing location on the CRT in all operational modes. The maximum capacity of the 
CRT memory including half-intensity subcharacters (attributes) is 4 096 bytes. Information 
displayed on the CRT originates at the keyboard, RS-232 interface (DCE or DTE data), and 
capture or program memory. 


B. Real Time Display 


3.06 The Real Time Display is an interface monitor using LED's (Light Emitting Diodes) to 
indicate the status of each control, data, and timing lead. The display is located to the right 
of the CRT, above the dise drive. Red LED's indicate the on (illuminated) or off (not 
illuminated) state of control leads. Tristate LED's are used to indicate the mark (green), space 
(red), or quiescent (not illuminated) state of data and timing leads. 


C. Dise Drive 


3.07 The Disc Drive uses a 5% inch mini diskette as the permanent storage media and is 
located below the Real Time Display. The ENCORE can record data and the status of six EIA 
control leads (circuits) or the attribute byte. The same type of information, if stored in RAM, 
may be transferred to the disc for a permanent record. The disc may also be used to store 
programs and to load these programs into the ENCORE's own nonvolatile storage buffer 
(program memory). The Dise Drive records data and status bytes at speeds up to 9 600 bps 
operating FDUX. The data storage capacity of the disc is at least 240K bytes (8-bit). 


D. Memories 


3.08 The ENCORE employs up to 128K of memory which is considered either system or bulk 
memory. Although the precise allocation of memory is quite complicated, it can be assumed 
for this discussion that the System and Bulk memories are each comprised of 32K of ROM 
(Read Only Memory) and 32K of RAM (Random Access Memory). The System ROM contains 
the software required for operation of the main processor including langauge ROM's, system 
configuration ROM's, ete.. System RAM includes up to 26 624 bytes of memory which are 
dynamically allocated to the source, object, and capture memories. The amount of memory 
allocated to each of these is established by the operator while in the Memory Allocation Mode 
as discussed in Chapter 7. 


E. Keyboard 


3.09 The ENCORE keyboard is a 76 array with a 56 key trimode touch typing area (main 
array), a 15 key control cluster to the right of the main array, and a 5 key special functions 
cluster to the left of the main array. The keyboard employs "n" key rollover protection and 
multiple key inhibit. In addition, up to 26 keys may be assigned to User Defined Functions 
greatly simplifying repetitive entry of large or multiple word commands. 


F. Interface 


3.10 The ENCORE is supplied with an RS-232/V.24 Interface for use with the Unit Under Test 
(UUT). Separate interface parameters may be established for both transmit and receive 
functions. This allows the user, for example. to transmit data at one speed while receiving it 
at another. Other standard interface provisions include scope SYNC and VIDEO (RS-375) 
outputs and an External IO port, which are detailed later in this chapter. 
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3.11 The RS-232 Interface connects ENCORE to the interchange circuit using one or both of 
the 25-pin D connectors (one male, one female). A pull to unlock miniature toggle switch 
allows the operator to loopback data for self-test purposes. Table 3-1 defines each pin of the 


RS-232 interchange circuits. 


BY MODE (3) 
PIN EIA CCITT SIG LED CONTROL OUTPUT 
NUMBER DESIG  CKT Eee aan SOURCE DISPLAY ‘PUT DTE DCE 
1 AA 101 Protective ground - (1)(5) (1)(5) (1)(5) (1)(5) 
2 BA 103 Transmitted data (10) DTE Red/green BR T BR 
3 BB 104 Received data (10) DCE Red/Green  BR(2) BR(2) T 
4 CA 105 Request to Send, RTS (8X4) DTE Red BR T BR 
5 CB 106 Clear to Send, CTS (8X9) DCE Red BR BR T 
6 CC 107 Data Set Ready, DSR (8X9) DCE Red - - T 
7 AB 102 Signal ground - Red(1)(5) (15) (15) (15) 
8 CF 109 Receive Line Signal Detect, RLSD (9) DCE Red(2) BR(2) BR(2) T 
9 - - Reserved for data set testing - Rec(5) - - - 
10 - - Reserved for data set testing - Red(5) = - - 
11/A - - Unassigned (8) - Red(4) BR/T BR/T BR/T 
12 SCF 122 Sec. receive line signal detect DCE Red(5) - ~ ~ 
13 SCB 121 Sec. clear to send, SCTS DCE Red(5) = | - - 
14 SBA 118 See. transmitted data DTE Red(5) = - - 
15 DB 114 Transmit clock (11) DCE Red/green BR BR T 
16 SBB 119 Sec. received data (11) DCE Red(5) - : - 
17 DD 115 Receive clock DCE Red/green BR BR T 
18/B - - Unassigned (8) - Red(4) BR/T BR/T BR/T 
19 SCA 120 See. request to send, SRTS DTE Red(5) % - - 
PAL CD 108.2 Data terminal ready, DTR (8X9) DTE Red - T = 
21 CG 110 Signal quality detect, SQ DCE Red(5) - - 
22 CE 125 Ring indicator (8X9) DCE Red BR BR T 
23 CH/CI 111/112 Data signal rate select DTE Red(5) - - - 
24 DA 113 External transmit clock (11) DTE  Red/green(5) - - - 
25 ~ - Unassigned - Red(5) : - - 
NOTES: 
(1) Pin 1 is chassis/frame and is not connected to signal (8) The status of pins 4, 5, 8, 11, 18, and 22 are 
ground, pin 7. recorded in the status byte. 
(2) Pin 8 (CF) must be on (+) to permit data input on pin 8. (9) Pins 4 and 2 are controlled using the COMBASIC 
STATE TERM instruction. Pins 5, 6, 8, and 22 are 
(3) BR = Bridging Receiver. controlled using STATE MODEM. 
T = Transmitter. 
(10) Data is output via pin 2 using STATE TERM 
(4) A and B are control leads or receive leads which may be (clocked by pin 15) and via pin 3 using STATE 
selected using the external T-Connector. MODEM (clocked by pin 17). 
(5) Not Controlled. (11) When simulating a terminal (STATE TERM), and 


(7) 
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RS-232 INTERFACE PIN ASSIGNMENT 


RS-232 CIRCUIT 


1 = (-V) - Marking = OFF. 

0 = (+V) = Spacing = ON. 

DTE = Data Terminal Equipment. 

DCE = Data Communications Equipment. 


LED color definition: 


Green = Mark, no greater than -3V. 

Red = Space, no greater than +3V. 
Extinguished = No signal greater than +3V. 
Red and green = Transitions. 


ENCORE CIRCUIT 


using internal clock, the ENCORE outputs timing 
via pin 24. When simulating a modem (STATE 
MODEM), and using internal clock, timing is 
output via pins 15 and 17. 


DESIGN PHILOSOPHY, ARCHITECTURE 


4. DESIGN PHILOSOPHY 


4.01 ENCORE's design is based on the concept of distributed processing. Although the 
concept is not new, it has just recently become available for use with microprocessor based 
systems. This is due to the availability of programmable peripherals that relieve the 
microprocessor of its time consuming bookkeeping, timing, and IO tasks. Within ENCORE, a 
single main processor coordinates the activities of the entire system. The main processor has 
the capability of communicating with all system peripherals, but by no means controls every 
step of operation. Distributed processing relieves the main processor of this burden through 
the use of other microprocessors, dedicated function LSI circuits, and simple state machines. 


5. ARCHITECTURE 
A. Control Signal Attributes 
5.01 The main processor uses three different methods of control and communications between 


itself and system peripherals as shown in Figure 3-2. The basic attributes of the different 
forms are discussed in the following paragraphs. 


SPKR 
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Fig. 3-2 ENCORE Block Diagram 
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9.02 IO Control. This method is totally under control of the microprocessor's set of program 
instructions. Therefore, control commands, and/or data will be written or read at a particular 
port at the discretion of the microprocessor's software. Usually this technique is used to 
transfer commands, status, or initialization data between the main processor and system 
peripherals. This is the main function of the IO because each IO demands main processor CPU 
dedication which is 10 system clock intervals per IO instruction. Therefore, transferring large 
amounts of data between the CPU and a system component would take even more clock states, 
since at a minimum: 


e An instruction must be executed to get data from memory. 
e An IO instruction must be executed. 
e An instruction must be executed to increment the memory pointer. 


e An instruction must be executed to determine if all data bytes have been 
transferred. 


9-03 A better and faster method available is DMA (Direct Memory Access). Another 
drawback of using IO is having to interrogate the status of system peripherals. If we are only 
interested in the status of the system peripheral because we wish to have activity with it, then 
a software loop must be made when using IO interrogation. This is inefficient because it 
demands that the microprocessor execute this IO interrogation over and over until the correct 
Status is obtained. A better method, interrupt, would allow the microprocessor to continue its — 
activity and be signalled asynchronously with software execution when a particular system 
peripheral has a particular status. 

5.04 UmA Control. This is an efficient method requiring only four system clock states to 
transfer data from the main processor memory to a port or vice versa. When an ENCORE 
system component which is assigned a DMA channel asserts a DMA request line to the main 
processor, the following sequences will occur: 


@ The main processor software execution will stop. 
e The DMA controller inside the main processor will become the system bus master. 


e The DMA controller will acknowledge this via a DACK line to the system 
component. 


e Data transfer will take place between the main processor and the system peripherals 
in either direction. The number of data transfers and the location of memory has 
been initialized by software prior to this sequence. Once the number of DMA 
transfers has been finished the main processor CPU will again become master. 


5.05 In order for the DMA controller to transfer data upon a system peripheral request as 
described, the only work the CPU has to do is to program the memory location in the DMA 
controller and the number of bytes to transfer. The four system clock cycles of DMA transfer 
are much shorter than the IO technique. Not only does this save time for a programmed data 
transfer, but it permits a system peripheral to initiate data transfers, either because they have 
data or because they need data, without any demand upon the CPU. In effect, this data 
transfer was transparent to the CPU software since it stopped executing instructions as soon 
as DMA became the master. A slightly different operation has been designed in the ENCORE 
which permits the main processor CPU to execute an instruction every 10 microseconds during 
DMA. This will be discussed in more detail later. 
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5.06 INT (Interrupt) Control. When a system peripheral needs to be serviced by the main 
processor, it sends a unique interrupt signal to the main processor. In this technique, the main 
processor stops what it is doing, saves pertinent useful data, and then starts executing 
software which was pointed to by the specific interrupt. This permits the main processor to 
execute its software and only service the system peripheral when the system component 
requires it. 


B. Control Signal Assignment 


5.07 Assignment of the three different methods of control and communication between the 
main processor and system peripherals as shown in Figure 3-2 is discussed in the following 
paragraphs. 


5.08 Dise Controller. Because large amounts of data are transferred to and from the disc, it 
is assigned a DMA channel. When the data transfer is complete, the DMA controller in the 
main processor signals the dise controller, which then interrupts the main processor. This 
ensures that the main processor initiates disc data transfer and then forgets about it until an 
interrupt occurs. One IO port is assigned to the dise to be used by the DMA channel while 
other ports are assigned for command and status. 


9-09 CRT Controller. Again, because large amounts of data are transferred to the CRT 
controller for subsequent display on the CRT, it is assigned a DMA channel in the main 
processor. In fact, its DMA channel also has the capability of autoload. This means that the 
main processor can identify the memory location and the number of transferred bytes for this 
channel only once and forget about it, because the DMA will autoload the base address and 
bytes count when data transfer is completed. The only need to ever change this is for a screen 
format change. Again an IO port is assigned for the DMA channel and other ports are assigned 
to permit initialization of the CRT controller. 


9.10 Keyboard, External RS-232, Speaker, and Transmitter. These functions require all three 
methods of control/ecommunications. 


@e Keyboard: Because this is the only operator interface, it is assigned one interrupt 
for asynchronous system intervention and an IO port for one byte data transfer per 
keystroke. 


e XIO (External IO Port): Because the External IO Port transfers data on a byte by 
byte basis and the maximum speed is only 19.2K bit/sec, i.e., 1 300 system clocks 
between byte transfer, an interrupt driven IO scheme is appropriate. Two interrupts 
are asSigned, one for receive data and one for transmit data. Two ports are 
assigned, one for initialization and status, while the other is for data bytes. 


@ Speaker: The speaker is driven by one command; therefore one IO port is assigned 
to it. 


e Transmitter: This circuit is the main data transmitter used by ENCORE when 
emulating data modems or terminals. Since data transfer could occur at 100K 
bit/sec, a byte is required to be transferred every 250 system clocks. In order to 
maximize the efficiency of CPU operation, a DMA channel is assigned to the 
transmitter. Again, when the total byte transfer is complete, the main processor 
Signals the transmitter with a signal (terminal count) which then turns around and 
interrupts the main processor. This sequence permits the main processor to 
initialize data transfer to the transmitter and then proceed with other activities 
until interrupted by the transmitter. Ports are assigned for the DMA channel 
transmitter commands and status. 
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e EIA Control: This circuitry requires IO ports to set or sense the status of EIA leads. 
Eight interrupts are also assigned to specific EIA leads so that asynchronous events 
can be sensed. 


5.11 Front End 2/3. These system peripherals are the primary recievers for EIA leads 2 and 
3. The main method of communications is via interrupts and IO. The front ends interrupt the 
main processor for every character received. The main processor then acquires this byte at 
the specific port assigned to the particular front end. 


5.12 Memory. The method of data transfer is via interrupt and IO. The main processor 
initializes activity to a particular port associated with the specified memory. Then, the 
memory interrupts the main processor when the activity is completed, after reading or writing 
data. This technique permits slow, nonvolatile memories to be utilized in the memory. 


6. STANDARD CONFIGURATION 


6.01 Equipment supplied with the standard ENCORE configuration is listed in Table 3-2 and 
indexed to Figure 3-3. 


TABLE 3-2 
EQUIPMENT SUPPLIED 

mourn” ex ARTO 
3-3-1 Power Cord 1 096-00008 
3-3-2 Auxiliary Interface Cable 1 948-00081 
3-3-3 T-Box 1 940-00016 
3-3-4 ENCORE 200 1 702-00030 

3-3-5 Program Dise, Level-1, Level-2, and 
Utilities 1 805-00016 
Program Disc, Blank 1 035-00117 
3-3-6 Technical Manual 1 810-00184 
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7. OPTIONS 


7.01 Table 3-3 describes each of the options available with ENCORE. In referring to these 
options, use the product number given in the table. 


TABLE 3-3 
OPTIONS 
PRODUCT NO. DESCRIPTION 
E250-01 IPARS Language 
E250-02 XS-3 Language 
E250-03 | BAUDOT Language 
E250-04 SBT Language 
E250-05 FIELDATA Language 
E250-06 BIDIC Language 
E250-07 RMS Language 
E250-08 RMS-2 Language 
E251 Additional Technical Manual 
E252 X25 Monitor and Interactive Package 
E254 100 Volt ac 
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8. CONTROLS, DISPLAYS, AND CONNECTORS 


8.01 Tables 3-4 and 3-5 describe the function of all ENCORE controls, displays, and 
connectors. These include the three keyboard arrays and both Primary and Real Time Displays 
as shown in Figure 3-4. Rear panel connectors are shown in Figure 3-5. 


TABLE 3-4 
CONTROLS, DISPLAYS, AND CONNECTORS 


FIGURE AND 


INDEX NO. NAME FUNCTION 


#444% FRONT *#*** 


3-4-1 Primary Display The Primary Display is a 7 or 14 line by 32 
or 64 character, seven inch CRT using an 8 
x 16 dot matrix. The display presents the 
operator with a view of on-line data, 
captured data, programs, and operating 
mode formats. 


3-4-2 Real Time Display The Real Time Display is a 24 LED cluster 
to the right of the CRT. The display 
monitors the state of all the RS-232 leads 
except frame ground (pin 1) and signal 
ground (pin 7), although a LED exists for 
pin 7, it is not operative. When illum- 
inated, a red LED indicates a positive, ON, 
condition for all control leads. Tristate 
LED's are used to indicate the mark 
(green), space (red), or quiescent (not il- 
luminated) state of leads 2, 3, 15, 17, and 
24. 


3-4-3 Power On/Off Level switch, applies primary ac power to 
the unit. 


3-4-4 Dise Drive The dise drive is a data recorder using a 54 
inch mini diskette as the storage media. 
Each dise provides an additional 240K bytes 
of memory which may be used to store 
programs or real-time data. 


3-4-5 Aeeess Door Protects dise drive mechanism from dust. 
Door should be closed when drive is not in 
use. 


3-4-6 Door Release Pushbutton, opens door to drive and ejects 
dise. 


3-4-7 Activity LED Nluminates whenever drive motor is on. 
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FIGURE AND 
INDEX NO. 


3-4-8 


3-4-9 


3-4-10 
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TABLE 3-4 


CONTROLS, DISPLAYS, AND CONNECTORS (Cont'd) 


NAME 


FUNCTION 


#¢tt*# FRONT ***#* 


Control Cluster 


Main Array 


Special Function 
Cluster 


The Control Cluster consists of 15 auxiliary 
keys that provide convenient control of 
mode selection and edit capabilities. 


The Main Array consists of 56 touch typing 
keys employing "n" key rollover protection 
and multiple key inhibit with clearly de- 
fined control legends. 


The Special Function Cluster consists of 
five keys. Four deal with special display 
functions and one, RWD, sets the disc 
read/write head to the beginning of the 
first dise record. 


e[-¢ 338d 


Fig. 3-4 ENCORE 200 Front View 
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STOP CONT CLEAR 
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FIGURE AND 
INDEX NO. 


3-5-1 


3-5-2 


3-5-3 


3-5-4 


3-5-5 


3-5-6 


3-5-7 


3-5-8 


3-5-9 
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TABLE 3-5 


CONTROLS, DISPLAYS, AND CONNECTORS 


NAME 


FUNCTION 


#4444 REAR *+#*4* 


XIO Port 


UUT Connector (female) 


UUT Connector (male) 


Normal/Loopback 


Line Fuse 


Voltage Selecting 
Switeh 


SYNC 


RS-375 Video 


AC Line Connector 


Auxiliary External IO Port (male) provided 
for serial down line load, ete.. Data output 
via pin 3 is asynchronous ASCII with a 2.0 
unit stop interval. RS-232 voltage levels 
and appropriate 25-pin "D" connector are 
utilized. 


Items 2 and 3 are parallel wired twenty- 
five pin "D" connectors used for interface 
between the ENCORE and the circuit under 
test. The status of the interface leads in 
the active and passive modes is covered in 
Table 3-1. 


Two position locking level toggle switch 
(pull to unlock) provides normal operation 
or internal loop-back of data for self-test 


WF AT et be @ 


Protects the ac line from overload in the 
event of an equipment malfunction. 


4 amp S/B at 95-130 Vae 
2 amp S/B at 190-260 Vac 


Provides for operation at 95-130 or 190-260 
Vae. , 47-440 Hz. 


BNC connector provides an output port for 
external oscilloscope synchronization under 
programmable control. 


BNC connector provides RS-375 composite 
video output. 


Provides for ac input via removable line 
cord. 


CONTROLS, DISPLAYS, AND CONNECTORS 


t. 
4 

4 
i 
‘ 


Fig. 3-5 ENCORE 200 Rear View 
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9. CONTROL CLUSTER AND SPECIAL FUNCTION KEYS 


9.01 The operation of the system at any level requires some familiarity with the control 
cluster and-special function keys along with the simple keystrokes that combine to form 
typewriter commands. 


A. CONTROL CLUSTER KEYS 


This keystroke is only functional when monitoring data and only if a 
STATE LOCK has not been executed during the monitor program. 
Once STATE LOCK has been executed, the user must include some 
alternate means of program escape. When this key is depressed, 
the CRT display will halt (while the program continues) until 
the [o] key is depressed or until a screen _position_instruction is 
encountered in the program. The {com} ; ; and [«w!] keys remain 
functional in this mode. 


CONT During program execution, this key is used to cancel the ("] fune- 
tion if a STATE LOCK has not been previously executed. If STATE 
LOCK has been executed, the user must include some alternate 
means of program escape. It is also used during the IO mode to 
permit entry of separate parameters for each front end. 


CLEAR During program execution this key is used to momentarily clear the 
CRT display and cancel the |] function if a STATE LOCK has not 
been previously executed. If STATE LOCK has been executed, the 
user must include some alternate means of program escape. In the 
EDIT Mode, this key clears the current program liné as noted by 


the cursor position. 


These keys are used to position the cursor. Display scroll is 
accomplished using the | |] or{|] keys alone or in combination with 


the {x:] key. 

This is the "Insert Character" key. It is used in conjunction with 
the [—] and (-} keys to insert a character before the position of the 
cursor. 


This is the "Delete Character" Key. It is used in conjunction with 
the (—] and (—} keys to insert a character indicated by the position 
of the cursor. 


[3] 


A User Defined Function is executed when this key is depressed and 
then followed by an entry from the main array (A-Z). Up to 26 
different functions may be assigned. These functions are defined 
by the user in the ASGN (assign) Mode. 


This keystroke is only functional when a program is not being 
executed. When the key is depressed, the ENCORE immediately 
assumes a nonintrusive state at the interface bridging all normally 
terminated interchange leads. 


HB 


NOTE: If the STATE BRDG instruction is not used in the program 
to disconnect the ENCORE from the circuit under test, depress 


the (wx| key. 
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CMD 


CONTROL CLUSTER AND SPECIAL FUNCTION KEYS 


Depressing this key normally returns the ENCORE to the Command 
Mode. 


This is the Variable Entry Status key. It functions during the EDIT, 
MENU, TIME, XIO, IO, and ASGN modes and instructs the ENCORE 
to display the status of all four buffer memories and the IO 
parameters. Depressing the (.%1] again places the ENCORE in a 
memory modification mode (Variable Entry) where the operator 
may change the memory allocation for the object, source, and 
capture buffers. 


This key is used for terminating the input of string variables during 
program execution and can be used in place of | =™|while in the 
EDIT Mode to avoid placing carriage returns in a string constant. 


This key provides keyboard entry of upper and lower case 
characters. It is normally used in the EDIT Mode (see top line of 
EDIT Mode Display) and permits conventional use of the keyboard 
where the [»"] key must be depressed to enter upper case char- 
acters. Normal operation (upper case only) is similar to that of the 
Teletype Corporation's Model 33 terminal. Depressing this key a 
second time restores the ENCORE to the upper case only mode. 


B. SPECIAL FUNCTION KEYS 


REPT 


(=) of) 


This key is used in conjunction with any of the other keys on the 
keyboard for multiple key entry. This key and the key to be 
repeated must be depressed and held down to repeat. 


This key simply enters the ASCII delete symbol. 


This key enters case shift symbols for languages requiring upper 
and lower case entries. It is used in conjunction with the key to 
enter the upper case symbols and by itself to enter the lower case 
symbols. 


This key is used during the IO mode to_convert SYNC sequence 
entries to their HEX equivalents. The key must be depressed 
immediately before the HEX entries. If depressed again, HEX 
entries will be converted to ASCII and the SYNC sequence will not 
be the desired HEX character. 


Whenever this key is depressed, the disc automatically returns to 
the beginning of the first record. 
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9.02 Table 3-6 lists all control cluster and PREC! function keys and indicates the operating 
mode in which they are active. 


TABLE 3-6 
USE OF CONTROL CLUSTER AND SPECIAL FUNCTION KEYS 
MENU TIME XIO_ IO ASGN EDIT CMD RUN 


CONTROL CLUSTER KEYS 


XxX 
X 
fos X X 
X X X X X X Xx X 
X Xx D4 XxX X Xx X X 
[=] X X XxX Xx Xx X xX XxX 
(-} X Xx Xx Xx Xx Xx Xx X 
[«] xX X X Xx 
[=<] xX X xX X 
(} 4 XK X X xX Xx 
X X Xx X Xx Xx XxX X 
[<u] X X xX X X xX xX X 
X X 4 xX X xX X xX 
X X 
X xX 
SPECIAL FUNCTION KEYS 

Xx X Xx X X X 

Xx X Xx 
X 
[=] X Xx 
[==] X X D4 xX Xx Xx X Xx 
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T-CONNECTOR, AUDIO OUTPUT 


10. T-CONNECTOR 


10.01 A T-Connector, provided for use with the RS-232 Interface, uses two jumpers that allow 
the operator to connect pins 11 (A) and 18 (B) of ENCORE to any of the 25 interchange 
circuits. A slide switch is provided to connect ENCORE to the secondary send and receive 
circuits (pins 14 and 16, respectively) in lieu of the normal primary connection (pins 2 and 3, 
respectively). Two additional jumpers are provided for the user's convenience. 


10.02 An auxiliary interface cable (approximately three feet long) is supplied and can be used 
with either the RS-232 Interface or the T-Connector. 


11. AUDIO OUTPUT 


11.01 The ENCORE is provided with a 4 watt audio output to a 2 inch speaker located under 
the keyboard. An audible output at a frequency of 1000 Hz is provided for programmed alarm. 
It may be turned on or off to indicate receipt of a parity error, NAK, or any other user defined 
event. In addition, an audible click provides instant confirmation of every typed entry. 
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CHAPTER 4 
INITIAL SET-UP AND OPERATION 
1. GENERAL 


1.01 In addition to the power-up procedure, this chapter includes examples of operation as a 
monitor in Level-1, Level-2, and Level-3. The synchronous monitor was chosen for all three 
levels of operation because it is one of the most commonly used features of the system. These 
examples will serve to familiaize you with the ENCORE, but by no means do they represent 
the full capabilities of the unit. These capabilities can best be realized by carefully reading 
the appropriate chapters of the manual and operating the unit. Select items of entry from the 
various menus to see what actually happens. Experiment with difficult commands and develop 
your own techniques for diagnosing problems. The more time you can spend with the ENCORE, 
the more you will be able to take advantage of its enormous power and flexibility. 


2. INITIAL SET-UP 


2.01 The information in Chapter 2 regarding installation and the RS-232C interface should be 
read before attempting to connect the ENCORE to the circuit under test. With this 
information, the user must determine which of the configurations, shown in Figure 4-1, is 
required to perform the desired tests. Once the configuration is known, the user simply 
connects the ENCORE to the circuit under test via the rear panel UUT (Unit Under Test) 
connector. 

TO PASSIVELY MONITOR INTERFACE 1 


a « ''.. 
Host PU oO = oa” — 
ront-en = a; 

a MODEM MODEM 
Processor, 7. : 
Concentrator ways Terminal 

ENCORE 200 ENCORE 200 

TO TEST CPU AND SOFTWARE DIRECTLY TO TEST TERMINAL DIRECTLY 
CPU or 
Front-end §: d iets 
Processor ENCORE 200 Sucoaea00 Terminal 


TO TEST TERMINAL VIA MODEMS 


© Ze 

Host CPU fO Lg 

Front-end = Ail 

Processor, ko 4 = Terminal 
Concentrator a | 


Host CPU iT] 
Front-end ay 
Processor, 
Concentrator Terminal 


or VF or VF ENCORE 200 
loopback B®! loopback 
(far end) (near end) 


Fig. 4-1 Typical Operating Configuration 
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POWER-UP 


2.02 The procedures that follows are designed to take the user through the power-up sequence 
to the desired level of operation. It assumes that the user has read Chapters 5, 6, and 7 and 
has determined which level of operation is best suited to his current applications. A simple 
flowheart is included, Figure 4-2, showing the steps given in the procedure. Detailed 
information for operation in Level-1, Level-2, and Level-3 is supplied in Chapters 5, 6, and 7, 
respectively. 


TURN 


POWER ON 
AND INSERT 
DISC 


| FAILURE 
MESSAGE 


NO 


DISPLAY 
MASTER 
DIRECTORY 


ESIRED 


ASSURE THAT THE 
CORRECT POWER-UP 


POWER-UP PROGRAM 
IS STORED IN MEMORY 


REMOVE RETURR TO 
DISC COMMAND MODE 


TYPE "D RUR C," 


Fig. 4-2 Power-Up Flowchart | 
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POWER-UP 


INITIAL POWER-UP PROCEDURE 
PROCEDURE 


Connect the ENCORE to the appropriate ac power source. 
Connect the ENCORE to the circuit under test. 
Assure that no disc is in the drive assembly. 


Set the ac power switch to the ON position and note that the ENCORE 
displays "SELF TEST IN PROGRESS". 


Insert the disc, write protected, tab to the left and toward the front (see 


Figure 4-3). 


WRITE PROTECT TAB 


wig Sel as ee ad las ee an 


: DIGIT ECH ENCORE (200 - 


Fig. 4-3 Diskette Insertion 


When the self test is successfully completed, the ENCORE will normally 
display the Master Directory as shown in Figure 4-4. If the ENCORE enters 
the Level-3 Command Mode or the display reads "ENTRY ERROR", type D 
RUN| ==], This executes the dise stored program "RUN" which auto- 
matically allocates memory and eliminates the error message due to 
incorrect memory allocation in the power-up ASGN Mode. 
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INITIAL POWER-UP PROCEDURE (Cont'd) 


STEP | PROCEDURE 


7. If the display reads "ERROR #5", the program MD (Master Directory) must 
be loaded into memory from the diskette and stored prior to typing D 
RUN . This is accomplished as follows: 


a) From the Level-3 Command Mode, type D EDIT MD(#™Jand note 
that MD appears in the EDIT Mode display. 


b) Type SAVE [=], 


e) Strike the {#] key and note that the ENCORE returns to the Level-3 
Command Mode. 


d) Type D RUN([«]and note that the Master Directory is displayed. 


Fig. 4-4 Master Directory 


8. From the Master Directory, select the desired level of operation. 


This completes the Initial Operating Procedure 
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3. TYPICAL OPERATION IN LEVEL-1 


3.01 For the purpose of this discussion, it is assumed that the user wishes to monitor 
synchronous data in ASCII and store that data on dise for later analysis. 


TYPICAL LEVEL-1 OPERATING PROCEDURE 
FOR 
MONITOR AND STORAGE 


STEP PROCEDURE 


1. Connect the auxiliary interface cable between the ENCORE's rear panel 
UUT connector and the circuit under test. Assure that the NORMAL/LOOP- 
BACK switch is set to NORMAL. 


Ze Power-up the unit as described in the procedure under paragraph 2.02. 


3. From the Master Directory, select Level-1 by striking the a key and note 
that the Level-1 Directory is displayed. 


4. From the Level-1 Directory, select the Synchronous Library by striking 
the (3 ] key and note display of the current IO parameters. 


De Set IO parameters to agree with the parameters of the circuit under test. 
Refer to Chapter 7 for additional information. 


TYPICAL EXAMPLE: NOTE: These are the default para- 
meters assumed on power-up. 
SPEED == 2400 


SYNC --- Sy Sy 
NRZI --- NO 
MODE === SYNC 
CLOCK -= EXT 
PARITY - ODD 
LANG --- ASCII 
6. Strike the [ae] key when IO entries are completed and note display of the 


FRONT END SELECTIONS. 

‘fg Select the desired redundancy check by striking the appropriate key and note 
display of the Synchronous Library. Strike the (:] key for this example, 
because we have assumed the data to be in ASCII. 


8. Select MONITOR/TRAP from the library by striking the[{;]key and note 
display of the MONITOR/TRAP Menu. 


9. Select MONITOR ALL by striking the({{]key and note display of the 
MONITOR ALL MENU which will now allow you to store data on disc. 
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STEP 


10. 


11. 


12. 


13. 
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TYPICAL LEVEL-1 OPERATING PROCEDURE 
FOR 
MONITOR AND STORAGE (Cont'd) 


PROCEDURE 


For the purpose of this procedure, we will assume that data is to be stored 
on the program dise. Select DISC from the menu by striking the @ key and 
note the user prompts to insert a non-write protected data disc. 


Eject the disc, remove the write protect tab, and re-insert the dise. Strike 
the | «™ |key to continue and note that the synchronous data appearing at the 
interface is displayed on the screen and transferred to the disc. 

Note: Pin 8 (RLSD) must be on to input data on pin 3. 

Use any of the keystrokes shown below to further enhance display of the 


monitored data or strike the({s]|key to display of the MONITOR/TRAP 
Menu. 


Monitor/Trap Commands 


8 = P2 ONLY Ht | = FLTR 

= P3 ONLY = TIME STAMP 
= BOTH [vex] = HEX 

= TRAP RESTART ssc] = EXIT 

= HDUX = EIA STATUS 
= FDUX 

= SCREEN SIZE CLEAR 

= RESYNC CONT 


This completes the example procedure for monitoring synchronous data. In 
most eases, the next step is to return to the Level-1 Directory and select 
OFF-LINE DATA DISPLAY in order to further analyze the data stored on 
disc. Menu selections and prompts are sufficient to lead the user through 
this mode of operation. To take full advantage of the ENCORE's Level-1 
capabilities, the user must become familiar with the information in Chapter 
De 


TYPICAL OPERATION IN LEVEL-2 


4. TYPICAL OPERATION IN LEVEL-2 


4.01 For the purpose of this procedure, it is assumed that the user is familiar with DICOL and 
wishes to write a simple program that can be used to monitor synchronous data. The program 
shown in this procedure is designed to display all monitored data in a half- or full-duplex 
format until EOT is received. For additional information, please refer to Chapter 6. 


TYPICAL LEVEL-2 OPERATING PROCEDURE 
FOR 
SYNCHRONOUS MONITOR 


STEP PROCEDURE 


1. Connect the auxiliary interface cable between the ENCORE's rear panel 
UUT connector and the circuit under test. Assure that the NORMAL/LOOP- 
BACK switch is set to NORMAL. 


as Power-up the unit as described in the procedure under paragraph 2.02. 


3. From the Master Directory, select Level-2 by striking the [:] key and note 
that the Level-2 Directory is displayed. 


4, From the Level-2 Directory, select the Program Mode by striking the key 
and note display of the LEVEL-2 EDITOR. 


De If a program is displayed, you must either erase it by striking the [7] key 
twice or move to the end of the program by holding the sa] key down while 
striking the ful key. In either case, the first instruction must be "63", 
followed by the program name. If a program is not displayed, simply begin a 
new program by typing the program name. 


6. Enter the following program. Strike the SPACE BAR for automatie colon 
entry after the instruction number and the key after the argument. 
Line# Instruction Argument Comments 
00 : 63 : MONITOR Program name 


01 : 10: Resyne both receivers 


02 =: 13: EOT Gi ae Receive and 
: 2 log through EOT. 


03 : 04: -2 Jump back 2 steps 
7. Strike the fess key and note_that four lines (00-03) of the program are 
displayed. Use the (1) and keys to seroll through the program and check 


for errors. If an error is found, use the keystrokes shown in the table below 
to edit the program. 
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STEP 
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TYPICAL LEVEL-2 OPERATING PROCEDURE 
FOR 
SYNCHRONOUS MONITOR (Cont'd) 


PROCEDURE 
PACER/ENCORE Program Mode Commands 
PACER ENCORE FUNCTION 


Advance to next program. 
Insert line above current line. 
Go ahead one line. 

Go back one line. 

Character delete. 

Enter/Exit HEX Mode. 

Go to program start. 

Go to program end. 


A oooee & 


Erase line. 


Erase program. 


ate 
HH 


Invert parity. 


Boke oooeey 


Enable/Disable upper-case. 


Item #11 above is necessary because of the_absence of an auxiliary shift key 
on the ENCORE. On the ENCORE, the |] key will turn the parity invert 
functions on or off. Whenever the invert function is on, an indication will 
appear on the top line of the display. 


Item #12 above is an added ENCORE function which allows only upper case 
alphas when enabled. Whenever the upper case function is on, there will be 
a "UC" displayed on the top line of the CRT. This function is especially 
useful since there is only one shift key on the ENCORE. 


Strike the {w] key and note that the ENCORE displays the Level-2 Directory. 
It is good practice, at this point, to save the program on dise by selecting 
item from the menu. This will prevent accidental loss of the program if 
power is turned off. Refer to Chapter 6, page 6-38 for additional 
information. 


From the Level-2 Directory, select the IO Mode by striking the ("] key and 
note that the current IO parameters are displayed. 


Set IO parameters to agree with the parameters of the circuit under test. 
Refer to Chapter 7 for additional information. 


TYPICAL OPERATION IN LEVEL-2, TYPICAL OPERATION IN LEVEL-3 


TYPICAL LEVEL-2 OPERATING PROCEDURE 
FOR 
SYNCHRONOUS MONITOR (Cont'd) 


STEP PROCEDURE 


EXAMPLE: 


SPEED -- 2400 
SYNC --- S, S 


YY 
NRZI --— NO 
CLOCK += EXT 
PARITY - ODD 
LANG --- ASCII 
it. Strike the (ao] key when IO entries are completed and note display of the 


Level-2 Directory. 


12. Execute the MONITOR program by striking the key and note that both 
transmit and receive data (if present) are displayed in an interlaced format. 


13. This completes the example procedure for writing, saving, and executing a 
synchronous monitor program in Level-2. It is important to note that the 
data is stored in capture memory and can be recalled for further analysis 
while in the Display Mode. All Level-2 modes of operation are detailed in 
Chapter 6. 


9» TYPICAL OPERATING PROCEDURE, LEVEL-3 


9.01 For the purpose of this procedure, it is assumed that the user wishes to write a 
synchronous COMBASIC monitor program that receives and logs data into the capture buffer. 


TYPICAL LEVEL-3 OPERATING PROCEDURE 
FOR 
SYNCHRONOUS MONITOR 


STEP PROCEDURE 


1. Connect the auxiliary interface cable between the ENCORE's rear panel 
UUT connector and the circuit under test. Assure that the NORMAL/LOOP- 
BACK switch is set to NORMAL. 

2. Power-up the unit as described in the procedure under paragraph 2.02. 


3. From the Master Directory, select Level-3 by striking the { /] key and note 
that the ENCORE enters the Level-3 Command Mode. 
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TYPICAL LEVEL-3 OPERATING PROCEDURE 
FOR 
SYNCHRONOUS MONITOR (Cont'd) 


STEP PROCEDURE 

4. From the command mode type IO[*™] and note that the ENCORE enters the 
IO Mode. 

De Set IO parameters to agree with the parameters of the circuit under test. 
Refer to Chapter 7 for additional information. 

EXAMPLE: Note: These are the default para- 
meters assumed on power-up. 
SPEED -- 2400 
SYNC --- Sy Sy 
NRZI --- NO 
MODE --- SYNC 
CLOCK == EXT 
PARITY - ODD 
LANG --- ASCII 

6. Strike the key when IO entries are completed and note that the ENCORE 
returns to the Level-3 Command Mode. 

Te From the Level-3 Command Mode type EDIT MONITOR| «™] and note that 
the ENCORE enters the Edit Mode. 

8. Enter the following program being careful to type each line exactly as 
shown. Terminate each line by striking the [#5] key. Use the (—] ,(—],[«], 
and keys to correct mistakes. To correct a line already terminated, 
simply retype the line number, strike(=]and correct the error. For more 
information on editing a program, refer to Chapter 7. 

Line # Statement Comments 
10 SCREEN CP=6-1 "SYNCHRONOUS MONITOR" Clear sereen and print the message, 


"SYNCHRONOUS MONITOR". 


20 SCREEN P=5-2 "STRIKE nMEQnn TO ESCAPE" Print second line of message, 


"STRIKE EG TO ESCAPE". 


30 WAIT 5000 Wait 5000 milliseconds. 
40 STATE BRG, DISCON Bridge both pins 2 and 3, and turn on 
the dise. 
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TYPICAL LEVEL-3 OPERATING PROCEDURE 
FOR 
SYNCHRONOUS MONITOR (Cont'd) 


STEP PROCEDURE 
Line # Statement Comments 
50 TON P2 , P2B , P2D , P3 , P3B , P3D Turn on the front ends, capture 


60 


10 


80 


90 


100 


110 


120 


130 


10. 


11. 


buffer (P2B, P3B), and display (P2D, 
P3D) for pins 2 and 3. 


WHEN KBD a GOTO 80 * Interrupt the program whenever the 
keyboard is struck. 

GOTO 70 Continuous return to WHEN KBD if 
the keyboard is not struck. 

IF a=27 GOTO 100 * If the(s]key is struck, goto step 
100. 

GOTO 60 If a key other than/«]is struck, 
return to step 60. 

PRINT #3, "#"! Fill the unused portion of the buffer 
with asterisks to assure transfer of a 
complete block of characters to the 
dise. 

PRINT #3, "#"! Transfer an extra block of asterisks 
to assure complete transfer of all 
data. 

STATE DISCOFF Turn off the dise. 

CHAIN "™" Return to the Level-3 Command 

| Mode. 
* Note: Strike(M] before and after 
entering the byte variable a. 

When the program has been entered and corrected, strike the[ «= |key. Now 
type SAVE [ serves | to save the program in solid state memory. 
For the purpose of this procedure, we will assume that data is to be stored 
on the program dise. Eject the disc, remove the write protect tab, and re- 
insert the disc. 
Type RUN [swe] and note that the program message is displayed, and after 5 


seconds, synchronous data is displayed on the screen, logged into the buffer, 
and transferred to the dise. Strike the [s] key to exit the program and 
return to the Level-3 Command Mode. 
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12. 


13. 
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TYPICAL LEVEL-3 OPERATING PROCEDURE 
FOR 
SYNCHRONOUS MONITOR (Cont'd) 


PROCEDURE 


If the program contains any additional errors, an audible alarm will sound, an 
error code will be displayed, and the ENCORE will return to the Edit Mode. 
If the program is executed, but the results are not as expected, strike 
the{#] key and note return to the Edit Mode. Type LIST {«]and note 
display of the monitor program. Make the necessary changes and repeat 
step 11. 


This completes the example procedure for writing and executing a 
synchronous monitor program in COMBASIC. To take full advantage of the 
ENCORE's Level-3 capabilities, the user must become familiar with the 
information in Chapter 7. 
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CHAPTER 5 


: LEVEL-1 OPERATION 


1. GENERAL 


1.01 This chapter of the manual contains the detailed information required for Level-1 
operation of the ENCORE. 


1.02 Level-1 is a menu driven operating system designed for the non-programmer. It is 
entered by selecting item a from the Master Directory and consists of a series of programs 
selected and executed with minimum operator input. These are highly sophisticated programs 
designed for the comprehensive evaluation of a data communications network. At this level of 
operation, the user is not a programmer but he is familiar with network under test and 
understands the basics of data communications and the environment in which he is operating. 
To simplify operation, Level-1 provides the user with a Master Directory for selecting the 
desired level of operation and several program libraries to permit the selection and execution 
of existing programs. If, during the execution of Level-1 programs, the ENCORE enters the 


Level-3 Command Mode, as a result of user entry error, simply type D RUN[ =] to display the 
Master Directory. 


LEVEL-1 DIRECTORY 


1.03 The following  para- 
graphs briefly describe the 
contents of the various pro- } 
gram libraries and operating 
routines listed in the Level-1 
Directory, Figure 5-1. The 
last entry in each library will 
return the ENCORE to the 
Level-1 Directory. Select 
the desired program by typing 
the adjacent number and note 
that program execution be- 
gins. The keystrokes re- 
quired to select an item from 
the directory and then return 
to the directory after exe- 
cution, are shown in the key- 
stroke flowchart, Figure 5-2. 
Detailed logie flowcharts are 
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Fig. 5-2 Keystroke Flowchart, Level-1 Directory 
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2. ASYNCHRONOUS LIBRARY, | | 


2.01 The Asynchronous Lib- 
rary, Figure 5-3, includes 
several programs designed for 
operation in an asynchronous 
environment. When the 
Asynehronous Library is first 
selected, the Level-1 pro- 
gram CHAIN's the [IQ pro- 
gram to permit operator en- 
try of IO parameters. When 
the desired IO parameters 
have been entered, program 
execution is continued by de- 
pressing the key. At this 
point the ENCORE first loads 
the front end programs and 
then displays the Asyneh- 
ronous Library. The fol- 
lowing paragraphs, 2.02 
through 2.07 discuss the oper- 
ation of each program in the 
Asynehronous Library. The 
keystroke flowchart, Figure 
5-4, shows how each item is 
selected from the library and 
how the user returns to the 
library after selection. 
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Monitor/Trap 


2.02 This is an asynchronous program (MONTRAP) designed to display and capture data while 
passively monitoring the interface. Captured data and the associated attribute or status byte 
may be stored in buffer memory or on disc. The program includes a routine to display and 
eapture both data and attribute bytes occurring between specified start and stop sequences. 
The program makes extensive use of operator prompts and commands that may be used during 
program execution. These commands are defined in Table 5-1. Figure 5-5 shows the 
keystrokes required to enter and exit the Monitor/Trap program. 


TABLE 5-1 


MONITOR/TRAP COMMANDS 


USAGE 
COMMAND DEFINITION MONITOR ALL TRAP FAST 
Display pin 2 and 3 data . . 
Clear display (see note) : : 
CONT Continue display (see note) . 


/ EIA status and data/Attribute and data ** XK 


Exit program and return to Asynchronous 
Library . : - 

Convert display to full duplex format * = 
Convert display to half duplex format . > 
[x] Convert display to HEX/NO HEX . . 
i Suppress idle line/display idle line * * 
Time stamp capture buffer ” ig 
Resyne front ends * si 
Change sereen size sa . 
Stop display x a 
[3 | Display pin 2 data only * sg 
Display pin 3 data only = *. 


NOTE: These keys are only active after the key is depressed. 
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NOTES: 1. Data and attribute are captured, no status. 


2. To increase capture speed, data is transferred directly to the 
buffer, without attribute and status. 


Fig. 5-5 Keystroke Flowchart, Monitor/Trap 
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Off-Line Data Display 


2.03 This is the same series of programs described in paragraphs 5.01 through 5.07. They are 
made available in the Level-1 Directory and in the Asynchronous, Synchronous, and Bit 
Oriented Libraries, solely for the convenience of the operator. 


Echo as DCE 


2.04 This is an asynchronous program (ECHODCE) that configures the ENCORE as a MODEM. 
During program execution, EIA leads 5 (CTS), 6 (DSR), and 8 (RLSD) are turned ON and both 
transmit and receive timing signals are output via EIA pins 15 and 17, respectively. Send data 
is then input via pin 2 and retransmitted via pin 3. Both send and receive data are displayed on 
the CRT as normal and reverse video, respectively. To exit the program, depress the key. 
This will return program control to the Asynchronous Library. 


Echo as DTE 


2.05 This is an asynchronous program (ECHODTE) that configures the ENCORE as a terminal. 
During program execution, EIA leads 4 (RTS) and 20 (DSR) are turned on. External timing 
must be input via pins 15 and 17 if EXT clock has been choosen during the selection of IO 
parameters. Receive data is input via pin 3 and retransmitted via pin 2. Both send and receive 
data_are displayed as normal and reserse video, respectively. To exit the program, depress 
the key and note that program control is returned to the Asynchronous Library. 


TTY Conversational as DTE 


2.06 This is an asynchronous program (TTY) that configures the ENCORE as a terminal and 
allows the operator to communicate, on-line, with a remote terminal. Upon execution, the 
ENCORE accepts typed messages from the keyboard and transmits the data in real time. Both 
send and receive data are displayed, real time, in half duplex format. Depressing the key 
twice will return program control to the Asynchronous Library. 


TTY Conversational as DCE 


2.07 This is the same program used for conversation while simulating DTE except that the 
ENCORE is configured as a modem instead of a terminal. Upon execution, data typed on the 
keyboard is transmitted, real time. Both send and receive data are displayed on the CRT in 
half duplex format. Depressing the key twice returns program control to the Asynchronous 
Library. 
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3. SYNCHRONOUS LIBRARY, | | 


3.01 The Synchronous Library lists programs designed for operation in a synchronous 
environment. When the Synchronous Library is selected from the Level-1 Directory, the 
Level-1 program CHAIN's the IO program to permit operator entry of IO parameters. When 
the desired IO parameters have been entered, program execution is continued by depressing 
the key. The operator now responds to the CRT prompt selecting CRC (Cyclie Redundancy 
Check, a 16-bit character), LRC (Longitudinal Redundancy Check, an 8-bit character), or 
neither. Upon entering this selection, the synchronous front end program is loaded and then 
the Synchronous Library is displayed as shown in Figure 5-6. The following paragraphs, 3.02 
through 3.05, discuss the operation of each program in the Synchronous Library. Figure 5-7 


shows the keystrokes required to select an item from the Synchronous Library and return to 
the library after the selected program is executed. 
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Fig. 5-6 Synchronous Library 
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Fig. 5-7 Keystroke Flowchart, Synchronous Library 
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SYNCHRONOUS LIBRARY 


Monitor/Trap 


3.02 This is the same program used during asynchronous operation and is detailed in paragraph 
2.02. The difference between synchronous and asynchronous monitor lies in the type of front 
end program that is automatically executed before "Monitor/Trap". In all other respects, 
program control is accomplished in the same manner as described for asynchronous operation. 
All commands listed in Table 5-1 are also valid during synchronous operation. 


Off-Line Data Display 


3.03 This is the same library of programs described in paragraphs 5.01 through 5.07. This 
selection is made available in the Synchronous Library solely for the operator's convenience. 


Transparent Monitor 


3.04 This program is designed to passively monitor data at the interface and capture both data 
and EIA status. The data is captured without regard to language and is normally displayed, 
after capture, using one of the Off-Line Data Display programs. CRT prompts allow the 
operator to store captured data in both the buffer and on dise or in the buffer only. During 
program execution, the display of captured data may be controlled using the commands listed 
in Table 5-2. 


TABLE 5-2 


TRANSPARENT MONITOR COMMANDS 


COMMAND DESCRIPTION 
Display pin 2 and pin 3 data. 
CLEAR Clear display. 
CONT Continue display. 
ESC Exit program and return to Library Display. 


Convert display to full duplex format. 
Convert display to half duplex format. 
Convert display to HEX or return to ASCII. 
Suppress idle line/do not suppress idle line. 
Change screen size. 

Stop display. 

Display pin 2 data only. 


Display pin 3 data only. 


wm 
—4 o a 
4 w x 
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Poll/Select Remote 


3.05 This program is designed to poll or select a terminal in a BSC (Binary Synchronous 
Communications) environment using the EBCDIC language and a CRC 16 block check 
polynomial. During execution, the ENCORE simulates a front end processor in a data network. 
CRT prompts allow the operator to store captured data in the buffer or on dise and to enter 
the station poll address, select address, and device address. Additional prompts then allow the 
operator to send a general poll, a specific poll, or to select a remote terminal and send an 
operator entered message. If a general or specific poll is to be sent, further prompting allows 
the operator to select the number of successive polls to be transmitted (32000 max). If there 
is no response to the poll within three seconds, a "TIME OUT! NO RESPONSE!" message is 
displayed. After five consecutive time out messages, a final prompt allows the operator to 
exit the program, start the program from the beginning or repeat the poll. At this point, the 
operator should determine the reason for the "TIME OUT!" message and then restart the 
program. 


Network Analysis 


3.06 This program is designed to analyze network performance in a BI-SYNC environment at 
speeds up to 9 600 bps and is only run between the user modem and CPU. It will analyze the 
data for up to 20 stations with a maximum of 200 total devices. The language employed is 
EBCDIC and the terminal equipment is assumed to be IBM 3270; TELETYPE 40/4 and 4540; or 
equivalent. The maximum speed of 9 600 bps is valid for point-to-point communications. For 
multi-drop application, the speed is limited to 4 800 bps. User prompts are provided to input 
speed and test duration. To exit the program, strike the key. 


3.07 During execution of this program, the ENCORE displays information relative to overall 
line performance and individual station and device activity. This information includes such 
items as: line utilization, response time, number of messages transmitted, message size, poll 
eycle time, number of retransmissions, and error performance. The information required for 
analysis of the line under test is obtained by passivley monitoring that line for a period of 1 to 
60 minutes as specified by the user. The ENCORE displays this information on its CRT and 
may output the same information to a hard copy device if desired. 


3.08 During the monitor phase of execution, the station polling address (shown in EBCDIC), 
number of polls, number of messages (IN, OUT) and retransmission for up to 20 stations is 
logged and displayed on the CRT as shown in Figure 5-8. This same display also includes the 
last, minimum and maximum poll cycle, and CPU response times in milliseconds. This 
information is then analyzed by the ENCORE and the results of analysis are subsequentially 
displayed as two different reports: "LINE TOTALS" and "STATION TOTALS". Elapsed time 
(RUN TIME) and selected test duration (END TIME) are also shown in the display. 
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433 11058 MSEC. RUN TIME 5:00 
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Fig. 5-8 Typical Monitor Display 


3.09 Overall Line Performance: The overall performance of the circuit under test is 
determined by examining the "LINE TOTALS" as shown in Figure 5-9. This report totals 
measurement parameters for all stations monitored during the selected time period. The 
report also includes the RUN TIME and a date-time group to mark the beginning and ending of 
the test. These parameters are defined as follows: 


MSGS IN 
MSGS OUT 


CHAR IN 


CHAR OUT 


RESP TIME 


POLL CYCLE TIME 


REXMIT IN 


REXMIT OUT 


LINE UTILIZATION 


Total number of messages received. 
Total number of messages transmitted. 


Total number of characters received including the 
minimum message size, maximum message size, and 
average message size (CHAR IN/MSGS IN) in char- 
acters. 


Total number of characters transmitted including the 
minimum message size, maximum message size, and 
average message size (CHAR OUT/MSGS OUT) in 
characters. 


The minimum, maximum, and average response times 
measured from CPU input of "ETX" to CPU output of 
"SEL". Times are given in milliseconds. 

The minimum, maximum, and average times required to 
eyele through an entire poll list (top of list to top of 
list). Times are given in milliseconds. 

Total number of "NAK's" received. 

Total number of "NAK's" transmitted. 

The total number of characters transmitted or received 


divided by total possible for the selected speed and 
measurement period. Utilization is given in percent. 
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LINE ERROR PERFOR- 
MANCE 


The percent of characters sent error free. 


WORST CASE RESPONSE The sum of the maximum response time and maximum 
TIME poll eyele time. 


LINE TOTALS RUN TIME = 5 MINUTES 


TIME START 123 16:14:29 TIME STOP 123 16:19:29 
TOTAL MIN MAX AVG 

MSGS IN 78 

MSGS OUT 58 

CHAR IN 1866 4 364 23 

CHAR OUT 8783 10 339 151 

RESP TIME | 238 529 266 MS. 

POLL CYCLE TIME 433 11058 635 MS. 

REXMIT IN 0 

REXMIT OUT 679 

LINE UTILIZATION 5.91 % 


LINE ERROR PERFORMANCE 93.62 4 
LINE TOTALS (CONTINUED) 
WORST CASE RESPONSE TIME 11587 MS. 


Fig. 5-9 Line Totals 


3.10 Station Performance: Station performance is evaluated by examining the "STATION 
TOTALS" as shown in Figure 5-10. This report includes the same type of information provided 
in the "LINE TOTALS" report except that the information is only relative to the specified 
station (address now shown in HEX, not EBCDIC). Included with the "STATION TOTALS" are 
message totals for each station device. These totals include the total messages transmitted 
and received, total characters transmitted and received, and the minimum, maximum, and 
average message size. 


STATION TOTALS 
STATION ADDRESS C3 


TOTAL MIN MAX AVG 
MSGS IN 12 
MSGS OUT 11 
CHAR IN 394 y 209 32 
CHAR OUT 1736 10 339 157 
REXMIT IN 0 
REXMIT OUT 0 


LINE ERROR PERFORMANCE 100 % 

DEVICE ADDRESS 40 
MSGS IN/OUT 12/11 
CHARS IN-- 394 TOTAL 4 MIN 209 MAX 32 AVG 
CHARS OUT- 1736 TOTAL 10 MIN 339 MAX 157 AVG 


Fig. 5-10 Station Totals 
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BIT ORIENTED LIBRARY 


4. BIT ORIENTED LIBRARY, 


4.01 The Bit Oriented Library contains many of the same programs listed in the Asynchronous 
and Synchronous Libraries. When used in a bit oriented environment, however, a different 
front end program is executed before a selection from the library is made. The front end 
program (FESDLC) is designed to permit operation of the ENCORE in a SDLC (Synchronous 
Data Link Control) environment. When the Bit Oriented Library is selected, the Level-1 
program CHAINs to the ROM stored IO program to permit operator entry of IO parameters. 
During IO set up, the MODE parameter must be set toSDLC. When the desired IO parameters 
have been entered, program execution is continued by depressing the key. The front end 
program is then loaded and the Bit Oriented Library is displayed as shown in Figure 5-11. Each 
of the programs shown in the library are discussed in paragraphs 4.02 through 4.04. Figure 5- 
12 shows the keystrokes required to select an item from the library and to return to the library 
after the selected program is executed. 
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Fig. 5-11 Bit Oriented Library 
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Fig. 5-12 Keystroke Flowchart, Bit Oriented Library 
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Monitor/Trap 


4.02 This is the same program listed in both the Asynchronous and Synchronous Libraries and 
is detailed m paragraph 2.02. This program, like the synchronous MONITOR/TRAP, differs 
from the asynchronous version only by the type of front end program that precedes its 
execution. In all other respects, program control is accomplished in the same manner as 
described for asynehronous operation. All commands listed in Table 5-1 are still valid during 
execution in a bit oriented environment. 


Off-Line Data Display 


4.03 This is the same series of programs described in paragraphs 5.01 through 5.07. The 
selection is made available in the Bit Oriented Library solely for the operator's convenience. 


5. OFF-LINE DATA DISPLAY LIBRARY, 3 


5.01 The Off-Line Data Display Library, Figure 5-13, is a collection of programs designed to 
display data that has been captured and stored in the capture buffer or on dise. Other 
selections in the library allow the user to set IO and XIO parameters and to output the 
eaptured data via the External IO Port. The flowchart, Figure 5-14, shows how each item in 
the library is selected and how the user returns to the library after the selected program is 
run. Table 5-3 shows the attributes that may be displayed beneath each data byte when data 
and attribute are selected for display. 


TABLE 5-3 


DISPLAY ATTRIBUTES 


SYMBOL DEFINITION 
an , 
Pp Parity error. 
A 
B Bloek Cheek Character. If blinking, 


the BCC is bad. 


T Inserted idle character generated by 
ENCORE. 

F SDLC flag. 

Ht 40 character FIFO buffer is over- 
written. 

| End of data, incoming data. 


Selected lead is on. 
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Fig. 5-13 Off-Line Data Display Library 
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Fig. 5-14 Keystroke Flowchart, Off-Line Data Display Library 


Page 5-16 


OFF-LINE DATA DISPLAY LIBRARY 


Display Capture Buffer HDUX 


5.02 This program (DISP) is designed to display data in the capture buffer, stored there as a 
result of executing a capture program, e.g., Monitor/Trap. The IO parameters should be the 
same as those used when the data was captured. Because data may be captured with or 
without status or attribute bytes, it is important that the operator display data in the same 
manner as it was captured. For example, if data is captured in the FAST Mode, it should be 
displayed in the DATA ONLY (PIPE) Mode. This is accomplished through the use of easy to 


understand operator prompts. 


If an ineorrect response is made, momentarily depress 


the [ssc] key and reselect the display program. During program execution, control of the display 
is provided through the use of operator commands as outlined in Table 5-4. 


COMMAND 


) 
pais ae 


“ ~~] 2 “ 
—4 ~ 


a 
~4 
P] 
rf 

wo 

=< 


b> 
TNE 
a 


SPACE 


TABLE 5-4 


HDUX BUFFER DISPLAY COMMANDS 
DEFINITION 


Slew speed factor. 


Toggle display to HEX or octal or normal. Allow entry of HEX pair when 


entering the search sequence. 


Enter and exit from sequence entry mode. 


Toggle mode from "AD" to "SD" to "D" where: "AD" = Attribute and 


Data, "SD" = Status and Data, and "D" = Data only. 
Search for sequence. 

Search for B attribute. "AD" mode only. 

Search for blinking B attribute. "AD" mode only. 
Search for P attribute. "AD" mode only. 

Search for F attribute. "AD" mode only. 

Toggle display to DTE only or DCE only or normal. 
Language toggle. 

Case shift toggle. 

Pin underline toggle select. "SD" mode only. 
Program restart. Used after changing data diskettes. 
Output sereen to XIO printer port. 

Forward one line. 


Backward one line. 
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TABLE 5-4 
HDUX BUFFER DISPLAY COMMANDS (Cont'd) 
COMMAND DEFINITION 


Auto slew forward. Slew speed controlled by (, } thru [7]. 


Auto slew backward. Slew speed controlled by (.] thru : 


Foo 


SHIFT] <— Bit slip left. 
SHIFT Bit slip right. 
Go to end of data. 
Go to start of data. 
ESC Allow interleaved data display in the "D" mode. 
Display Capture Buffer FDUX 


5.03 This program (DISPFCBUF) is similar in function to the program discussed in the previous 
paragraph. The difference lies in the display format (full duplex) and in the use of display 
commands. The commands used with this program are listed in Table 5-5. 


TABLE 5-5 


DISPLAY CAPTURE BUFFER FDUX COMMANDS 
COMMAND DEFINITION 


Page forward (384 character/page). 

Page backward (384 character/page). 

Shift data byte one bit to the right. 

Shift data byte one bit to the left. 

Display pin 2 and 3 data. 

Display the contents of the capture buffer from the beginning. 
Clear screen. 


Output the contents of the capture buffer, non ASCII, via the XIO port. 


ma) 
m cr a) 
aa) omg ee — 


Display the contents of the capture buffer from the end. 
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TABLE 5-5 


DISPLAY CAPTURE BUFFER FDUX COMMANDS (Cont'd) 


COMMAND DEFINITION 


(3) 


Convert display to full duplex from half duplex or HEX, etce.. 
Bet Exit program and return to Library Display. 

Convert display to HEX or return to ASCII. 

Returns display to normal from HEX. 

Output the contents of the capture buffer, in ASCII, via the XIO port. 
Convert display to upper or lower case character. 

Execute search routine. 


Display pin 2 data only. 


Display pin 3 data only. 


SIGE) 


Display Data Dise 

5.04 This program (DISP-DISC) is designed to display data already captured and logged on 
dise. The IO parameters should be the same as those used when the data was captured. The 
method of displaying data is controlled by means of operator prompts. If an error is made in 
response to an operator prompt, the program may be executed again by depressing the key 
and then reselecting the program. The data may be displayed with or without status or 
attribute bytes, depending on how it was captured. Data recorded on disc is displayed in half 


duplex format with 256 characters per page. Control of the display is provided through the use 
of operator commands as outlined in Table 5-6. 


TABLE 5-6 


DISPLAY DATA DISC COMMANDS 
COMMAND DEFINITION 


Page forward. 
Page backward. 


Shift data byte one bit to the left. 


WWE) 


a Shift data byte one bit to the right. 
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TABLE 5-6 
DISPLAY DATA DiSC COMMANDS (Cont'd) 


COMMAND DEFINITION 
te Back up one record. 
CLEAR Clear display. 
CONT Continue search. 


Output recorded data, non ASCII, via the XIO port. 


Display end record. 


m 
[-B}[e8 
pow 


ESC Exit program. 

Convert display to HEX or return to ASCII. 
Output recorded data, in ASCII, via the XIO port. 
Stop display. 

Convert display to upper or lower case character. 
Execute search routine. 

Display pin 2 data only. 


Display pin 3 data only. 


SHIA 


Display Capture Buffer and EIA Status 


5.05 This program (DISP-STAT) is designed to display the contents of the capture buffer 
including both data and EIA status. Status is defined as the condition of the EIA leads, as 
shown in Table 5-7, at the time a given character is logged. The contents of the capture 
buffer are displayed twelve characters at a time. The display includes the data character 
(send or receive) shown in ASCII, HEX, octal, and binary, and the EIA status. During execution 
of this program, the display is controlled using the commands listed in Table 5-8. In order to 
display the EIA status associated with a data byte, the EIA status byte must be captured while 
monitoring data. If attribute and data or data only are captured, the results of this program 
will be incorrect. 
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TABLE 5-7 


CAPTURE EIA STATUS 


EIA LEAD DESCRIPTION EIA LEAD DESCRIPTION 
2 (DTE) Transmit data 8 (RLSD) Carrier on detect 
3 (DCE) Receive data 11 (A) Programmed by user 
4 (RTS) Request to send 18 (B) Programmed by user 
5 (CTS) Clear to send 22 (RI) Rind indicator 
TABLE 5-8 


DISPLAY CAPTURE BUFFER AND EIA STATUS COMMANDS 
COMMAND DESCRIPTION 


Page forward (12 characters). 

Page backward (12 characters). 

Display beginning of buffer (first 12 characters). 
Continue search routine. 


Display end of buffer (last 12 characters). 


9 - 
eee 
= 
=_—4 


ESC Exit program and return to Library Display. 
Page forward 10 pages. 


Execute search routine. 


B R 
wm 
* 


Display Disc and EIA Status 


5.06 This program (DISP-DSTAT) is similar to the previous one in that data and EIA status are 
displayed in the same format. The difference is that now the data and status are loaded into 
the ENCORE from the dise. There are also several additional commands available for display 
control as shown in Table 5-9. 
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TABLE 5-9 
STATUS AND DATA DISC DISPLAY COMMANDS 


COMMAND DESCRIPTION 


Page forward (12 characters/page). 


Page backward (12 characters/page). 


4 aes 
<efpasam 
o< 


Display first page of dise record (first 12 characters). 


lan 
Oo 
=z 
~ 


Continue search routine. 


Display last page of dise record. 


BB 


oN 


; Exit program and return to Library Display. 


> 
nh 
a 


Read next dise record. 

Enter search sequence in HEX. 

Read last dise record. 

Set disc read/write head to beginning of first record. 


ew Stop search. 


BEBE 


Execute search routine. 


Dump Capture Buffer to XIO Port 


3.07 This program (DUMPXIO) is designed to output the contents of the capture buffer 
asynchronously via the XIO port (pin 3). The data is output exactly as recorded. If, for 
example, the data was recorded in EBCDIC with the status byte, it will be output the same 
way. Each status or attribute byte is transmitted immediately preceeding its associated data 
byte. The character length (BITS) and parity, selected when XIO parameters are set, should 
agree with the data as it was recorded in EBCDIC, i.e., 8 bits, no parity. IO parameters should 
also be the same as those used when the data was recorded. During output, XIO port pin 9 
(normally reserved for testing) is set to +12V to provide the equipment under test with a data 
set ready (DSR, pin 6) or a receive line signal detect (RLSD, pin 8) signal as required. The 
+12V output at pin 9 is jumpered to the appropriate EIA pin by means of the T-connector 
supplied with each ENCORE. When the entire contents of the capture buffer have been 
transmitted, program control will return to the Asynchronous Library. 


6. MEASUREMENT LIBRARY, i 


6.01 The Measurement Library contains a series of programs designed to provide the operator 
with the means of performing specific measurements on the circuit under test. The 
Measurement Library is shown in Figure 5-15. Figure 5-16 shows the keystrokes required to 
select an item from the library and return to the library after the selected program is 
executed. 
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MEASUREMENT LIBRARY 


FP uMicT Dor 
BERT TTEaT 
CERT TEST 


y “ 


MEASURE CPL! RESPONSE 
Coecerd TT RICK NAR SD mA YP 
POLLS PER MINUTE | 
S°CTS DELAY 
S DELAY. 


Se i. Lr 


& 
is 
a 
= 
ae 
its 
< 
i 


LEVEL-1 DIRECTORY. 


Fig. 5-15 Measurement Library 


MEASUREMENT 
LIBRARY 


Et ey es 
MEASURE COUNT MONITOR LEVEL-1 

BERT CERT CPU POLLS PER RTS/CTS DIRECTORY 
RESPONSE MINUTE DELAY 


Fig. 5-16 Keystroke Flowchart, Measurement Library 
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Bert 


6.02 This program is designed to transmit, receive, and count the errors that have occurred on 
any one of the three pseudorandom test patterns. CRT prompts allow the operator to select 
the desired pattern (63, 511, or 2 047 bits in length) and the duration of the test (1, 5, or 15 
minutes or continuous). During execution, the ENCORE simulates a terminal and therefore 
requires external timing and proper handshaking. When the pattern lengths and duration of the 
test have been selected, transmission of the pseudorandom pattern begins immediately. Once 
the transmit and receive patterns have synchronized, the words "IN SYNC" are displayed in the 
upper right hand corner of the CRT and measurement data is displayed in a format similar to 
that shown in Figure 5-17. When the test_is completed, an audible alarm sounds and the 
operator responds to CRT prompts to exit ( ) or rerun ( [s] ) the program. 


DURATION- a. 


TOTAL EBtLaacKkS=.. 


PRR ORE OD BLtnks. va MOMUTE- 


SPEED=- 2490 . PATTERN 
1 MIME TEST. 


Fig. 5-17 BERT Measurement Results 
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Cert 


6.03 This program is designed to transmit, receive, and count the errors on either a standard 
fox message or an operator entered message. During execution, the ENCORE simulates a 
terminal and therefore requires external timing and proper handshaking. The local or remote 
modem should be configured to loopback the transmitted message. As the message is received, 
it is displayed on the CRT until the key is depressed. This will instruet ENCORE to display 
the results of the CERT, as shown in Figure 5-18, and, through CRT prompts, allow the 
operator to rerun the CERT or return program control to the Measurement Library. 


TOTRL MESSAGES... ..--% 
TOTAL ERRORS eo ow ae 
ERRMRE tO ie | lle SAGES nie Baus at 


AVE. ERPRORS-“MESSAGE... 


Fig. 5-18 CERT Measurement Results 
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Measure CPU Response 


6.04 This is a synchronous program (CPURESP1) designed to measure response time between 
CPU and 40/4 terminal. Upon execution, CRT prompts allow the operator to select the station 
number and the device number of the terminal to be polled. Both entries are followed by [ecm J. 
After selecting this device number, depressing the [ com | key instructs ENCORE to start its 
internal measurement timer and stop the timer when the correct response is detected. The 
program measures the length of time between the poll and select sequences being received at 
the terminal. The response time is displayed on the CRT as shown in Figure 5-19. 


Response 
time shown 
here in milli- 
seconds 


Fig. 5-19 CPU Response Time 
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Count ACK/NAK's - Asyne 


6.05 This program (ACK/NACK-A) is used in an asynchronous environment to passively 
monitor the interface and count the number of ACKs (acknowledgements) and NAKs (negative 
acknowledgements) sent (pin 2) and received (pin 3). Prior to selection of this program, IO 
parameters for speed, language, and parity must be set by the user. The program sets the 
mode to ASYN and the clock to INT. Upon conclusion of the test, the ratio of ACKs to NAKs 
is displayed for those sent (pin 2), for those received (pin 3), and for the total sent and 
received, as shown in Figure 5-20. In addition, the CURRENT TIME/START TIME display is 
changed to show the time at which the test was terminated. Commands used for control of the 
program are listed in Table 5-10. To exit the program and return to the Library display, 
depress the key. 


TABLE 5-10 


COUNT ACK/NAKs - ASYNC COMMANDS 


COMMAND DESCRIPTION 
Terminate test, computes and displays results. 
CLEAR Clear counters and restart test. 
ESC Exit program and return to Measurement Library. 
CONT Clear counter and restart test after the key is depressed. 


Fig. 5-20 ACK/NAK Analysis 
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Count Polls Per Minute 


6.06 This program (CP1) is designed to bridge both transmit (pin 2) and receive (pin 3) leads in 
a synchronous environment, and count the number of polls appearing on pin 2 (DTE). If an ET 
or NK is detected on pin 3 (DCE), the poll is considered to be nonproductive. If an SX, SH, or 
DL is detected on pin 3, the poll is considered productive. Polls are counted and timed on the 
CRT_as shown in Figure 5-21. To return to the Measurement Library, simply depress 


the | &} key. 


NG TIME Gao G2:1e:5% 


PROEICTiVe POLLS: : 


AVEREIGE POLLS@MINUTE Beg 


TOTAL MINUTES © fee . 


TO END PROGRAM 


Fig. 5-21 Poll Analysis 
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Monitor RTS/CTS Delay 


6.07 This program (MONRTSCTS) is designed to passively measure the time between an RTS 
(Request To Send, pin 4) and a CTS (Clear To Send, pin 5). Since the program only measures 
the time between these two events, and since it is not concerned with data or timing, IO 
parameters are of no significance. RTS/CTS measurements are displayed on the CRT as shown 
in Figure 5-22. Measurements are continually updated until the [ss] key is depressed. This 
returns program control to the Measurement Library. 


Actual 
measure- 
ments 
shown 
here 


Fig. 5-22 Monitor RTS/CTS Delay 
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Measure RTS/CTS Delay 


6.08 This program (CTSDLY) is similar to the program described in paragraph 6.07 except that 
the ENCORE actively simulates DTE and generates the RTS by turning on EIA pin 4. Since the 
program only measures the elapsed time between RTS and CTS, and since data and timing have 
no affect on the measurement, IO parameters need not be established. The delay 
measurements are displayed as shown in Figure 5-23. Measurements are continually updated 


until the [«] key is depressed. This returns program control to the Measurement Library. 


Actual 
measure- | 
ments 
shown 
here 


Fig. 5-23 Measure RTS/CTS Delay as DTE 


7. MASTER/SLAVE OPERATION, B 


7.01 This feature is designed to permit remote control of one ENCORE by another, or some 
other external device. 


7.02 Upon selection, user prompts permit operation with the ENCORE at either of two 
revision levels, below H_ and H or above. The revision level of your machine can be determined 
by holding down the [sw] ] keys during power-up. To establish the master/slave link, each 
ENCORE is connected to the data circuit via the XIO port, which is RS-232 compatible. Since 
the XIO port is permanently configured as DCE and since each ENCORE must simulate DTE 
communicating through modems, the XIO port must be reconfigured as DTE to operate in the 
master/slave mode. The DTE configuration is provided by means of a special cable which must 
be constructed by the operator. The cable is shown schematically in Figure 5-24. 


NOTE: If the ENCORE enters the Level-3 Command Mode, double cheek XIO connectors 
and then type D RUN [™]to display the Master Directory once again. 
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Male Female 
Connector Connector 
(XIO Output) (Modem Input) 


2 2 
le 3 
4 4 
Eon 
20 20 


Fig. 5-24 XIO DCE/DTE Cable 


7.03 Regardless of the program being executed, any ENCORE will assume the slave condition 
whenever *DC2 appears at pin 2 of the XIO port. In addition, signals simulating control cluster 
keystrokes must also be preceeded by an asterisk (*). If an asterisk is to be input it must 
appear twice (**). Finally, a *DC3 at pin 2 instructs the ENCORE to exit the slave mode. 


7.04 All ASCII characters (00 through 7F) and most special function keystrokes received by 
the slave ENCORE are interpreted in exactly the same manner as they would be if input from 
the keyboard. The HEX equivalents of special function keys and unique master/slave 
commands are shown in Table 5-11. 


TABLE 5-11 


MASTER/SLAVE SPECIAL FUNCTION KEYS 


(UNSHIFT) KEY (SHIFT) 
HEX CHARACTER HEX CHARACTER 
80 it CO 
81 [ex | C1 
82 C2 
83! C3 
85 C5 
87 CMD C7 
88” C8 
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MASTER/SLAVE SPECIAL FUNCTION KEYS (Cont'd) 


(SHIFT) 
HEX CHARACTER 


(UNSHIFT) 
HEX CHARACTER 


A 
tr 
md 


8A CA 
8B BRDG CB 
E 
gp? CLEAR CD 
8E CE 
8F CF 
NOTES: 
1. If this key is depressed while the slave is transmitting the 
contents of the CRT, transmission will stop. If depressed at any 
other time, the Master ENCORE will present the operator with a 
description of the STOP, CONT, and CLEAR Master/Slave 
commands. 
2. CONT This command instructs the slave ENCORE to transmit the 
contents of the screen to the Master. 
3. CLEAR This command instructs the remote ENCORE to exit the 


Master/Slave Mode. 


8. USER DEFINED LIBRARY, 


8.01 Item 7 in the Level-1 Directory permits user selection of any one of eight custom 
programs written by the user or by DIGITECH for the user. If custom programs have not been 
prepared, demonstration programs are supplied instead. There is no attempt made here to 
define these programs because they will vary from unit to unit. To examine the programs 
supplied, place the desired program in the source buffer (EDIT Mode) and LIST or DUMP as 
required. 
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9. ELA TIMING MONITOR, 8 


9.01 This program is item 8 in the Level-1 Directory. It is designed to measure the time 
between a change in status of specified EIA-RS-232C leads. It is completely independent of 
timing or data signals and requires no change in IO parameters. As shown in Figure 5-25, the 
leads monitored are 4 (RTS), 5 (CTS), 8 (RLSD), 11 (A), 18 (B), and 22 (Ring indicator). The 
current status of the lead is shown on the bottom line of the display. The time between 
changes in the status of the line is shown in seconds to the right of the ON or OFF status. To 
exit this program and return to the Level-1 Directory, strike the key. 


Fig. 5-25 EIA Timing Monitor 


10. MASTER DIRECTORY, [5 | 


10.01 The selection of item 9 from the Level-1 Directory instructs the ENCORE to display the 
Master Directory. This provides the user with an escape from Level-1 and offers him the 
opportunity to once again enter any desired level of operation. 
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CHAPTER 6 


LEVEL-2 OPERATION AND PROGRAMMING 


1. GENERAL 


1.01 This chapter of the manual is devoted to a description of the DICOL/Level-2 operating 
system. It details the enhancements to both the Level-2 Mode Commands and the DICOL 
Instruction Set. In addition to these enhancements, each item in the Level-2 Menu is discussed 
in detail, and is provided with typical operating procedures where appropriate. Additional 
information is found in the PACER-103 Technical Manual, Pub. No. 810-00066. 


1.02 Level-2 is a powerful menu driven operating system. When combined with dise storage, 
it offers the DICOL programmer far greater flexibility and ease of operation than previously 
obtained through use of the PACER alone. Programs are quickly accessed and may be 
transferred to or from a PACER by simple menu selection. Level-2 modes of operation are 
nearly identical to those of the PACER. 


@ The Execute Mode runs the DICOL program currently residing in memory. 


@e The Program Mode allows the operator to enter and edit programs using basically 
the same techniques, instructions, and edit commands developed for the PACER. 


e The IO Mode permits operator selection and entry of IO parameters. 


@ The Display Mode provides for off-line analysis of captured data which is greatly 
enhanced by the high volume of data which ean be displayed on the ENCORE's 7 inch 
CRT. 


1.03 Further enhancements directly attributed to the power of the ENCORE and it's menu 
driven Level-2 operating system include: 


e The ability to output the entire DICOL menu to an external printer (via ENCORE's 
XIO port). 


e The ability to transfer the entire contents of the PACER program memory to the 
Level-2 PSC ( Pacer Source Code) file (via XIO port). 


e The ability to quickly load the PSC file with DICOL/Level-2 programs stored on 
dise. 


e The ability to transfer the entire contents of the Level-2 PSC file to the PACER 
(via XIO port). 


@ The abiltiy to store the entire contents of the Level-2 PSC file on the ENCORE's 54 
inch dise. 


1.04 Compatibility is not limited to the modes of operation, commands, and instructions. It 
has been extended to include the CRT display as well. During the Execute Mode, for example, 
the ENCORE display includes information designed to simulate the PACER's Operating Status 
and Secondary displays. The Operating Status is displayed as follows: 
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A= ALL, combining the functions of both SIM DTE and SIM DCE. 
B = BOTH, send and receive leads (2 and 3) are bridged. 


M= MODEM, simulating Data Communications Equipment (input send data on via 
pin 2 and output receive data via pin 3). 


T = TERMINAL, simulating Data Terminal Equipment (output send data via pin 2, 
input received data via pin 3). 


1.05 The Secondary Display indicates program steps as they are executed. The familiar "AA" 
indicating BERT or CERT synchronization is appropriately displayed directly beneath the 
program step numbers. 


1.06 From the user's stand-point, control of the interface (front ends) is similar to that 
experienced when using the PACER and easier though not as flexible as provided in the 
ENCORE's Level-3 operating system. Program control of the interface employs the same 
DICOL instructions used with the PACER but includes some benefits inherent with the design 
of the ENCORE. 


2. OPERATION 
2.01 For the purpose of this discussion, it is assumed that the user has read Chapter 4, is 


familiar with dise operation, and is capable of displaying the Level-2 Directory, Figure 6-1. 
The information that follows details each item in the directory in the order of appearance. 


These items a 
are displayed T 
only after an 
DICOL pro- ~ 
grams are 4 


written or 
loaded into 
memory. 


C 


/ vf 
mM es oom out 


Ce 


Fig. 6-1 Level-2 Directory 
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EXECUTE MODE, PROGRAM MODE 


3. EXECUTE PROGRAM ... MODE "E" 0 


3.01 The Level-2 Execute Mode is selected from the Level-2 Directory by striking the key, 
but only if the PSC (Pacer Source Code) file is in memory (see paragraph 4.01). Once selected, 
the system program, LVL2, executes the current DICOL program one line at a time, in 
numerical order, from beginning to end. Execution may be prematurely terminated by striking 
the [cao] key onee. Striking it again returns the Level-2 Directory. The key is used to enter 
one-bit-character errors in the data stream while a program is running. Counting these errors 
in a BERT or CERT loopback helps to verify circuit continuity. 


Typical Execute Procedure 


3.02 This procedure is designed to provide the user with step-by-step instructions for 
executing a DICOL/Level-2 program. This procedure is simplified when IO parameters are 
known to be correct or when the program contains an "01" (auto IO) instruction. 


STEP PROCEDURE 


1. From the Level-2 Directory, select Mode I by striking the key. Then 
examine the IO parameters and change if necessary (see paragraph 5.01). 


Note: If the program to be executed includes a "01" instruction, IO Mode 
parameters change automatically upon execution. 


2. Strike the [<u } key after the correct IO parameters are established and note 
that the Level-2 Directory is displayed once again. 


3. From the directory, select Mode P by striking the (*| key. Then select the 
program to be executed using the swe] | keys. If there are no programs in 
the PSC file, enter a program manually as described in paragraph 4.02 or load 
programs as described in paragraph 9.01 or 10.01. 


Note: The [sw] key must be held down as the key is struck. 


4, Return to the Level-2 Directory by striking the (w] key. 
5. Now execute the selected program by striking the (#°] key. 


4. EDIT/ENTER PROGRAM ... MODE "P" 


4.01 The Level-2 Program Mode is selected from the Level-2 Directory by striking 
the [| key. At this point, the system program "P MODE" is executed. This program allows 
the Level-2 operator to write and edit programs using the DICOL instruction set and edit 
commands in a manner similar to that used with DIGITECH's PACER-103. The display that 
follows Program Mode entry shows the contents of the PSC file. This will normally include 
previously loaded programs. Typical displays are shown in Figures 4-2 and 4-3. 
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Program 
line num- 
ber 


Insert pro- 
cram name 


First in- 
struction 
of every 
program 


Fig. 6-2 Program Mode Display, Menu Not Loaded 


Fig. 6-3 Program Mode Display, Menu Loaded 
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4.02 You will notice that each program line appears in exactly the same format as it would on 
the PACER-103 except that instruction arguments are highlighted. You should also note that 
the top line of the display includes a case shift mode indicator (UC), that disappears when 
the [4] key is depressed (lower case selected). It also includes a number that indicates the 
amount of remaining program memory. 


Program Mode Commands 
4.03 The Level-2 Program Mode Commands differ slightly from those of the PACER due to 
differences in the keycap legends and in the arrangement of keys in the auxiliary keypad. Both 
PACER and equivalent ENCORE commands are shown in Table 6-1. 

TABLE 6-1 


PACER/ENCORE PROGRAM MODE COMMANDS 
ITEM PACER ENCORE FUNCTION 


Advance to next program. 


Insert line above current line. 


Go ahead one line. 


Go back one line. 
Character delete. 
Enter/Exit HEX Mode. 


Go to program start. 


Go to program end. 


cao NO F Pwo nN 

4H mooee ee 
1B 

Hp oooeet 


Erase line. 


Erase program. 


alt 
H 
aok eA mooeeuy 


11. Invert parity. 
12. Enable/Disable upper-case. 
NOTES: Item #11 above is necessary because of the_absence of an auxiliary shift-key 


on the ENCORE. On the ENCORE, the {o«|key will turn the parity invert 
functions on or off. Whenever the invert function is on, an indication will 
appear on the top line of the display. 


Item #12 above is an added ENCORE function which allows only upper case 
alphas when enabled. Whenever the upper case function is on, there will be a 
"UC" displayed on the top line of the CRT. This function is especially useful 
since there is only one shift key on the ENCORE. 


Page 6-5 


PUB. NO. 810-00184A 


Typical Program Entry Procedure 


4.04 DICOL/Level-2 programs are normally written in the Level-2 Program Mode. Although 
they may also be written in the Level-3 Edit Mode, the examples given here deal strictly with 


Level-2 operation. 


Programming Hints 


4.05 The following procedure is designed to demonstrate the method by which a DICOL/Level- 
2 program is written. Additional information covering the selection of IO parameters is found 


Momentarily depress the SPACE BAR to terminate the DICOL instruction. 


Momentarily depress the key to terminate the argument. 


in paragraph 5.01. 


STEP 


Page 6-6 


PROCEDURE 


From the Level-2 Directory, momentarily strike the key (Program Mode) 
and note that the Program Mode Display (LEVEL-2 EDITOR) appears in a 
format similar to that shown in Figures 6-2 and 6-3. 


If the Program Mode display is similar to that shown in Figure 6-3, you must 
either erase the existing program(s) by striking the key twice for each 
program to be erased or move to the end of the program by holding 
the =| key down while striking the [as] key. In either case, the first 
instruction must be "63", followed by the program name. If the display 
appears as shown in Figure 6-2, simply begin the program by typing the 
program name. 


Enter the following program. Remember, strike the SPACE BAR for auto- 
matie colon entry after the instruction number, and the key after the 
argument. 


Line# Instruction Argument Comments 
00: 63: COUNT UP DEMO Program name 
01: 30: Clear display 

. : Display the contents of 
Pea 99% 2 counter "D" | 
03 : 50: 100 Wait 100 ms 

. . Increment counter "D" 
04: 53: D by 1 
05: 04: ~4 Jump back 4 steps 


Strike the (4 key and note that 5 lines of the program are displayed. Use 
the and| || keys to scroll through the program and check for errors. If an 
error is found, use the keystrokes defined in Table 6-1 to edit the program. 


STEP 


Indicates 
Simulate 
Status 


A=All 

B = Both 

M = Modem 

T = Ter- 
minal 


PACER or 
DICOL 
Program 
Name 


Displayed 
Contents 

of Counter 
"D" as it is 
ineremented 


PROGRAM MODE 


PROCEDURE 


Strike the [<xo} key and note that the ENCORE displays the Level-2 Directory. 
It is good practice, at this point, to save the program on dise by selecting 
item iu from the menu (see paragraph 12.01). This will prevent accidental 
loss of the program if power is turned off. 


If the program were designed to input or output data, the IO Mode would have 
to be entered and IO parameters established (see paragraph 5.01). Since this 
example does not require input or output via the interface, strike the key 
to execute the program and note a display similar to that shown in Figure 6-4. 


Program 

line num- 
ber being 
executed 


Fig. 6-4 Typical Execute Display 


Strike the [] key twice to exit this program and note that the Level-2 
Directory is displayed once again. 
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Instruction Set 


4.06 The DICOL/Level-2 instruction set consists of high order language instructions that may 
or may not require an argument. An instruction specifies an operation to be performed. An 
argument provides the data/information require by the instruction. The information in the 
following table differs from that provided in the PACER manual because the ENCORE makes 
certain enhancements possible. Whenever the explanation of an instruction is changed as a 
result of these enhancements, an asterisk (*) will appear to the right of the instruction number. 
The time required to execute each instruction is shown in parenthesis and given in 


microseconds (us), e.g. (execute = 125 us + 65 us/char.). Where the execute time is not given, 
the maximum speed is shown, e.g. (60 kbps). 


NOTE: Each instruction entered must be followed by a space and each argument by 
the [+|key. Colons are entered automatically. 
TABLE 6-2 


DICOL/LEVEL-2 INSTRUCTION SET 


KEYSTROKE OPERATION 
INITIALIZE INSTRUCTIONS 
SELECT TEST MODE. This instruction is normally one of the first 


instructions in a program. It allows the PACER to bridge both inputs 
(lead 2 and 3), to simulate DCE by receiving on lead 2 only or to simulate 
DTE and receive on lead 3 only (initiates a syne search on the 
appropriate lead). If the 00 instruction is not part of the program, the 
PACER automatically assumes a bridging input. When the instruction is 
used, one of the following arguments is required: 


Instruction Argument Comment 
00 : B Both inputs are bridged (leads 2 and 


3). The same condition exists when 
the 00 instruction is deleted or no 
argument is entered. 


00 : M This argument allows the PACER to 
simulate DCE and monitor data re- 
ceived on lead 2 while sending on lead 


3. 

00 : T This argument allows the PACER to 
simulate DTE and receive data on 
lead 3 while sending on lead 2. 

00 : A This instruction is used primarily for 


self-testing purposes. It combines 
the functions of both the SIM DTE 
and SIM DCE into a single test mode 
(A=M+T). 
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TABLE 6-2 
DICOL/LEVEL-2 INSTRUCTION SET (Cont'd) 


KEYSTROKE OPERATION 


INITIALIZE INSTRUCTIONS (Cont'd) 


Note: In practice, to conserve program memory, delete the 00 instruc- 
tion to bridge both inputs. 


If the program directs the PACER to assume an active simulate state 
(instruction "00":T or "00":M), the PACER normally takes the place of 
the CPU (DTE) or modem (DCE), but that component must be 
disconnected from the circuit. When simulating DTE, the PACER 
automatically inputs data via lead 3, outputs data via lead 2, and turns on 
lead 20 ( Data Terminal Ready). If instructed to simulate DCE, the 
PACER inputs data via lead 2, outputs data via lead 3, turns on lead 6, 
and supplies send and receive clock via leads 15 and 17, respectively. 


In addition, the PACER may be programmed to control lead 4 and T when 
simulating DTE and leads 5, 8, M, and 21 when simulating DCE (execute 
= 32 us). 


a STORE IO PARAMETERS. When this instruction is entered, all net- 
work parameters listed during the IO Mode are copied in the argument 
field. In addition, this instruction presets the memory for over-write on 
buffer full (capture memory), clears the A and B counters, clears the 
parity error flag, and turns on the data display. To change IO para- 
meters when writing a program, enter the IO Mode and make the 
necessary changes there. Then return to the Program Mode, delete the 
"01" instruction and re-enter. This will change the "01" parameters to 
agree with the current IO parameters. The "01" instruction is not to be 
used with the BERT instruction number 25 (execute = 4-21 ms). 


a * SELECT BCS TYPE. This instruction permits selection of the proper 
redundancy check scheme for use with synchronous and asynchronnous 
data. 

LRC-8 = (Parity corrected 
(ASC) to agree with 
IO selection) 
LRC-8 = — (Actual accumulation 
no parity correction) 
CRCC-16 = sur] BS 
(EBCDIC) 
CRCC-CCITT = “4 
(SDLC) 
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KEYSTROKE 


TABLE 6-2 
DICOL/LEVEL-2 INSTRUCTION SET (Cont'd) 


OPERATION 


INITIALIZE INSTRUCTIONS (Cont'd) 


[-* & 


eR] 


fe~ 
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An upper case argument character resets the BCC accumulation to all 
zero's (BCS). The lower case argument presets the accumulation to all 
one's (SDLC). This instruction is used only once during a program and 
prior to the first "03" instruction (execute = 10 ms). 


START BCS. This is an instruction to reset/begin the Block Check 


Sequence accumulation for data received on RS-232 lead 2 or 3. This is 


accomplished by entering a "2" or "3" argument (execute = 50 ms). 


JUMP. This is an instruction to jump forward or backward to some 


other instruction in the program. The number of steps required by the 


jump instruction are entered as the argument (PACER = +127, ENCORE 
= +319). A backward jump must be preceded by a "-" (minus). "A forward 
jump may be preceded by a "+" (plus) for clarity, but need not be 
(execute = 34 us). GOTO and GOSUB (+319) may be used in place of "04" 
when the DICOL program is executed in Level-2. 


RETURN TO MODE SELECT. Upon execution, this instruction causes 


the PACER to exit the EXECUTE Mode and enter the MODE SELECT 
State (no argument required). To assure compile, this instruction, a "04", 
or a "09" instruction should end every program. 


SUBROUTINE CALL. This is an instruction to execute a subroutine. 


The argument is any number of steps up to +127 (to the first step of the 
subroutine). When the subroutine is completed, the program will return 
to the step that follows the "06" instruction (execute = 32 us). 


RESET LOGGING TO BEGINNING OF BUFFER. Upon execution, the 


memory is cleared and all incoming data will be logged in capture 
memory starting at the first memory location. 


RETURN TO MODE SELECT ON BUFFER FULL. Upon execution, this 


instruction causes the PACER to assume the MODE SELECT state when 
the capture memory is full (no argument required). This instruction can 
be used only once during a program and must follow the "01" instruction. 


RETURN FROM SUBROUTINE. This is an instruction to return from a 


subroutine to the program step following the "06" call. The "09" 
instruction must always be preceded by a "06" instruction at some point 
in the program (execute = 32 ms). 


PROGRAM MODE 


TABLE 6-2 
DICOL/LEVEL-2 INSTRUCTION SET (Cont'd) 


KEYSTROKE OPERATION 
RECEIVE INSTRUCTIONS 
TURN ON BOTH RECEIVERS. This instruction turns on the PACER 


receivers for RS-232 leads 2 and 3, and initiates a syne search. The 
PACER normally assumes this instruction unless directed otherwise. A 
"00: T" or "M" will automatically turn off one of the receivers. Used 
following 00:M or 00:T to receive data sent as well as received 
(execute = 20 us). 


TURN OFF RECEIVER 2 OR 3. Upon execution, this instruction turns 
off receiver 2 or 3. (The number "2" or "3" is entered as the argument). 


This instruction is also used to drop syne by turning off the active 
receiver. Turning off one receiver automatically turns on the other and 
initiates a new sync search (execute = 20 ms). 


TRAP SEQUENCE. This instruction causes the PACER to receive and 
display incoming characters, one character at a time, in the left-most 
position of the Primary Display window. When incoming characters 
match the argument characters, they are displayed in the right-most 
position of the window. Each match character displayed shifts the 
previous match character one position to the left. If any character in 
the sequence does not match, the search for a complete sequence begins 
when the first argument character is received again. When the complete 
sequence has been received, the PACER proceeds to the next instruction. 
The Trap Sequence is not displayed or logged. The sequence may be any 
one to 25 characters (60 kbps). 


# | 

Hs RECEIVE AND LOG THROUGH SEQUENCE. This instruction causes 
the PACER to receive and log all incoming data up to and including the 
character(s) entered in the argument field. The sequence may be any one 
to 25 characters. If the instruction is not followed by an argument, the 
PACER will receive and log indefinitely (automatic overwrite) or until 
the "MODE" key is depressed. If the "08" instruction is used, the PACER 
will receive and log until the buffer is filled. The speed of operation is 
increased when preceded by a "37" instruction (60 kbps). 


* RECEIVE AND LOG "n" CHARACTERS. This instruction causes the 
PACER to receive and log "n" number of characters. The number 
entered in the argument field can be any number from one to 999 for 
operation with the PACER or from one to 65K for Level-2 operation (60 
Kbps, "37" instruction). 


RECEIVE AND LOG THROUGH ANY ONE OF UP TO FIVE CHAR- 
ACTERS. Upon execution, the PACER will receive and log all incoming 
data until one of the five characters entered in the argument field is 
recognized (30 kbps). 
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OPERATION 


RECEIVE INSTRUCTIONS (Cont'd) 
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CRC COMPUTATION IN TRANSPARENT BSC. This instruction (Op- 
tional) is designed to permit update of the Block Check Sequence on a 
character-by-character basis deleting unwanted characters from the 
accumulation. To accomplish this, an additional instruction is required 
and the current block check instruction is altered. In the following 
example the new instruction ("16") is used in conjunction with instruction 
"14" and "18" to perform the block check accumulation on all characters 
between SOH and ETX excluding any specified characters in the message 
(e.g. SYN N DLE). Once the accumulation is made, the altered instruction 
("17") simply checks the accumulation for all "0's" or all "1's" as 
determined by the "02" instruction. 


Note: Once this option is supplied, all BCS accumulations must be made 
in a manner similar to that shown in the following example. 


Instruction Code Argument Bytes Comments 
PROGRAM 
BEGINS 
13: SOH 3 Receive and log 
through SOH. 
03: 2 3 Start BCS accumu- 
| lation on pin 2. 
14: 1 3 Receive and log one 
character. 
18: SYN 3 Skip next instruction 


unless last logged 
character equals SYN. 


Note: Select any de- 
sired argument char- 


acter. 

04: 2 4 Jump back two. in- 
structions. 

16: 2 3 Update BCS accumu- 


lation on pin 2. 


PROGRAM MODE 


TABLE 6-2 


DICOL/LEVEL-2 INSTRUCTION SET (Cont'd) 
KEYSTROKE OPERATION 


RECEIVE INSTRUCTIONS (Cont'd) 


18: ETX 3 Skip next instruction 
unless last logged 
character equals ETX. 


04: 2 3 Jump ahead two _ in- 
structions. 
04: -6 4 Jump back six instruc- 


tions to receive and 
log one character. 


14: 1 3 Receive and log one 
character (first BCC 
received). 

16: 2 3 Update BCS accumu- 
lation on pin 2. 

14: 1 3 Receive and log one 
character (second BCC 
received). 

16: 2 3 Update BCS accumu- 
lation on pin 2. 

17: 2 | 3 Check BCS. 

PROGRAM 
CONTINUES 
Sela RECEIVE NEXT SEQUENCE AS BCS AND SKIP NEXT INSTRUCTION IF 


VALID. This instruction causes the PACER to read the next incoming 
character or two character sequence as the Block Check Sequence 
resulting from longitudinal or cyclic redundancy checks. If the BCS is 
correct, the next instruction is skipped. If the BCS is incorrect, the 
program is advanced to the next instruction. The appropriate receiver (2 
or 3) is selected by entering a "2" or "3" in the argument field. The BCS 
is neither displayed nor logged into the capture memory. A "03" instruc- 
tion must precede with same receiver 2 or 3. 


Note: When the PACER is equipped with the E014 option, this instruc- 
tion simply cheeks the accumulation (see instruction "16"). ("N" - 
Appears in the power-up display). Option E014 (BCS/Transparent BSC) 
provides for cyclic or longitudinal redundancy check in a transparent BSC 
environment. 
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RECEIVE INSTRUCTIONS (Cont'd) 


( 
8 


) 
9 
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SKIP NEXT INSTRUCTION UNLESS ARGUMENT EQUALS LAST 
LOGGED CHARACTER(S). This instruction normally follows a receive 
and log instruction. If the last character(s) received is the same as the 
character(s) in the argument field, the program will advance to the next 
instruction. Otherwise, the next instruction is skipped. The sequence 
may be any one to 25 characters (execute = 67 us + 27 us/char). 


RECEIVE AND LOG ANY CHARACTERS EXCEPT ARGUMENT. Re- 
ceipt of any argument character prevents the program from being 
advanced until a single non-argument character is received. Receipt of 
any other character will advance the program. Any non-argument 
character received is logged. This instruction is typically used for 
editing purposes. For example, assume that a test message is being 
received and it contains unwanted delete characters. The delete 
characters can be edited out of the text by combining instructions "19": 
DEL and "04": 1. The "19" instruction allows the PACER to log any 
character but DEL. The "04":-1 is then used to repeat the "19" 
instruction so that all received characters, except DEL's are logged (30 
kbps). 


Note: The "19" instruction is especially useful in the transparent mode 
on synchronous circuits to prevent logging an idle line condition. 


TRANSMIT CHARACTER(S). This instruction allows the PACER to 
transmit from one to 25 characters as entered in the argument field. 
Use of the argument chain (instruction "38") extends the test message 
beyond 25 characters (60 kbps). The characters can not be displayed or 
logged into the capture memory. 


TRANSMIT BCS CHARACTER(S). This is an instruction to transmit the 
next character(s) as the block check sequence (LRC-8) or (CRC-CCITT, 
CRC-16). This instruction does not require an argument. At some point 
in the program, this instruction must be preceded by "02" and "03" 
instructions. Special programming must be used to display all data up to 
and including the BCS (60 kbps). 


TRANSMIT CHARACTERS, RECEIVE AND LOG SIMULTANEOUSLY. 
This is an instruction to operate full-duplex. Upon execution, the 
PACER will receive and log incoming data while simultaneously 
transmitting from one to 25 characters as entered in the argument field. 
To log transmitted data, the program must include a "10" instruction at 
some point preceding the "22" instruction (30 kbps). Use of the argument 
chain instruction "38" automatically extends the argument field beyond 
25 characters. 


PROGRAM MODE 
TABLE 6-2 
DICOL/LEVEL-2 INSTRUCTION SET (Cont'd) 
KEYSTROKE OPERATION 


RECEIVE INSTRUCTIONS (Cont'd) 


Ai * CHARACTER ERROR RATE TEST, SKIP ON ERROR. This is an 
instruction to perform a character error rate test for asynchronous 
testing. The test message of up to 25 characters is entered in the 
argument field. Each unerrored block received increments an internal 
block counter by one. When 10 000 message blocks are received, the 
program is advanced to the next instruction. If an error is detected the 
PACER immediately skips the next instruction. Use of the argument 
chain (instruction "38") extends the test message beyond 25 characters. 
For operation with the PACER, program logic, after an error, must be 
completed within one character time to prevent loss of data. In Level-2, 
the 128 character buffer prevents the loss of data (60 kbps asynch- 
ronous). "AA" appears in the Secondary Display when synchronization is 
attained. 


i. * ENTER CONVERSATION MODE, EXIT ON ARGUMENT. This instruc- 
tion allows the operator to converse with a remote station through the 
keyboard. When the character entered in the argument field is typed, 
the program is advanced to the next instruction. The conversation is not 
logged in buffer memory. When selecting the argument character, use a 
key that is easily reached and would not normally appear in the 
conversation unless a single key operator input is desired to advance in 
the program. The argument character is not transmitted. When used in 
Level-2, send and received data are displayed as normal and reverse 
video, respectively. 


BLOCK ERROR RATE TEST, SKIP ON ERROR. This is an instruction 
to perform a block error rate test using a 63 or 511 bit pattern for 
synchronous testing. The desired pattern is selected by entering one of 
the following argument characters: 


63 bit pattern 


511 bit pattern 
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RECEIVE INSTRUCTIONS (Cont'd) 
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To ensure synchronization, always precede the "25" instruction with one 
of the instructions that initiates a syne search ("00", "10", "11"). 
Synchronization should then occur after one complete message pattern 
has been transmitted and received. A sync search instruction should also 
precede the BERT instruction each time that it is executed. "AA" 
appears in the Secondary Display when synchronization is attained. The 
complete bit error rate test is performed on a total of 10 000 message 
blocks each consisting of 1 000 bits. A message block received without 
errors, increments an internal block counter by one. If an error is 
detected, the PACER immediately skips the next program instruction. 
The program is advanced to the next step after 10 000 valid message 
blocks are received. When the test is performed, IO parameters are 
automatically set as follows: 


Character length = 7BIT 


Parity = NON 


Transmission Mode SYNC 


Syne Characters Z (511 bit pattern) or TRV (63 bit pattern) 


Transmission Code = ASCII 


Notes: 1) The "B" Subscript = blinking character. 2) This instruction 
will not be properly executed if the PACER is connected to an 
asynchronous circuit, unless options for synchronous internal clock are 
included (20 kbps). 


DISPLAY CONTENTS OF BLOCK COUNTER. This instruction causes 


the PACER to display the contents of the block counter. The block 
count accumulates unerrored blocks until the count of 10 000 is reached 
(no argument required, execute = 3.1 ms). 


SDLC FRAME CHAIN (OPTION). This instruction serves the same 
function as a "38" instruction except that an FCS and flag are inserted 
automatically after each argument chain. In this case, each argument 
chain becomes an SDLC frame: sharing the end flag of the previous 
frame. To insert more than one flag between information fields, use the 
"20" or "22" instruction with argument characters appropriate for ASCII 
or EBCDIC. The "27" instruction is only used with another "27", "28", or 
"29" instruction. 


PROGRAM MODE 


TABLE 6-2 


DICOL/LEVEL-2 INSTRUCTION SET (Cont'd) 
KEYSTROKE OPERATION 


RECEIVE INSTRUCTIONS (Cont'd) 


Note: To compute the FCS, a "02" instruction with an "n" argument 
must precede the "27", "28", or "29" instruction. Any one to 25 
characters may be used. A "38" instruction extends the argument field. 


ih Spuvafrvvvcacsacannna] nancey vag Ghinyfivvenectosnevae|tscttty 


BEGINNING ARGUMENT FCS ENDING/ ARGUMENT FCS ENDING 
FLAG FOR BEGINNING FLAG 


INSTRUCTION ( FLAG ) 
'2 g' OR'29' 


USING INSTRUCTION'27" 
ONE FLAG SEPARATES TWO FRAMES 


|} FRAME | —————+ 
|+_————— FRAME 2 ——————- 


Fatt SDLC FRAME TRANSMIT (OPTION). This instruction is used to frame 
an SDLC information field (data block) with a beginning flag, an FCS, 
and an ending flag. The instruction argument is the SDLC information 
field. The PACER frames the information field for data transmission. 
Any one to 25 characters may be used. A "38" instruction extends the 
argument field. 


|_————spLc FRAME —————-+ 


(Instruction "28") 


Hitt Guan} fini 


LEETt 


BEGINNING ARGUMENT FOR FRAME CHECK ENDING 
FLAG INSTRUCTION SEQUENCE FLAG 
"9g" OR "99" 
(SOLC INFORMATION 
FIELD) 


oe 


AUTOMATIC FRAMING WHEN 
INSTRUCTION IS EXECUTED 
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) 
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Notes: 1) Use instruction "27" to chain frames. Each "27" instruction 
will cause the previous block to be terminated by an FCS flag, and 
another block will be started. There will be only one flag byte between 
blocks when using the "27" instruction. A "27" instruction with no 
argument will cause only a flag to be transmitted. 2) To transmit the 
eorrect FCS, a "02" instruction with an "n" argument must be given 
during program initialization before any "28" or "29" instruction. 


SDLC FRAME TRANSMIT CHARACTERS, RECEIVE AND LOG SIMUL- 
TANEOUSLY (OPTION). This is an instruction to operate full-duplex in 
SDLC. The argument for this instruction is framed and chained in the 
same manner as instruction "28". The difference between instructions 
"28" and "29" lies in the fact that the "29" instruction will allow the 
PACER to receive and log data while the argument is transmitted. A 
"10" instruction must precede this instruction to permit logging the data 
sent. (No flags are logged). 


MISCELLANEOUS INSTRUCTIONS 


# 
3 
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CLEAR DISPLAY. Upon execution, this instruction clears all data from 
the display window (execute = 100 us). 


DISPLAY CHARACTERS. Upon execution, the argument appears in the 
display window. The argument will normally consist of up to 25 
characters. The argument chain instruction ("38") must be used to 
extend the displayed argument to a full 32 characters (execute = 125 us + 
65 us/char). When used in Level-2, characters appear underscored. 


CLEAR PARITY ERROR. This instruction clears an internal parity 
detect flag (no argument required). Instructions "01" and "33" also clear 
the parity detect flag (execute = 14 us). 


SKIP NEXT INSTRUCTION ON PARITY ERROR. If an error has 
occurred, the PACER will skip the next instruction and clear the parity 
detect flag. If parity error has not occurred, the program is advanced to 
the next instruction (no argument required, execute = 40 us). 


TURN ON AUDIO. This is an instruction to sound a 1000 Hz audible 
alarm for a period of not less than 0.25 seconds. When operating with 
the PACER, the tone remains on until the TONE OFF instruction ("35") is 
executed or until the PACER returns to MODE SEL (no argument 
required, execute = 17 us). 


PROGRAM MODE 


TABLE 6-2 


DICOL/LEVEL-2 INSTRUCTION SET (Cont'd) 
KEYSTROKE OPERATION 


MISCELLANEOUS INSTRUCTIONS (Cont'd) 


PF ]5. * TURN OFF AUDIO. This instruction turns off the audible alarm. The 
minimum tone-on time is 0.25 seconds. In Level-2, the tone is auto- 
matically turned off after 0.25 seconds (no argument required, execute = 
17 us). 


nae TURN ON DATA DISPLAY. This instruction turns on the display for 
presentation of all data applied to receivers 2 and 3 as conditioned by 
instructions "10', "11", "22", "29", ete.. This condition is normally 
assumed until the TURN OFF DATA DISPLAY instruction ("37") is 
executed (no argument required, execute = 17 us). 


TURN OFF DATA DISPLAY. This instruction prevents display of data 
received via EIA pins 2 and 3 and must be used in all programs operating 
at or above 50 kbps. Use instruction "36" to turn the display back on (no 
argument required, execute = 17 us). 

3 


ARGUMENT CHAIN. This instruction automatically follows any in- 
struction that requires more than the allotted 25 argument characters. 
Whenever this instruction is used, the length of the previous argument 
field is increased by 25 characters. No more than nine continuous "38" 
instructions may be entered in a single program (for a maximum of 255 
characters). 


#7] ) 
Reserved for future uSe. 


TURN OFF ALL CONTROLLED RS-232 LEADS (4, 5, 8, T, M, AND 21) 
EXCEPT DTR (20) AND DSR (6). This instruction turns off all RS-232 
leads previously turned on with the exception of leads 6 and 20 (no 
argument required). 


TURN ON RS-232 LEAD . This is an instruction to turn on a 
single RS-232 lead. Only the following leads are controlled in the 
simulate modes: 4, 20, 11/A (SIM DTE), and 5, 6, 8, 22, and 18/B (SIM 
DCE). Leads 2, 3, 15, and 17 are automatically controlled (see 
instruction "00"). A "41: 3" turns on all controlled DTE or DCE leads 
depending on the mode of operation. The lead number is entered in the 
argument field (execute = 17 us). 


Note: Since the PACER is designed to control lead 21 instead of 22, the 
instruction "41 : 21" actually turns on lead 22 when executed in Level-2. 
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oe 


fous Fe Gone 


ae 
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TURN OFF RS-232 LEAD . This instruction counters the "TURN 
ON" instruction (41). A "42: 3" turns off controlled DTE or DCE leads 
depending on the mode of operation. The lead number is entered in the 
argument field (execute = 17 us). 


Note: Since the PACER is designed to control lead 21 instead of 22, the 
instruction "42 : 21" actually turns off lead 22 when executed in Level-2. 


SKIP NEXT INSTRUCTION IF RS-232 LEAD IS ON. Upon 
execution, the PACER detects the state of the RS-232 lead entered in 
the argument field. If the lead is ON, the next program instruction is 
skipped. If the lead is OFF, the program is advanced to the next 
instruction (execute = 30 us). 


SKIP NEXT INSTRUCTION IF RS-232 LEAD IS OFF. Upon 
execution, the PACER detects the state of the RS-232 lead entered in 
the argument field. In this case, the next program instruction is skipped 
if the lead is OFF. If the lead is ON, the program is advanced to the 
next instruction (execute = 30 us). 


SET COUNTER "C" (OPTION). This is an instruction to set the internal 
"C" counter to any number from 0 to 9 999. The number is entered in the 
argument field (execute = 24 us). 


SET COUNTER "D" (OPTION). This instruction is similar to instruction 
"45" exeept that it presets a second four-digit counter (counter "D"). 
The number to which the counter is preset is entered in the argument 
field (execute = 24 us). 


Reserved for future use. 


DISPLAY HALF-DUPLEX (OPTION). This is an instruction to display 
data on a CRT in half-duplex fashion on 16 lines. Send data is displayed 
in white characters on black, while receive data is displayed in black 
characters on white. Send and receive data are displayed in sequence. 
For additional information see the PACERSCOPE Manual, Pub. No. 810- 
00073. 


DISPLAY FULL-DUPLEX (OPTION). This is an instruction to display 
data on a CRT in dual line, time correlated full-duplex fashion using 
while receive data is displayed in black characters on white. For 
additional information see the PACERSCOPE Manual, Pub. No. 810- 
00073. 


PROGRAM MODE 


TABLE 6-2 


DICOL/LEVEL-2 INSTRUCTION SET (Cont'd) 
KEYSTROKE | OPERATION 


CONTROL LEAD AND COUNT INSTRUCTIONS (Cont'd) 


* WAIT MILLISECONDS. This is an instruction to delay execution 
of the program from 1 to 9 999 milliseconds. Typically a delay should 


follow any display instruction to insure readability. The delay, in 
milliseconds, is entered in the argument. In Level-2, the delay may be 
entered from 1 to 65 535. (A zero argument results in a 65,535 ms 
delay). 


SET COUNTER A. This is an instruction to preset an internal counter, 
(counter "A") to any number from 0 to 99. The number is entered in the 
argument field (execute = 24 us). The counter is automatically preset to 
0 by a "01" instruction. 


SET COUNTER B. This instruction is similar to "51" except that it 


presets a second counter, (counter "B"), The number to which the 
counter is preset is entered in the argument field (execute = 24 us). The 
counter is automatically preset to 0 by a "01" instruction. 


Hil ADD ONE COUNT TO COUNTER. This is an instruction to increment 
an internal counter by one. The proper counter is selected by entering 
any character "A" through "L" in the argument field (execute = 34 us). 


SUBTRACT ONE COUNT FROM COUNTER. This is an instruction to 
decrement an internal counter by 1. The proper counter is selected by 
entering any character "A" through "L" in the argument field (execute = 
34 uS). 


DISPLAY CONTENTS OF COUNTER. This is an instruction to display 
the contents of one of the internal counters. The proper counter is 
selected by entering any character "A" through "L" in the argument field. 
In Level-2, the argument may be entered for counters A through L 
(execute = 2.8 ms). 


| SKIP NEXT INSTRUCTION IF COUNTER EQUALS "00". This is an 
instruction to detect a non-zero balance in one of the internal counters 
and advance to the next instruction. If the contents of the selected 
eounter is "00", the PACER will skip the next instruction. The proper 
counter is selected by entering "A", "B", "C", or "D" in the argument 
field (execute = 23 us). 


Note: The "A" and "B" counters are limited to a count from 00 to 99. 
To extend a count beyond that limit the counters must be chained. 
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EXAMPLE: 
00 : 63 : COMPLEMENTARY SP COUNT 
01: 30: 
02:55: A 
03 : 55: B 
04 : 50: 100 
05:54: A 
06 : 53: B 
07 : 04: -6 


TIMER INSTRUCTIONS 
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CLEAR TIMER. This is an instruction to reset to 0 and start an internal 


timer. The timer counts from 0 to 127 ms and 0.1 to a maximum of 12.7 
seconds for operation with the PACER. The same timer is used by 
instructions "57" and "58". In Level-2, two distinct timers are provided 
(execute = 23 us). 


SET TIMER AND SKIP NEXT INSTRUCTION, ADVANCE TO NEXT 


INSTRUCTION WHEN TIMER RUNS OUT. This is an instruction to run 


an internal timer for a period of 1 to 127 milliseconds or 0.1 to 9.9 
seconds. If the argument does not include a decimal point, the time 
interval is in milliseconds. An entry in seconds must include a decimal 
point. 


Example: 
Step Code Argument Comment 


58 2.9 Set internal timer for a period 
of 2.5 seconds. 


As soon as the timer is set, the next instruction is skipped. When the 
timer runs out, the program is interrupted and returns to the skipped 
instruction (execute = 54 us). To avoid interrupts, use a "57" instruction 
to clear the timer. For operation with the PACER, the same timer is 
used by instructions "57" and "58". In Level-2, two distinct timers are 
provided. 


PROGRAM MODE 


TABLE 6-2 


DICOL/LEVEL-2 INSTRUCTION SET (Cont'd) 
KEYSTROKE OPERATION 


TIMER INSTRUCTIONS (Cont'd) 


St! * DISPLAY TIMER. This is an instruction to display the contents of the 
interval timer. If preceded by a "57" instruction, the display reads 
accumulated time and cannot show more than 12.7 seconds (at which 
time the count preceeds from 00 and repeats). If preceded by a "58" 
instruction, the display reads time remaining to 00 and will not exceed 
9.9 seconds in the PACER to 65 seconds in Level-2. In Level-2, the 
contents of this timer may be stored in counter "L" using instruction 
"60". 


* In Level-2, this instruction stores the contents of the interval timer in 


eounter "L". 


OFF-LINE PROGRAM LOAD (OPTION). This is an instruction to 
rie transfer programs to and from the PACER or some remote device 
defined as follows: 


= Output user programs via RS-232 pin 2 or 3, deter- 
mined by preceeding "00" instruction. 


Input programs via RS-232, compute check character 
and sound audible alarm if programs do not check. 


Check programs received against programs stored in 
program memory and sound audible alarm if data does 
not check. 


Note: Remember to turn on AUDIO/VOLUME control prior to execution 
of program. 


Each of the above argument instructions may be preceded by a file name 
assigned to the programs. The file name allows the PACER to ignore any 
recorded data block that is not preceded by the desired file name. The 
last character of the argument must be one of three characters described 


above. 
Reserved for future use. 
aes PROGRAM IDENTIFIER. This instruction allows the operator to enter 
: from one to 25 characters of the program identification data. Each and 


every program must begin with the "63" instruction. 
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5. SET IO PARAMETERS... MODE "T" 


described in Chapter 7. Striking the || key allows the user to enter separate parameters for 
each of the front ends (pin 2 and pin 3). Cursor position and parameter entry are controlled 
using the (1],(1], (), and (—)keys. Striking the (w] key will return to the Level-2 Directory. 


5.01 Once the("]key is struck, IO Key allo are eStablished in the same manner as 


6. DISPLAY CAPTURE BUFFER ... MODE "D" 


6.01 The Level-2 Display Mode is selected from the menu by striking the key. This mode 
allows the user to view the contents of the capture buffer including both data or status bytes. 
Data is displayed in the full or half duplex format, depending on how it was captured, while 
status is indicated on the top line of the CRT. The status is the condition, on or off, of 
selected interface leads at the moment each data byte is captured. The status displayed is 
that of the top left-most character appearing in the data display. A typical capture buffer 
display is shown in Figure 6-5. Figure 6-6 shows two lines of data as they might appear in the 
full or half duplex displays. 
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Fig. 6-5 Typical Captured Data Display 
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Fig. 6-6 Typical Full and Half Duplex Lines 
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Display Mode Commands 


6.02 The following commands are used in the Display Mode after data has been received and 
logged in capture memory. These commands require the use of keys in both the control cluster 
and main array. 


TABLE 6-3 


DISPLAY MODE COMMANDS 
KEYSTROKE | COMMAND 


Display only that data received and logged while lead 22 (SQ) was ON. 
A hyphen indicates that the logged character was received while lead 
22 was OFF. To counter this command and display all data, strike 


the [%] key. 


Display only the data logged on lead 2. To counter this command and 
display all data, strike the [™] key. 


ma 


Display only the data logged on lead 3. To counter this command and 
display all data, strike the [] key. 


Display only that data received and logged while lead 4 (RTS) was ON. 
A hyphen indicates that the logged character was received while lead 4 
was OFF. To counter this command and display all data, strike 


the (s] key. 


Display only that data received and logged while lead 5 (CTS) was ON. 
A hyphen indicates that the logged character was received while lead 5 
was OFF. To counter this command and display all data, strike 


the [5] key. 


Display only parity flawed characters. An underscore indicates that 
the logged character was without parity error. To counter this 
command and display all data, strike the [™] key. 


Bs is 


[= & 


Display only those characters received and logged while lead 8 (COD) 
was ON. An underscore indicates that the logged character was 
received while lead 8 was OFF. To counter this command and display 
all data, strike the (5) key. 


Fs} 


Display all data received on leads 2 and 3. 


STX Strike to display the number of characters in capture memory. The 

: contents are measured from the left-most character on the display to 
the last character in memory. When the memory has been over- 
written, or if a "08" instruction is included in the program, and the 
capture memory is filled, the display will read the number of 
characters in a full buffer, i.e., "SIZE = 4607". 
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DISPLAY MODE 


TABLE 6-3 


DISPLAY MODE COMMANDS (Cont'd) 


KEYSTROKE COMMAND 
/ Strike to display the contents of all internal counters (A through L). 
To counter this command and return to the previous display, strike 
the ("] key. 
ot Output the contents of the capture buffer to an external device. The 


buffer contents includes all data from the characters appearing in the 
top left-most position of the data display to the end of memory. The 
output is in serial form via pin 3 of the rear panel XIO port. The 
language is the same as received, but all other parameters are set in 
the XIO Mode (see paragraph 8.01). 


Display the contents of the capture memory in binary. To counter this 
command and display normal data, strike the key. 


Display the contents of capture memory in hexadecimal equivalents. 
To counter this command and display normal data, strike the Key. 


and 


Display the contents of capture memory in inverted hexadecimal 
equivalents. To counter this command and display data, strike 
the [#] key. Inverted = one's complement. 


CR Display only that data received and logged while lead M was ON. A 
hyphen indicates that the logged character was received while lead M 
was OFF. To counter this command and display all data, strike 


the [5] key. 


Output the contents of capture memory to a hard copy device. The 
hard copy will include all data from the characters appearing in the 
left-most position of the display to the end of memroy. An automatic 
CR/LF will be generated every 64-characters unless a CR is detected 
in the data. A delay of 256 ms. is generated after any CR sent 
(whether added by the ENCORE or not) to permit execution by a 
printing device. The output is serial ASCII via pin 3 of the rear panel 
XIO port. All other parameters are set in the XIO Mode (see 
paragraph 8.01). 


i“ Search captured data for the next parity error. All characters 
received and logged in parity error are half intensity. Each time 
the key is depressed, the next errored character in memory appears 
in the extreme top left-most position of the data display. If 
the key is depressed and there are no errored characters remaining 
in memory, the display will read "NONE". 
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TABLE 6-3 
DISPLAY MODE COMMANDS (Cont'd) 


COMMAND 


Search for the next match sequence (up to 15 characters). Each time 
the |"@] key is depressed, the next match sequence in memory appears 
in the top left-most position of the data display. If the (9) key is 
depressed and there are no match sequences remaining in memory, the 
display will read "NO MATCH". The search is performed on displayed 
characters only. If, for example, the display shows lead 2 data, the 
search is performed on that data only. The data on lead 3 is not 
searched. (Useful in FDUX, character interlaced data). 


Display only that data received and logged while lead T was ON. A 


hyphen indicates that the logged character was received while lead T 
was OFF. To counter this command and display all data, strike 


the (] key. 


Cancel the previous command. 


Strike once to move displayed data one character to the left. Depress 
and hold the {t] key to repeat. 


Strike once to move displayed data one character to the right. 
Depress and hold the {wr) key to repeat. 


Strike once to move displayed data 64 characters to the left. Depress 
and hold the {| key to repeat. 


Strike once to move displayed data 64 characters to the right. Depress 
and hold the fur] key to repeat. 


Strike once to move displayed data forward 256 characters. 
Strike once to move displayed data backward 256 characters. 
Display first 256 characters in buffer memory. 


Depress and hold the key and strike the [ =] key to display the last 
256 characters in buffer memory. 


Shift displayed data one bit to the left. Use this command to decipher 
transparent data. 


Shift displayed data one bit to the right. Use this command to 
decipher transparent data. 


Invert case if displayed data is in a case shift code. 


DISPLAY MODE 


TABLE 6-3 


DISPLAY MODE COMMANDS (Cont'd) 
KEYSTROKE COMMAND 


Following this command, key in a match sequence of up to 15 
characters. When the sequence is entered, strike the [«] key again for 
normal display of captured data. | 


Typical Display Mode Operation 


6.03 The purpose of this procedure is to provide the user with step by step instructions for 
analyzing captured data using Display Mode Commands. Before entering the Display Mode, a 
program to be capture data must be executed. It is assumed that such a program is resident in 
the current PSC file. 


STEP PROCEDURE 


1. From the Level-2 Directory, select Mode I by striking the("]key. Then 
examine the IO parameters and change if necessary. 


Note: If the program to be executed includes a "01" instruction, IO Mode 
parameters change automatically upon execution. 


Ze Strike the [co | key after the correct IO parameters are established and note 
that the Level-2 Directory is displayed once again. 

3. From the directory, select Mode "P" by striking the key. Then select the 
program to be executed using the keys. | 

4. When the desired program is displayed, return to the Level-2 Directory by 


striking the (w] key. 
5. Execute the selected program by striking the (=] key. 


Note: For Display Mode analysis of captured data, the program must 
include some receive and log instruction. 


6. When a sufficient quantity of data is captured, strike the(a] key twice to 
return to the Level-2 Directory. 


(e From the directory select Mode "D" by striking the (| key and note the 
display of captured data. 


Page 6-29 


PUB. NO. 810-00184A 


STEP PROCEDURE 


8. Refer to Table 6-3 and exercise the appropriate Display Mode commands to 
analyze captured data. For example, the following commands can be used to 
determine the conditions under which the data was received: 

Display data logged while lead 21 (SQ) was ON. 

Display data logged on lead 2 (transmitted data). 

Display data logged on lead 3 (received data). 

Display data logged while lead 4 (RTS) was ON. 

Display data logged while lead 5 (CTS) was ON. 

Display parity flawed characters. 

Display data logged while lead 8 (COD) was ON. 

Display all data. 


Output to hard copy device. 


HBaf@o bb WO 


Display data logged while lead M (strapped to any DCE lead) was 


Output to hard copy device and include CR/LR every 64 
characters. 


Ee 


Display data logged while lead 7 (strapped to any DTE lead) was 


9. Use the following commands to manually control data flow across the 
display: 


Move one character to the left. 

Move one character to the right. 

Move 64 characters to the left. 

Move 64 characters to the right. 

Move displayed data forward 256 characters. 
Move displayed data backward 256 characters. 


Display the first 256 characters captured. 


Haseena 


Display the last 256 characters captured. 


Page 6-30 


DISPLAY MODE, PRINT LEVEL-2 MENU 


STEP PROCEDURE 


10. To search all data for parity errors or a specific character sequence, use the 
following commands: 


mie | Search for and display next parity error (top left-most char- 
acter). 


(«JA«] Enter_match sequence (up to 15 characters) and follow 


with (<] again. 
Search for and display next match sequence (top left-most 
characters). 
11. To display the number of characters from the top left-most position on the 


display to the end of memory, or the contents of the internal counters, use 
the following commands: 


a Depress and hold for number of captured bytes. 
a Depress and hold for contents of internal counters. 
12. For data conversion use the following commands: 
Convert/expand normal data to binary equivalent. 
[¥]_ Convert normal data to hexadecimal equivalent. 


HT 


! Convert normal data to inverted hexadecimal equivalent. 


(«1— |Convert transparent data to normal (intelligible) data. 
SPACE Invert case (case shfit codes only). 


13. To transfer data from the ENCORE to an external device, strike the |'t'} key. 
The external device must be RS-232C compatible serial ASCII and must be 
connected to the external IO port (XIO). XIO parameters are set as 
described in paragraph 8.01. 


7. PRINT LEVEL-2 MENU 8 


7.01 A listing of the current Level-2 Menu (all programs currently residing in the PSC file) 
may be output to an external device (e.g., PACER or cassette recorder) by selecting "PRINT 
LEVEL-2 MENU" from the Level-2 Directory. The listing is output, in DICOL, via the XIO 
port onee the proper XIO parameters are established. The Level-2 system program, L2P, 
executed by striking the [F) key when the directory is displayed, prompts the operator for 
entry of XIO parameters and for output of the listing. 
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Typical Menu Print Operation 


7.02 This procedure provides the user with simple step-by-step instructions for output of the 
Level-2 Menu to an external device. It is primarily used to obtain a hard copy listing of the 
DICOL programs resident in the Level-2 PSC file. 


STEP PROCEDURE 


1. From the Level-2 Directory select "PRINT LEVEL-2 MENU" by striking 
the (#] key and note that the CRT displays: 


STRIKE "RETURN" TO SET XIO 


STRIKE "SPACE BAR" TO PRINT MENU 


Fig. 6-7 Level-2 Menu Print 


ae Unless XIO parameters have already been established, strike the [ wm |key, 
examine XIO parameters, and change if necessary (see paragraph 8.01). 

3. Strike the [uo] key and note the same display shown in Step 1. 

4. Assure that the external device is properly connected to the ENCORE. 

De Strike the "SPACE BAR" and note that the Level-2 Menu is displayed on the 


CRT as it is output to the external device. Also note that the Level-2 
Directory is displayed when menu output is completed. 
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XIO MODE, LOAD NEW MENU FROM PACER 


8.01 With one exception, each item in the Level-2 Directory requiring the use of the XIO port 
provides for operator entry of external IO parameters. The exception is Mode "D", Display of 
the Capture Buffer. When displaying the contents of the capture buffer, the user may execute 
the "DUMP" command by striking the (‘s"] key. This outputs the contents of the buffer via the 
XIO port. On power-up, the XIO parameters are set as described in Chapter 7. If these 
parameters are satisfactory, then the DUMP command may be used. If, however, these 
parameters must be changed, the user must set XIO parameters prior to entering Mode "D". 
The most convenient method of accomplishing this is to: 


1. Select {“] from the Level-2 Directory. 


2. Change parameters using the [{],[{], (—], and {—] keys. 


3. Strike the (w] key and note return to the Level-2 Directory. 


8.02 The External IO Mode (XIO) is designed to permit operator selection of external IO 
parameters for interface with equipment connected to the rear panel XIO port. With the 
exception noted in the previous paragraph, XIO Mode entry is controlled by the Level-2 system 
programs. This permits user selection of XIO parameters with a minimum of keystrokes. A 
complete explanation of how these parameters are selected is found in Chapter 7. 


9. LOAD NEW MENU FROM PACER | | | 


9.01 This selection allows the user to input DICOL programs from the PACER to the Level-2 
PSC file via the XIO port. Striking the [i } key selects this item from the Level-2 Directory 
and executes the system program "P61I". The video prompts that follow remind the user to set 
ENCORE's XIO parameters equal to the PACER IO, to connect the PACER to the ENCORE 
XIO port, and, on the PACER, to key in and execute the PACER "DUMP" program. Once the 
PACER program is executed, the contents of the PACER program memory is transferred to 
the ENCORE source buffer. If transfer is successful, the ENCORE returns to the Level-2 
Directory. 
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Typical PACER to ENCORE Menu Load 


9.02 This procedure provides the step-by-step instructions required for transfer of DICOL 
programs from PACER to ENCORE. 


STEP PROCEDURE 


1. From the Level-2 Directory, select "LOAD NEW MENU FROM PACER" by 
striking the [| ] key and note the following display. 


Fig. 6-8 PACER to ENCORE Menu Load 


2. Unless XIO parameters have already been established, strike eye key, 
examine XIO parameters, and change if necessary (see paragraph 8.01). 

3. Strike the (w} key and note the same display shown in Step 1. 

4. Assure that the PACER is connected to the ENCORE XIO port. 

5. Key the "DUMP" program into the PACER and execute it. 

6. When transfer has been successfully completed, the ENCORE will return to 


the Level-2 Directory. 
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10. LOAD NEW MENU FROM DISKETTE | | 


10.01 This selection allows the user to transfer DICOL/Level-2 programs from diskette to the 
PSC file. Striking the (:} key selects this item from the Level-2 Directory and executes the 
system program DISC-GET. This program searches the entire diskette for DICOL programs 
and displays their names on the CRT for selection by the user. In addition to selecting 
programs for transfer, the user, if desired, may also erase any of the displayed programs. In 
either case, the transfer or removal of programs from diskette is accomplished by responding 
to the appropriate video prompts. 


Typical Menu Load from Diskette 


10.02 The procedure that follows provides the instructions required for transfer of DICOL 
programs from diskette to the ENCORE's source buffer. 


STEP PROCEDURE 


Ls From the Level-2 Directory, select "LOAD NEW MENU FROM DISKETTE" 
by striking the (3 ] key and note a display similar to that shown in Figure 6-9. 


Fig. 6-9 Menu Load from Diskette 
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STEP PROCEDURE 
2. Use the ; , , and keys to highlight the desired program name. 
3. To transfer the desired program from dise to PSC file, strike the [<xo | key and 


note the return of the Level-2 Directory. 


4. To erase the desired program from diskette, strike the key twice. 
Successful deletion of the program is indicated when the same display shown 
in Step 1 returns, minus the deleted program. Strike the key and note 
the return of the Level-2 Directory. 


11. DUMP CURRENT MENU TO PACER [#] 


11.01 This item is selected from the Level-2 Directory by striking the key. This executes 
the system program "P610" which is designed to transfer DICOL programs from the ENCORE's 
PSC file to the PACER program memory via the XIO port. For successful transfer, the 
ENCORE's XIO parameters must be set to agree with the PACER IO parameters and pin 8 of 
the interface must be on. In addition, the "LOAD" program must be keyed into the PACER and 
executed. DICOL program transfer is then initiated by striking ENCORE's "SPACE BAR". If 
transfer is successful, the ENCORE returns to the Level-2 Directory. | 


Typical ENCORE to PACER Menu Dump 


11.02 The following procedure details those steps required for successful transfer of DICOL 
program from ENCORE to PACER. 
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PROCEDURE 


From the Level-2 Directory, select "DUMP CURRENT MENU TO PACER" 
by striking the{#] key and note the display shown in Figure 6-10. 
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Fig. 6-10 ENCORE to PACER Menu Dump 
Unless XIO parameters have already been established, strike the pom Jkey, 
examine XIO parameters, and change if necessary (see paragraph 8.01). 
Strike the [ao] key and note the same display shown in Step 1. 


Assure that the PACER is connected to the ENCORE XIO port via T- 
Connector assembly or equivalent. 


Connect a jumper between pins 20 and 8 of the T-Connector (COD on). 
Key the "LOAD" program into the PACER and execute it. 
Strike the ENCORE's "SPACE BAR" and note that the DICOL programs are 


transmitted and that the Level-2 Directory is displayed following successful 
program transfer. 
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12. DUMP CURRENT MENU TO DISKETTE [| 


12.01 Striking the B key selects this item from the Level-2 Directory and executes the system 
program "DISC-PUT". Proper response to video prompts will then allow the user to transfer 
the contents of the current PSC file to the disc using a name of no more than 10 characters in 
length. When entering the file name, it must begin with a letter and include no spaces or 
eontrol characters. If these conditions are met, the file will be stored on dise and the 
ENCORE will return to the Level-2 Directory. 


Typical Menu Dump to Diskette 


12.02 The procedure that follows provides the instructions required for transfer of DICOL 
programs from the ENCORE's source buffer to diskette. 


STEP PROCEDURE 


Ls From the Level-2 Directory, select "DUMP CURRENT MENU TO 
DISKETTE" by striking the B key and note the display shown in Figure 6-11. 


Fig. 6-11 Menu Dump to Diskette 
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DUMP CURRENT MENU TO DISKETTE 


PROCEDURE 


Assure the diskette is not write protected. 


Type the desired file name including no more than 10 characters, no spaces, 
and no control characters. Name must begin with an alpha. Terminate the 
entry by striking the (*] key and note that the ENCORE returns to the 
Level-2 Directory. 
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CHAPTER 7 
LEVEL-3 OPERATION AND PROGRAMMING 


1. GENERAL 


1.01 This chapter of the manual is devoted to operation of the ENCORE in Level-3. The 
chapter includes a detailed explanation of all Level-3 operating commands, general 
information of use to the programmer, and a complete description of all COMBASIC 
instructions including those used to write front end programs. 


1.02 Level-3 is intended to provide the user with a means of creating his own custom 
programs individually tailored to his specific needs. This requires the use of COMBASIC, an 
easy to learn, yet powerful language developed by DIGITECH for the ENCORE. COMBASIC is 
designed to preserve the fundamental characteristics which have made BASIC such a universal 
programming language, while enhancing its capabilities for use in a data communications 
environment. The commands and instructions used in COMBASIC are detailed in this chapter. 
Other tools available to the COMBASIC user are instruction variables, operators, and various 
ports with which the user may communicate. To the maximum extent possible, symbology, 
semantics, and syntax are in agreement with accepted practices in computer programming. 
COMBASIC provides the solution to such a wide range of problems that its versatility is 
limited only by the user's imagination. 


1.03 This discussion assumes that the user has had previous programming experience in a high 
level language. For additional information, the user may refer to any number of BASIC 
primers currently available. 


2. LEVEL-3 COMMANDS 


2.01 The Level-3 Command Mode is the mode from which all Level-3 commands are entered. 
The Command Mode display echoes keyboard entry, displays error messages when appropriate, 
and includes a real time clock. Level-3 Commands for control of the dise drive are preceded 
with D space, i.e., D EDIT, D MENU, ete.. All commands must be separated from a program 
name by a space, e.g., EDIT program name. In addition, the program name must begin with an 
alphabetical character, include no spaces, pound signs (#), exclamation points (!), or commas 
and consist of no more than ten characters. Every command or command statement (command 
plus program name) must be terminated with a carriage return ({=™=]), e.g., MENU ca Each 
of the commands shown in Table 7-1 is detailed in the paragraphs that follow. 
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TABLE 7-1 


LEVEL-3 COMMANDS 


COMMAND ora COMMAND es 
ASGN 2.02 KILL 2.23 
D* 2.05 MENU 2.24 
D DXFR 2.06 RUN 2.25 
D FORMAT 2.07 SAVE 2.26 
EDIT 2.08 TIME 2.27 
HELP 2.12 STATUS ( (44) ) 2.28 
10 2.13 — XIO 2.31 


Note: The Status Mode is entered from the Level-3 Command Mode by striking 
the key. It is the only Level-3 Mode entered in this manner. | 


ASGN 


2.02 The ASGN Command allows the user to enter the Assign Mode and establish up to 26 
different User Defined Functions (A through Z). Each function may be an instruction(s), a 
command(s), or a series of keystrokes, up to 27 characters in length. Figure 7-1 gives several 
examples of user defined functions. The "A = @ASGNCR", for example, allows the user to 
enter the Assign Mode by simply depressing in any mode. The @ is equivalent to 
depressing the key prior to executing the command that follows. The advantage of using 
these functions is that a series of frequently used keystrokes can be reduced to two simple 
entries. 


2.03 Another feature of the Assign Mode allows the operator to assign a power-up sequence. 
The sequence shown in Figure 7-1 will, on power-up, cause the ENCORE to execute the dise 
stored program, RUN. This is especially useful when programming has been completed because 
it allows an inexperienced user to turn on the ENCORE and immediately execute a program on 
power-up. Memory may also be allocated in the power-up sequence using the number sign (#) 
and exclamation point (!) as explained later in this chapter. 


2.04 In the Assign Mode, cursor position is controlled using the (1) ; (1) ; (—} , and (—] keys. 
The[*] and («] keys are used to delete and insert characters, respectively. Entries are 
terminated by striking the [«w} key, thereby exiting the Assign Mode and returning to the Level- 
3 Command Mode. 


Page 7-2 


ASGN, D*, D DXFR, D FORMAT 


STORAGE 
BYTES 
LEFT POWER-UP 


SEQUENCE 


H BG Mite. cau 


UP TO 26 = 
USER DE- an 
FINED —— Si 


FUNCTIONS 


ote te 


Fig. 7-1 ASGN Mode Format 


D*® 


2.05 This command is designed to automatically search both storage and disc whenever a 
program is executed using programname. It can be included as part of the power-up 
sequence, e.g., D* D RUN{ «ws], or may be entered from the Level-3 Command Mode at 
the user's discretion. It need be entered only once after power-up, and remains in effect until 
power is turned off. 


D DXFR 


2.06 This is a command to execute the dise stored program DXFR. The program is designed 
to copy any data or program dise onto another disc that has been properly formatted (D 
FORMAT). The program will make up to nine copies of a single dise each time it is executed. 
Because an entire disc cannot be duplicated in one pass, the master and copy dises must be 
removed and reinserted several times during the copy process. The program provides all the 
user prompts required for swapping the dises and will alert the user when the copy process is 
complete. Upon completion, simply strike the [we] key to return to the Level-3 Command 
Mode. To exit this program prior to completing the copy disc, type OUT. 


NOTE: Always write protect the master disc. 
D FORMAT 


2.07 This is a dise command that must be used to format a new dise. When executed, it 
instructs the ENCORE to record track and sector boundaries on both sides of the dise. Each 
side contains 34 tracks separated into 16 sectors each. A sector may contain up to 256 bytes 
of program information or captured data. Dynamic allocation of dise space provides a 
minimum of 27 904 bytes and a maximum of 196 608 bytes of memory for program storage. A 
minimum of 49 152 bytes and a maximum of 237 568 bytes is available for captured data. 
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EDIT 


2.08 The EDIT command is designed to provide the user with program entry and edit 
capabilities. It may be used in a command statement that accesses a program in storage or on 
disc. It accesses a program by name, and may be used with the pound sign (#) and exclamation 
point (!) to automatically allocate memory. Upon successful execution, the user may then 
execute any of the EDIT commands shown in Table 7-2 to aid in writing and debugging a 
COMBASIC program. Techniques for writing a COMBASIC program, while in the EDIT Mode, 
are covered under paragraphs 3 and 4. The basic forms and uses of the EDIT command are © 
covered in the following paragraphs. 


e EDIT. This command allows the user to edit the program currently residing in 
storage or to write a new program that must be named using the SAVE command. 


e EDIT program name. When used with a program name, the EDIT command loads 
the specified program from storage into source. If the specified program does not 
reside in storage (has not been SAVE'd), a new program is initiated under the 
specified name. Any program residing in source is lost if it has the specified name. 


e EDIT program name!. The addition of an exclamation point following the program 
name automatically allocates source and object memory sufficient to edit and 
execute the specified program. Re-allocation occurs only if the current allocation is 
insufficient. 


e # EDIT program name!. This command performs the same function described 
above except that the object and source memories are first reduced to their 
minimum values of 4 096 and 256 bytes, respectively. Both memories are then 
incremented in steps of 256 bytes each until sufficient memory is allocated for edit 
and execution of the program. Since the minimum allocation is made, extensive 
editing may result in the need to increase memory allocation beyond the original 
requirements. 


e DEDIT program name. The D and space before EDIT initiates a search of the disc 
for the specified program. If the program resides on dise, it is then transferred to 
source where it can be edited. If it does not reside on dise (has not been D SAVE'd), 
the ENCORE displays the message "ERROR #18" (NO SUCH DISC FILE). 


e D EDIT program name!. The addition of an exclamation point, as shown in this 
statement, automatically allocates source and object memory for the dise edited 
program. 


e #D EDIT program name!. This command performs the same function as D EDIT 
program name except that the object and source memories are first reduced to their 
minimum values of 4 096 and 256 bytes, respectively. Both memories are then 
incremented in steps of 256 bytes each until sufficient memory is allocated for edit 
and execution of the program. Since the minimum allocation is made, extensive 
editing may result in the need to increase memory allocation beyond the original 
requirements. 
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2.09 In addition to the EDIT commands already discussed, there are two other methods of 
entering the EDIT Mode: 


a) 


b) 


If the user executes a program while in the EDIT Mode, the ENCORE will return to 
the EDIT Mode when program execution is terminated by the CHAIN " " instruction 
or by striking the key. A program is executed while in the EDIT Mode by using 
the RUN command as described in Table 7-2. 


A user defined function may also be used to enter the EDIT Mode. For example, 
the (](%] keys could be used to first enter the EDIT Mode and then list the resident 
program. The function would be entered in the ASGN Mode as follows: E = @ 
EDIT («= ] LIST . The @ simulates striking the({a]key; EDIT is then auto- 
matically executed from the Command Mode while LIST is executed from the EDIT 
Mode. 


2.10 Upon entering the EDIT Mode, the user may execute a wide variety of commands 
designed to simplify the entry, edit, and debugging of COMBASIC programs. These commands 
and edit keys are described in the following table. Each command must be terminated by a 
carriage return, [=]. The edit keys require no termination. 


TABLE 7-2 


EDIT COMMANDS AND KEYSTROKES 


COMMAND/KEY FUNCTION 
These keys position the cursor at any point on a program line. 


These keys are used to seroll through the progran, line by line. 


Each time this key is struck, the program line is opened for 
insertion of another character. The point of insertion is 
indicated by the position of the cursor. 


EB 


Each time this key is struck, a character is deleted from the 
program line. The point of deletion is indicated by the position 
of the cursor. 


REPT Simultaneously depressing this key and any of the above keys 
will cause continuous repeat of the desired keystroke. 


J) & 


This key allows the user to enter the Memory Allocation Mode, 
check memory size, and then return to the Edit Mode by 
striking any other Key in the main array. 


STAT 


This key terminates the current program line if the cursor 
position is not within a string (inside quotation marks). It will 


also delete a program line when the line number is typed as a 
new line and terminated by two[ =m ]'s, e.g., 10 . 
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COMMAND/KEY 


DUMP line # 


LIST line # 
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CMD 


— 
a 


ONLY 


CLEAR 


DUMP 


HELP 


LIST 


LOAD 


TABLE 7-2 


EDIT COMMANDS AND KEYSTROKES (Cont'd) 


FUNCTION 


This key terminates the current program line and automatically 
numbers the next line. 


This key terminates a program line regardless of cursor 
position. It is normally used to terminate a line while editing 
inside a string (inside quotation marks). | 


This key is used to exit the Edit Mode and enter the Level-3 
Command Mode. 


This key is used to permit entry of lower case characters used 


in strings or as byte variables. Striking the key once permits 


entry of lower case characters. Striking the key a second time 
returns to the normal upper case entry mode. The status of 
the [%,] key is shown on the top line of the Edit Mode display. 
As an aid in programming, each line of the program can be 
typed in lower case. When the line is terminated, it will be 
transformed to upper case and spaced automatically. 


This key will erase the program line being written regardless of 
cursor position. 


The DUMP command will output the current program via the 
XIO port (External IO) to a line printer, data recorder, etc.. 


When the DUMP command is followed by a space and a line 
number, the remainder of the program, beginning at the 
specified line number, is output via the XIO port. 


This command will allow the ENCORE to define an error 
message. vs 


This command will list the first 10 steps of the program. 
The and (1) cursor position keys are then used to scroll 
through the program. 


Note: Programs written in object code cannot be listed. 


When LIST is followed by a space and a line number, 10 lines of 
the source program are listed beginning with the specified line 
number. 


This command clears source memory and inputs program 
instructions via the XIO port. After a program is loaded, it may 
be assigned a name using the Level-3 Command SAVE program 


name [ sro] : 


EDIT 


TABLE 7-2 
EDIT COMMANDS AND KEYSTROKES (Cont'd) 


COMMAND/KEY FUNCTION 


NEW This command will erase the current ENCORE program from 
memory (source buffer). 


RENUMBER This command will instruct the ENCORE to renumber all 
program steps beginning with 10 and in 10 step increments. 
When the command is followed by a number (1-99), each step 
will be incremented by that number, i.e., RENUMBER 2 [| sw], 
Type LIST to display the renumbered program. For debugging, 
execute ,RENUMBER to locate GOTO or GOSUB instructions 
referencing non-existent line numbers. 


RUN This command will execute the current program. To run any 
other program, you must first depress [cu] and then type the 
program name. 


RUN! This command instructs ENCORE to continually reallocate 
memory to the object buffer until the entire object program can 
be compiled. It is suggested that the program be fully debugged 
before using RUN! because this command causes compile 
without recording the line number on which an error occurred. 
This command causes less object code to be generated and 
therefore, faster program execution. 


SAVE Transfers the current source program to storage overwriting 
any program previously stored under the same name. 


2.11 The EDIT Mode is also used to obtain a complete and up to date listing of any non- 
proprietary program. This is accomplished by loading the desired program into the ENCORE 
source buffer and then LISTing the program to the CRT or DUMPing it to a hard copy device. 
A typical procedure to LIST via the CRT is given below: 


STEP | PROCEDURE 
1. From the Level-3 Command Mode, type D MENU(#] and note a display of 
the disc menu. 
2. Locate the desired program and note its correct name. 
3. Strike the (us) key to return to the Level-3 Command Mode and type D EDIT 
program name [om Note that the desired program is transferred to the 
source buffer (ENCORE enters the EDIT Mode). 


4. Type LIST(==]to list the program. A hard copy may be obtained, using the 
DUMP command, provided the correct XIO parameters are set and a hard 
copy device is connected to the XIO port. 
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HELP 


2.12 The HELP command is designed as an aid to the user by providing a short explanation of 
the ENCORE error codes. For example, assume that the user has forgotten to include a 
hyphen in a screen position instruction and the ENCORE has responded by displaying "ERROR 
10". Once the user recognizes "ERROR 10" as a syntax error, this display is sufficient to 
suggest corrective measures. However, when the user is not familiar with the error message, 
he simply types HELP( «= ] and an explanation of the error code is displayed, e.g., "SYNTAX 
ERROR". Chapter 9 of the manual includes a complete list and description of all the error 
codes. 


IO 


2.13 The IO Mode is designed to simplify operator selection of Input/Output parameters. It is 
a read only memory object program and cannot be edited. It is accessed through the Level-3 
Command Mode by typing IO (eo in Level-1 and Level-2 by menu selection. It may also be 
accessed through the COMBASIC program by executing the CHAIN "IO" statement. _Upon 
entering the IO Mode, use the cursor position keys to change parameters. Striking the key 
allows the user to enter separate parameters for each of the front ends (pin 2 and pin 3). 
Strike the [uw] key to exit the IO Mode. 


NOTE: The language and number of stop bits must be the same for both front ends. 


2.14 Speed. Any speed from 10.0 up to 99 000 bits per second to three significant digits may 
be entered (five digits maximum). For speeds greater than 999 baud, key in spaces to delete 
digits or zeros as appropriate. For speeds under 999 baud, a decimal point must follow the 
units digit. The three keystroke sequences that follow illustrate the use of the space and 
decimal point when entering speeds: 


100 baud = 1 0 0 SP[]] 
75 baud=75. [1] 
45.5 baud=45.5 [1] 


2.15 Syne. The syne sequence may consist of one or two characters as may be required for 
synchronous operation. The normal sequence, also the power-up default, is SY SY. In a 
bisynchronous environment employing a HEX 55 leading pad, the sequence should be changed 
to =: SY. To enter the syne sequence in HEX, simply strike the (=) key, enter the sequence in 
HEX, and strike the (=| key again to continue normal entries. 


NOTES: 1) All characters are converted to the langauge and parity specified. 2) HEX 
entries are not altered. 


2.16 NRZI. This is an IBM encoding technique (Non-Return-to-Zero-Inverted) used in an 
SDLC environment when a terminal must provide its own timing. It provides a signal change 
any time a binary 0 is received, but not when a binary 1 is received. Strings of 0's provide 
transitions used for receive synchronization. Strings of 1's cause zero insertion which again 
provides synchronizing transitions. NRZI selections are only made in the SYNC, SDLC, or 
TRAN modes. 


2.17 Mode. The standard ENCORE operates in any one of four transmission modes: SYNC, 
SDLC, TRAN, and ASYN. For synchronous (SYNC) operation, the ENCORE employs an 
external clock and uses a syne sequence for data synchronization. When SDLC (Synchronous 
Data Link Control) is selected, the ENCORE is capable of framing data blocks and calculating 
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the Frame Check Sequences in compliance with the SDLC line protocol. In the transparent 
mode (TRAN), an external clock is used for bit synchronization and unsynchronized data is 
logged into the capture buffer (use 8-bit, no parity). In Level-1 and Level-2 display modes, 
eaptured transparent data can be shifted, by the operator, one bit at a time until it becomes 
intelligible. For asynchronous operation (ASYN), the intelligence bits are framed with a 2.0 
unit stop pulse which the user may change to a 1.0 unit if desired. Operation in an 
asynchronous environment usually requires an internal clock. 


2.18 Stops. Selection of a stop interval is only offered in the asynchronous mode. The user 
may choose either a 1.0 or 2.0 unit stop interval when external timing is provided, or 1.0, 1.5, 
or 2.0 when internal timing is selected. 


2.19 Clock. The choice of an internally or externally derived timing device is offered in all 
modes. This is especially useful during operation as a terminal in a synchronous enivronment 
when external timing is unavailable or suspected of being incorrect. 


2.20 Parity. Six choices are available for parity selection: odd, even, none, mark, space, and 
ignore. The correct choice is essential for several reasons: 1) In a synchronous environment, 
character synchronization will not be attained without proper parity; 2) Certain program 
mode instructions require the recognition of received characters. If the wrong parity is 
selected, the characters will never be recognized; 3) When displaying logged characters in 
their hexadecimal equivalent, selection of the wrong parity will change the HEX character; 
and 4) In some cases peripheral equipment will require that the parity-bit of all characters be 
the same logical state. Table 7-3 gives the number of bits and indicates whether a parity bit 
is included for each of the languages currently available. 


TABLE 7-3 
LANGUAGES WITH PARITY 


LANG BITS PARITY TOTAL 
ASCII 7 YES 8 
BAUDOT 5 NO 5 
BCD 6 YES 7 
BCDIC 6 YES 7 
EBCDIC 8 NO 8 
EXT BCD 7 YES 8 
IPARS 6 YES 7 
SBT 7 YES 8 
SELECT 6 YES 7 
XS-3 6 YES if 
RMS 7 NO 7 
RMS-2 7 NO 7 
ASCII/KANA 7 YES 8 
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2.21 Lang. In its standard configuration, the ENCORE is equipped to operate in five 
different languages: ASCII, EBCDIC, SELECTRIC, BCD, and EXTERNAL BCD. Other 
languages including IPARS, XS-3, BAUDOT, SBT, FIELDDATA, BCDIC, ASCII/KANA, RMS, 
and RMS-2 are available as options. No more than three optional languages can be supplied in 
any one unit. 


Typical IO Entry Procedure 


2.22 The purpose of this procedure is to demonstrate, by example, the steps required for 
proper selection of all IO parameters. Figure 7-2 shows the power-up default parameters. 


STEP PROCEDURE 


Ls Upon entering the IO Mode, note a display similar to that shown below. 


SET IO | ae  @B@B BG@:a0:S52 


Resist 64100 


NREeI---NO 
MopDeE-—--SYNc 


CLOCK--ExXT 
LANG-~—-—-ASCII 


Fig. 7-2 Power-Up Default IO 


2e Type in the desired speed entering spaces where digits are not required. 
Follow the last entry with the [| ] key. 


3. If SYNC is not displayed and a syne sequence is required, strike the key 
until MODE is selected. Then strike the (—] key until SYNC appears. Strike 
the (1] key twice and enter the syne sequence followed by the (1 ] key. If 
SYNC is displayed and a syne sequence is not required, simply strike 


the [|] key. 
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STEP PROCEDURE 

4, Select the appropriate response to NRZI by striking the(—]key. Strike 
the {| ] key to advance. 

De Select the operating mode by striking the (—] key until the desired mode is 
displayed. Strike the key to advance. 

6. If operating asynchronously, select the stop unit interval by striking 
the (—] key until the desired interval is displayed. Strike the [|] key to 
advance. 


Note: To choose a 1.5 unit stop interval, internal clock must be selected. 


ts Select the timing source by striking the (—} key until the desired source is 
displayed. Strike the [|] key to advance. 
8. Select the parity by striking the (—] key until the desired parity is displayed. 
Strike the [|] key to advance. 
9. Select the language by striking the [—] key until the desired language is 
displayed. 
10. These parameters now apply to both inputs (pins 2 and 3). To establish 


separate parameters for pins 2 and 3, strike the [com] key and note that the 
appropriate pin appears on the top line of the display. Strike the key 
again to change from pin 2 to pin 3 or both (no pin number displayed). The 
method of entering parameters is the same regardless of which pin is 
selected. 


11. Strike the key to exit the IO Mode. 


Note: The/[} | and keys may all be used to edit IO para- 
meters. LE) & 


KILL 


2.23 The KILL command is used to erase programs from storage or disc, not from source. It 
always includes a program name, which is separated from the word KILL by a space, and is 
terminated with a carriage return. 


Oo KILL program name. This command erases a specified program from storage, not 
from source or disc. When successfully executed, the program name and the words 
"FILE GONE" are displayed. Any programs residing in storage are then shifted to 
avoid fragmentation and a new program index is written. 


o DKILL program name. This command performs the same function as described 
above except that the program to be erased must reside on disc. 
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storage or 
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MENU command instructs the ENCORE to display a complete list of all programs in 
on dise. As with all commands, it is terminated with a carriage return. 


MENU. This command displays the list of programs currently residing in storage, 
including system programs stored in ROM (Read Only Memory). The display, as 
shown in Figure 7-3, always ineludes the real time clock and the name and total 
number of source bytes required for each program. Programs labeled "ROM 
OBJECT" are available to the user only in their existing forms and cannot be listed 
or edited. The MENU display always begins with page 2 because page 1 contains 
unalterable ROM programs. Programs are added to or deleted from the MENU using 
the KILL and SAVE commands as described in paragraphs 2.23 and 2.26, 
respectively. The MENU normally consists of two or more pages as indicated in the 
display. To move from one page to another, use the [+] and [7] keys. Depress 
the [cao] key to return to the Level-3 Command Mode. 


ME MILI 


Fig. 7-3 Typical Storage Menu 


MENU, RUN 


e DMENU. This command performs the same function as MENU except that the 
display contains a list of the programs currently residing on disc. Up to 48 programs 
per page are displayed as shown in Figure 7-4. 


SECTORS OF MENU PAGE 
DISC SPACE NUMBER 
LOST 

SECTORS 
SECTORS OF OF DISC 
DISC SPACE STORAGE 
USED REMAINING 

| Fig. 7-4 Typical Dise Menu 

RUN 


2.29 The RUN command is designed to execute programs. It is entered in several different 
forms and ean be used to allocate both object and source memory. In some forms, the key 
word RUN is understood and need not be typed when the command is entered. The various 
forms of RUN are described below. 


e RUN. When using this form of the RUN command, the program to be run must 
currently reside in the source memory and there must be sufficient object memory 
allocated to permit execution. If there is insufficient memory allocated, the 
ENCORE will display "ERROR #07", indicating that there is "NOT ENOUGH ROOM" 
to compile the program. 


e RUN!. When using this form of the RUN command, the program to be executed 
must be stored in the source buffer. The ENCORE is then instructed to 
automatically reallocate memory from the capture buffer to the object buffer in 256 
byte increments until the program compiles. In addition, 7 bytes of instruction 
overhead are dropped from the object code. These 7 bytes are normally used to 
identify the line number on which an error has occurred during processing. Because 
this information is dropped, the line number is not displayed with the error message. 
For this reason, programs executed with RUN! must be thoroughly debugged before 
execution. If RUN! is used and there is more than sufficient memory allocated, the 
object buffer will not be reduced, but the overhead is still dropped. RUN! may be 
used to execute a program using the least possible amount of memory. 
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mname. This command transfers the specified program from storage to the 
source buffer and then compiles and executes it. 


NOTE: Do not modify and execute an exisiing program until the modified program 
has been saved under a new name. If this command is used and the modified 
program has not been saved, the original program will be executed and all 
modifications will be lost. 


Program name!. This command transfers the specified program from storage to the 
source buffer and then allocates memory, compiles, and executes the program in the 
same manner as RUN!. 


# program name!. This command performs the same function as program 
name except that the object and source memories are first reduced to their 
minimum values of 4 096 and 256 bytes, respectively. Both memories are then 
incremented in steps of 256 bytes each until sufficient memory is allocated for edit 
and execution of the program. 


D program name. This command is used to execute a program stored on dise. It 
instructs the ENCORE to search the dise for the named program, transfer the 
program to source, and then execute it. A program with the same name already in 
source or storage will not be executed. 


D program name!. This command performs the same function described above 
except that the required amount of source and object memory are automatically 
allocated. 


#D program name!. This command performs the same function as D_ pro- 
gram name except that the object and source memories are first reduced to their 
minimum values of 4096 and 256 bytes, respectively. Both memories are then 
incremented in steps of 256 bytes each until sufficient memory is allocated for edit 
and execution of the program. 


SAVE 


SAVE 


2.26 The SAVE command is designed to provide permanent storage of programs in non-volatile 
storage memory or on a properly formatted dise. In either case, programs are only transferred 
to storage or dise via source memory as shown below. 


STORAGE SOURCE DISC 


In addition, programs can only be placed in source through use of the EDIT commands as 
described earlier. As an example, assume that a program on dis¢ is to be SAVE'd in storage. 
The user must first execute a dise edit command, e.g., D EDIT program name, to transfer the 
desired program from dise to source. Successful execution of this command then places the 
ENCORE in the Edit Mode where the program is now transferred to storage using the SAVE 
command. This places the program in storage under its original name. To save the program 
under a different name, the SAVE program name command is executed from the Level-3 
Command Mode. The following paragraphs detail the various methods of executing the SAVE 
command. 


e SAVE. This command transfers an already named program from source to storage 
and it is executed from the Edit Mode or the Level-3 Command Mode. It instructs 
the ENCORE to search the program index until the original version of the program is 
found. Delete the original version, move all subsequent programs forward in 
storage, store the revised version behind all other programs, and update the index. 
If the program is not in the index, it will be stored behind all other programs and the 
index will be updated. If the program in not named, the ENCORE will display the 
message "NO NAME", 


@ SAVE program name. This command is used to name or rename the program in 
source and transfer it to storage. If renaming a program, the original program is 
erased from storage using the KILL command as described earlier under paragraph 
2.22. If the new program name is already used, the ENCORE will display the 
message "NAME USED". At this point, a new name must be chosen or the previously 
saved program with the same name must be erased. To save a new program under a 
previously used name, use the exclamation point (!) in conjunction with the SAVE 
command as described below. 


e SAVE programname!. The addition of an exclamation point (!) to the SAVE 
program name command instructs the ENCORE to erase the original program from 
storage and transfer the current source program to storage under the same name. 
Do not use this form of the SAVE command unless you are sure that the previously 
stored program is no longer needed. 


e DSAVE. This command performs the same function as SAVE except that the 
program to be saved is transferred from source to disc. 
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e DSAVE program name. This command performs the same function as SAVE 
program name except that the program to be saved is transferred from source to 
dise. The message "NAME USED" indicates the need to D KILL the previous 
program or repeat the command using an exclamation point (!) as shown below. 


e DSAVE programname!. This command performs the same function as SAVE 
program name except that the program to be saved is transferred from source to 
dise. Again, do not use this command unless you are sure that the program, bearing 
the same name on dise, is no longer needed. 


TIME 


2.27 The TIME Entry Mode allows the user to set the internal real time clock. TIME is a 
system program and cannot be edited. It_is accessed from the Master Directory by selecting 
item & or from Level-3 by typing TIME( =], It may also be accessed from a COMBASIC 
program by executing the statement CHAIN "TIME". While in the TIME Entry Mode, the 
ENCORE display appears as shown in Figure 7-5. The 1] and [1 ] keys are used to direct the 
eursor to the DAY, HOUR, or MINUTE where the date and time are entered in numerical form 
and terminated by striking the[{1!],(=™], or(w#]key. The Julian date is the first entry 
required. It is made by typing the appropriate date (1 through 365), but any number from 0 
through 999 is acceptable. The hour is entered by typing any number from 1 to 23. The minute 
is the last entry and is entered by typing any number from 0 to 59. When the desired date and 
time are entered, strike the key to restart the clock and return to the Level-3 Command 
Mode. 


Running | 
Date/Time 
Display 


seconds 
Minutes 
‘Hours 


Julian Date 


Reverse Video 
Marks Variable 
Data Field 


Fig. 7-5 TIME Entry Mode 
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STATUS/MEMORY ALLOCATION/ (3%) 


2.28 The Memory Allocation 
or Variable Entry Status 
Mode is entered from the 
Level-3 Command Mode or 
the Edit Mode by striking 
the ([.7] key. This mode allows 
the user to view the present 
memory allocation and to 
change it if desired. Upon 
entering the Status Mode, the 
ENCORE first displays the 
status of the memory as 
shown in Figure 7-6. This 
display includes the _ total 
memory available, the 
amount used, and the amount 
left. The date and time are 
also shown. 


Fig. 7-6 Status Mode 


2.29 While in the Status 
Mode, the user may manually . | | 
reallocate memory by strik- a ee ee ee 
ing the key again to ob- MOH) FALLACY LUN OPE nik 
tain the Variable Entry dis- 
play shown in Figure 7-7. In 
this mode, the cursor position 
keys are used to move from 
object to source and to in- 
crease or decrease memory 
allocation. The figure shows 
the default allocation made 
during power-up (no auto- | 
matic memory allocation). | 


33 sa me ya ee 7 
a ae (a ee et ca a fo 


NOTE: When changing 
memory allocation in 
this mode, the source, 
object, and capture 
memories are effectively 
cleared. 


Fig. 7-7 Variable Entry Mode 
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2.30 Automatic memory allocation, as mentioned earlier, allows the user to assign memory 
during the execution of the various EDIT and RUN commands. This is accomplished by 
including one or two special symbols in the command statement. The pound sign (#) is used to 
reduce the object and source memories to their minimum values. The exclamation point (1) is 
used to reallocate object and source memory to the minimum values required for execution of 
the desired program. To allocate specific amounts of memory, the pound sign is first followed 
by the object allocation and then by the source allocation. Some examples of acceptable 
syntax are shown below: 


EXAMPLES: 
RUN! 
program name! 
D program name! [ rvs} 


t 
et ai a name ~ [ sm Reallocate object and source buffers to mini- 
#16, 10, program name mum required to execute program. 


Inerease source buffer 17 increments (17 x 
256) above minimum (256) allocation. 


Increase object buffer 62 increments (62 x 
256) above minimum allocation (4K). 


Reduce object and source buffers to minimum 
allocations; Object = 4 096 bytes, Source = 
256 bytes, and Capture = 22 272. 


XIO 


2.31 The External IO Mode (XIO) is designed to permit operator selection of external IO 
parameters for interface with equipment connected to the rear panel XIO port (configured as 
DCE, data input on pin 2, output on pin 3). It is accessed in Level-3 by typing XIO or in 
Level-1 and Level-2 by menu selections. It may be accessed through the COMBASIC program 
by executing the CHAIN "XIO" statement. The XIO Mode allows the user to set external IO 
parameters to input/output programs while in the EDIT Mode using the LOAD or DUMP 
commands or to output data from the capture buffer under Level-I program control. Programs 
are always output in ASCif. Data from the eapture buffer is always output in the same 
language as captured (langauge set in IO) with the data byte set as shown in Table 7-4. While 
in the XIO Mode, the user selects any one of 16 operating speeds, shown in Table 7-5, where 
the data byte may consist of 5, 6, 7, or 8 bits, may have odd, even, or no parity, and may 
include from 0 to 9 null character period to permit actual carriage return of an external 
device. All entries are made by simply using the (—} and (=} keys to change cursor position and 
the and [|] keys to change parameters. Once the correct parameters are established, 
striking the o key terminates the entries. A typical XIO Mode display is shown in Figure 7-8. 
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TABLE 7-4 
AXIO BIT AND PARITY SELECTION 


BITS 
LANGUAGE (Excluding Parity) PARITY 
BAUDOT 5 NONE 
IPARS 6 NONE 
SELECT RIC 6 ODD or EVEN 
BCD 6 ODD or EVEN 
ASCII 7 ODD or EVEN 
EXT BCD 7 ODD or EVEN 
EBCDIC 8 NONE 
TABLE 7-5 
XIO SPEEDS 
50 150 1 800 4 800 
75 300 2 000 7 200 
110 600 2 400 9 600 
134.5 1 200 3 600 19 200 


Fig. 7-8 XIO Mode Display 


XIO 
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3. COMBASIC PROGRAMMING 

3.01 The following paragraphs include general information of value to the user in writing 
COMBASIC programs. Immediately following this information are several example programs 
that serve to illustrate programming techniques and will help you to write your own programs. 
These examples are followed by the complete instruction set, listed alphabetically for easy 
reference. Throughout the instruction set, you will find many examples of COMBASIC 
statements showing the correct syntax used when entering an instruction. In some cases, these 
examples may run as short programs; in other cases, they only illustrate syntax. 
PROGRAMMING RULES AND AIDS 


3.02 The following rules and aids will simplify the writing and debugging of your COMBASIC 
program. The rules always apply, the aids and hints are used at your discretion. 


RULES 

e Each program line must begin with a line number. 

e No two lines may have the same line number. 

@ Program lines are executed in order by line number. 

e Each line must include at least one COMBASIC instruction. 

e Multiple instruction lines are permitted with the following restrictions: 
1) FOR/NEXT instructions cannot be included on the same line. 
2) WHEN ___ GOTO must be the last statement on the line. 


e ach program line must be terminated using the [ ==], (ws) , or [4] key. 


e Keyboard entry of spaces to separate line numbers, instructions, and variables is 
optional. 


e Commas must be used to separate variables. 

e String constants must be enclosed in quotation marks. 

e Programs accessed by BOOT, CALL, or CHAIN must reside in storage. 
e The maximum number of program lines is 326. 


e A program name must begin with a letter (A-Z}, contain no spaces, commas, 
exclamation points, or pound signs, and consist of no more than ten characters. 


@ Quotation marks within a string must be entered twice, e.g., """TEST™ ". 
e String variables are automatically reinitialized upon program execution; integer, 


floating point, and byte variables are not and must therefore be reinitialized to 
avoid transfer from one program to another. 
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PROGRAMMING AIDS 


e Use the REMARK statement whenever possible to describe significant events within 
the program. 

@ Increment line numbers by 10 to make room for future revisions. After line 10 is 
typed, subsequent line numbers may be generated automatically by terminating each 
line with (¥§] instead of [4] or [ mm). 

e The key is used to terminate a line regardless of cursor position. 
The (us| and [== ]keys are only used if the cursor is outside quotation marks. 

e To edit an existing line, type the line number and[==]. Strike the [=] key twice to 
delete the line. 

e Line numbering errors are pinpointed using the RENUMBER command. 

@e Unless memory is short, do not reuse variables. 

@ Whenever programming in a real time environment, consider the overhead processing 
time required to execute the COMBASIC instruction. Any values that can be 
established prior to interrogation of the data stream should be established in the 
beginning of the program. Also, when executing the program, use the RUN! or 
the program name! command. Instruction execution times are given in Appendix C. 

OPERATORS 


3.03 Operators perform mathematical or logical operations on numeric values, and, in some 
cases, on strings. COMBASIC operators include those which perform arithmetic, relational, 
and logical operations as shown in Table 7-6. The arithmetic and relational operators are 
detailed in the discussion of PRINT, LET, and IF statements, beginning on pages 7-87, 7-77, 
and 7-74, respectively. Logical operators are used only with the LET statement as shown in 
the following examples. 


AND: This operator instructs the ENCORE to perform a logical AND of two byte 
variables. Execute the example program given below, typing an upper case A and B 
in response to the prompts "ENTER a" and "ENTER b". Note that the results agree 
with the proof shown below. For an example of how to enter a COMBASIC program, 
refer to paragraph 4, EXAMPLE PROGRAMS, beginning on page 7-51. 


EXAMPLE: 


10 LET PARITY= IGNORE 

20 LET LANG= "ASCII" 

30 SCREEN CP=7-1"AND BYTE VARIABLES"LR"a AND b=c"LR 
4Q INPUT "ENTER a, ANY CHARACTER",a 

50 SCREEN LR 

60 INPUT "ENTER b, ANY CHARACTER",b 

70 SCREEN LR 

80 LET cza AND b 

90 PRINT %3.0, a, "AND ", b, "=", c, " DECIMAL " 
100 PRINT " ", [a], "AND ", [b], "=", [ec], " ASCII " 
110 WAIT 5000 

120 GOTO 30 
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SAMPLE RUN: 


AND BYTE VARIABLES 


a AND b=c 

ENTER a, ANY CHARACTER 

ENTER b, ANY CHARACTER 
65 AND 66 = 64 DECIMAL 
A AND B = @ ASCII 


NOTE: 


with a 


The LET statement may also be used to AND a byte variable with an integer 
value from one to 255 (LET c=a AND 66). 


PROOF, LOGICAL AND: 


A=65 
B=66 
@=64 


@ OR: 


128 64 32 16 8 4 2 1 


1 0 oO 0 9 20 
1 0 o 0 O 1 
1 0 0 0 0 QO 


This operator instructs the ENCORE to perform a logical OR of two byte 


variables. Execute the example program below, entering an upper case A and B in 
response to the prompts "ENTER a" and "ENTER b". Note that the results agree 
with the proof shown below. 


EXAMPLE: 

10 LET PARITY= IGNORE 

20 LET LANG= "ASCII" 

30 SCREEN CP=6-1'OR BYTE VARIABLES"LR"a OR b=c"LR 
40 INPUT "ENTER a, ANY CHARACTER",a 

50 SCREEN LR 

60 INPUT "ENTER b, ANY CHARACTER",b 

70 SCREEN LR 

80 LET c=a OR b 

90 PRINT 43.0, a, "OR", b, " = ", ¢ 

100 PRINT" ", [a], "oR, [b], "=", [e] 
110 WAIT 5000 

120 GOTO 30 


SAMPLE RUN: (Enter A and B) 


OR BYTE VARIABLES 


a OR b=e 

ENTER a, ANY CHARACTER 

ENTER b, ANY CHARACTER 
65 OR 66 = 67 
AOR B=C 


NOTE: The LET statement may also be used to OR a byte variable with an integer 
(LET c=a OR 66). 
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PROOF, LOGICAL OR: 


A=65 0 1 0 0 0 O 0 
B=66 0 1 0 0 oO O 1 #O 
C=67 0 1 


RTL: This operator instructs the ENCORE to take a given byte variable and rotate 
the bits comprising that variable to the right a specified number of times; no bits 
are dropped, regardless of the number of rotates. The number of bits moved to the 
right is indicated by the integer immediately following RTL (LET a=a RTL 3). In 
addition, the RTL argument can be used in combination with any of the logical 
operators (LET a=a RTL 3 AND a RTL 1). Execute the example program given 
below and note that the results agree with the proof. 


RTR: This operator is the same as RTL except that the bits are rotated to the left. 
EXAMPLE: 


10 SCREEN CP=3-1"ROTATE BITS TO THE RIGHT"LR 
20 LET LANG= "ASCII" 

30 LET PARITY= IGNORE 

4O INPUT "ENTER a, ANY CHARACTER",a 

50 SCREEN LR 

60 PRINT "a =", a, "=", [a] 

70 LET asa RTR 1 

80 PRINT "a RTR 1 =", a, "=", [a] 

90 WAIT 5000 

100 GOTO 10 


SAMPLE RUN: (Enter B) 
ROTATE BITS TO THE RIGHT 
ENTER a, ANY CHARACTER 
a = 66 = B 
a RTR 1 = 33 =! 
PROOF, LOGICAL RTR: 


128 64 32 16 8 4 2 1 


A=65=A 0 1 0 0 0 0 0 1 
A RTR 1=160= 1 0 1 0 0 0 0 0 
a RTR 2= 80= p 0 1 1 1 0 0 0 0 
a RTR 3= 40= ( 0 0 1 0 1 0 0 0 
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e XOR: This operator instructs the ENCORE to perform a logical XOR of two byte 
variables. Execute the following example entering an upper case A and B in 
response to the prompts "ENTER a" and "ENTER b". Note that the results agree 
with the proof. 


EXAMPLE: 

10 LET LANG= "ASCII" 

20 LET PARITY= IGNORE 

30 SCREEN CP=6-1"XOR BYTE VARIABLES"LR"a XOR b=c"LR 
40 INPUT "ENTER a, ANY CHARACTER",a 

50 SCREEN LR 

60 INPUT "ENTER b, ANY CHARACTER",b 

70 SCREEN LR 

80 LET c=za XOR b 

90 PRINT $3.0, a" XOR ", b, "=", c 

100 PRINT " ", [a], " XOR ", [b], "=", [ce] 
110 WAIT 5000 

120 GOTO 30 


SAMPLE RUN: 


XOR BYTE VARIABLES 


a XOR b=e 
ENTER a, ANY CHARACTER 
ENTER b, ANY CHARACTER 


65 XOR 66 = 3 
A XOR B = 
NOTE: The LET statement may also be used to XOR a byte variable with an integer 


(LET c=a XOR 66). 


PROOF, LOGICAL XOR: 


A=65 
B=66 
EX=3 
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TABLE 7-6 


INSTRUCTION OPERATORS 


INPUT OPERATION INPUT OPERATION 
ARITHMETIC LOGICAL 
+ Add AND Logical "AND" 
~ Subtract OR Logical "OR" 
: Multiply XIO Logical "XIO" 
y Divide RTR n Rotate to the right n bits 
RTL n Rotate to the left n bits 
RELATIONAL 
< Less than 
= Equal to NOTES: 1) The logical operators are not 
: Geaseee- dian used in the IF statement. 2) RTR and RTL 
include a wrap around of the carry bit. 
< > Not equal to 
=<or<= Less than or equal to 
=>or>= Greater than or equal to 
VARIABLES 


3.04 Variables are names used to represent values in a COMBASIC program. There are four 
types of variables in COMBASIC: integer, floating point, string, and byte variables. 


A. Integer Variables 


3.05 An integer variable, represented by any upper case letter A through Z, may contain any 
positive or negative whole number from zero through 32 767. Integer variables are used when 
working with relatively small numbers. They are stored within the Level-3 operating system 
RAM as two 8 bit bytes and are initialized to zero only during the power-up sequence or under 
program control. It is the programmer's responsibility to determine whether initialization is 
required and to include the appropriate steps within the program. Since initialization is under 
program control, it is possible to pass values from one program to another. The contents of 
integer variables may be moved to byte variables provided the value is between 0 and +255. 
The contents of any integer variable may be moved to a floating point variable regardless of 
the value of the integer variable. Table 7-7 lists those COMBASIC statements that may be 
used with integer variables. Additional information is found in the alphabetical listing of 
COMBASIC instructions beginning on page 7-61. The following are examples of integer 
variables and proper syntax used in the COMBASIC statements. 
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EXAMPLE: Addition 


10 LET A=0, B=0, C=0 

20 LET A=A+1, B=B+1, C=A+B 
30 SCREEN Z 

4Q WAIT 1000 

50 PRINT 45.0, C 

60 GOTO 20 


EXAMPLE: Subtraction 
10 LET A=1000, B=500, C=0 
20 LET C=A=B 
30 PRINT 45.0, C 
EXAMPLE: Multiplication. The product must be stored in a floating point variable. 
10 LET A=1000, B=5 
20 LET FA=A*®B 
30 PRINT 45.0, FA 
EXAMPLE: Division. The quotient must be stored in a floating point variable. 
10 LET A=1000, B=5 
20 LET FA=A/B 
30 PRINT 45.0, FA 
EXAMPLE: All math is performed left to right without regard to parenthetical notation. 
10 LET A=100, B=5, C=2 
20 LET FA=A*B/C 
30 PRINT 45.0, FA 
EXAMPLE: MOVE 
10 LET A=0, B=100 
20 LET A=B 
30 PRINT %5.0, A, B 
EXAMPLE: RELATIONSHIPS >, <, =>, =< 
10 LET A=50, B=100, C=500, D=250 
20 IF A+B < C-D GOTO 40 


30 STOP 
4O PRINT %5.0, A+B, C-D 
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TABLE 7-7 


COMBASIC STATEMENTS USING INTEGER VARIABLES 


STATEMENT 


FOR A=B TO C 
NEXT A 


IF A=B GOTO 100 


INPUT A 


LET A=1000 
LET A=B 
LET A=LEN A$ 


ON A GOTO 90, 210, 430 


PRINT %5.0, A 


PRINT A$(A, B) 


READ A 


SCREEN P=A-B 


SCREEN S=A-B 


WAIT A 


COMMENTS 


In the FOR/NEXT loop, the value of A is 
ineremented from the value of B to C. 


If the value of A and B are equal, a conditional 
jump (GOTO or GOSUB) is executed. 


The value of A is a numerical input from the 
keyboard. Use to terminate. 


The value of A is set to 1 000. 
The value of A is set equal to the value of B. 
A = the number of characters in the string. 


A is equal to the positions following GOTO, e.g., 
90 = position 1 (A=1), 210 = position 2 (A=2), ete.. 


The value of A is printed with 5 digits before the 
decimal point and 1 digit after. 


A and B represent beginning and ending characters 
within the string. 


The value of A is an integer read from the DATA 
statement. 


A and B represent screen positions. The A is 
character position, the B is line number. 


A and B represent the number of characters and 
number of lines that can be displayed. Variables 
are limited to the characters A through Y. 


A = time in milliseconds. 
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B. Floating Point Variables — 


3.06 Floating point variables are represented in COMBASIC by an upper case F followed 
immediately by any upper case letter A through Z (FA-FZ). They may contain any positive or 
negative number from zero through .999999 E 37 and are primarily used for calculating with 
very large numbers. Floating point variables are initialized to zero only during the power-up 
sequence. It is, therefore, the programmer's responsibility to initialize the values of the 
floating point variables within the program. Since initialization is under program control, it is 
possible to pass values from one program to another. The contents of floating point variables 
may be moved to integer variables provided the value is between zero and 32 767 or to byte 
variables provided the value is a whole number between 0 and +255. Floating point variables 
are accurate to six significant digits. Table 7-8 lists those COMBASIC statements that may be 
used with floating point variables. Additional information is found in the alphabetical listing 
of COMBASIC instructions beginning on page 7-61. 


EXAMPLE: Addition 

10 LET FA=0, FB=", FC=100 

20 LET FA=FB+FC 

30 PRINT %5.0, Fé ™ FB, FC 
EXAMPLE: Subtractioti 

10 LET FA=0, FB=50', FC=100 

20 LET FA=FB-FC 2g 

30 PRINT %5.0, FA, FB, FC 
EXAMPLE: Multiplication 


10 LET FA=-123, FB=1.23, FC=FA*FB 
20 PRINT 43.3, FA, FB, FC 


EXAMPLE: Division ~ 
10 LET FA=0, FB=10, FC=3.2 


20 LET FA=FB/FC ~“* 
30 PRINT %3.3, FA, FB, FC 
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TABLE 7-8 


COMBASIC STATEMENTS USING FLOATING POINT VARIABLES 


STATEMENT COMMENTS 

IF FA=122.2 GOTO 100 FA may be set equal or not equal to another 
floating point variable, integer, or arithmetic 
expression. 

INPUT FA The value of FA may be input to any number 
between 0.000000 and +0.999999 E 37. 

LET FA=12.1288/2 FA may be set equal to an arithmetic expression 
or any number from 0.000000 to +0.999999 E 37. 

LET FA=MSTM FA may be set equal to the value of the 
measurement timer. 

LET FA=SPEED FA may be set equal to the IO speed. 

LET SPEED=FA | The IO speed may be set to the value of FA. 

PRINT %2.4, FA Used with PRINT %, the value of FA is printed in 


the specified format, e.g., 12.1234. 


C. String Variables 


3.07 String variables are represented by an upper case letter immediately followed by a dollar 
sign (A$-Z$). String variables are used for storing alphanumeric information. The maximum 
length of a string variable is limited only to the amount of object memory available. At 
compile time, the starting and ending addresses for each string variable are established. 
Before using a string variable, it must be dimensioned by a DIM statement. At compile time, 
the DIM statement establishes the maximum number of characters that may be contained 
within the string. The actual length of a string variable during program execution is 
determined by the length of the data moved to the string. It is possible to select certain 
positions of a string by indexing with integer variables or constants. Table 7-9 lists those 
COMBASIC statements that may be used with string variables. Additional information is found 
in the alphabetical listing of COMBASIC instructions beginning on page 7-61. 


EXAMPLES: 
10 DIM A$=100, B$=100 10 DIM A$=100 
20 LET A$="THE QUICK BROWN FOX" 20 LET A$="THE QUICK BROWN FOX" 
30 PRINT A$ 30 LET Az=1, Bz1 
4O LET B$=A$ (1,9) 40 PRINT A$ (A,B): 
50 PRINT B¢ 50 LET A=A+1, B=B+1 
60 IF A$ (A,B)="X" GOTO 80 
70 GOTO 40 
80 PRINT A$ (A,B) 
90 STOP 
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EXAMPLES: (Cont'd) 


10 DIM A$=100 

20 LET A=0 

30 FOR T=1 TO 100 

40 LET A=A+1 

50 LET A$ (A,A)="x" 
60 NEXT T 

70 PRINT A$ 


3.08 It is also possible to pass string variables from one program to another, but the user must 
be careful to observe the following techniques: 


1. Use the CHAIN statement to execute the second and all subsequent programs to 
which the string(s) is transferred. 


2. In each subsequent program, redimension the string(s), e.g., DIM A$=100, B$=200. 


3. In each subsequent program, save the original string using the LET statement, .eg., 
LET A$(18,18)="*", 


3.09 The LET statement (item 3 above) is used to save the original string by resetting the 
string pointers in memory. Normally cleared during execution of the CHAIN statement, these 
pointers allocate original memory to the original string. As a result, the area in memory 
reallocated to the string is not overwritten during compile of the CHAINed program. 


EXAMPLES: 
PROGRAM A PROGRAM B 
10 DIM A$=100 10 DIM A$100 
20 LET A$="PROGRAM A MESSAGE" 20 LET A$(A,A)="#" 
30 LET A=LEN A$ 30 PRINT A$ 
HO CHAIN "pr 
OR 
PROGRAM A PROGRAM B 
10 DIM A$=18 10 DIM A$=18 
20 LET A$="PROGRAM A MESSAGE" 20 LET A$(18,18)="#" 
30 CHAIN "PROGMB" 30 PRINT A$ 
NOTES: 


(1) Integer variables remain unchanged from one program to another unless re- 
initialized, e.g., A=0, B=0. 


(2) Use any character including "space" to save the desired string, .e.g, LET 
A$(18,18)="*", A$(18,18)="", or A$(18,18)="A". 


(3) The saving character ("*", "space", "A", ete.) is also printed. 
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(4) The portion of the LET statement in parenthesis determines the number of 
characters to be printed from the new string and the size of the original string. 


(5) Dimension statements for transferred strings must be executed before the dimension 
statements associated with any new strings. 


TABLE 7-9 


COMBASIC STATEMENTS USING STRING VARIABLES 


STATEMENT 


DIM A$=10 or DIM A$(10) 
DISP SA$ 


DISP IA$ 


DLC A$=B$C$ 


DLC A$=B$, C$ 


DLC A$= B$,, C$ 


IF A$=B$ GOTO 100 


IF A$="ABCD" GOSUB 100 


IF A$(2,3)="BC" GOTO 


INPUT A$ 


LET A$="ABCD" 


LET A$="AB(C)D" 


COMMENTS 


A$ may not consist of more than 10 characters. 
Search the capture buffer for the string A$. 


Search the capture buffer for the string A$ ignoring 
parity. 


Format the strings as required for one SDLC frame. 


Format the string required for two frames showing a 
flag. 


Format the string as required for two SDLC frames 
using two flags. 


If the strings A$ and B$ are equal, a conditional 
jump (GOTO or GOSUB) is executed. 


If the string A$ is equal to the string constant 
ABCD, a conditional jump (GOTO or GOSUB) is 
executed. 


If specified characters within a string (2,3) are equal 
to the string constant ("BC"), a conditional jump 
(GOTO or GOSUB) is executed. 


Letters and/or numbers comprising A$ are entered 
on the keyboard. The entry is terminated by striking 
the ( 4] key. 


Set A$ equal to the string constant "ABCD". 


Set A$ equal to the string constant "ABCD", but the 
third character's parity bit is incorrect. 
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TABLE 7-9 


COMBASIC STATEMENTS USING STRING VARIABLES (Cont'd) 


STATEMENT 


LET A$=B$(2,4) 


LET A$(2)="BCD" 


LET A=LEN A$ 


LET A$=RTC 


LET A$(2,4)= a toe 


LET A$(1,5)=CBUFB(6,10) 


LET A$(1,5)=CBUFE(1,5) 


LET A$(2,3)="BC" 


LET BCS ab=A$, B$ 


PRINT A$ 


PRINT A$(2,4) 


COMMENTS 


Set A$ equal to the second through the fourth 
characters of B$. 


Set A$, beginning with the second character, to 
"BCD". 


Integer variable A is set equal to the number of 
characters in A$. 


Set A$ equal to the value of the Real Time Clock. 


Set the second, third, and fourth characters of A$ 
equal to byte variables a, b, and c. 


Set the first five characters of A$ equal to the sixth 
through tenth characters in the capture buffer. 


Set the first five characters of A$ equal to the last 
five characters of the capture buffer. 


Set the second and third characters of A$ equal to B 
and C. 


Set byte variables equal to the block check char- 
acters produced by the contents of A$ and B$. 


Print the contents of A$. 


Print the second, third, and fourth characters of A$. 


WHEN P2=" 3 "A$ GOTO Execute a conditional jump (GOTO or GOSUB) after 


the first three characters of A$ are received. 


D. Byte Variables 


3.10 Byte variables are represented by the lower case letters a through z and may contain any 
whole, positive number from zero through 255. Each byte variable is stored within the Level-3 
operating system RAM in one 8 bit byte. Byte variables are used when working with small 
numbers. They can also be used to store any single character, since all characters have a 
decimal value between zero and 255. Byte variables are initialized to zero only during the 
power-up sequence. It is, therefore, the programmer's responsibility to initialize the values of 
all byte variables used within his program. Since initialization is under program control, it is 
possible to pass values from one program to another. The contents of byte variables may be 
moved to integer variables, floating point variables, and string variables. Whenever the byte 
variable is used with the PRINT statement, the decimal value (zero to 255) will be printed 
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unless the byte variable is enclosed in brackets. When enclosed in brackets, the ASCII 
character is printed. Table 7-10 lists those COMBASIC statements that may be used with 
byte variables. Additional information is found in the alphabetical listing of COMBASIC 
instructions beginning on page 7-61. 


EXAMPLES: 
10 LET a=0 10 DIM A$=128 
20 FOR T=1 TO 128 20 LET az=0 
30 SCREEN Z 30 FOR T=1 TO 128 
40 PRINT %3.0, a, "=", [a] 40 LET A$(T,T)=a TO a 
50 WAIT 1000 50 LET az=a+1 
60 LET az=a+1 60 NEXT T 
70 NEXT T 70 PRINT A$ 
10 LET X=0, a=X, Bz2 
20 PRINT a, [a], b, [b] 
30 LET Aza, Bzb 
40 PRINT A, B 


50 LET aza-1, b=b-1 
60 PRINT a, [a], b, [b] 


TABLE 7-10 
COMBASIC STATEMENTS USING BYTE VARIABLES 


STATEMENT COMMENTS 
DISP C Convert data in byte variable d to no parity 
ASCI. 
DISP D Display data and attribute as stored in byte 


variable d and a, respectively. 


DISP F Set byte variable o to 1 or 0 to correspond with 
the overwritten or non-overwritten state of the 
capture buffer. 


DISP G Get data and attribute at previously specified 
CBUF address, and place in byte variables d and s, 
respectively. 

DISP H Convert data in byte variable d to HEX. 

DISP L Shift byte variable d one bit to the left. 

DISP P Set byte variable a to binary 10000000 if parity of 


byte variable d does not agree with IO. 


DISP R Shift byte variable d one bit to the right. 
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TABLE 7-10 


COMBASIC STATEMENTS USING BYTE VARIABLES (Cont'd) 


STATEMENT 


DISP dBG 


DISP SA$ 


DISP SAI$ 
IF a=b GOSUB 


IF a="A" GOTO 


IF a=A GOSUB 


IF at+2=b/2 GOTO 


IF a=32 GOTO 


INPUT a 


LET a=aLANG 


LET a=aLPAR 


LET a=aHEX 
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COMMENTS 


Set byte variable o to indicate data overwrite 
and/or data lost. 


Set byte variable a to 0 after successful search of 
capture buffer for specified string, A$. 


Same as above but parity is ignored. 


If the a is equal to b, a conditional jumper (GOTO 
or GOSUB) is executed. The byte variable may 
range in value from 0 to 255 and may be used with 
< or >. 


If a is equal to the character "A" of the IO 
language and parity, a conditional jump (GOTO or 
GOSUB) is executed. 


If a is equal to an integer variable (0-255), a 
conditional jump (GOTO or GOSUB) is executed. 


Byte variables may be used in an IF expression 
employing arithmetic operators and a conditional 
jump (GOTO or GOSUB). 


If a is equal to a decimal 32, a conditional jump 
(GOTO or GOSUB) is executed. The variable may 
range in value from 0 to 255 and may be used with 
< or >. 


Keystroke is input as a byte variable in the IO 
language. 


Convert ASCII byte variable to the equivalent in 
the IO specified language. 


Convert parity of the byte variable to agree with 
the IO specified parity. 


For BCD, IPARS, and SELECTRIC, reverses order 
of bits 0 through 6. 


Byte Variables 


TABLE 7-10 


COMBASIC STATEMENTS USING BYTE VARIABLES (Cont'd) 


STATEMENT 


LET a="A" 


LET a="(A)" 


LET a=A$(A) 


LET a=DSTAT 
LET a="(FF]" 


LET a=0B "11111111" 


LET a=0H "FF" 
LET a=00 "377" 
LET a=255 


LET A$(2,4)=a toe 


LET BCS ab=A$ 


LET ec=a AND bt2 


LET XIOP=a 


ON a GOTO 


ON a-64 GOTO 


PRINT a 


PRINT [a] 


COMMENTS 


Assign the 8-bit value of "A" (11000001) to byte 
variable a. 


Assign the 8-bit value of "A" to byte variable a 
with incorrect parity (01000001). 


Assign the 8-bit value of the character within A$ 
specified by the value of integer variable A. 


Assign the dise status byte to byte variable a. 
Assign the HEX value, FF, to byte variable a. 


Assign the bit configuration, "11111111", to byte 
variable a. 


Assign the HEX value, FF, to byte variable a. 
Assign the octal value, 377, to byte variable a. 
Assign the decimal value, 255, to byte variable a. 


Set second, third, and fourth characters of A$ 
equal to a, b, and c. 


Set two character BCS for A$ into a and b. 

Assign the value of the expression a AND bt2 to 
byte variable c. Used with all logical operators 
and arithmetic operators + and -. 


Set XIO parameters as specified in byte variable 
a. 


Provide multiple branching to the line number 
whose order following GOTO corresponds with the 
value of the byte variable. 


Same as above using an expression and the 
operators + and -. 


Print decimal value of a. 


Print character represented by the 8-bit binary 
configuration of a. 
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TABLE 7-10 
COMBASIC STATEMENTS USING BYTE VARIABLES (Cont'd) 


STATEMENT COMMENTS 

SCREEN Ga Place byte at current screen position into byte 
variable a. 

WHEN KBD a GOTO Executes a conditional jump (GOTO or GOSUB) 
upon input of a byte via keyboard. 

WHEN P2a Input byte variable via pin 2. 

WHEN P3a Input byte variable via pin 3. 

WHEN XIOIN a GOTO Execute a conditional jump (GOTO or GOSUB) 


upon input of a byte via pin 2 of the XIO port. 


E. Reserved Variables 


3.11 There are certain COMBASIC statements that, when executed, assign values to a series 
of variables. These variables must be reserved whenever the associated statement is used in a 
COMBASIC program. If the statement is not used, the variables need not be reserved. As an 
example, the byte variables d and s must never be assigned values when the DISP G statement 
is used. DISP G automatically assigns these variables the value of the data and status bytes at 
the memory address specified by the value of integer variable A. Integer variable A is also 
reserved in this situation as it is always assumed to contain an address in the capture buffer. 
Table 7-11 lists all variables that must be reserved when the associated COMBASIC statement 
is used. 


TABLE 7-11 
RESERVED VARIABLES 
VARIABLE STATEMENT ASSIGNMENT 
a DISP G Attribute byte. 
DISP P Attribute byte. 
DISP D Attribute byte. 
d DISP G Data byte. 
DISP P Data byte. 
DISP D Data byte. 
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TABLE 7-11 
RESERVED VARIABLES (Cont'd) 


VARIABLE STATEMENT ASSIGNMENT 
e DISP dR Set to zero if the end of data 
is reached. 
DISP dBS Set to zero if the beginning of 
data is reached. 
WHEN ERROR Set to the error number. 
re) DISP F Set to zero if the capture 
buffer is not overwritten. 
DISP dBG Set to zero if the dise is not 
overwritten. 
r DISP dR Set to zero if read errors 


occur during the transfer of 
data from dise to the capture 
buffer. 


S DISP G Status byte with STATE STAT, 
NFAST. Status byte with 
STATE STAT, FAST. Attri- 
bute byte with STATE STAT, 
NFAST. 


A DISP G Set to address of desired data 
and status bytes within the 
capture buffer. 


E WHEN ERROR Set to source code line number 
of error. 


F. Other Variables 


3.12 The COMBASIC language employs a series of additional numeric and string variables. 
The numeric variables are assigned values from the real time clock, measurement timer, and 
interrupt timer. The additional string and one more numeric variable, are assigned values for 
establishing IO parameters within the COMBASIC program. These variables are detailed under 
paragraphs headed: Real Time Clock, Timers and Triggers, and IO Parameters in COMBASIC. 


REAL TIME CLOCK 
3.13 The Real Time Clock (RTC) is set in the TIME Mode. If the value of the RTC is needed 
for a COMBASIC progran, its value may be assigned to a string variable, using the statement 


LET A$=RTC. This places the entire date time group into the string. If the entire date time 
group is not needed, the desired information may be separated from the string using a 
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statement similar to LET B$=A$(5,9). The integers 5 and 9 in parenthesis indicate the 
beginning and ending characters within the string. 


EXAMPLE: 


10 DIM A$=12, B$=3, C$=2, D$=2, E$=2 
20 LET A$=RTC 

30 LET B$=A$( 1,3) 

40 LET C$=A$(5,6) 

50 LET D$=A$(8,9) 

60 LET E$=A$(11, 12) 

70 SCREEN C 

80 PRINT "JULIAN DAY: ", B$ 
90 PRINT "HOUR: ", C$ 
100 PRINT MINUTE: ", D$ 
110 PRINT "SECOND: ", E$ 
120 GOTO 20 


3.14 RTC is also used with the WHEN statement to detect a specified date time group. The 
date time group is placed in a string variable. Then, using a statement similar to WHEN 
RTC=A$ GOTO 100, the user may transfer COMBASIC program control to a specified line 
number at a specified time. To cancel this statement, use ABORT RTC. For additional 
information, please see the discussion of string variables, and the explantion of the ABORT, 
LET, and WHEN statements included at the end of this chapter. 


TIMERS/TRIGGERS 


3.15 As described in the preceding paragraph, the Real Time Clock is one timer that can be 
used as an event trigger, but there are three more timers; the measurement timer, the WAIT 
timer, and the WHEN timer. 


3.16 Using the CLEAR and LET FA-FZ instructions with the argument MSTM, the user can 
clear and start the ENCORE's measurement timer and then assign the value of the timer to a 
floating point variable. As a floating point variable, the contents of the measurement timer 
can be compared with another floating point variable to trigger an event. The number of 
triggers then, is limited only by the number of floating point variables available in the 
program. The measurement timer is designed to count from 0 to 8 388 608 ms. or 2 hours, 19 
minutes, and 48 seconds in 1 millisecond intervals. 


EXAMPLE: NOTE: The measurement timer re- 
quires approximately 1 millisecond to 
10 STATE TERM clear. Any attempt to read the MSTM 
20 WHEN P5=1 GOTO 60 in less than 1 millisecond may produce 
30 TON P4 invalid results. 
40 CLEAR MSTM 
50 GOTO 50 


60 LET FA=MSTM 
70 PRINT %5.2, FA 


3.17 The WAIT timer differs from the other ENCORE timers in that it halts further execution 
of the program until time out. However, data continues to be transmitted or received if 
initiated under previous instructions. The WAIT argument is entered in milliseconds as a whole 
number or integer variable. In addition, the WAIT argument may be set equal to the sum of 
the variables or integers when they are separated by commas, e.g., WAIT A, B, 1000. 


Page 7-38 


TIMERS/TRIGGERS 


EXAMPLE: 


SCREEN C “MEASURING RTS/CTS DELAY" 

LET A=1000 STATE TERM 

WHEN TIMER=5000 GOTO 50 

GOTO 70 

SCREEN C "NO RESPONSE AFTER 5 SECONDS" 
ABORT TIMER WAIT A GOTO 10 

WHEN P5=1 GOTO 100 

TON P4 CLEAR MSTM 

GOTO 90 

ABORT TIMER LET FA=MSTM 

SCREEN C PRINT 25.2, “RESPONSE = ", FA, ™ MS" 


3.18 The WHEN timer is designed to permit continued execution of the program, transferring 
program control to a specified line number when the time has run out. Although the WHEN 
TIMER statement may be used as often as needed within the program, it only sets one timer. 
Whenever the statement is executed, it sets or resets the timer as appropriate. It can be used 
with an argument entered as a whole number in milliseconds or as an integer variable. The 
statement ABORT TIMER is used to stop the timer. 


EXAMPLE: 


130 
140 


SCREEN C "MEASURING RTS/CTS DELAY" 

STATE TERM 

WHEN TIMER=5000 GOTO 50 

GOTO 60 

SCREEN C "NO RESPONSE AFTER 5 SECONDS" GOTO 110 
WHEN P5=1 GOTO 90 

TON P4 CLEAR MSTM 

GOTO 80 

LET FA=MSTM 

SCREEN C, PRINT #5.2, "RESPONSE = ", FA, ™ MS" 
ABORT TIMER 

SCREEN LR "STRIKE THE SPACE BAR TO REPEAT" 
WHEN KBD a GOTO 10 

GOTO 140 


3.19 Another WAIT argument, XDONE, is designed to assure complete output of a transmitted 
message before the program is allowed to continue. XDONE executes a wait until the front 
end transmitter has been loaded with the last two characters before proceeding to the next 
instruction. It also executes a wait of two additional character times before turning off any 
interface pins. 


EXAMPLE: 


100 FOR T=0 TO X 


110 
120 
140 


SCREEN Ga 
PRINT #2, [a] 
WAIT XDONE 


150 NEXT T 


Page 7-39 


PUB. NO. 810-00184A 


IO PARAMETERS IN COMBASIC 


3.20 Although the IO Mode can be accessed in any level of operation, IO parameters can also 
be entered directly into a COMBASIC program. This eliminates the need for user intervention 
in setting up IO parameters. In the COMBASIC program, IO parameters are set using the LET 
statement. Parameters not set in the program assume the condition set in the IO Mode. In 
addition, parameters set in the program apply to both front ends unless the STATE P3 
instruction immediately follows the parameters set for pin 2. In this case, a second set of 
parameters may be entered for pin 3. Multiple LET statements are permitted. For additional 
information, see the LET statement beginning on page 7-77. 


EXAMPLES: 


100 LET FA=2400 
110 LET SPEED=FA 
120 LET SYNC="Sy Sy" 


130 LET NRZI=NO 

140 LET MODE=SYN 

150 LET CLOCK=EXT 
160 LET PARITY=NONE 
170 LET LANG="ASCII" 


OR 


110 LET SPEED=FA, SYNC="Sy Sy"s NRZI=NO 


120 LET MODE=SYN, CLOCK=EXT, PARITY=NONE 
130 LET LANG="ASCII" 


OR 


110 LET SPEED=FA, SYNC="Sy Sy") NRZI=NO 


120 LET MODE=SYN, CLOCK=EXT, PARITY=NONE 
130 LET LANG="ASCII" 

140 STATE P30NLY 

150 LET PARITY=MARK 


ATTRIBUTE AND STATUS 


3.21 The attribute and status bytes are used to define each data byte and the status of the 
interface as each data byte is captured. The user may, at his discretion, choose not to capture 
attribute or status, thereby increasing the speed at which the data alone may be input. The 
attribute byte is used to generate the display attributes shown directly beneath each character 
on the screen. The status byte is used to drive the RS-232 display under the same conditions. 
The captured information may include data only, data and attribute, or data and status as 
determined by use of the STATE instruction (see STATE STAT, NSTAT, and NFAST). Both 
attribute and status bytes are broken down as follows. 
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A. Attribute Byte 


3.22 The attribute byte, Figure 7-9, is comprised of 8 bits which provide the ENCORE with a 
variety of information concerning each character logged in the capture buffer. The attribute 
byte may be stored in the capture buffer, in lieu of the status byte, through use of the STATE 
instruction. Once the attribute byte is in memory, each bit can be examined using the AND, 
OR, XOR, RTL, and RTR arguments of the LET instruction to determine the characteristics of 
the data and ENCORE status. The display attributes are described in Table 7-12. 


ATTRIBUTE BYTE BREAKDOWN 


765 4 32 1 0 
XXX X XX X X 
| 0 = Normal video (pin 2 data). 
1 = Inverse video (pin 3 data). 


1 = Half intense video (out of SYNC data). 
CRT FONT 00 = ASCII 

01 = HEX 

10 = IPARS 

11 = UNASSIGNED 


1 = Blink attribute character 
(BCC in error). 

000 = No attribute 

001 = End of data | 

010 = FIFO full an 


aN 
011 = FLAG (BOP) F 
~~ 
100 = Parity error P 
101 = BCC B 
IN 
110 = Inserted idle I 


111 = Selected lead on -— 


Fig. 7-9 Attribute Byte 
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b> 


=) 


"1 


[II 


TABLE 7-12 
DISPLAY ATTRIBUTES 


EXPLANATION 


This symbol indicates a parity flaw on any 
character in the data except those that are 
part of the block check sequence. 


This symbol indicates a block check char- 
acter. If the symbol is blinking, the block 
check is bad. | 


This symbol indicates inserted fill (by the 
ENCORE) for proper presentation of the full- 
duplex information. 


This symbol indicates a flag byte and is used 
only during SDLC operation. 


This symbol is displayed when the program 
eontains a STATE LEAD instruction. This 
instruction, when followed by an interface pin 
number, instructs the ENCORE to underscore 
data logged while the specified lead was on. 


This indicates that the FIFO (first in-first 
out) buffer is full. This buffer normally 
stores each incoming character (40 max) until 
it ean be processed by the main CPU. If 
processing delays the input of data beyond 
forty characters, the ||| symbol is displayed, 
indicating that the buffer is full and that data 
has been lost. 


This symbol indicates the last received byte 
of incoming data. Incoming data continually 
writes over old data on the screen. 


Status Byte, CAPTURE DATA CONTROL 


B. Status Byte 


3.23 The status byte, Figure 7-10, like the attribute byte, is comprised of 8 bits which provide 
the ENCORE with information regarding the status of the RS-232 interface at the moment 
each character is input. The status byte may also be stored in the capture buffer, but only if 
the attribute is not. 


STATUS BYTE BREAKDOWN 


7654321 
x x xxx xx 
Ls , = P40n RTS 
1 = P5on CTS 
1 = P8 on COD RLSD 
1 = P11 on (A) User Programmable 
1 = P18 on (B) User Programmable 
1 = P22 on RI 
1 = P3 on (Receive data) 
1 = UNASSIGNED 


Fig. 7-10 Status Byte 


CAPTURE DATA CONTROL 


3.24 Data may be captured and stored in the ENCORE's solid state memory (capture buffer or 
CBUF) or on disc. In either case, data is only input when the appropriate interface pins are 
turned on (TON P2B, P3B), and is always input to the buffer whether stored on dise or not. In 
addition to data, the CBUF may include the attribute or status bytes at the user's discretion. 
The size of the CBUF is dynamically allocated in 256 byte increments from a minimum of 4K 
to a maximum of 20K bytes. 


3.25 When data is to be stored on disc, it must be transferred via the CBUF. This requires 
execution of the STATE DISCON instruction to permit automatic transfer of data when the 
CBUF is full. Transfer from dise to buffer requires execution of a DISP dR for each 1K of 
data. The instruction, STATE DISCOFF must always be used to terminate transfer or the data 
will be lost. Tables 7-13 and 7-14 list the various instructions used to control data capture and 
display. A detailed explanation of each instruction is included in the alphabetical listing of 
COMBASIC instructions beginning on page 7-61. 
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TABLE 7-13 


COMBASIC STATEMENTS FOR CONTROL OF THE CAPTURE BUFFER 


STATEMENT 


CLEAR CBUF 
DISP B 


DISP E 


DISP F 
DISP G 
DISP SA$ 
DISP SIA$ 


LET A$(2,4)=CBUFB(6,8) 


LET A$(2,4)=CBUFE(6,8) 


PRINT #3 

STATE NSTAT, FAST 
STATE STAT, FAST 
STATE NSTAT, NFAST 
TON P2B/P3B 


TOFF P2B/P3B 


WHEN FULL GOTO 


ABORT FULL 
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COMMENTS 


Erase contents of the capture buffer. 
Backup display of captured data or character. 


Set integer variable A to ending address of 
capture buffer (data or fill). 


Set byte variable o to zero upon overwrite. 

Put data and attribute in byte variables d and s. 
Search capture buffer for A$ and set a=0 if found. 
Same as above, but parity is ignored. 


Put A$ characters 2, 3, and 4 into the CBUF at 
character positions 6, 7, and 8. 


Put A$ characters 2, 3, and 4 into the CBUF at 
positions 6, 7, and 8, counting from the end of 
buffer toward the beginning. 


Transfer the remainder of the PRINT #3 state- 
ment to the CBUF. 


Only data is input to the CBUF, no status or 
attribute bytes. 


Data and status bytes are input to the CBUF, no 
attribute bytes. 


No status bytes are input to the CBUF, only data 
and attribute. 


TON is used to turn on pins 2 or 3 for input to the 
CBUF. 


TOFF is used to halt CBUF input via pins 2 or 3. 


Execute a conditional jump (GOTO or GOSUB) 
when the CBUF is full. 


Cancel WHEN FULL. 


CAPTURE DATA CONTROL 


TABLE 7-14 


COMBASIC STATEMENTS FOR DISC CONTROL 


STATEMENT COMMENTS 

DISP dBG Set disc head to beginning of first data record. 
Also set byte variable o to indicate data overwrite 
if applicable. 

DISP dBS Read previous data record and set byte variable e 
to indicate that the first record has been reached. 

DISP dE Set disc head to beginning of last data record. 

DISP dR Read data from dise to CBUF in 1K increments 
(four sectors). 

LET a-z=DSTAT Transfer dise status byte into specified byte 
variable. 

STATE DISCON Transfer CBUF data to dise in 1K increments 


when full. The appropriate pin must be turned on, 
e.g., TON P2B, P3B. 


STATE DISCOFF Mark end of data reeord and cancel DISCON. 
Must be executed to end data record or data is 
lost. 
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BLOCK CHECK CALCULATIONS 

3.26 The ENCORE performs redundancy checks as defined in Table 7-15. COMBASIC 
instructions available for use in performing these checks are shown in Table 7-16. A detailed 
explanation of these statements is included in the alphabetical listing of COMBASIC 
instructions beginning on page 7-61. 


TABLE 7-15 
BLOCK CHECK SCHEMES AND POLYNOMIALS 


STATEMENT POLYNOMIAL 


Calculator preset to all zeros 
16 15 2 


STATE CRC = CRC 16 ee cae a ee | 

STATE CRC = CRC 12 Ke a a ak Se a 

STATE CRC = CRC 6 (IPARS) xo 4 KP 4 

STATE CRC = LRC 7 xo +4 

STATE CRC = LRC 8 oe | 

STATE CRC = CCITT KO ele KO aT 
Calculator preset to all ones 

STATE FCS = CRC 16 Oe Se eG 

STATE FCS = CRC 12 te tee” ae ed 

STATE FCS = LRC 8 x8 +4 

STATE FCS = CCITT gO a gta x? o4 
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TABLE 7-16 
COMBASIC STATEMENTS TO USE FOR BLOCK CHECK CALCULATIONS 


STATEMENT COMMENTS 
DLC A$=B$ Set A$ equal to B$ and include flags. 
DLC A$=B$ C$ Set A$ equal to B$ and C$ and include one 


beginning and one ending flag. 


DLC A$=B$, C$ Set A$ equal to B$ and C$ and include a 
beginning flag, a shared flag between B$ and 
C$, and an ending flag. 


DLC A$=B$,, C$ Set A$ equal to B$ and C$ and include a 
beginning and ending flag for each string. 

LET BCS ab=A$ Perform a block check on A$, setting the 
block check character into byte variables a 
and b. 

WHEN P2/P3=BCC GOTO/GOSUB Execute a conditional jump (GOTO or GO- 


SUB) when the block check characters are 
input at the specified pin. 


WHEN P2/P3=BCG GOTO/GOSUB Execute a conditional jump (GOTO or GO- 
SUB) when the block check characters input 
at the specified pin are good. 


WHEN P2/P3=BCB GOTO/GOSUB Execute a conditional jump (GOTO or GO- 


SUB) when the block check characters input 
at the specified pin are bad. 


Front End Instructions 


CLR Set BCC calculator to all zeros. 

CMA Complement each byte after input to register 
A. 

HEX Permit sereen print in HEX. 

INU 0-255 Input specified number of characters, up- 
dating the BCC calculator with each byte 
input. 

IXU 0-255 Input specified number of characters, update 
BCC calculator and transfer bytes to main 
processor. 
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TABLE 7-16 
COMBASIC STATEMENTS TO USE FOR BLOCK CHECK CALCULATIONS (Cont'd) 


STATEMENT COMMENTS 


Front End Instructions 


PRE Preset BCC calculator to all ones. 
UPD Update BCC calculator for byte in register A. 
FRONT ENDS 


3.27 The ability to write programs that will control both of the ENCORE's front end 
processors permits monitor or interactive communications using any existing or future 
protocol. Typically, the system default front end programs and parameters established in the 
IO Mode will handle most user applications. Additional front end programs, supplied on the 
program dise, are designed for unique applications in a synchronous, bisynechronous, or SDLC 
environment and can perform redundancy checks. These are automatically executed during 
Level-1 operation, but can be edited by the user to suit his unique applications. Wherever the 
existing front end programs are inadequate, the user has the capability of designing his own 
through the use of the front end instructions supplied in COMBASIC. The underlying purpose 
of the programmable front end processors is to free the host or main processor of the task of 
qualifying large amounts of data. This enables the host to concentrate on the processing of 
data that complies with the network protocol. The result is more efficient operation at higher 
speeds. 


3.28 The COMBASIC instruction set includes a series of instructions designed to control the 
front end processors. For most applications, the front end programs supplied on dise will 
suffice. They should be included, CALLed, or CHAINed at the beginning of your program. 
This is especially important if the CALL instruction is used, as it will compile the front end 
program to the first position of the object buffer, overwriting previously compiled instructions. 
Existing front end programs are easily recognized in the dise menu (D MENU), as they are 
prefixed FE, e.g., FESYN, FESDLC, ete.. Paragraph 3.29 explains the method used to execute 
a separate program for each front end. Paragraph 3.30 breaks down two of the most commonly 
used front end programs to show how each instruction is used. A detailed explanation of each 
front end instruction follows the alphabetical listing of all COMBASIC instructions at the end 
of this chapter. 


3.29 Whenever a front end program is compiled, it is transferred to both front ends. The 
statement, STATE P3ONLY, allows any front end programming that follows to overwrite the 
program already transferred to the pin 3 front end. When the P3 program has been compiled 
and transferred, STATE NP3ONLY prevents any further change in the P3 program. Any 
additional COMBASIC statements that affect the front ends will affect both the P2 and P3 
programs, e.g., LET SPEED=FA, LET PARITY=ODD. The example below illustrates the use of 
the STATE instruction to permit CHAIN of two separate front end programs. 
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EXAMPLE: 
Line# Instruction 


10 CHAIN "FE#2" 


20 STATE P3O0NLY 


30 CHAIN "FE#3" 


40 STATE NP30NLY 


3.30 Two front end programs, supplied on disc, are shown here as examples of how data can be 


FRONT ENDS 


Comments 


Front end program "FE#2" is compiled and 
transferred to both front ends. 


Permit modification of P3 front end program 
and IO parameters. 


Front end program "FE#3" is compiled and 
transferred to the pin 3 front end processor, 
overwriting "FE#2". 


Prevent further modification of the program 
and IO parameters for pin 3 only. Both front 
ends are now affected by any changes in front 
end programming or IO parameters. 


handled before it is passed on to the main processor and from there to the eapture buffer. 


EXAMPLE: FEDFLT 


Line# Instruction 


20 IX0 


30 JMP 20 


4Q CHAIN "" 


EXAMPLE: FESYN 
Line# Instruction 


20 RSN 


30 IXx0 


4O TDS 11111111 


50 JMP 20 


Comments 


Input 256 bytes, immediately transferring each 
one to the main processor. 


Jump back to line 20 and input another 256 
bytes. 


Executed by main processor, not front end. 
Return to previous (calling) program. 


Note: Whenever the Level-3 Command Mode is 


entered, front end programs are overwritten by 
the system default program. 


Comments 


Resyne. Drop syne and search data for new 
syne sequence. 


Input 256 bytes, immediately transferring each 
one to the main processor. 


Skip next instruction if character input is not 
11111111 (FF). 


Jump back to line 20 and resync if FF is input. 
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EXAMPLE: FESYN (Cont'd) 


Line# _Instruction Comments - 

60 JMP 30 Jump back to line 30 and continue to input data 
with no resync until FF is received. 

70 STATE NSYNC Executed by main processor, not front end. 
Allows transfer of all data to front end, in syne 
or not. 

80 CHAIN "" Executed by main processor, not front end. 


Return control to previous program. 


EXECUTION TIMES 


3.31 When writing COMBASIC programs that are RUN in real time, instruction execute time 
is an important consideration because it can be substantially limited by the data line speed. In 
other words, data may be input faster than in can be processed. The use of a 40 byte buffer 
between the front end and main processor helps to prevent this from occurring. The buffer is 
used to accumulate the input data, including status and attribute bytes generated by the front 
end processor, at the line speed, while the main processor accepts the data, from the buffer, at 
a rate determined by the execute time of the COMBASIC program. If the buffer overflows 
before data can be processed, a logically correct program will produce invalid results. To 
prevent this from happening, begin the program with all statements that can be executed once, 
and in a non-real time environment. These non-real time or initializing statements include 
such instructions as STATE and DIM, and in some cases, LET, SCREEN, ete.. The STATE 
instruction is especially useful as shown in the following examples: 


EXAMPLES: 
10 STATE FLTR= FF (eliminates idle line FF) 
20 STATE SYNC (pass only in-syne data to the main processor) 
30 STATE NSTAT (delete status byte) 
4Q STATE FAST (delete attribute byte) 
50 STATE HDUX (interleaved display mode) 


OR 
10 STATE FLTR= FF, SYNC , NSTAT , FAST , HDUX 


3.32 Timing Chart: Appendix C includes a list of typical execute times for each type of 
COMBASIC instruction. These instruction times are used to determine the execute time for a 
given program and are compared with the available time as determined by the line speed. For 
example, assume that synchronous EBCDIC data is input at 9 600 baud. The period, in 
milliseconds, of a signle 8-bit byte is then equal to 8/9 600 x 1 000, or 0.833 ms. All real time 
instructions must, therefore, be executed within that period in order to process the next byte 
as it is input. However, the input buffer can only provide a delay of up to 40 bytes. If 
execution time accumulates beyond that allowed by the buffer, the COMBASIC program will 
be processing data in the wrong time frame and results will not be as expected. 


Page 7-50 


FRONT ENDS, EXECUTION TIMES, Timing Chart, EXAMPLE PROGRAMS, SCREEN CONTROL 


4. EXAMPLE PROGRAMS 


4.01 The example program that follows will serve to familiarize you with the more commonly 
used COMBASIC instructions. It is suggested that you key in these programs and execute them 
to discover for yourself exactly how the instruction works. Additional examples are provided 
by examining the programs supplied on your program disc. This is accomplished using the EDIT 
commands described in paragraph 2.08. A more detailed explanation of individual instructions 
is found in the alphabetical listing of COMBASIC instructions beginning on page 7-61. For the 
purpose of these procedures, it is assumed that the user has entered the Level-3 Command 
Mode. 


SCREEN CONTROL 

4.02 This procedure is designed to aquaint you with screen formatting instructions used in 
many COMBASIC programs. In addition, the procedure uses all of the program editing 
commands and will help you to develop successful programming techniques. The following 
COMBASIC instructions are used in this procedure. 


FOR/NEXT GOTO INPUT LET PRINT SCREEN WAIT WHEN 


SCREEN CONTROL 
STEP PROCEDURE 


i. From the Level-3 Command Mode, type EDIT(«]and then NEW [=] upon 
entering the Edit Mode. 


2s. Enter the following one line program shown below. Do not enter spaces 
following 10 and SCREEN, the ENCORE will do this for you. 


10 SCREEN "TEST MESSAGE" 


3. After terminating the program line ([«=]), strike the [a] key and type SAVE 
SCREEN Gale Notice that to assign a program name using SAVE, you must 
be in the Level-3 Command Mode. Be sure to include a space between SAVE 
and SCREEN. 


4, Type EDIT(«™]and follow with LIST[=™]upon entering the Edit Mode. 
Note that the program line is displayed. 

De Type 10 { scr] and move the cursor ( (—} ) to the space following SCREEN. 

6. Strike the key 14 times and type: S=64-14P=20-61U. Terminate these 
entries by s riking [ «nes ] and note that the program line appears as shown 
below: 


10 SCREEN S=64-14P=20-61U"TEST MESSAGE" 


i Type RUN and note that TEST MESSAGE is displayed in the center of 
the sereen, underscored, and in reverse video. 


8. Strike the [as] key, type LIST [«™]and note that the program is displayed. 
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STEP 


SCREEN CONTROL (Cont'd) 


PROCEDURE 


10. 


11. 


12. 


13. 


14, 


15. 


16. 
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Enter a second program line as follows: 
(a) Type 10(«=Jand move the cursor to the 1 in the line number. 


(b) Strike the (4 ] key and move the cursor to the S before the equal 
sign. . 


(ce) Strike the [*] key 7 times. Move the cursor to the 6 and type 
7NH . Your edited program should now appear as shown below: 


10 SCREEN S=64-14P=20-61U"TEST MESSAGE" 
20 SCREEN P=20-7NH"TEST MESSAGE" 


Type RUN and note that TEST MESSAGE is displayed as before, but 
now the HEX equivalent of the message appears directly beneath it. 


Strike the [wo] key and then type SAVE( =]. Notice that the program is now 
saved while in the Edit Mode. 


Type LIST[#=]to display the program once again. 


Expand the program to display the last HEX pair of the HEX message in its 
ASCII and decimal equivalents as follows. Enter a second and third program 
line as shown below. Terminate line 20 by striking the key and line 30 by 
Striking [ scrum} 


20 SCREEN P=31-7Ga 
30 PRINT [a], a 


Note: The lower case character "a" is entered with the following 


keystrokes: EE 


Type RUN [ ssw] and note display of the character E and its decimal 
equivalent on the line below TEST MESSAGE. The new line starts under the 
last E is MESSAGE. 


Strike the (w] key and type NEW : 


Enter a new SCREEN program as shown below: 


10 SCREEN SA 

20 FOR C=1 TO B 

30 SCREEN Z"TEST MESSAGE" 
35 WAIT 500 

40 NEXT C 

50 SCREEN SZ 

55 PRINT #5 

60 GOTO 10 


SCREEN CONTROL 


SCREEN CONTROL (Cont'd) 


STEP PROCEDURE 
17. Type RUN [== ]and note the following: 
(a) TEST MESSAGE is dispayed on the bottom line of the screen and is 
serolled to the top. 
(b) Each time TEST MESSAGE is scrolled up one line, there is a % 
second pause. 
(c) Each time TEST MESSAGE reaches the top of the screen, the screen 
size changes and an audible alarm sounds. 
18. Strike the (ae] key and then type SAVE [ «= ]. 
19. Modify the program as shown to allow user input of the beginning screen size 
and program halt when the [=] key is struck. 
Line# Instruction Comments 
10 SCREEN S=327 Sets sereen size to permit 
display of the following 
prompts. 
20 SCREEN P=00"SELECT THE DESIRED SCREEN SIZE" Positions user prompts on 
lines 0 through 5 of the 
30 SCREEN P=02I" 1 "N* 32 CHARACTERS / 14 LINES" sereen. Note that I in the 
SCREEN statement high- 
40 SCREEN P=03I" 2 "N* 64 CHARACTERS / 14 LINES" lights the numbers 1 
through 4. 
50 SCREEN P=O4I" 3 "N" 32 CHARACTERS / 7 LINES" 
60 SCREEN P=051" 4 "N" 64 CHARACTERS / 7 LINES" 
65 SCREEN P=06"STRIKE THE ""ESC"™" KEY TO ESCAPE" 
70 WHEN KBD a GOTO - 90 Halts further execution of 
the program until the key- 
80 GOTO 80 board is struck. 
90 ON a49 GOTO 120, 110, 140, 130 When the keyboard is 
struck, these two state- 
100 GOTO 20 ments execute a jump to 


one of the SCREEN SZ 
statements or return to 
line 30 if the (1) (3) : 
or (3) keys were not struck. 
1, 2, 3, and 4 equal decimal 
49, 50, 51, and 52, re- 
spectively. 
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SCREEN CONTROL (Cont'd) 
STEP : PROCEDURE 


Line# Instruction 
110 SCREEN SZ 
120 SCREEN SZ 
130 SCREEN SZ 
140 SCREEN C 


150 WHEN KBD a GOTO 240 


160 SCREEN SA 

170 FOR C=1 TO B 

180 SCREEN A"TEST MESSAGE" 
190 WAIT 500 

200 NEXT C 

210 SCREEN SZ 

220 PRINT #5 

230 GOTO 160 


240 IF a <> 27 GOTO 180 


250 SCREEN C"PROGRAM TERMINATED"LR 


260 SCREEN "STRIKE ""SPACE BAR"" TO CONTINUE" 
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Comments 


These statements inere- 
ment the sereen size to 
agree with the selection 
made and assures screen 
elear when item (7] is se- 
lected. 


This statement interrupts 
the program the next time 
the keyboard is struck and 
executes a jump to line 
240. 


This is the original program 
written in step 16 of this 
procedure, but renumbered 
here. 


When any key is struck 
following execution of line 
150, this statement checks 
the key and allows the 
program to continue unless 
the key was __ struck. 
"ESC" equals decimal 27. 


This prompt is displayed if 
the («] key was struck. 


SCREEN CONTROL, CALCULATE 


SCREEN CONTROL (Cont'd) 
STEP | PROCEDURE 
Line# Instruction Comments 
270 WHEN KBD a GOTO 290 These statements allow the 
user to repeat the program 
280 GOTO 280 by striking the SPACE 
BAR. SPACE BAR equals 
290 IF a=32 GOTO 10 | decimal 32. 
300 GOTO 250 
20. Type RUN [ ew J and note the program is executed according to the 
modifications incorporated in step 19. 
21. Strike the [as] key and type SAVE[ ==] to save the program in solid state 
memory. 
22. Strike the [cx] key and type D SAVE[ =] to save the program on disc. 


Note: The dise write protect tab must be removed. 


23. This completes the procedure and example program for screen control. 


CALCULATE 


4.03 This procedure will demonstrate the techniques needed to take advantage of the 
ENCORE's calculating ability. It includes methods to perform calculations using integer, 
floating point, and byte variables using the LET and PRINT statements. It assumes that you 
are familiar with program editing techniques. 


CALCULATE 
STEP PROCEDURE 
1. From__the Level-3 Command Mode type EDIT(#=]followed by 
NEW(«=] upon entering the Edit Mode. 
2. Enter the following program. Do not enter spaces. 
Line# Instruction Comments 
10 LET A=2,B=3,a=5 Assign values to integer 


variables A and B and byte 
variable a. 
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CALCULATE (Cont'd) 
STEP PROCEDURE 
Line# Instruction Comments 

20 PRINT 42.0, "A=",A Print A=2, allowing 2 inte- 
gers and no decimal places. 

30 PRINT "B=",B Print B=3 in the same man- 
ner as above. 

40 PRINT "az=",a Print a=5 in the same man- 
ner as line 20. 

50 PRINT "AXB+a=", A*B+a Print the result of A multi- 
plied by Bta. 

3. Type RUN([«™]and note the desired results. 

4. Strike the [ao] key to re-enter the Edit Mode. Type NEW| «w#«|and enter the 

following program. 
Line# Instruction Comments 

10 LET FA=2,FB=3,FC=FB/FA Assign values to floating 
point variables FA, FB, and 
FC. 

20 PRINT 42.3 Print results will permit 
display of 2 integers and 3 
decimal places. 

30 PRINT "FA=",FA Print FA=2.000. 

4Q PRINT "FB=", FB Print FB=3.00. 

50 PRINT "FC=", FC Print FC=1.500. 

60 PRINT "FB/FA=", FC Print FA/FB=1.500. 

5. Type RUN (*™Jand note how the use of the PRINT % statement affects the 

display of the floating point variables. 

6. Strike the [we] key to re-enter the Edit Mode and modify the program as 

follows: 
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CALCULATE (Cont'd) 
STEP PROCEDURE 
Line# Instruction Comments 

10 LET FA=2,FB=3,FC=FB/FA Assign values to floating 
point variables FA, FB, and 
FC. 

15 LET D=FC Add a new program line to 
assign the value of floating 
point variable FC to inte- 
ger variable D. 

20 PRINT 42.3 Print results will permit 
display of 2 integers and 3 
decimal places. 

30 PRINT "FA=", FA Print FA=2.000. 

40 PRINT "FB=", FB Print FB=3.000. 

50 PRINT "FC=", FC Print FC=1.500. 

55 PRINT "D=", D Add a new program line to 

print D=1. 
Note: That integer vari- 
able D does not contain the 
decimal value of FC. To 
print the decimal, the num- 
ber must be assigned to a 
floating point variable. 

60 PRINT "FA/FB=",FC Print FA/FB=1.500. 

ts Type RUN [=e] and note that the integer variable D, when printed, does not 

include the decimal value .500. 
8. This concludes the procedure and example programs to demonstrate 
ealeculations. 
DISPLAY DISC 


4.04 This procedure is designed to simplify use of the DISP instructions. It allows you to 
access data already stored on dise and display that data on the CRT. It assumes that a dise 
containing captured data is in the ENCORE disc drive and that you are familiar with program 
editing techniques. 


NOTE: Data is easily captured using the Level-1 Monitor/Trap program. 
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DISPLAY DISC 
STEP PROCEDURE 
1. From the Level-3 Command Mode, type EDIT {== ]followed by NEW [ «= ] up- 
on entering the Edit Mode. 
2. Enter the following program. Do not enter spaces. 
Line# Instruction 


10 SCREEN S=64-14 


20 SCREEN SB 


30 DISP dBG 


40 DISP dR 


50 DISP dR 


60 LET A=0 


70 SCREEN P=0-C 
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Comments 


Set sereen size for display 
of 14 lines of 64 characters 
each. 


Set sereen size into two 
consecutive intervariables, 
Band C. B =64, C= 14. 


Position the dise 
read/write head to the be- 
ginning of the first data 
record and set byte vari- 
able o (see page 7-65). 


Transfer 1K of data from 
the dise to positions 1 024 
through 2 047 of the cap- 
ture buffer. 


Transfer the first 1K of 
data from positions 1 024 


through 2 047 to 0 through 


1 023 and a second 1K from 
the dise to positions 1 024 
through 2047. This fills 
the 2K capture buffer with 
data from the disc. 


DISP G reads the value of 
integer A as the address of 
the data and status to be 
placed in byte variables d 
and s, respectively. 0 re- 
presents the beginning of 
data in the capture buffer. 


Position the cursor at the 
bottom left hand corner of 
the CRT, C = 14. 


DISPLAY DISC (Cont'd) 
STEP PROCEDURE 


Line# Instruction 


80 FOR X=1 TO C 


90 SCREEN Z 


100 FOR Y=1 TO B 


110 DISP GD 


120 NEXT Y 


130 NEXT X 


140 INPUT x 


150 IF A<1 023 GOTO 


160 GOTO 50 


DISPLAY DISC 


Comments 


Begin a for/next loop to 
display 14 lines of data on 
the CRT. 


Move the cursor up one line 
from the bottem of the 
CRT. The instruction is 
placed here to permit dis- 
play of a full 14 lines in- 
cluding the space _ that 
occurs between lines. Each 
time that it is executed, 
data is scrolled up one line. 


Begin a for/next loop to 
display 64 characters on a 
single line. 


This is a multiple DISP 
instruction to get the data 
and status bytes at the 
specified address (A), place 
those bytes in byte vari- 
ables d and s, increment 
the value of A, and display 
the data and status be- 
ginning at the specified 
sereen position. 


Complete the for/next loop 
to display 64 characters of 
data on a single line. 


Complete the for/next loop 
to display a total of 14 
lines on the CRT. 


Halt further execution of 
the program until the key- 
board is struck. 


Assure that all data trans- 
ferred to buffer positions 0 
through 1023 is displayed 
before another 1K is trans- 
ferred from dise. 


Return to step 50 and 
transfer another 1K from 
the disc. 
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DISPLAY DISC (Cont'd) 


PROCEDURE 


Type RUN(=]and note that the dise is accessed (activity LED illuminated) 
and that data is first displayed at the bottom of the CRT and scrolls upward 
until the screen is filled (14 lines x 64 characters per line = 896 characters). 


Strike the space bar and note that an additional 14 lines of data are 
displayed. Note that each time the space bar is struck, another 14 lines of 
data are displayed. 


This completes the procedure and example program for display data stored 
on dise. 


COMBASIC INSTRUCTION SET, ABORT 


39. COMBASIC INSTRUCTION SET 


5.01 The following paragraphs describe the entire COMBASIC instruction set in detail. 
Examples are included with nearly every instruction to clarify the use of each keyword with its 
respective argument. With the exception of front end instructions, which are found on pages 
7-101 through 7-104, the instruction set is listed in alphabetical order. The top outside corner 
of each page lists the instructions included on that page. A complete list of the entire 
instruction set is found in the Table of Contents. Each instruction also appears in the subject 


index. 


ABORT This instruction is used to cancel any WHEN statements that are still in effect 
because the WHEN condition has not been met. If the WHEN condition has 
been met, it is automatically aborted. When any one of the four (maximum) 
WHEN conditions for pin 2 has been met, the remaining three WHEN conditions 
are also aborted. The only WHEN condition that cannot be aborted is WHEN 


ERROR. 

EXAMPLE: 
580 WHEN KBD y GOSUB ' 740 
590 WHEN TIMER =5000 GOTO 700 
600 WHEN XIOIN a GOTO 620 
610 GOTO 610 
620 IF a <> 255 GOTO 650 
630 SCREEN RL 
640 GOTO 590 
650 WHEN XIOIN d GOTO 670 
660 GOTO 660 
670 ABORT TIMER 
680 DISP D 
690 GOTO 590 
700 ABORT ALL 
740 STOP 

ABORT ALL Aborts all WHEN statements except WHEN ERROR. 


ABORT FULL 
ABORT KBD 
ABORT PIN 


ABORT P2/P3 
ABORT RTC 
ABORT TIMER 


ABORT XIOIN 


Aborts the WHEN FULL statement (when capture buffer is full). 
Aborts WHEN KBD statement. 

Aborts all of the following WHEN statements: WHEN P4, WHEN 
P5, WHEN P6, WHEN P8, WHEN Pll, WHEN P18, WHEN P20, 
WHEN P22, WHEN PA, and WHEN PB. 

Aborts all WHEN P2 or WHEN P3 statements. 

Aborts the WHEN RTC statement. 

Aborts the WHEN TIMER statement. 


Aborts the WHEN XIOIN statement. 
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BOOT 


This instruction allows the user to execute specific Level-3 commands from 
the program. These commands are part of the BOOT statement as shown in 
the examples. The BOOT argument must be enclosed in quotation marks and 
must include one @ character after the opening quotation mark, one to 
separate commands, and another @ before the closing quotation mark. The @ 
instructs the ENCORE to enter the Command Mode and after executing the 
specified command, to return to the BOOT statement. In addition, Special 
Function and Control Cluster entries are made using the keystrokes shown in 
Table 7-17. The example following the table instructs ENCORE to enter the 
Memory Allocation Mode and increase the size of object memory by two 256 
byte increments and then return to the Level-3 Command Mode. The example 
also shows the control symbols that correspond with the desired commands. 


TABLE 7-17 
_ BOOT CONTROL ENTRIES 


SPECIAL CONTROL SPECIAL CONTROL 
FUNCTION ENTRY FUNCTION ENTRY 
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Ei 
= 
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S 


[=2}[-3}[-3][-3)[e3][-s]-s]¢ se 


CTRL 


CTRL 
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STAT = | CTR 


CLEAR =- | CTR 
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= re om ~ 


CTRL 


li 
| ome 


AERRBAES 


= | CTRL 


ELIE) 
ti 


CTR 


| ol 
28 


EXAMPLE: VE =([f] -)=(=[=) 


10 BOOT "@F_@F _@E @E @E @E @E@" 
20 CHAIN mnt Fv" Q"Q° Q° QQ 


NOTES: 


(1) SAVE the program before executing. 


(2) All of the Level-3 commands except RUN and D RUN can be executed 
using the BOOT statement. 


BOOT, CALL 


NOTES: (Cont'd) 


(3) When using BOOT to load programs, precede the BOOT statement with the 
IF PROGRAM NAME statement to skip BOOT is the program is already in 
storage. 


EXAMPLE: 


10 IF "PROGRAM-1" GOTO 30 

20 BOOT "D PROGRAM-1 CR @SAVE CR @e@" 
30 CHAIN "PROGRAM-1" 

40 STOP 


(4) The program containing the BOOT instruction must reside in storage. 


When executed, CALL instructs the ENCORE to load the named program into 
the source buffer beginning at the location of the CALL instruction. The 
entire contents of the source buffer is then compiled to the object buffer as 
one program. When front end programs are called, they are always compiled 
to the first position of the object buffer and then transferred to both front end 
receivers. A front end CALL must, therefore, be the first statement of the 
main program. If it is not, previously compiled instructions will be overwritten 
by the front end instructions. Because the CALL statement instructs the 
ENCORE to compile the programs as one, the overall execution time of the 
program is less than it would be if CHAIN were used in place of CALL. 


NOTES: 

(1) When using CALL, the two programs to be compiled must be in storage. 

(2) Although compiled as one program, the master program cannot execute a 
GOTO instruction that references a line number in the called program. 
The same conditions exist for the called program; it cannot GOTO a line 
number in the main program. 

(3) Programs in ROM cannot be CALLed. 

(4) Only one CALL statement may be used during each program. 


(5) A CALL statement must not transfer control to another program that also 
includes a CALL. 


EXAMPLE: Front-end-Call 

10 CALL "FEPROG" 

20 STATE BRG , HDUX 

30 TON P2 , P2B , P2D , P3 , P3B , P3D 
EXAMPLE: Called program (FEPROG) 


10 Ix0 
20 JMP 10 
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CHAIN 
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EXAMPLE: Master program CALL 


10 STATE BRG , HDUX 
20 SCREEN C "MAIN ROUTINE® 
30 WAIT 1000 

40 CALL "RTNE" 


EXAMPLE: Called program (RTNE) 


10 SCREEN C "RTNE" 
20 WAIT 100 
30 CHAIN "" 


The CHAIN instruction is used to execute up to four programs residing in 
storage or on dise, from within a COMBASIC program. CHAIN may be used to 
execute the ROM object programs "IO", "ASGN", "TIME", and "XIO", and then 
return to the master program at the line number immediately following the 
CHAIN instruction. The name of the program to be executed by the CHAIN 
instruction must follow the word CHAIN and must be enclosed in quotes. Upon 
execution, the main program is first transferred from memory to the source 
buffer and then compiled to the object buffer. Whenever a CHAIN instruction 
is encountered, the program, named within quotes, is transferred from memory 
to the source buffer, compiled, and executed. When a CHAIN "™' is 
encountered (no space between quotes), program control returns to the line 
number immediately following the previously executed CHAIN instruction. In 
this manner, it is possible to first CHAIN through four programs, (PROG-A, 
PROG-B, PROG-C, PROG-D), and then return back through the same 
programs, (PROG-D, PROG-C, PROG-B, PROG-A), to the master program. If 
a CHAIN ™ is encountered and the CHAIN stack is empty, the ENCORE will 
return to the Level-3 Command Mode. To alter this return sequence, use the 
CLEAR CHAIN instruction to clear the entire CHAIN stack. The program can 
now CHAIN another program or CHAIN "™ and return to the Level-3 Command 
Mode. 


NOTES: 


(1) The CHAIN stack contains the name of the program executed prior to the 
CHAIN instruction and the line number immediately following each. 
CHAIN instruction encountered. 


(2) CHAIN instructions may be nested to four levels. 


(3) As each chained program is executed, its name and following line number 
are removed from the stack. 


(4) To execute a program containing the CHAIN instruction, the program 
must first be placed in storage or on dise using the SAVE or D SAVE 
commands. 


CHAIN, CLEAR, DATA/READ/RESTORE 


EXAMPLES: 


10 CHAIN "IO" 

20 CHAIN "XIO" 

30 SCREEN C, "CHAIN EXAMPLE" 
40 WAIT 3000 

50 SCREEN C 

60 CHAIN "" 


10 CHAIN "IO" 

20 SCREEN C, "CHAIN DISC PROGRAM EXAMPLE" 
30 SCREEN LR, "INSERT LEVEL-1 DISC" 

40 CHAIN "D PROGRAM-8" 

50 SCREEN C 

60 CHAIN "" 


CLEAR This instruction is used in conjunction with the CHAIN, CBUF, MSTM, and 
RETURN arguments, as detailed in the following paragraphs. 


CLEAR CBUF This statement clears the capture buffer by resetting the capture 
buffer pointer to zero. This allows the ENCORE to store data 
beginning with the first character location in the capture buffer 
memory. Upon execution, all previously stored data is lost. 


CLEAR CHAIN’ This statement is intended to provide the programmer with the 
means of altering the return from one program to another in an 
order other than that established by the normal use of the CHAIN 
instruction. It cancels or clears the CHAIN stack completely. The 
programmer may then CHAIN ™ or CHAIN "program name". 


CLEAR MSTM This statement sets the measurement timer to zero and allows it to 
begin counting in ONE MILLISECOND increments to a maximum of 
8 388 608 milliseconds or 2 hours, 19 minutes, and 48 seconds. 


NOTE: Resolution of the measurement timer is one millisecond. 


CLEAR RETURN’ This statement is similar to the CLEAR CHAIN statement, 
except that it cancels or clears the stack used for subroutines. 


DATA/READ/RESTORE This instruction is used in conjunction with READ and 
RESTORE to provide data storage in the program. The READ instruction 
reads data sequentially beginning with the first item in the first DATA 
statement and ending with the last item in the last DATA statement. The 
RESTORE statement is used to reset the DATA pointer so the next READ 
statement will read the first item of data. If a READ statement is executed 
after the last DATA item has been read and a RESTORE has not been 
executed, the ENCORE will display "ERROR 27" (data error). 


EXAMPLE: SAMPLE RUN 
10 FOR J=1 ‘TO 3 1 2 4 4 2 4 
20 READ A 1 2 4& 4 2 4 
30 PRINT %3.0, A; 
4Q NEXT J 
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DIM 


DISP 
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EXAMPLE: (Cont'd) 


50 RESTORE 

60 READ A 

70 READ B 

80 READ C 

90 PRINT A, B, C 

100 RESTORE 

110 GOTO 10 

120 DATA 1, 2, 4, 8, 16, 32, 64, 128, 256 


NOTES: 
(1) All DATA items must be in contiguous line numbers in the program. 


(2) Items in the DATA statement are entered as numeric constants and may 
be read as integer variables, floating point variables, or byte variables. 


(3) It is good practice to place DATA statements at the end of a program. 


This instruction consists of the key word DIM followed by a string variable and 
the maximum number of bytes to be reserved for that variable. Each string 
variable must be dimensioned before it is used in the program. If it is not 
dimensioned, it does not exist. The DIM statement may be written using the 
equal sign or parentheses as shown in the example. 


EXAMPLE: 
10 DIM A$=4096, B$=156, C$=3500, D$ (80) 


NOTE: The maximum length of the dimensioned string is limited only by the 
amount of object buffer allocated. The dimensioned string value may exceed 
the actual length of the data to be stored in the string, but it must not be 
smaller. 


The DISP statement consists of the key word DISP followed by an argument 
that will control the display of captured data (data stored in the capture buffer 
or on a data disc). During the execution of a capture program, data may be 
captured with EIA status (STATE STAT, NFAST), with attributes (STATE 
NSTAT, NFAST), or as data only. Since it is impossible to determine which 
method was used by examining the data, the operator must assure that the 
same method is used for both the capture and display programs. If the method 
of capture and display are not the same, the final display will be incorrect. 
For a breakdown of the attribute and status bytes, refer to paragraphs 3.21 
through 3.23. 


NOTES: 


(1) STATE NSTAT, FAST (data only). When using this statement, each byte in 
the capture buffer is treated as data. The DISP GPD statement then 
places the data byte into byte variable d and sets byte variable r to 0 and 
byte variable a to an octal 200 (10000000 binary) if the parity bit in d does 
not agree with the IO parity parameter. When displaying data, the EIA 
status (pins 2, 3, 4, 5, 8, 11, 18, and 22) and attribute byte cannot be 
recreated. However, parity can be determined by using DISP P. 


DISP 


NOTES: (Cont'd) 
EXAMPLE: 
50 DISP GPD 


(2) STATE STAT, FAST (data and status). When using this statement, the 
first byte in the capture buffer (byte variable s) is always the EIA status 
and the second byte is always data (byte variable d). The attribute byte 
can be partially recreated using the example shown below. This example 
will create a parity error and display pin 2 data as normal video and pin 3 
data as inverse video. EIA status is available in byte variable s. Any 
interrogation of the byte variables should be accomplished prior to the bit 
rotation and logical AND shown in the example. 


EXAMPLE: 


110 DISP GP 
120 LET s=s RTL 2 AND 1, aza+s 
130 DISP D 


(3) STATE NSTAT, NFAST (data and attribute). When using this statement, 
the first byte in the capture buffer is always the attribute byte and the 
second byte is always data. The status byte cannot be recreated from the 
information contained in data and attribute bytes. The example routine 
shown below can be used to display the captured attributes. Pin 2 data is 
displayed as normal video and pin 3 as inverse video. Step 120 moves the 
captured attribute byte to the display attribute byte. 


EXAMPLE: 


110 DISP GP 
120 LET ass 
130 DISP D 


DISP B This statement instructs the ENCORE to back up the capture 
buffer pointer which is integer variable A, one character position. 
This has the effect of LET A=A-1. A will not be decremented past 
the beginning of the capture buffer (0). 


DISP C This statement converts the data in byte variable d from the line 
language specified in the IO set-up to no parity ASCII. No 
conversion takes place if the line language is ASCII. 

DISP D This statement instructs the ENCORE to display the data and 
screen attributes contained in byte variable d and a, respectively. 
This argument is usually part of a multiple DISP statement. 

EXAMPLE: (commas are optional) 


10 DISP G, P, D 
200 DISP GPD 
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DISP 


DISP E 


DISP F 


DISP G 


DISP H 
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NOTE: The status or attribute that was captured and placed in byte 
variable s must be used to supplement the attribute byte contained 
in byte variable a. 


This statement sets integer variable A to the physical ending 
address of the capture buffer (not end of data). 


This statement sets byte variable o to zero if the capture buffer 
has not been overwritten, and not equal to zero if it has been 
overwritten. This statement can be used in a program to warn the 
operator that some captured data may have been lost due to buffer 
overwrite during data capture. 


EXAMPLE: 


10 DISP F 

20 IF o=0 GOTO 50 

30 SCREEN "CAPTURE BUFFER OVERWRITTEN" 

40 STOP 

50 SCREEN "CAPTURE BUFFER NOT OVERWRITTEN" 


This statement instructs ENCORE to get the data and status bytes 
at a specific address in the capture buffer and place those bytes in 
byte variable d and s, respectively. The address is specified by the 
contents of integer variable A which must be set using the LET 
statement and cannot exceed the length of the capture buffer (0 to 
1023 bytes if using dise or the limit specified in the Variable Entry 
Status Mode). Each time DISP G is executed, the value of integer 
variable A (capture buffer memory) is incremented by one. In the 
event that integer variable A addresses unused memory, the 
ENCORE will reset the variable to the highest address of captured 
data. To determine the address of the last character in memory, 
set A higher than the size of the buffer. Integer variable A will 
then contain the highest address after the next DISP G is executed. 


EXAMPLE: 


10 DISP E 

20 DISP G 

30 LET B=A, C=A-1, A=0 
40 PRINT A 


NOTE: A contains the starting address. B contains the address of 
the next available position for data capture. C contains the address 
of the last captured data byte. 


This statement instructs the ENCORE to convert the data byte 
variable d to its HEX equivalent. It is usually part of a multiple 
DISP statement. The data byte will be displayed in HEX with 
character registration maintained. 


EXAMPLE: CHAR HEX 


1 
A 0 


DISP L 


DISP P 


DISP R 


DISP SA$-SZ$ 


DISP 


This statement is similar to DISP R except that it shifts the 
contents of the entire capture buffer one bit to the left. The data 
in the buffer is then unintelligible until shifted back one bit to the 
right. 


This statement instructs the ENCORE to set byte variable a to an 
octal 200 (binary 10000000) if the parity of the data in byte 
variable d does not agree with the parity set in the IO parameters. 
The attribute P appears beneath the parity flawed character when 
displayed by DISP D on the CRT. 


This argument is similar to DISP L except that it shifts the 
contents of the entire capture buffer one bit to the right. The data 
in the buffer is then unintelligible until shifted back one bit to the 
left. 


This statement instructs the ENCORE to search the capture buffer 
for the contents of a specified string variable. When found, byte 
variable a is set to zero. Integer variable A is always used as the 
capture buffer pointer and cannot be used as a variable for any 
other reason when executing the DISP statement. Integer variable 
A will be set to the address preceding the address of the first 
character in the matched string. 


NOTES: 


(1) When data is displayed on the CRT, the ENCORE uses the 
display attributes shown in Table 7-12 to identify specific data 
characters. The attribute can be displayed directly beneath 
the associated data character if it was captured. 


(2) When searching for a string variable, and the data captured 
was full duplex, the data will be in the capture buffer in an 
interleaved fashion; therefore, the string value must be set in 
an interleaved fashion in order to find a match. 


EXAMPLE: 


10 STATE FUDX , NLEAD8 , NSTAT , NFAST 
20 TON P2 , P2B , P2D , P3 , P3B , P3D 
30 CLEAR CBUF 

40 WAIT 500 

50 PRINT #1, "SySy 1234567890ABCDEFGHI 1234567890 123" 
60 WAIT 2500 

70 STATE HDUX 

80 TOFF P2 , P3 

90 SCREEN C 

100 DIM A$=10 

110 LET A$="AABBCC" 

120 LET A=30000 

130 DISP G 

140 LET B=A, A=0 

150 FOR T=1 TO B 

160 DISP G 
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DISP 


EXAMPLE: (Cont'd) 


170  DISP SA$ 

180 IF as0 GOTO 210 

190 NEXT T 

200 GOTO 270 

210 SCREEN C 

220 FOR T=1 TO 6 

230 DISP GPD 

240 NEXT T 

250 PRINT " MATCH FOUND AT", %4.0, A-10 
260 STOP 

270 PRINT A$, "NOT IN CBUF" 
280 STOP 


DISP SIA$-SIZ$ This statement performs the same function as DISP SA$-SZ$ 
except that parity is ignored during search. 


DISP dBG This statement instructs the ENCORE to position the read/write 
head at the beginning of the first captured data record. It also sets 
byte variable o to indicate an overwrite or lost data condition as 


follows: 
Byte Variable o Program/Data Condition 
0 No data overwrite, no lost data. 
1 Data overwrite, no lost data. 
2 No data overwrite, data lost. 
3 Data overwrite, data lost 


CAUTION: SAVE'd programs overwrite previously captured data. 


DISP dBS This statement instructs the ENCORE to read in the previous data 
record (backspace one record) and set byte variable e as follows: 
Byte Variable Data Pointer 
e #0 Beginning of first data record reached. 
e=0 Beginning of first data record not 
reached. 
DISP dE This statement instructs the ENCORE to place the read/write head 


at the beginning of the last data record. 
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DISP dR 


DISP T1 


DISP T2 


DISP T4 


DISP T8 


DISP 


This statement instructs the ENCORE to read data into the capture 
buffer. Upon execution, 4 096 bytes of capture memory are 
allocated to the data record, 4K for use when writing data to the 
dise and 2K when reading data to the capture buffer. Each DISP 
dR moves the data in bytes 1 024 through 2 047 to bytes 0 through 
1 023, and reads an additional 1K of data in bytes 1 024 through 2 
047. The additional 2K of buffer memory used during write 
operations significantly reduces overhead and permits maximum 
thru-put at speeds of up to 125 kbps. Byte variables e andr are 
used to indicate the end of data and read errors when not equal to 
zero. 


NOTES: 


(1) Byte variable e is not set to zero if the last record is read. 
(2) Byte variable e is set to zero if the last record is not read. 
(3) Byte variable r is set to zero if a data disc read is good. 


(4) Byte variable r is not set to zero if a data disc read error 
occurs. 


(5) Both byte variable e and r should be checked after each DISP 
dR. 


(6) All DISP dise instructions automatically allocate the capture 
buffer to 4K bytes. Any excess is allocated to the source 
buffer. It is important to note that the capture buffer is 
cleared whenever memory is reallocated. 


This statement sets a tab at every other character position on each 
line displayed. Beginning at position zero, tabs are then located at 
positions 0, 2, 4, 6, 8, 10, ete.. 


This statement performs the same function as DISP T1, except that 
the tabs are set two character positions apart; i.e., 0, 3, 6, 9, 12, 
etc.. 


This statement is similar to the other tab statements, except that 
the tabs are set four character positions apart; i.e., 0, 5, 10, 15, 20, 
ete.. 


This statement is similar to the other tab statements, except that 


the tabs are set 8 character positions apart; i.e., 0, 9, 17, 25, 33, 
etc.. 
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DLC 


DLC 


This instruction is used in conjunction with string variables A$ through Z$ to 
format messages as required for SDLC (Synchronous Data Link Control) 
operation. DLC must be preceded by a STATE instruction to establish the 
method for calculating the frame check sequence. STATE CRC is used when 
the calculation must be preset to zero; STATE FCS is used when the 
calculation must be preset to ones. All flags except the beginning flag and end 


flag are inserted by placing commas between the string variables, one comma 


for each flag. 


DLC A$-Z$ The argument characters A$ through Z$ denote string variables. 


When used with DLC, the same string variable can never appear on 
both sides of the equal sign. 


EXAMPLE: 


10 STATE CRC= CRC16 

20 STATE TERM , NLEAD8 

30 CHAIN "IO" 

40 REM SET MODE TO SDLC 

50 REM SET PARITY TO NONE 

60 REM DEPRESS "CMD" KEY TO EXIT IO MODE 
70 TON P2, P2D , P3, P3D 

80 WAIT 500 

90 DIM A$=29, B$=4, C$=4, D$=4, E$=4 
100 LET B$="ABCD" 

110 LET C$="EFGH" 

120 LET D$="IJKL" 

130 LET E$="MNOP" 

140 DLC A$=B$, C$D$,, E$ 

150 SCREEN C 
160 PRINT A$ 

170 GOTO 160 


SAMPLE RUN: 


‘~ABCDzT~ EFGHIJKLSB~~~MNOP<B,” 2: 
~ABCD2T~ EFGHIJKLSB~~~MNOP<B,~ 2: 
S 


| es ae 7) VEE 
FLAG wr FLAGS i 
BCC 
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BCC BCC BIT OVERFLOW 


NOTE: Zero bit stuffing for all non-flag characters is also 
accomplished with this instruction. The receive string, to the left of 
the equal sign, must be large enough to hold inserted flags, as well 
as inserted zero bits, and FSC characters. 


FESYN, FOR/NEXT, GOSUB/RETURN 


FESYN This is an instruction to initiate a new syne search (drop sync) in both front 
ends. It performs the same function as the front end instruction RSN. No 
argument is required. 


FOR/NEXT This instruction creates a program loop that is repeated a specified number 
of times. Directly following the word FOR must be an integer variable whose 
value changes each time the loop is executed. The initial and final values of 
the running variable are set by the remainder of the argument which may be 
written as an integer or integer variable. The loop may be run in the stepped 
increments by adding the key word STEP and the increment value, i.e., FOR 
X=0 TO 60 STEP 2. The STEP increment must be a positive value. 


EXAMPLES: 
10 LET a=0 


20 FOR X=1 TO 128 
30 PRINT [a]; 


HO LET aza+1 
50 NEXT X 
60 FOTO 10 


10 LET A=2, B=100 

20 FOR X=A TO B STEP 2 
30 SCREEN Z 

4QO PRINT %3.0, X 

50 WAIT 1000 

60 NEXT X 


GOSUB/RETURN The GOSUB instruction transfers program control to the line number 
specified in the argument. The RETURN instruction transfers control back to 
the next line following GOSUB. Nesting up to eight levels of subroutines is 
permissable. CLEAR RETURN cancels the RETURN statement (clears 
RETURN stack). A GOTO statement is required in order to exit a subroutine 
after executing CLEAR RETURN. 


EXAMPLE: 


10 SCREEN C"STRIKE THE ""ESC™" KEY TO OCNTINUE" 
20 WHEN KBD a GOTO 40 

30 GOTO 30 

40 GOSUB 100 

50 WAIT 1000 

60 GOTO 10 

100 SCREEN C"THIS IS YOUR ENCORE 200" 

110 RETURN 
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GOTO, IF 


GOTO line number This instruction is used when an unconditional jump is required. It 


transfers control of the program to a specified line number. It must not be 
used to transfer program control inside a FOR/NEXT loop. 


This instruction provides the ENCORE with conditional jump or branch 
capability. The branch is established through the use of a GOTO or GOSUB 
instruction and the appropriate line number if an expression is true (IF A=B 
GOTO 100). Operators used in the IF statement are listed in Table 7-6 on 
page 7-25. 


EXAMPLE: 


10 IF "PROGRAM-1" GOTO 1000 
20 IF FA=123 GOTO 1000 

30 IF A$="ABCDE" GOTO 1000 
40 IF A=B GOTO 1000 

50 IF A<>B GOTO 1000 

60 IF A>B GOTO 1000 

70 IF A<B GOTO 1000 

80 IF A=>B GOTO 1000 

90 IF A=<B GOTO 1000 

100 IF A+2-C=B+D-3 GOTO 1000 
110 IF a="S.." GOTO 1000 

120 IF a=27 GOTO 1000 

130 IF A$=B$ GOTO 1000 

140 IF FA>123.4 GOTO 1000 
150 IF a=A GOTO 1000 

160 IF A=FA GOTO 1000 


NOTE: The above examples are all valid IF statements. 


IF A-Z 
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The upper case argument characters A through Z are used to 
denote integer variables. These variables may be used with all of 
the arithmetic operators but cannot receive the results of * 
(multiply) and / (divide). The integer variable is limited to a value 
between 0 and +32 767. Numbers in excess of these values must be 
assigned to floating point variables. 


EXAMPLE: IF statement using integer variables 


20 IF A=B GOTO 1000 

30 IF A<>B GOTO 1000 

40 IF A>B GOTO 1000 

50 IF A<B GOTO 1000 

60 IF A=>B GOTO 1000 

70 IF A=<B GOSUB 1000 

80 IF A+2-C=B+D-3 GOTO 1000 


IF 


IF FA-FZ The upper case argument characters FA through FZ denote floating 
point variables which may be any number between 0.000000 and 
+0.999999 E 37. These variables may be used with all arithmetic 
operators. Floating point accuracy is up to six significant digits. 


EXAMPLE: 


10 IF FA=1493.7 GOTO 1000 
20 IF FB=FC GOTO 1000 


IF a-z The lower case argument characters a through z denote byte 
variables which represent any whole number between 0 and 255. 
The value of the byte variable may be entered as a decimal 
number, an ASCII character (quotes required), as another byte 
variable, or as an expression. Acceptable syntax is shown below. If 
you add +1 to +255, the result will be 0. | 


NOTE: <> cannot be used with "A". 
EXAMPLE: 


100 IF a="A" GOTO 1000 

150 IF a=65 GOTO 1100 
200 IF az=b GOTO 1200 

300 IF a+21=65 GOTO 1300 
400 IF a<>b GOTO 1400 

500 IF a<x>66 GOTO 1500 


IF A$-Z$ The characters A$ through Z$ denote string variables. Each 
variable may contain up to 46 characters which must be enclosed in 
quotation marks and dimensioned earlier in the program. To 
separate selected characters from a string, follow the string 
variable with the number of the beginning and ending characters in 
parentheses. To separate one character from the string, the 
beginning and ending character are the same. 


EXAMPLE: 


10 DIM A$=4, B$=4 

20 LET A$="ABCD" 

30 INPUT B$ 

40 IF B$=A$ GOTO 100 

50 IF B$(4,4)="D" GOTO 200 
100 STOP 
200 STOP 


IF "program name" This statement, used in conjunction with a conditional jump 
(GOTO or GOSUB), transfers program control to a specified line 
number if the named program is in storage. It normally preceeds a 
BOOT or CHAIN statement which loads a program from disc if not 
already in storage. 
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IF, INPUT 


EXAMPLE: 


110 IF "OSS" GOTO 130 
120 CHAIN "D OSS" 
130 SCREEN CS=32-7P=2-OI"ENCORE MASTER DIRECTORY" 


INPUT This instruction directs ENCORE to input data entered from the keyboard. 
Upon execution, the program halts until the required keyboard entry is made. 
The input may be an integer, integer variable, string variable, or byte variable. 
If enclosed in quotation marks, an operator prompt or other comments may be 
printed during execution immediately following the key word INPUT. 


INPUT A-Z 


INPUT FA-FZ 


INPUT a-z 
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The upper case argument characters A through Z are used to 
denote integer variables. The integer variable is limited to a value 
between 0 and +32 767. Whole numbers in excess of this value must 
be assigned a floating point variable. Upon execution, a cursor is 
displayed on the CRT until a response is entered. All entries must 
be numeric and must be terminated by depressing the key. A 
number greater than 32 767 will result in a "NUMBER TOO 
LARGE" error message at execution time. 


EXAMPLE: SAMPLE RUN: 


10 INPUT "HOW MANY: ", A HOW MANY 


The upper case argument characters FA through FZ denote floating 
point variables which may be any number between 0.000000 and 
+0.999999 E 37. These variables may be used with all arithmetic 
operators. When a floating point number exceeds the PRINT % 
format, it is printed in exponential form. 


EXAMPLE: 


10 INPUT "ENTER NUMBER OF SHARES ", A 
20 SCREEN LR 

30 INPUT "ENTER PRICE PER SHARE $", FA 
40 SCREEN LR 

50 PRINT %6.2, "TOTAL VALUE = $", A®FA 


The lower case argument characters a through z denote byte 
variables which may be any whole number between 0 and 255. With 
a byte variable INPUT, a cursor is not provided, only one 
alphanumeric entry can be made and no terminator is required. 


EXAMPLE: 


10 LET LANG= "ASCII", PARITY= ODD 

20 INPUT "STRIKE NAY KEY",a 

30 SCREEN C 

40 PRINT 43.0, "DECIMAL = ",a," CHARACTER = ",[a] 
50 GOTO 20 


INPUT A$-Z$ 


INPUT, LET 


The argument characters A$ through Z$ denote string variables. 
Each variable is limited to the value of the DIM statement or the 
number of characters which may be typed between the cursor and 
the end of the line, whichever is less. Entries must be terminated 
by depressing the [7] key instead of (==). 


EXAMPLE: 


10 SCREEN S=64-7 

20 LET LANG= "ASCII", PARITY= ODD 

30 DIM A$=32 

4Q SCREEN "MESSAGE MUST BE 32 CHARACTERS OR LESS"LR 
50 SCREEN "TERMINATE ENTRY WITH THE ""*prn KRY"LR 
60 INPUT "TYPE MESSAGE: ",A$ 

70 SCREEN C 

80 PRINT "A$= ",A$ 

90 GOTO 40 


NOTE: With all INPUT statements, the data entered via the 
keyboard is moved to specified variables in the language and parity 
selected during IO set-up. 


This instruction assigns a value to a variable. The LET statement is always 


interpreted as performing the operation on the right side of the equal sign and 
assigning the resulting value to the variable on the left. The statement 
consists of the key word LET and an argument that may include string 
constants (messages enclosed in quotes), string variables (A$, BS, C$), numeric 
constants (numbers), and integer variables (A, B, C), or Exe one involving 
all of the above. 


LET A-Z 


The upper case argument characters A through Z are used to 
denote integer variables. These variables may be used with all of 
the arithmetic operators but cannot receive the results of * 
(multiply) and / (divide). The integer variable is limited to a value 
between 0 and 32 767. Numbers in excess of these values must be 
assigned to floating point variables. In addition, an integer 
variable used with the argument LEN and a string variable returns 
the number of characters in the string to the integer variable. 


EXAMPLE: 


100 LET A=B 

110 LET A=C+B 

120 LET FA=C+B*D/E 
130 LET A=1, B=2, C=3 
140 LET A=LEN A$ 
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LET 


LET A$-Z$ 


The argument characters A$ through Z$ denote string variables. 
Each variable may contain up to the number of characters specified 
by the DIM statement. The value of the string must be enclosed in 
quotation marks. Specific characters may be separated from the 
string by noting their sequential position within parentheses and 
assigning them a new variable. 


EXAMPLE: 


10 SCREEN S=64-7 
20 DIM A$=50, B$=50, C$=50, D$=50, E$=50 
30 LET A$="THE QUICK BROWN FOX JUMPED OVER A LAZY DOG" 
4Q PRINT A$ 
50 LET B$=" 1234567890" 
60 PRINT A$,B$ 
70 LET C$=A$(33,42) 
80 LET D$=A$(20, 32) 
90 LET E$=A$(1, 19) 
100 PRINT C$, D$, E$ 


SAMPLE RUN: 


THE QUICK BROWN FOX JUMPED OVER A LAZY DOG 
THE QUICK BROWN FOX JUMPED OVER A DOG 1234567890 
A LAZY DOG JUMPED OVER THE QUICK BROWN FOX 


NOTE: The numbers within parentheses denote the beginning and 
ending characters within a string. To separate a single character 
from the string, the beginning and ending characters are the same, 
e.g., A$=B$(2,2). 


LET A$-Z$=CBUFB This argument is always on the right of the equal sign in a LET 
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expression and is used to assign all or part of the contents of the 
eapture buffer to a string variable. That part of the capture buffer 
assigned to the variable is selected using two digits enclosed in 
parentheses immediately following the argument CBUFB, i.e., LET 
B$=CBUFB(1,88). When using CBUFB, the last character in the key 
word indicates that characters are counted from the beginning of 
the buffer and only the specified characters are stored in the 
buffer. 


EXAMPLE: 


10 SCREEN S=64-14 

20 CLEAR CBUF 

30 DIM A$=50, B$=50 

HO LET A$="THE QUICK BROWN FOX JUMPED OVER A LAZY DOG" 
50 PRINT #0,#3,A$ 

60 SCREEN LR 

70 LET B$= CBUFB(1,20) 

80 PRINT B$ 


LET 


LET A$-Z$=CBUFE This argument performs the same function as CBUFB except 
that characters are counted from the end of the capture buffer as 


indicated by the last character in the key word (CBUFE). 


LET A$-Z$=RTC The argument RTC is always on the right side of the equal sign in a 
LET expression and is used to assign the value of the Real Time 
Clock to a string variable. 


LET FA-FZ 


EXAMPLE: 


10 DIM A$=12 
20 LET A$=RTC 
30 PRINT A$ 
40 WAIT 1000 
50 SCREEN C 
60 GOTO 20 


SAMPLE RUN: 


000 00:00:01 


The upper case argument characters FA through FZ denote floating 
point variables which may be any number between 0.000000 and 
+0.999999 E 37. These variables may be used with all arithmetic 


operators. 


In addition, this statement may be used with the 


argument MSTM to transfer the contents of the measurement timer 
to a floating point variable. It may also be used with the argument 
SPEED to transfer the IO speed to a floating point variable, e.g., 
LET FA=SPEED. The contents of the timer can then be displayed 
using the PRINT statement. 


EXAMPLE: Arithmetic Operators 


10 
20 
30 
4Q 
50 
60 
70 
80 


SCREEN S=64-7 

INPUT "ENTER MULIPLICAND: ",FA 
SCREEN LR 

INPUT "ENTER MULTIPLIER: ", FB 
SCREEN LRC 

LET FC-FA*FB 

PRINT 24.3,FA," C ",FB," = ',FC 
GOTO 20 


SAMPLE RUN: 


ENTER MULTIPLICAND: 12 
ENTER MULTIPLIER: 12 


12.000X 12.000= 14.000 


EXAMPLE: MSTM 


10 CLEAR MSTM 
20 GOSUB 100 
30 LET FA=MSTM 
40 PRINT FA 
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LET 


LET FA-FZ=MSTM When a floating point variable is equal to MSTM, the variable is 
set to a number in whole milliseconds which is equal to the time 
the measurement timer has been running. The measurement timer 
starts when the CLEAR MSTM statement is executed. 


EXAMPLE: 


10 CLEAR MSTM 
20 WAIT 1000 

30 LET FA=MSTM 
40 PRINT FA/1000 


LET a-z The lower case argument characters a through z denote byte 
variables which may be any whole number between 0 and 255. 
When enclosed in brackets, the argument represents a character, 
otherwise they are treated as decimal numbers. 


EXAMPLE: 


10 LET LANG= "ASCII", PARITY= ODD 
20 SCREEN S=64-14 

30 LET az=0 

40 FOR T=0 TO 255 

50 WAIT 100 

70 PRINT 43.0,a," = ",[a]; 

80 LET aza+1 

90 NEXT T 


LET a-z=a-z LPAR This argument is used in conjunction with byte variables to force 
the parity of a byte to agree with the parity in the IO parameters. 


EXAMPLE: 
10 LET aza+1 
20 LET aza LPAR 


30 PRINT #1, a 
4Q WAIT XDONE 
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LET 


LET a-z=DSTAT This statement is used to determine the status of the disc. The 
disc status is placed in any byte variable and then interpreted as 
follows: 


BIT # 76 5 4 3 2 1 O 


= = Double density 1 = Single density 
0 = Drive 0 enabled 1 = Drive 0 disabled 
0 = Side 0 enabled 1 = Side 0 disabled 
0 = DMA transfer computed (will reset with 
status read) 
0=No 1 = Interrupt 
0 = Head loaded 1 = Head unloaded 
Not used 
0 = Dise write pro- 1 = Dise unprotected 


tected (drive 0) (drive 0) 


LET a-z=a-z HEX This statement is used when BCD, IPARS, or SELECTRIC is the 
language selected. It reverses the bit sequence of the byte variable 
as follows: 

Bit 0 is moved to the bit 6 position. 
Bit 1 is moved to the bit 5 position. 
Bit 2 is moved to the bit 4 position. 
Bit 3 does not change. 

Bit 4 moves to the bit 2 position. 
Bit 5 moves to the bit 1 position. 
Bit 6 moves to the bit 0 position.. 
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LET 


LET a-z=XIOP or LET XIOP=a-z When this argument is set equal to a byte variable, 
XIO parameters are established according to the byte variable as 
shown below. Existing XIO parameters may be transferred to a 


byte variable using LET XIOP=a. 


i 


No ee ee | | 
when set 0——> 


1-even parity # bits per 00 
0-odd parity character 
odd parity ~<—— 0 0 0 0—— 5 bits 00 


even parity <—— 0 1 0 1—— 6 bits 01 


1 0 10——~- 7 bits 01 
no parity <——|_ 
1 1 11———~ 8 bits 01 


EXAMPLE: (even parity, 8-bits, 300 baud) 


10 LET a=0B "01110101", XIOP =a 
20 LET a=OH "75", XIOP =a 

30 LET a=00 "165", XIOP =a 

40 LET a=117, XIOP =a 

50 LET a=XIOP 
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50 baud 
75 

110 
134.5 
150 
300 
600 
1200 
1800 
2000 
2400 
3600 
4800 
7200 
9600 
19.2 K 


LET 


LET a-z=0B "binary rumber" This argument followed by an eight bit binary number 
enclosed in quotation marks assigns that bit configuration to a byte 
variable. 


EXAMPLE: 


10 LET a=OB "01111110" 
20 PRINT a, "=", [a] 


LET a-z=0H “HEX pair" This argument followed by a HEX pair enclosed in quotes 
assigns that bit configuration to a byte variable. 


EXAMPLE: 


10 LET a=0H "FE" 
20 PRINT a, "=", [a] 


LET a-z=00 "octal number" This argument followed by an octal number enclosed in 
quotes assigns that bit configuration to a byte variable. 


EXAMPLE: 


10 LET a=00, "176" 
20 PRINT a, "=", [a] 


LET BCS This argument instructs the ENCORE to perform a block check 
ealculation. This calculation is made using string variables and 
storing the results in one or more byte variables. The polynomial 
to be used must be selected by the STATE command. 


EXAMPLE: 


10 REM FEBSC MUST BE IN STORAGE 
20 CHAIN "FEBSC" 

30 SCREEN S=64-14 

40 LET LANG: "EBCDIC", PARITY= NONE, MODE= SYN 
50 STATE MODEM, CRC= CRC16 

60 TON P3 , P3D , PS , PB 

80 DIM A$=50, B$=50 

90 LET A$="THE QUICK BROWN FOX EX " 

100 LET BCS ab=A$ 

110 LET B$="S,S\S,", A$,a TO b, "[FFFFFFFF]" 
120 PRINT #1,b$ 

130 WAIT XDONE 

140 GOTO 120 
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LET 


LET CLOCK This statement sets the clock equal to INT or EXT, instructing the 
ENCORE to derive timing internally or from an external source. 
Upon execution, IO Mode update occurs. 


EXAMPLE: 


10 LET FA=300 

20 LET SPEED =FA 
30 LET PARITY= ODD 
40 LET CLOCK= INT 


LET LANG This statement is used during program compile to change the 
operating language of t:: ENCORE. When compiled, the language 
set into the IO format is changed to agree with this statement. 
The desired language is entered within quotation marks. It is also 
used in conjunction with byte variables to convert a byte from 
ASCI to the language specified in the IO parameters. 


EXAMPLES: 


10 LET LANG= "ASCII" 

20 LET LANG= "EBCDIC" 

30 LET LANG= "BCD" 

40 LET LANG= "SELECTRIC" 
50 LET a=48 

60 LET asa LANG 


NOTES: 


(1) With the exception of LET SPEED = FA and LET FA = SPEED, 
all other arguments establishing IO parameters are accom- 
plished during the compile and not during program execution. 
It is not possible, therefore, to select the IO values using 
operator prompts in the program. If, for example, there are 
multiple "LET LANG=" statements in your program, the IO 
language will be set to the last entry in your source code. 


(2) To convert a byte variable from the line language specified in 
the IO set-up to NO PARITY ASCII, use the DISP C 
instruction. Move the byte to be converted to byte variable d, 
then DISP C. Byte variable d will be converted from the line 
language to NO PARITY ASCI. 


EXAMPLE: 
10 LET dza 


20 DISP C 
30 PRINT #1,[d] 
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LET 


LET MODE This statement instructs ENCORE to operate in any one of the 
following modes: TRAN (transparent), ASYN (asynchronous), SYN 
(synchronous), or SDLC (Synchronous Data Links Control). During 
compile, this statement updates the IO parameters. 


EXAMPLE: 


10 LET MODE= TRAN 
20 LET MODE= ASYN 
30 LET MODE= SYN 
40 LET MODE= SDLC 


LET NRZI This statement, followed by an equal sign and YES, instructs 
ENCORE to use the NRZI method of SDLC transmission coding. 
When followed by NO, NRZI is not used. 


EXAMPLE: 


10 LET NRZI= YES 
20 LET NRZI= NO 


LET PARITY This statement sets the parity equal to ODD, EVEN, NONE, MARK, 


SPACE, or IGNORE. During compile, this statement updates the 
IO parameters. 


EXAMPLE: 


10 LET FA=300 
20 LET SPEED =FA 
30 LET PARITY= ODD 


LET SPEED This statement, when equal to a floating point variable, sets the 
operating speed of fhe ENCORE to the value of the variable (10 to 
99900). Upon execution, the IO Mode is automatically updated. If 
the statement is written LET FA=SPEED, FA is then equal to the 
speed set in the IO parameters. 


EXAMPLE: 


10 LET FA=100 

20 LET SPEED =FA 
30 LET FS=SPEED 
40 CHAIN "IO" 


LET STOPS This statement, when equal to ONE, ONE.5, or TWO, instructs the 
ENCORE to operate with a 1, 14, or 2 unit stop pulse. Upon 
execution, IO parameters are updated. 
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LET, MICRO, ON 


EXAMPLE: 


10 LET FA=300 

20 LET SPEED =FA 

30 LET PARITY= ODD 
40 LET CLOCK= INT 
50 LET MODE= ASYN 
60 LET STOPS= TwO 


LET SYNC This statement is used to change the syne sequence set into the IO 


format. It may be used with any two characters or any two HEX 
pairs. Becuase IO parameters are updated during execution, this 
statement must be placed near the beginning of the program. 


EXAMPLE: 


10 LET SYNC="SY SY" 
20 LET SYNC="(3232]" 


MICRO’ A MICRO is similar to the machine language (MICRO PROCESSOR CODE) of 


ON 
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the INTEL 8085 used in the ENCORE. It permits access to the same areas 
accessed by the ENCORE host processor. The use of MICRO is limited to 
specially trained programmers. 


EXAMPLE: 


4Q MICRO "324097" 


This statement provides the ENCORE with multiple branching capabilities. It 
includes a variable, or expression, followed by the key word GOTO or GOSUB, 
and a list of line numbers. The integer value of the variable, or formula, 
transfers program execution to the line number whose order in the list 
corresponds with the integer. The ON expression may include integers, integer 
variables, byte variables, and appropriate operators. If the integer value of 
the expression is less or greater than any number in the list of numbers, 
program execution continues with the next statement. 


EXAMPLE: 


10 INPUT A 

20 ON A GOTO 100, 200, 300, 400 
30 STOP 

100 STOP 

200 STOP 

300 STOP 

400 STOP 


PRINT 


PRINT The PRINT instruction is used to write data to the CRT (default) or to an 
external device via any of the addressable output ports. The PRINT statement 
consists of the PRINT instruction and an argument that may include string 
constants (messages in quotes), string variables (A$, B$, C$), numeric 
constants (numbers), integer variables (A, B, C), floating point variables (FA, 
FB), or expressions involving all of the above. A summary of all instruction 
variables is found in the following paragraphs. 


NOTE: Two error messages are provided to alert the operator in the event of 
an illegal PRINT statement: 


MATH ERROR #1 indicates that a floating point variable is greater than 


0.425 x 10°°, 


MATH ERROR #2 indicates that division by zero is attempted. 
RULES: 
(1) String constants ("HI THERE") must be enclosed in quotes. 
(2) Suecessive items in the PRINT argument must be separated by commas. 


(3) Spaces are not required between instruction and argument or between 
argument items. 


(4) Each PRINT statement writes one new line of data. 
(5) A PRINT statement containing no argument will produce a blank line. 


(6) Two or more successive PRINT statements may be printed on the same 
line when the first statement is followed by a semicolon. 


EXAMPLE: SAMPLE RUN: 


10 PRINT "HI THERE!"; HI THERE! I AM YOUR NEW ENCORE 
20 PRINT "I AM YOUR NEW ENCORE" 


(7) Integer variables that do not exceed 32 767 may be used as fixed point 
variables for addition and subtraction. Whenever an integer value 
exceeds 32 767 or is used in multiplication or division, it should be 
handled as a floating point variable (FA, FB, FC) and should be formatted 
using PRINT %. An example is given in the explanation of the PRINT 
statement using floating point variables. 


(8) An exclamation point (!), as the last entry, will instruct the ENCORE to 
continuously transmit the last string in the PRINT statement. 


EXAMPLE: 
10 STATE NLEAD 8 


20 TON P2 , P2D , P3, P3D 
30 PRINT #1, "S/S,1234567890"! 
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PRINT 


PRINT A-Z 


PRINT A$-Z$ 


PRINT FA-FZ 


PRINT a-z 
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The upper case argument characters A through Z are used to 
denote integer variables. These variables may be used with all of 
the arithmetie operators except * (multiply) and / (divide). The 
integer variable is limited to whole number values between 0 and 
32 767. Numbers other than these values must be assigned to a 
floating point variable. 


The argument characters A$ through Z$ denote string variables. 
Each variable may contain up to 46 characters which must be 
enclosed in quotation marks and dimensioned earlier in the 
program. A variable may contain more than 46 characters if it is 
set equal to two or more string variables or the contents of the 
capture buffer, e.g., LET A$=B$, C$ or LET A$=CBUFB (1,88). To 
print selected characters from a string, follow the string variable 
with the number of beginning and ending characters in parentheses. 
To print one character from the string, the beginning and ending 
character are the same. 


EXAMPLE: | SAMPLE RUN: 
10 DIM A$=12 HELLO THERE! 
20 LET A$="HELLO THERE!" HELLO 
30 PRINT A$ | THERE! 
40 PRINT A$ (1,5) 0 


50 PRINT A$ (7,12) 
60 PRINT A$ (5,5) 


The upper case argument characters FA through FZ denote floating 
point variables which may be any number between 0.000000 and 
+0.999999 E 37. These variables may be used with all arithmetic 
operators. When a floating point number exceeds the PRINT % 
format, it is printed in exponential form. 


EXAMPLE: SAMPLE RUN: 


10 LET FA=1493.7 0.1493700E 04 
20 PRINT 43.2, FA 


The lower case argument characters a through z denote byte 
variables which may be any whole number between 0 and 255. 
When enclosed in brackets, the argument is printed as a character, 
otherwise it it printed as a decimal. 


EXAMPLE: 


10 LET a=0 
20 PRINT 43.1, a, "=", [a] 


PRINT 


PRINT "(HEX number!" This statement is used to PRINT the ASCII equivalent of the 
specified HEX pair. 


EXAMPLE: 


10 LET LANG= "ASCII", PARITY= ODD 
20 PRINT "[5555]" 


SAMPLE RUN: 
UU 


PRINT "string constant" Quotation marks are used to denote the beginning and 
ending of a string constant. When quotation marks appear in the 
string, they must be entered twice. 


EXAMPLE: 


10 PRINT "HELLO" 
20 PRINT "DEPRESS THE ""CMD"" KEY" 


SAMPLE RUN: 


HELLO 
DEPRESS THE "CMD" KEY 


PRINT "(string constant)" Same as above except the parity bit of each character 
does not agree with the parity set in the IO Mode. 


PRINT % This statement is used to format numbers. It is immediately 
followed by a number, a decimal point, and another number to limit 
the digits at the left and right of the decimal point. Format 
numbers may range from 0 to 7. 


EXAMPLE: SAMPLE RUN: 


10 LET FA=0273.614 273.61 
20 PRINT 43.2, FA 


PRINT #0 This statement instructs ENCORE to output the remainder of the 
PRINT statement to the CRT. This is the default condition 
assumed when no other port is entered. 


PRINT #1 This statement instructs ENCORE to output the remainder of the 
PRINT statement via the RS-232 interface. Always follow this 
statement with a new line and the statement WAIT XDONE to 
assure transmission of data before the next instruction is executed. 


PRINT #2 This statement instructs ENCORE to output the remainder of the 
PRINT statement via the XIO port. Always follow this statement 
with a new line and the statement WAIT XDONE to assure 
transmission of data before the next instruction is executed. 
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- PRINT, READ, REM, RESTORE, RETURN, SCREEN 


PRINT #3 This statement instructs ENCORE to output the remainder of the 
PRINT statement to the capture buffer. 


PRINT #4 This statement instructs ENCORE to output a SYNC pulse via the 
rear panel BNC SYNC connector. The pulse is from 0 to 5 volts 
and approximately 10 us. in duration. 


PRINT #5 This statement instructs ENCORE to sound an audible alert for 
approximately 4 second. 


READ See DATA. 


REM This instruction allows the programmer to place remarks anywhere within the 
COMBASIC program to explain the use of specific program steps or 
subroutines. It is the only statement in the COMBASIC language that is not 
executed, and it only appears when the program is listed (Edit Mode, LIST 
command). Each REM statement may contain up to 51 characters. 


NOTE: To conserve memory, the REM statements may be deleted from the 
source program. 


EXAMPLE: 
10 REM *THIS PROGRAM WILL PASSIVELY MONITOR A 


20 REM *LINE FDUX, STORING DATA IN 
30 REM *THE CAPTURE BUFFER FOR LATER ANALYSIS 


RESTORE See DATA. 
RETURN See GOSUB. 


SCREEN This instruction allows the operator to format the CRT. It provides 
arguments to control character size, position the cursor, and display messages. 
It does not perform arithmetic operations. 


SCREEN B This statement will move the cursor backwards one space for each 
B in the argument. 
EXAMPLE: 


10 SCREEN NI " "BB. 
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SCREEN 


SCREEN C Upon execution, this statement clears the display and returns the 
cursor to the top left corner of the screen. 


EXAMPLE: 


10 


SCREEN C, "SEARCH STOPPED"LR 


SCREEN E This statement erases data from its present cursor position to the 
end of the line. 


SCREEN G a-z__—s‘ This statement, followed by a byte variable (Ga), will place the 
byte at the current screen position into the byte variable. It may 
be preceded by a SCREEN position argument to locate the desired 
character. The cursor is automatically advanced one position after 
executing SCREEN Ga. 


EXAMPLE: 


10 
20 
30 


140 
150 


LET LANG= "ASCII", PARITY= ODD 
CHAIN "xIo" 
SCREEN S=32-7 
FOR T=1 TO 224 
PRINT "X"; 
NEXT T 
LET A=31, Bz=6 
FOR X=0 TO B 
PRINT #2,"C_.L.C_" 
FOR Y=0 TO R a 
SCREEN P=X-YGa 
PRINT #2,[a] 
WAIT XDONE 
NEXT Y 
NEXT X 


SCREEN H All data displayed on the CRT after this statement is executed will 
appear in HEX. 


EXAMPLE: 


10 


n " 
SCREEN H SySyEp 


SCREEN I All data displayed on the CRT after this statement is executed will 
appear as inverse video (black characters on a white line). 


EXAMPLE: 


10 


SCREEN I "ENTER NUMBER" 
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SCREEN 


SCREEN L 


SCREEN N 


SCREEN P= ___ 


SCREEN R 


SCREEN S 
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Upon execution, this statement moves the eursor down one line 
maintaining the same horizontal position (L=Line Feed). 


EXAMPLE: 


10 SCREEN "DISPLAY CAPTURE BUFFER"LR 
20 GOTO 10 


This statement is used to cancel all other screen arguments 
(N=Normal). 


EXAMPLE: 


10 SCREEN IP=15-1 "ENTRY ERROR"N 


This statement is used in conjunction with integers or integer 
variables to position the cursor on the CRT. The first integer 
represents the character position and the second represents the line 
number (P=Position). 


EXAMPLE: 
10 LET A=0, B=1 


20 SCREEN P=A=-B, I"LAST RECORD: "N 
30 SCREEN P=0-3 "DEPRESS ""CMD"" KEY" 


Upon execution, this statement moves the cursor to the first 
character position on its present line (R=Return). 
EXAMPLE: 

10 SCREEN R, "COMMUNICATIONS ESTABLISHED"L 

20 GOTO 10 


This statement is used to determine the number of characters and 
lines displayed on the CRT. Four configurations are available: 


S=64-14 64 characters on each of 14 lines 

S=64-7 64 characters on each of 7 lines 

S=32-14 32 characters on each of 14 lines 

S=32-7 32 characters on each of 7 lines 
EXAMPLE: 


10 SCREEN C S=64-14 P=23-6 I"BY DIGITECH"N 


SCREEN 


SCREEN SA-SY This statement places the screen size into any two consecutive 
integer variables beginning with the letters A through Y. 


EXAMPLE: 


10 SCREEN S=64-14 
20 SCREEN SA 
30 PRINT A,B 


NOTE: A=64, B=14. 


SCREEN "string constant" Quotation marks are used to denote the beginning and 
ending of a string constant. When quotation marks appear within 
the string, they must be entered twice. When used in the SCREEN 
statement, a string will be output only to the CRT. 


EXAMPLE: 


10 SCREEN S=64-14 "THIS IS A TEST"LR 
20 SCREEN "DEPRESS THE ""CMD"" KEY TO CONTINUE" 


SCREEN SZ This statement changes the screen size to the next size. 
EXAMPLE: 


10 SCREEN SX 

20 FOR T=1 TOY 

30 SCREEN ZUI "SCREEN COMMANDS"N 

4O PRINT $2.0, "SCREEN S=", X, "=", Y; 
50 WAIT 500 


60 NEXT T 

70 SCREEN SZ 

80 GOTO 10 
SCREEN U This statement underlines all data displayed on the CRT. 
SCREEN Z This statement scrolls the data on the CRT up one line. 
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STATE 


STATE The STATE instruction is used to establish circuit parameters other than those 
covered in the IO parameters and is usually the first statement in a program. 
Each of the STATE arguments and default conditions are defined in the 
foliowing paragraphs. 


STATE BRG 


The BRG statement is the default for MODEM or TERM, and 
accomplishes the same function as the [m«| key in the control 
cluster. This function serves as an electrical disconnect. ENCORE 
is physically connected to the circuit but is not terminated as a 
modem or terminal. It does, however, passively monitor the 
interface. STATE BRG should be used to terminate programs when 
disconnect is required. 


EXAMPLE: 
10 STATE BRG , HDUX , NLOCK , STAT 


NOTE: Whenever STATE BRG is used prior to a CHAIN instruction, 
STATE BRG must be executed in the program being CHAINed to and 
executed again by the main program upon return from CHAIN. 
When used prior to a BOOT instruction, it must be re-entered upon 
return from BOOT. 


STATE CRC = ___ This statement is used with several arguments to establish the 
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type of cyclic redundancy check to be performed. It always presets 
the internal CRC calculator to zero. CRC 16 is the default 
condition when STATE CRC = __is not used. STATE CRC=CRC 6 
is only available when the IPARS option E250-01 is provided. 


EXAMPLE: 
10 STATE CRC = CRC 16 
20 STATE CRC = CRC 12 
30 STATE CRC = CRC 6 (IPARS option) 
40 STATE CRC = LRC 7 
50 STATE CRC = LRC 8 
60 STATE CRC = CCITT 


STATE 


STATE DISCON/DISCOFF The DISCON argument instructs the ENCORE to position 
the read/write head at the beginning of the first data record. The 
DISCOFF argument instructs the ENCORE to mark the end of the 
data record. It also cancels the DISCON argument and is the 
default condition assumed when STATE DISCON is not entered. If 
a STATE DISCON is executed, a STATE DISCOFF must be 
executed before any data captured onto the dise can be recovered. 
In addition, the contents of the buffer are automatically read to 
the dise, in 1K increments, as it is filled. This requires prior 
execution of TON P2B or P3B in order to transfer incoming data to 
the buffer. If a DISCOFF instruction is executed prior to filling 
the buffer, the partial contents of the buffer is not output to the 
dise and can, therefore, not be recovered off-line. To assure 
complete data recovery, always fill the buffer with some type of 
data before executing DISCOFF. This is easily accomplished by 
preceeding the DISCOFF instruction with two PRINT #3 state- 
ments as follows: 


EXAMPLE: 


100 PRINT #3, "#"! 
110 PRINT #3,"#"! 
120 STATE DISCOFF 


The exclamation point (!) causes the buffer to be filled with spaces 
immediately following the asterisk. The second print statement 
assures that the data is in the proper position of the buffer for easy 
recall. 


STATE FAST/NFAST The FAST argument allows the ENCORE to capture and 
display data at high speeds by not creating attribute bytes. NFAST 
is the default condition assumed when FAST is not entered. It is 
also used to cancel FAST. 


EXAMPLE: 


10 STATE BRG , FAST 


STATEFCS= __ This statement is similar to STATE CRC except that the 
calculator is preset to all ones as required in SDLC. 
EXAMPLE: 
10 STATE FCS = CRC 16 
20 STATE FCS = CRC 12 
30 STATE FCS = LRC 7 
4Q STATE FCS = LRC 8 
50 STATE FCS = CCITT 
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STATE 


STATE FDUX This statement formats the CRT for full-duplex operation where 
send and receive data are presented in a dual-line time correlated 
format. When the FDUX argument is not entered, ENCORE 
defaults to HDUX. 


EXAMPLE: 


10 STATE BRG , FAST , FDUX 


STATE FLTR/NFLTR The FLTR argument, followed by a HEX pair (e.g. FLTR = 96) 
will delete the selected character from the incoming data stream 
whenever it appears. It will not be seen by the front end. The 
character to be deleted must be entered in HEX (see Code Charts, 
Appendix D). The NFLTR argument cancels FLTR and is the 
default condition assumed when FLTR is not entered. 


EXAMPLE: 


10 STATE BRG , FAST , FDUX , FLTR=FF 


STATE HDUX This statement formats the CRT for half-duplex operation where 
send and receive data are displayed on the same line in an 
interlaced format. Send data appears as normal video, receive data 
appears as inverse video. This is the default format, assumed when 
FDUX is not entered. 


EXAMPLE: 


10 STATE BRG , FAST , HDUX , FLTR=FF 


STATE LEAD=/NLEAD The LEAD= argument, followed by an interface pin number 
(4, 5, 8, A, B, 20, and 22) instructs the ENCORE to underline data 
logged while the specified lead was on. A new STATE LEAD= or 
STATE NLEAD cancels the previous STATE LEAD= and is the 
default condition assumed when STATE LEAD= is not entered. 


EXAMPLE: 
10 STATE BRG , FAST , HDUX , FLTR=FF 
20 STATE LEAD= 4 


STATE NLEAD8 Under normal operating conditions, RS-232 lead 8 (COD) must be 
on for DTE to input receive data at pin 3. This argument ignores 
pin 8, as though the modem had supplied COD, allowing ENCORE 
to input pin 3 data as DTE or a bridging device. 


EXAMPLE: 
10 STATE BRG ,FDUX , NLEAD8 
20 TON P2 , P2D , P3 , P3D 
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STATE 


STATE LOCK/NLOCK The LOCK argument is used in conjunction with the WHEN 


STATE MODEM 


KBD instruction to inhibit keyboard entry. This provides the 
programmer with a means for eliminating accidental keyboard 
entries that might alter the program during execution. As an 
example, accidentally depressing the [as] key during execution 
would interrupt the program and return ENCORE to the Level-3 
Command Mode. In the example subroutine shown below, ENCORE 
responds to only one keyboard entry while all others are ignored. 
The NLOCK argument is the default condition assumed when LOCK 
is not entered. It is also used during the program to cancel the 
LOCK argument. 


EXAMPLE: 


10 STATE BRG , FDUX , NLEAD8& 
20 TON P2 , P2D , P3, P3D 

30 STATE LOCK 

4Q WHEN KBD x GOTO 60 

50 GOTO 50 

60 IF x<>27 GOTO 40 

70 REM 27 IS THE "ESC" KEY 

80 STATE NLOCK 


90 CHAIN "" 
NOTE: Use of the WHEN KBD statement permits recognition 
of specific keys during the lock state. If WHEN KBD is not 


used, escape is accomplished by turning power off and on again. 


This argument instructs ENCORE to simulate a modem (DCE) 
exercising control over the appropriate interface leads. If neither 
the BRG, MODEM, or TERM arguments is entered, ENCORE will 
default to BRG. 


EXAMPLE: 


10 STATE MODEM 
20 TON P2, P2D , P3, P3D, P8 
30 WHEN P4=1 GOTO 50 
40 GOTO 40 
50 TON P5 
60 WHEN P2 = "S)SyDj)" "E," GOTO 100 
70 GOTO 70 
100 STOP 


NOTE: Whenever STATE MODEM is _ used prior to a CHAIN 
instruction, STATE MODEM must be executed in the program being 
CHAINed to and executed again by the main program upon return 
from CHAIN. When used prior to a BOOT instruction, it must be re- 
entered upon return from BOOT. 
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STATE 


STATE P3ONLY/NP3ONLY Under normal circumstances a single front end program 


STATE PIPE 


will control both front end processors. If however, the P3ONLY 
argument is used immediately following the front end program, a 
second front end program may be written to control receive data 
(pin 3). Assuming two front end programs, FE1 and FE2, you may 
use the following example to call in each program. The NP3ONLY 
argument is the default condition assumed when P3ONLY is not 
entered. It allows one front end program to control both front end 
processors. 


EXAMPLE: 
10 REM P2 FRONT END IS ASYNCHRONOUS 
20 Ix0 
30 JMP 20 


40 STATE P30NLY 

50 REM P3 FRONT END SYNCHRONOUS 
60 RSN 

70 IXO 

80 JMP 70 

90 STATE NP30NLY 

100 STATE BRG , FDUX , NLEAD8 
110 TON P2 , P2D , P3 , P3D 


The PIPE argument allows ENCORE to capture data at speeds up to 
64K bytes FDUX by turning off the CRT. 


EXAMPLE: 


10 STATE NLEAD8 

20 LET MODE= SYN , LANG= "EBCDIC" 
30 LET CLOCK= INT , SYNC= "S/S," 
40 CLEAR CBUF 

50 WHEN FULL GOTO 110 

60 SCREEN C "PIPE RUNNING" 

70 WAIT 500 

80 STATE PIPE 

90 TON P2 , P2B , P3, P3B 

100 PRINT #1, "S,S,S, 1234567890"! 
105 GOTO 105 

110 CHAIN" " 


STATE STAT/NSTAT The STAT argument is the default condition assumed when 
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NSTAT is not entered. It instructs ENCORE to transfer a status 
byte from front end processor for each incoming character. The 
NSTAT argument instructs ENCORE to delete the status byte from 
the data transferred to the main processor. This provides for 
greater storage of data in both the capture buffer and mass storage 
media. 


STATE 


EXAMPLE: 


10 STATE NLEAD8 , NSTAT , FAST 
20 TON Pe , P2D , P3 , P3D 
30 PRINT #1, "SySy 1234567890"! 


STATE SYNC/NSYNC The SYNC argument instructs ENCORE to transfer data from 
front end to main processor, but only if the data is in syne. 
ENCORE will then log and display synchronized data only. The 
NSYNC argument instructs ENCORE to transfer all data from 
front end to main processor and display out-of-syne data at half 
intensity. This cancels SYNC and is the default condition assumed 
when SYNC is not entered. 


EXAMPLE: 


10 CHAIN "FEBSC" 

20 REM FEBSC MUST BE IN STORAGE 

30 DIM A$=50, B$=100 

40 LET A$="1234567890E," 

50 LET BCS abzA$ 

60 LET B$="S,S/S,", A$, a TO b, "ABCDEFGHIJKLM" 
70 STATE FDUx * NLEADS , NSTAT , NFAST 

80 TON P2 , P2D , P3, P3D 

90 PRINT #1, B$ 


STATE TERM This statement instructs ENCORE to simulate a terminal (DTE) 
exercising control over the appropriate interface leads. If neither 
the BRG, MODEM, or TERM arguments are entered, ENCORE will 
default to BRG. 


EXAMPLE: 
10 STATE TERM , HDUX , NLEAD8 
20 TON P4 
30 WHEN P5 =1 GOTO 50 
40 GOTO 40 


50 PRINT "S Sy 1234567890" 


NOTE: Whenever STATE TERM is used prior to a CHAIN instruc- 
tion, STATE TERM must be executed in the program being CHAINed 
to and executed again by the main program upon return from 
CHAIN. When used prior to a BOOT instruction, it must be re- 
entered upon return from BOOT. 


STATE UPC/NUPC The UPC argument is used inconjunction with the WHEN KBD 
and INPUT statements instructing the ENCORE to accept only 
upper case keyboard entries. The NUPC argument cancels UPC 
and is the default condition assumed when UPC is not entered. 
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STATE, STOP, TON/TOFF 


EXAMPLE: 


10 DIM A$=32, B$=32 
20 STATE UPC 

30 INPUT A$ 

40 SCREEN LR 

50 STATE NUPC 

60 INPUT B$ 

70 SCREEN LR 

80 PRINT A$ 

90 PRINT B$ 


STATE XIDL This statement followed by a HEX pair (e.g., XIDL=00) allows the 
programmer to select the character (idle space=00) transmitted 
during an idle condition. The character must be entered in HEX. 
When XIDL is not entered, the ENCORE defaults to all 1's (HEX 
FF=11111111). 


EXAMPLE: 


10 STATE NLEAD8 , FDUX , XIDL= 01 
20 TON P2 , P2D , P3 , P3D 


30 PRINT #1, NS ySy 123456" 


STOP This instruction halts program execution and requires no argument. When 
executed, the CRT will display the words "STOP AT LINE" followed by the line 
number of the STOP instruction. 


TON/TOFF This instruction is used to control the interface and to turn on the capture 
buffer and CRT display. It may be cancelled by TOFF which is the default 
condition assumed when TON is not entered. In asynchronous transmission, it 
is advisable to WAIT 500 ms after turning on pins, and before transmitting the 
first message. Do not attempt to TON/TOFF more than ten pins on one 
COMBASIC line. Pin numbers must be entered in ascending order, as shown in 
the example. 


EXAMPLE: 
10 TON P2 , P2B , P2D , P3 , P3B, P3D 
20 TON P4 , P5 , PB, P11, P18 
30 PRINT #1, MS yS, 123456"! 
NOTE: Always turn on pins 2 and 3 before turning on other pins. 
TONP2 This statement turns on the pin 2 front end processor (send data). 


Data can then be transmitted or received in accordance with the 
STATE instruction (STATE MODEM, STATE TERM, etc.). 
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TONP2B 


TONP2D 


TONP3 


TONP3B 


TONP3D 


TONP4 


TONPS 


TONP6 


TONP8 


TONPI11 


TON/TOFF 


This statement allows the pin 2 front end processor (transmit data) 
to transfer incoming data to the capture buffer. It must always be 
executed prior to STATE DISCON in order to place data in the 
buffer for transfer to the disc. 


This statement allows ENCORE to display pin 2 data on the CRT 
(normal video). 


This statement performs the same function as P2 except that it 
turns on the P3 front end processor. 


This statement serves the same purpose as P2B except that 
transfer occurs between the Pin 3 front end processor (receive 
data) and the capture buffer. 


This statement allows ENCORE to display pin 3 data on the CRT 
(inverse video). 


This statement sets RS-232 pin 4 (REQUEST TO SEND) to the ON 
condition, but only if ENCORE is simulating a terminal (STATE 
TERM). 


This statement sets RS-232 pin 5 (CLEAR TO SEND) to the ON 
condition, but only if ENCORE is simulating a modem (STATE 
MODEM). 


This statement sets RS-232 pin 6 (DATA SET READY) to the ON 
condition, but only if the ENCORE is simulating a modem (STATE 
MODEM). 


This statement sets RS-232 pin 8 (RECEIVE LINE SIGNAL 
DETECT) to the ON condition, but only if ENCORE is simulating a 
modem. If simulating a terminal, use STATE NLEAD8 as ENCORE 
will only input data on pin 3 when lead 8 is on. 


This statement sets RS-232 pin 11 to the ON condition and may be 
written as TONP11 or TONPA. Pin 11 is one of two leads (pin 11 
and 18) that are controlled during STATE BRG, MODEM, and 
TERM. This pin is typically used to control interface leads through 
the T-Connector. This includes any lead not under direct ENCORE 
eontrol. The ON condition of this lead can be used as an event 
marker since its on or off state is recorded in the status byte 
logged for each incoming character (4th LSB). 
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TON/TOFF, WAIT 


TONP18 


TONP20 


TONP22 


TONP24 


This statement serves the same purpose as P11 except that its 
state is recorded in the 5th LSB of the status byte. It can be 
written as TONP18 or TONPB. 


This statement sets RS-232 pin 20 (DATA TERMINAL READY) to 
the ON condition, but only if the ENCORE is simulating a terminal 
(STATE TERM). 


This statement sets RS-232 pin 22 (RING INDICATOR) to the ON 
condition, but only if ENCORE is simulating a modem (STATE 
MODEM). 


This statement outputs a transmit timing signal via RS-232 pin 24, 
but only if ENCORE is simulating a terminal (STATE TERM). 


WAIT This instruction is used to create a delay in further execution of the program. 
The argument is time, entered in milliseconds as an integer or integer variable. 
During execution of the WAIT statement, data continues to be transmitted or 
received if initiated under prior instructions. 


EXAMPLE: 


10 PRINT "THIS PROGRAM DEMONSTRATES WAIT" 


20 WAIT 


5000 


30 PRINT "WAIT = 5 SECONDS" 
40 LET A=10000 


50 WAIT 


A 


60 PRINT "WAIT = 10 SECONDS" 


70 STOP 


WAIT A-Z 


WAIT XDONE 
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When used with the WAIT instruction, the upper case characters A 
through Z denote integer variables in milliseconds. 


This argument instructs ENCORE to halt further program exe- 
cution until the last two bytes have been loaded into the transmit 
buffer. This gives the slower external device time to copy a line of 
data before a new line is transmitted. Always use WAIT XDONE 
after every PRINT #1 or PRINT #2 statement. 


EXAMPLE: 


10 PRINT #2, "TEST SEQUENCE VALID" 
20 WAIT XDONE 


WHEN 


WHEN ‘This is an interrupt instruction that will alter the course of the program when 
the condition of the argument is met. The argument always includes a GOTO 
or GOSUB instruction. In the case of a WHEN P2/P3=, there must be no more 
than four WHEN statements pending. 


WHEN ERROR When an error occurs in program execution, this statement stores 
the error line number and definition number in variables E and e, 
respectively, provided the program has not been executed with an 
exclamation point. It then transfers program control to a line 
number specified by a GOTO or GOSUB. 


EXAMPLE: 
10 WHEN ERROR GOTO 100 
20 GOTO 20 
100 STOP 


WHEN FULL The FULL argument is used in conjunction with GOTO or GOSUB to 
alter the course of the program when the capture buffer is full. 


EXAMPLE: 
10 WHEN FULL GOTO 100 
20 GOTO 20 
100 STOP 


WHEN KBD a-z_‘This statement is used in conjunction with a single byte variable (a- 
z) and GOTO or GOSUB to transfer program control to a given line 
number when a specified key is depressed. When a keyboard entry 
is made, the variable assumes the NO PARITY ASCII equivalent of 
that key. The entry is not converted to the langauage selected in 
the IO Mode and therefore, will not print to the CRT in that 
language. This is done to permit recovery of the ASCII equivalent 
for any keystroke and to allow escape from the program being 
executed. To display the byte variable in the IO language, use the 
statement LET a=aLANG. 


EXAMPLE: 
10 WHEN KBD a GOTO 30 
20 GOTO 20 
30 IF a=97 GOTO 100 
100 STOP 
WHEN P =0/1 This statement is used to transfer program control to a 


specified line number when the appropriate pin is ON. The 
statement is used with the following pins: PA, PB, P4, P5, P6, P8, 
P11, P18, P20, and P22. As soon as asingle WHEN P ___ condition 
is met, the instruction is canceled. If more than one WHEN P 
____instruction appears in the program, the first WHEN condition 
met cancels all WHEN instructions. 
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WHEN 


NOTE: Pins A and B are 11 and 18, respectively. 0 means OFF and 
1 means ON. 


EXAMPLE: 


10 WHEN P4 =1 GOTO 100 
20 WHEN PA =1 GOTO 100 
30 GOTO 30 

100 STOP 


WHEN P2/P3 This statement is used in conjunction with GOTO, GOSUB, TOFF, 
and TON to transfer program control to a specified line number 
when data is present at the appropriate pin. 


EXAMPLE: 
10 WHEN P2 TOFF P3 , P2="XYZ" GOTO 100 
20 GOTO 20 
100 STOP 


WHEN P2/P3 a-z The lower case argument characters a through z denote byte 
variables which are used in conjunction with the WHEN P2/P3 
statement. When encountered, this statment halts program 
execution until a character appears at the specified pin. The byte 
variable then assumes the decimal value of that data character (0- 
255) and program execution continues. 


EXAMPLE: 


10 WHEN P2a 

20 IF a="S." GOTO 40 
30 GOTO 0 

40 STOP 


WHEN P2/P3=A$-Z$ The argument characters A$ through Z$ denote string variables 
which are used in conjunction with the WHEN P2/P3 statement. 
When encountered, this statement will vector program execution 
when the specified string appears at the appropriate pin. The 
string variable must be preceded by spaces within quotation marks 
to denote the number of characters within the string variable, 
always starting from position one, that must appear before the 
WHEN condition will be met. The delimiting factor is the length of 
the data in the string or the number of spaces within the quotation 
marks, whichever is shorter. The maximum length of a string is 
determined by the DIM statement. The actual length is determined 
by the amount of data moved to the string. 


NOTE: Any character may be used in place of the spaces to denote 


the number of characters required by the WHEN statement, e.g., 
(###), (1,2,3), etec.. 
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WHEN 


EXAMPLE: 


10 DIM A$=20, B$=30 

20 LET A$="123" 

30 LET B$="456" 

40 WHEN P3="123" A$ GOTO 70 
50 WHEN P2=" =" B$ GOTO 80 
60 GOTO 60 

70 STOP 

80 STOP 


WHEN P2/P3=BCB This argument is used in conjunction with the WHEN P2/P3 
Statement and a GOTO or GOSUB instruction to determine whether 
the block check character on pin 2 or pin 3 is bad. If bad, program 
control is transferred to the line number following GOTO or 


GOSUB. 

EXAMPLE: 
10 WHEN P2=BCB GOTO 100 
20 GOTO 20 
100 STOP 


WHEN P2/P3=BCC This argument is used in conjunction with the WHEN P2/P3 
statement to transfer program control to a specified line when the 
BCC characters appear at the appropriate pin. 


EXAMPLE: 


10 WHEN P2=BCC GOTO 100 
20 GOTO 20 
100 STOP 


WHEN P2/P3=BCG This argument is used in conjunction with the WHEN P2/P3 
statement to transfer program control to a specified line number 
when the block check sequence at the appropriate pin is good. 


EXAMPLE: 
10 WHEN P2=BCG GOTO 100 
20 GOTO 20 
100 STOP 


WHEN P2/P3=FLAG This argument is used in conjunction with the WHEN P2/P3 
statement to transfer program control to a specified line number 
when the SDLC flag appears at the appropriate pin. 
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WHEN 


EXAMPLE: 
10 WHEN P2=FLAG GOSUB' 100 
20 GOTO 20 
100 STOP 


WHEN P2/P3=(HEX pair!" This argument is used in conjunction with the WHEN 
P2/P3 statement to transfer program control to a line number 
specified by GOTO or GOSUB. Transfer occurs when the data at 
the appropriate pin is equal to the byte specified by the bracketed 


HEX pair. 

EXAMPLE: 
10 WHEN P2="[7E]" GOTO 100 
20 GOTO 20 
100 STOP 


WHEN P2/P3=PE This argument is used in conjunction with the WHEN P2/P3 
statement to transfer program control to the line number specified 
by GOTO or GOSUB. Transfer occurs when a parity error is 


detected. 

EXAMPLE: 
10 WHEN P2=PE GOTO 100 
20 GOTO 20 
100 STOP 


WHEN P2/P3="string constant" This argument is used in conjunction with the WHEN 
P2/P3 statement to transfer program control to a line number 
specified by a GOTO or GOSUB. Transfer occurs when data at the 
appropriate pin is equal to the string. 


EXAMPLE: 
10 WHEN P2="ABC" GOTO 100 
20 GOTO 20 
100 STOP 
WHEN RTC This statement is used to transfer program control to a specified | 


line number when the Real Time Clock is equal to a string variable. 
EXAMPLE: 


10 DIM A$=12 

20 LET A$="123 10:20:0" 

30 WHEN RTC =A$ GOTO 100 
40 GOTO 40 
100 STOP 
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WHEN, Front End Programming, CLR, CMA, DNZ, DSZ 


WHEN TIMER This statement is used in conjunction with an integer and GOTO or 
GOSUB to transfer program control to a specified line number 
when the internal timer is equal to the integer in milliseconds. 
Upon execution of the WHEN TIMER statement, TIMER is set to 
the specified value and started. 


EXAMPLE: 
10 WHEN TIMER =1000 GOTO 100 
20 GOTO 20 
100 STOP 


WHEN XIOIN This statement is used to transfer program control to a specified 
line number when data is present at pin 2 of the XIO port. The 
data byte is moved to the byte variable specified. 


EXAMPLE: 
10 WHEN XIOIN x GOTO 100 
20 GOTO 20 
100 STOP 


Front End Programming 


5.02 Each front end processor employs six operating registers and one counter. The six 
registers are labeled A, B, C, D, Y, and Z. Register A serves as the main operating register 
while the Y and Z registers are general purpose registers, each with a special buffer for 
handling block check schemes (CRC and LRC). 


CLR This instruction is used to clear the BCC calculator by setting it to all zeros. 
It does not require an argument. 


CMA This instruction complements the data in register A. It is used primarily for 
handling FCS calculations in bit oriented protocols and does not require an 
argument. 

DNZ This instruction decrements an internal counter and skips the next instruction 


if the counter is not equal to zero. It does not require an argument. 


DSZ This instruction decrements an internal counter and skips the next instruction 
if the counter is equal to zero. It does not require an argument. 
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FEM, HEX, INP, INU, [XO, IXU, JMP, MOV 


FEM 


HEX 


INP 


INU 


IXO 


IXU 


JMP 


MOV 
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A FEM (Front End Micro) code is similar to the machine language (MICRO 
PROCESSOR CODE) of the Intel 8085 used in the ENCORE. It permits access 
to the same areas accessed by the ENCORE's front end processor. The use of 
FEM is limited to specially trained programmers. 


EXAMPLE: 


10 FEM "320030" 


This instruction allows a byte to print on the screen in HEX. It can be used 
with the Y and Z registers only. 


This instruction allows the ENCORE to input up to 256 characters. The 
number of characters to be input is specified by an argument of 0 to 255. A 0 
argument will input 256 characters, while no argument defaults to 1 character. 
Immediately after execution, the A register will contain the last character 
received. 


EXAMPLE: 


10 INP 25 


This instruction inputs up to 256 characters in the same manner as INP except 
that the BCC calculator is continually updated as each character is received. 


This instruction inputs up to 256 characters in a manner similar to that 
described for the INP instruction. This instruction, however, transfers each 
character to the main processor as it is received. 


This instruction combines the functions of IXO and INU. It inputs up to 256 
characters, transfers each one to the main processor, and updates the BCC 
calculator. 


This instruction transfers program control to the line number specified by the 
number following JMP. 


EXAMPLE: 


10 JMP 20 


This instruction is used to tranfer a data byte from one register to another 
without changing the contents of the source register. When entered, the 
specified registers are separated by the word "TO". 


EXAMPLE: 


10 MOV A TO 
B TO 


Z 
20 MOV Y 


MSK 


NPE 


PRE 


SET 


TAS 


MSK, NPE, PRE, QPE, RSN, SET, TAS 


This instruction performs a logical AND of the data in register A. The 
argument must be entered as a binary number. Leading zeros are optional. If 
an argument is not entered, the A register is set to all zeros. 

EXAMPLE: 


10 MSK 101 


This instruction turns off the parity flaw attribute regardless of data byte 
parity. 


This instruction presets the BCC calculator to all ones. No argument is 
required. 


This instruction turns on parity check ability. 


This instruction causes the ENCORE to drop sync and initiate a new search. It 
does not require an argument. 


This instruction is used to set an internal counter to any value between 0 and 
255. If an argument is not included, the counter is set to all zeros. 


EXAMPLE: 


10 SET 144 


This instruction tests the contents of register A for a flag or syne sequence, a 
binary number, or a character as outlined below: 


(a) If an argument is not entered, the register is tested for a flag or syne 
sequence and the next instruction is skipped if a flag or syne sequence is 
present. 


(b) If the argument is a binary number and that number is in register A, the 
next instruction is skipped. 


(ec) If the argument is a character entered in quotes and the binary 
equivalent of that character is in register A with the correct parity bit, 
the next instruction is skipped. 

EXAMPLE: 

10 TAS 


20 TAS 101 
30 TAS "x" 
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TAS A, TDS, TDS A, UPD, XBC, XMT 


TAS A 


TDS A 


UPD 


XBC 


XMT 
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This instruction is used in the SDLC mode to detect the occurrence of an abort 
(7 or more 1's in succession). If an abort is detected, the next instruction is 
skipped. 


This instruction takes the same form as TAS except that the next instruction is 
skipped if the contents of register A does not agree with the argument. 


This instruction takes the same form as TAS A except that the next instruction 
is skipped if an abort (7 or more 1's in succession) is not encountered. 


This instruction updates the BCC calculator with the data in register A. No 
argument is required. 


This instruction transfers the block check byte(s) from the Y and Z registers to 
the main processor. If the block check scheme employs a single character 
check, the transfer is between the Z register and the main processor. No 
argument is required. 


This instruction is used to transfer a data byte from any of the six operating 
registers to the main processor. When entered, the source register must be 
specified. 


EXAMPLE: 


10 XMT A 
20 XMT Z 
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CHAPTER 8 
X25/X75 OPERATION AND PROGRAMMING 


1. GENERAL 


1.01 This chapter provides the user with a background to the development of X25 and briefly 
describes the frame and packet level formats used for the exchange of information between 
DTE and DCE. It also contains the information required for operation of the ENCORE as an 
X25/X75 monitor or interactive simulator, including a detailed explanation of each operating 
mode followed by simple step-by-step operating procedures, The X25/X75 Applications 
Package is offered as option E252. For additional information, please call our Customer 
Service Department at (203) 438-3731. 


PURPOSE 


1.02 Acceptance of the X25 and X75 recommendations as international standards for data 
communications has prompted DIGITECH to develop comprehensive applications software 
packages for use with the ENCORE 200. It employs a user-friendly, menu driven operating 
system requiring the absolute minimum in user intervention. 


2. BACKGROUND 


2.01 Adopted by the International Telegraph and Telephone Consultive Committee (CCITT) in 
1976, X25 has been accepted by public and private networks throughout the world as the 
standard interface protocol for packet-switched communications. It was developed to permit 
communication between dissimilar equipment while sharing installed bandwidth, centralizing 
the message buffering hardware, and providing point-to-point error checking. It allows the 
terminal equipment of one subscriber to communicate with the equipment of any other 
subscriber by simply presenting data to the network in a specified format. 


2.02 From an operational point of view, packet switching is the transmission of individually 
addressed packets which may comprise all or only part of the entire message. Because each 
packet carries its own address information, it may be transmitted over a different circuit to 
the same destination. This eliminates wasting network bandwidth when waiting for replies. 
The user simply delivers packets to the network and the network assumes responsibility for 
managing the flow of data. 


2.03 The X25 recommendation describes the interface between Data Terminal Equipment 
(DTE) and the Data Circuit Equipment (DCE) used on a packet-switched network. It is 
comprised of three levels of standards. Level-1 defines the physical and electrical interface 
between DTE and DCE. Level-2 defines the characteristics and format of the data frame. 
Level-3 defines the characteristics and format of the data or information packet within the 
frame. The following paragraphs, 4.01 through 6.13, are supplied as a quick reference to the 
frame level and packet level formats described in the X25 Standard. Operation of the 
ENCORE in the X25/X75 environment is covered in paragraphs 7.01 through 18.01. 


3. LEVEL-1, PHYSICAL INTERFACE 


3.01 The Level-1 interface is that portion of the X25 reeommendation describing the physical, 
electrical, and functional characteristies of the link between DTE and DCE. The ENCORE 
assumes that this interface is RS-232 compatible. Information regarding this interface can be 
found in the appropriate specifications. 


4. LEVEL-2, FRAME LEVEL 


4.01 Level-2 describes the full-duplex Link Access Procedure (LAP or LAPB) used between 
DTE and DCE. The frame structure differs slightly depending on whether the bit oriented 
(HDLC/SDLC) or character oriented (BSC) mode is initialized. 
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CHARACTER ORIENTED FRAMING (BISYNC, BSC) 


4.02 Figure 8-1 shows the structure of a character oriented frame. This type of frame begins 
with two special synchronizing bit patterns used to place the transmitter and receiver in 
character phase. These synchronization characters and the pad character shown are not 
considered part of the actual frame when calculating frame size. Each frame transmitted by 
DCE is preceded by three synchronizing characters (SYN, HEX 32, binary 00110010) used to 
establish character phase. Each frame received by DCE must be preceded by at least two 
synchronizing characters. The pad character (HEX FF, binary 11111111) is required by some 
interface hardware to ensure that the last 8 bits of the Block Check Sequence (BCS) are 
shifted into the hardware register. Therefore, the pad character must immediately follow the 
BCS, but need not be checked by the receiver. The address field, control field, and 
information field are the same for both character oriented and bit oriented frames and are 
discussed in paragraphs 4.07 through 4.12. The flag sequences, transparency, and error 
checking scheme of the character oriented frame are discussed in the following paragraphs. 
Bit number 1 is the least significant bit and it is transmitted first. 


A minimum of two synchronizing 8-bit 


BITS 8 765 4321 characters required by receiving DCE. 


OCTET Not included in calculation of frame 
size. 
SYN = 32 HEX/00110010 binary 
Start flag consists of two 8-bit char- 
: acters, DLE and STX. 
oe .CDLE = 10 HEX/00010000 binary 
STX = 02 HEX/00000010 binary 
The address field, "A" or "B" is com- 
ADDRESS <—— prised of 8 bits. 
CONTROL A = 03 HEX/00000011/DCE command 


or DTE response 
INFORMATION 


B = 01 HEX/00000001/DTE command 
or DCE response 


Three types of control fields: 


FIELD 
Information transfer (always 


commands "A" address) 
S = Supervisory 
U = Unnumbered control function 
The information field contains packet 
level control information and user data. 


Prony 
i 


OR 


PACKET 


It is not ineluded in Supervisory or 
Unnumbered frames. 


End flag consists of two 8-bit characters, 
DLE and ETX. 


DLE = 10 HEX/00010000 binary 
ETX = 03 HEX/00000011 binary 


16-bit block check sequence 
8-bit pad, FF HEX/11111111 binary 


Fig. 8-1 Character Oriented (BSC) Frame Structure 
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CHARACTER ORIENTED FRAMING (BISYNC, BSC) 


4.03 Start Flag. The start flag sequence consists of two characters, Data Link Escape (DLE, 
HEX 10, binary 00010000) and Start of Text (STX, HEX 02, binary 00000010). Once 
synchronization is established, the receiving station expects this flag sequence. If any other 
sequence is received, the station initiates a syne search reverting to bit synchronization in an 
effort to establish character phase once again. 


4.04 End Flag. The end flag sequence consists of the two characters DLE and End of Text 
(ETX, HEX 03, binary 00000011). Once the end flag is correctly received, the receiving station 
is prepared to receive the 16-bit BCS. To accomplish this, the ETX must be preceeded by an 
odd number of DLE characters. 


4.05 Transparency. Character-oriented framing provides transparency for data within the 
information field. Whenever a DLE (HEX 10, binary 00010000) appears in the data, an 
additional DLE is inserted adjacent to it to identify it as data. The inserted DLE is later 
discarded and is not included in the BCS calculation. Whenever a 2-character DLE sequence is 
encountered, (e.g., DLE STX, DLE ETX), the second DLE is not inserted. The DLE sequences 
are interpreted as follows: 


e DLE STX indicates the start of transparency. 


@ When two DLE characters appear adjacent to each other, one is supressed and the 
other is considered data. 


e If the 2-character sequence DLE ETX is not immediately preceded by an odd number 
of DLE characters, it indicates the end of transparency. 


e If the 2-character sequence DLE SYN is not immediately preceded by an odd number 
of DLE characters, it is discarded. The discarded sequence is not included in the 
BCS ealculation. 


4.06 Block Check Sequence. All character oriented frames include a 16-bit Block Check 
Sequence (BCS) immediately following the end flag for error detection purposes. The start 
flag (DLE STX) and the synchronization time-fill (DLE SYN) are not included in the BCS 
calculation. The calculation is based on the contents of the address, control, and information 
fields, excluding inserted DLE characters. The end flag ETX character is also included in the 
BCS calculation, but the end flag DLE is not. 
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BIT ORIENTED FRAMING (HDLC/SDLC) 


4.07 A typical bit oriented frame is constructed as shown in Figure 8-2. It includes a 
beginning and ending flag, an address field, a control field, and depending on packet type, an 
information field. Each type of frame and the various fields which may comprise a frame are 
discussed in the following paragraphs. Bit number 1 is the least significant bit and it is 
transmitted first. Bits 1 through 8 comprise a single octet. 


All frames begin and end with an 8-bit 
flag sequence (HEX 7E). The ending flag 
of one frame may begin the next. 


Se The address field, "A" or "B", is com- 
prised of 8 bits. 
. i cakes A = 03 HEX/00000011/DCE Command 
or DTE Response 
: desesteiaaaai B = 01 HEX/00000001/DTE Command 
3 CONTROL or DCE Response 


Three types of control fields: 
I 


INFORMATION 
FIELD 


Information transfer (always 
commands "A" address) 

S = Supervisory 

U = Unnumbered control function 


OR 


PACKET 


The Information Field contains packet 
level control information and user data. 
It is not included in Supervisory or Un- 
numbered frames. 


------ FC 


S 
END FLAG 


16-bit frame check sequence 


nding flag 


Fig. 8-2 Bit Oriented (HDLC/SDLC) Frame Structure 


4.08 Flag Sequence Field. The flag is a unique sequence of eight bits (01111110, or HEX 7E) 
which begin and end a frame. A single flag can be used to end one frame while beginning 
another. 


4.09 Address Field. The address is comprised of eight bits and is either an "A" or "B". The 
"A" (HEX 03, 00000011) indicates a DCE command or DTE response. The "B" (HEX 01, 
00000001) indicates a DTE command or DCE response. 


4.10 Control Field. Information is transferred as either a command or a response and is 


controlled using one of the following three basic control field formats. As shown in Figures 8- 
3 and 8-5, these formats specify the type of frame and appropriate commands or responses. 
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BIT ORIENTED FRAMING (HDLC/SDLC) 


(a) Information Frames. Frames of this type are designed to sequentially transfer 


8 7 6 


information. The control field includes the send and receive frame counts, which 
may or may not acknowledge additional frames received by the DTE or DCE, and the 
P/F (poll or final) bit. 


BITS CONTROL FIELD 
9 4 3 2 1 


N(R) P N(S) 0 I = Information transfer frame 


Notes: N(S) = Transmitter send sequence number 
N(R) = Transmitter receive sequence number 
P = Poll bit (primary) 


Fig. 8-3 Information Transfer Frame 


(b) Supervisory Frames. Supervisory frames are used to perform such link control 


functions as the request to retransmit information frames (REJ), the acknowl- 
edgement of previously received information frames (RR), and the temporary 
suspension of inforamtion frame transmissions (RNR). 


BITS CONTROL FIELD 
8 7 6 5 4 3 2 #1 
N(R) F S 0 1 S = Supervisory command/response 


N(R) 


N(R) 


N(R) F 010 1 RNR 


F 000 1 RR 


Receive ready 


Receive not ready 


F 100 1 REJ 


Reject 


Notes: N(R) = Transmitter receive sequence number 
F = Final bit (secondary) 
S = Supervisory function 


Fig. 8-4 Supervisory Command/Response Frames 
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(1) REJ. The Reject supervisory frame is used to request retransmission of the 


(2) 


(3) 


information frames. These frames begin with the rejected frame and end with 
the last unacknowledged frame. Additional information frames may be 
transmitted after these frames are retransmitted. 


RR. The Receive Ready supervisory frame is used as a response to indicate 
that a station is ready to receive frames after a temporary suspension due to a 
busy (RNR) condition. It is also used to acknowledge previously received 
information frames up to and including N(R)-1, when not acknowledged by an 
information frame and as a command to query the state of the other station. 


RNR. The Receive Not Ready supervisory frame is a secondary response used 
to indicate a busy condition. The transmission of a valid UA, RR, SABM, or 
SARM indicates that the busy condition is cleared. 


(ec) Unnumbered Frames. Unnumbered frames are used to provide additional link 
control functions. They contain no send or receive frame sequence numbers. 


BITS CONTROL FIELD 
8 7 6 5 4 3 2 1 
M P/F M 1 1 U = Unnumbered command/response 
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Set asynchronous response mode/Dis- 


000P414141#41 SARM/DM 

connect response mode 
001P414%i14i1#41 SABM 
010 P0011 DISC 
0O11F 001 #1 VA 
100 F 041411 CMDR 


Set asynchronous balance mode 


Diseonnect 


Unnumbered acknowledge 


Command reject 


Modifier function 
Poll bit (final) or final bit (secondary) 


Fig. 8-5 Unnumbered Command/Response Frames 


(1) 


(2) 


(3) 


(4) 


(5) 


BIT ORIENTED FRAMING (HDLC/SDLC) 


SARM/DM. The Set Asynchronous Response Mode (SARM) is an unnumbered 
command used to place the addressed station in the Asynchronous Response 
Mode (ARM). No information field is permitted with the SARM command. A 
DTE or DCE confirms acceptance of SARM by the transmission of a UA 
response at the first opportunity. Upon acceptance of this command, the DTE 
or DCE receive state variable V(R) is set to zero. Previously transmitted 
information frames that are unacknowledged when this command is actioned 
remain unacknowledged. The SARM command may be used by the DTE or DCE 
in the Information Transfer Phase to reset one direction of information 
transmission. 


The Disconnect Mode (DM) response is used to report a status where the DTE or 
DCE is logically disconnected from the link and is in the Disconnect Phase. The 
DM reponse is sent to request a SARM/SABM command, informing the primary 
that the secondary is still in Disconnect Phase and cannot action the previous 
SARM/SABM command. No information is permitted with the DM response. 


SABM. The Set Asynchronous Balance Mode (SABM) is an unnumbered 
command used to place the addressed station in the Asynchronous Balance Mode 
(ABM) Information Transfer Phase. No information field is permitted with the 
SABM command. A DTE or DCE confirms acceptance of SABM by the 
transmission of a UA response at the first opportunity. Upon acceptance of this 
command, the DTE or DCE send state variable V(S) and the receive state 
variable V(R) are set to zero. Previously transmitted information frames that 
are unacknowledged when this command is actioned remain unacknowledged. 


DISC. The Disconnect (DISC) is an unnumbered primary command used to 
terminate the mode previously set. It informs the secondary that operation is 
suspended and is acknowledged by secondary transmission of a UA response at 
the first opportunity. This type of frame does not include an information field. 
Unacknowledged frames transmitted prior to DISC remain unacknowledged. 


UA. The Unnumbered Acknowledge is a secondary response used to acknowl- 
edge the Unnumbered (U) control frame command. The secondary transmits the 
response prior to any action directed by the command. This type of frame does 
not include an information field. 


CMDR. The Command Reject (CMDR) is a secondary response used to report 
an error condition that retransmission of the error frame will not correct. The 
information field immediately following the control field consists of three 
octets and is returned with this response to provide the reason for the CMDR. 


4.11 Information Field. The information field normally contains the packet data which is 
transmitted as part of an information frame. Although unrestricted with respect to code or 
grouping of bits, the field length is a specified parameter of the system. An information field 
is also transmitted as part of an unnumbered Command Reject response (CMDR). In this case, 
it consists of three octets which include the reason for reject. 


4.12 Frame Check Sequence (FCS). The FCS is a 16-bit sequence immediately preceding the 
frame end flag. It is used by the receiving device to detect the presence of transmission 


errors. 
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5. LEVEL-3, PACKET LEVEL 


5.01 This section of the X25 recommendation deseribes the packet structure and procedures 
for the exchange of packets between DTE and DCE. It explains how calls are established, 
maintained and cleared, and how user data and control information are structured into packets 
for presentation to the networks. The following paragraphs present this information to the 
user in an abbreviated form. For additional information refer to the X25 or appropritae 
network specification. 


5.02 Level-3 packets contain control information and user data issued by the called and 
calling DTE's. Each packet includes some or all of the following information depending on its 


type. 

General Format Identifier 
Logical Channel Group Number 
Logical Channel Number 
Packet Type Identifier 
Called DTE Address Length 
Calling DTE Address Length 
Called DTE Address 

Calling DTE Address 
Facility Field Length 
Facility Field 

User Data 


5.03 General Format Identifier. The general format identifier consists of the first four bits 
of octet one. It is used to indicate the packet sequence numbering scheme which is either 
modulo 8 or 128 as shown in Table 8-1. If the numbering scheme is modulo 8, no more than 8 
outstanding packets are permitted. If the scheme is modulo 128, no more than 128 outstanding 
packets are permitted. | 


TABLE 8-1 


GENERAL FORMAT IDENTIFIER 


PACKET OCTET 1 

TYPE siaaccadac a BITS 8 7 6 5 
Data (0-7 outstanding packets) 8 x 0 0 1 
Data (0-127 outstanding packets) 128 x 0 1 0 


Note: x= 1 or 0 as described in subsequent paragraphs. 
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5.04 Logical Channel Group Number. This binary number is coded into bits 1 through 4 of 
octet one. It is included in every packet except those used for restart. For switched circuits, 
this number (0 to 15) is assigned during call set-up. For permanent virtual circuits, the number 
is assigned according to prior agreement between network and subscriber. 


5.05 Logical Channel Number. This 8-bit binary number is coded into octet two. It is 
included in every packet except those used for restart. For switched circuits, this number (0 
to 255) is assigned during call set-up. For permanent virtual circuits, the number is assigned 
according to prior agreement between network and subscriber. 


5.06 Packet Type Identifier. As shown in Table 8-2, octet three is used to identify the 
various types of packets. Packet types are detailed later in paragraphs 5.14 through 5.31. A 
question mark (?) following the packet name indicates a request; an exclamation point (!) 
indicates an accept. 


TABLE 8-2 
PACKET TYPE IDENTIFIER 
PACKET TYPE HEX OCTET 3 

DCE/DTE NAME DTE TO DCE LD. BITS 8 7654321 
Call Set-up and Clearing 

Incoming Call CAL? Call Request 0B 000031011 

Call Connected CAL! Call Accepted OF 000013111 

Clear Indication CLR? Clear Request 13 00031001 1 

DCE Clear Confirmation CLR! DTE Clear Confirmation 17 000310312141 
Data and Interrupt 

DCE Data . DTE Data x X xX xX x x x 0 

DCE Interrupt INT? DTE interrupt 23 0031000311 

DCE Interrupt Confirmation INT! DTE Interrupt Confirmation 27 00100111 
Flow Control and Reset 

DCE Receive Ready RR DTE Receive Ready 01 x x x 0 0 0 0 1 

DCE Receive Not Ready RNR DTE Receive Not Ready 05 x x x 0 01 0 1 

--REJ DTE Reject 09 x x x 010 01 

Reset Indication RSR? Reset Request 1B 00011011 

DCE Reset Confirmation RSR! DTE Reset Confirmation 1F 00031112121 
Restart 

Restart Indication RST? Restart Request FB 1114131 0di1éi21 

DCE Restart Confirmation RST! DTE Restart Confirmation FF fC EL 2 a 


Note: x= 0 or 1 as described in subsequent paragraphs. 


5.07 Called DTE Address Length. Bits 1, 2, 3, and 4 of octet 4 indicate the length of the 
called DTE address in semi-octets (half an octet or 4 bits). The address length is binary coded 
and bit 1 is the least significant bit. 


5.08 Calling DTE Address Length. Bits 5, 6, 7, and 8 of octet 4 indicate the length of the 


calling DTE address in semi-octets. The address length is binary coded and bit five is the least 
significant bit. 
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5.09 Called DTE Address. Octet 5 contains the first one or two digits (one digit per semi- 
octet) of the called address, It is followed by the number of semi-octets required to complete 
the address as specified by bits 1 through 4 of octet 4. 


5.10 Calling DTE Address. This address is contained in the semi-octets immediately 
following the called address. The number of semi-octets in the address is determined by bits 5 
through 8 of octet 4. Bits 1 through 4 of the last octet in the address may be zero filled as the 
address field must always contain an integral number of octets. 


5.11 Facility Field Length. This field consists of bits 1 through 6 of the first octet to follow 
the calling address. This field is a binary number indicating the total number of octets in the 
facility field (62 max). 


5.12 Facility Field. This field is only present when DTE is using an optional user facility 
requiring some indication in the call request and incoming call packets. The field contains a 
sequence of octet pairs. The first octet of each pair is a facility code indicating the facility or 
facilities requested. The second octet is the facility parameter. The facility field contains an 
integral number of octets. The actual length of the field depends on the facilities offered by 
the network but it cannot exceed 62 octets. 


5.13 User Data. In the call request or incoming packet, up to 16 octets of user data may 


follow the facility field. In the absence of an optional user facility field, the maximum data 
field length is a fixed system parameter common to all logical channels. 
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CALL SET-UP AND CLEARING PACKETS 


5.14 Call set-up and clearing packets include four packet types: the call request or incoming 
call packet, the call connected or call accepted packet, the clear request or clear indication 
packet, and the clear confirmation packet. These packets are used to establish switched 
virtual circuits between DTE's. 


5.15 CAL? If this packet is transmitted by DTE, it is considered a call request and indicates 
that DTE wishes to set-up a virtual circuit. When received by DTE, it is considered an 
incoming call packet and indicates that a calling DTE wishes to establish a virtual circuit. In a 
call request packet, bit 8 of the general format identifier is considered the D-bit (delivery 
configuration). It is set to 1 if DTE wishes to receive an end-to-end acknowledgement of its 
transmitted data. A typical call request or incoming call packet format is shown in Figure 8-6. 


BITS 8 7 #6 5 4 3 2 1 
OCTET General format identifier. 0001 = Modulo 8 


1 

9 uw LCN = 0 to 255 

3 a Packet ID. 00001011 = Call Request 

4 Calling DTE Called DTE Length of calling DTE address in semi- 
address length address length |‘ octets (BCD). . . 

5 DTE Address Length of called DTE address in semi- 


octets (BCD). 


followed by calling DTE address. 


0 bits added if needed for even number 
of semi-octets. 


i DTE address when present 


0 0 O 0 
0 OO Facility Length 


Length of facility field in octets. Bits 7 

and 8 are always set to zero. 

Facilities 

\ Optional user facility for call request 
and incoming call packet (62 octets 
maximum). 


62 Octets Max 


User Call Data User data, if present, is passed 
~<—unchanged to called DTE (16 octets 
16 Octets Max maximum). 


Note: The figure assumes that a single address is present consisting of an odd number of 
digits and that the call user data field is an integral number of octets in length. 


Fig. 8-6 Call Request or Incoming Call Packet 
Page 8-11 


PUB. NO. 810-00184A 


5.16 CAL! If a called DTE accepts an incoming call, it transmits this packet as a call accept 
to the calling DTE. The calling DTE receives the packet as a call connected indication. The 


call accepted or call connected packet format, consisting of three octets, is shown in Figure 8- 
7. 


BITS 8 7 6 5 4 3 2 1 
OCTET 
1 0 001 Logical Channel| _ General format identifier. 0001 = Modulo | 
Group Number LCGN = 0 to 15 
2 Logical Channel Number <~LCN = 0 to 255 
Packet I.D. 00001111 = Call connected 
3 9 9 OO TF 1 11 or call accepted 


Fig. 8-7 Call Accepted or Call Connected Packet 


5.17 CLR? If the called DTE cannot accept an incoming call, it transmits a clear request 
packet. The calling DTE receives this as a clear indication packet. The clear request or clear 
indication packet consists of four octets as shown in Figure 8-8. 


BITS 8 7 6 5 4 3 2 1 


OCTET 
1 0001 Logical Channel General format identifier. 0001 = Modulc 
Group Number LCGN = 0 to 15 
3 | 0 0 0 1 0 0 1 1 |ePacket ee = clear indication 
4 | Clearing Cause =f ef clear request, all bits are o, otherwis 
BITS 
CLEARING CAUSE HEX 8 7 6 5 4 3 #2 =1 
Number Busy = 01 = 0 0 0 0 0 0 90 #1 
Out of Order = 09 = 0 0 0 0 41 0 0 1 
Remote Procedure Error = 11 = 0 0 0 1 0 0 90 1 
Number Refuses Reverse Charging = 19 = 0 0 0 1 1 0 0 1 
Invalid Call = 03 = 0 0 0 0 0 0 1 1 
Access Barred = 0B = 0 0 0 0 1 0 21 21 
Local Procedure Error = 13 = 0 0 0 1 90 0 1 4/1 
Network Congestion = 05 = 0 0 0 0 0 1 0 1 
Not Obtainable = 0D = 0 0 0 0 1 1 0 21 


Fig. 8-8 Clear Request or Clear Indication Packet 
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5.18 CLR!. The clear confirmation packet is transmitted by a calling DTE to confirm a clear 
indication packet when the called DTE cannot accept an incoming call. It may also be 
transmitted by either DTE when data transfer is complete. The three octets of the clear 
confirmation packet are shown in Figure 8-9. 


BITS 8 7 6 5 4 3 2 1 
OCTET 
Logical Channel|_ General format identifier. 0001 = Modulo 8 
1 0 0 O 1 4 
Group Number LCGN = 0 to 15 


2 Logical Channel Number <LCN = 0 to 255 


_ Packet I.D. 00010111 = DTE or DCE 
clear confirmation 


Fig. 8-9 Clear Confirmation Packet 


DATA AND INTERRUPT 


5.19 Data and interrupt packets provide for the transfer of user data and interrupt conditions 
between DTE and DCE during the information transfer state. These packets include the data 
packet, the interrupt packet, and the interrupt confirmation packet as described in the 
following paragraphs. 


5.20 Data Packet. Packet data may be transmitted in two levels as indicated by the Q-bit. 
Each data packet is sequentially numbered from 0 to 7 (modulo 8) or 0 to 127 (modulo 128). 
This number is called the packet send or receive sequence number. The first packet 
transmitted is always given the number zero. Level-1 and Level-2 packets may not be 
intermixed. Typical data packet format is shown in Figure 8-10. 


BITS 8 7 6 5 4 3 2 1 General format identifier. Q-bit = 0 = 1 
OCTET level of data. Q-bit = 1 = 2 levels of 
1 Logical Channel | ,“ data. 
Group Number LCGN = 0 tol5 
2 Logical Channel Number ~<LCN = 0 to 255 
3 P(R) M P(S) 0 Bits 6, 7, and 8 are the binary coded 
packet receive sequence number. Bit 5 = 
1 if more data packets are to follow. 
4 User Data Bits 2, 3, and 4 are the binary coded 


packet send sequence number. 


its following octet 3 are user data. 


Fig. 8-10 Data Packet 
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5.21 INT?. Nonsequenced interrupt packets permit bypass of the normal data packet 
transmission sequence. This allows an interrupt (e.g., break key on terminal keyboard) to be 
transmitted without being subject to the flow control imposed on data packets. The interrupt 
packet consists of four octets as shown in Figure 8-11. 


BITS 8 7 6 5 4 3 2 JI 
OCTET 
1 0 00 1 Logical Channel| General format identifier. 0001 = Modulc 
Group Number LCGN = 0 to 15 
2 Logical Channel Number ~< LCN = 0 to 255 
3 0 0 1 0 0 0 #1 #1 Packet I.D. 00100011 = interrupt 
4 Interrupt User Data ~<- Bits following octet 3 are user data. 


Fig. 8-11 Interrupt Packet 


5.22 INT!. This packet is used to confirm the interrupt condition. It consists of three octets 
as shown in Figure 8-12. 


BITS 8 7 6 5 4 3 2 1 


OCTET 
1 Logical Channel| __ General format identifier. 0001 = Modulo 8 
Group Number LCGN = 0 to 15 
2 <LCN = 0 to 255 
3 Packet I.D. 00100111 = interrupt confir- 


mation. 


Fig. 8-12 Interrupt Confirmation Packet 
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FLOW CONTROL AND RESET 


3.23 Flow control and reset packets control the transfer of data packets and reset conditions 
on each logical channel. The transmission of data is controlled separately for each direction 
and is based on the appropriate response from the receiver. These packets include the receive 
ready, receive not ready, reject, reset request, and reset confirmation packets as described in 
the following paragraphs. 


5.24 RR. Receive Ready packets are used by DTE or DCE to indicate that it is ready to 
receive data packets beginning with a specified sequence number, P(R). The RR packet 
consists of three octets as shown in Figure 8-13. 


BITS 8 7 6 5 4 3 2 #1 
OCTET General format identifier. 0001 = Modulo 


Logical Channel 8. 0010 = Modulo 128. 
: 0 9 © 1° Group Number |“ LCGN = 0 to 15 
2 Logical Channel Number ~—-LCN = 0 to 255 
3 P(R) 0 00 0 1 Bits 6, 7, and 8 = binary coded packet 


“receive sequence number. 
Packet I.D. 00001 = RR. 


Fig. 8-13 Receive Ready Packet 


5.29 RNR. The Receive Not Ready packet is used by DTE or DCE to indicate a temporary 
inability to receive data packets. When an RNR packet is received, it signals the DTE or DCE 
to stop transmitting data packets on the specified logical channel. RNR is cleared by RR or 
reset. The RNR packet consists of three octets as shown in Figure 8-14. 


BITS 8 7 6 5 4 3 2 #1 
OCTET General format identifier. 0001 = Modulo 
Logical Channel 8. 0010 = Modulo 128. 
A i . . Group Number A TLCGN =Q told 
2 Logical Channel Number ~<~LCN = 0 to 255 
3 P(R) 0 01 01 Bits 6, 7, and 8 = binary coded packet 


“~receive sequence number. 
Packet [.D. 00101 = RNR. 


Fig. 8-14 Receive Not Ready Packet 
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5.26 REJ. The DTE reject packet initiates retransmission of data packets as specified by the 
P(R). The REJ packet consists of three octets as shown in Figure 8-15. 


BITS 8 7 6 5 4 3 2 #41 
OCTET General format identifier. 0001 = Modulo 


Logical Channel | ,-8. 0010 = Modulo 128 
: 0 9 © 1! Group Number |“ LCGN = 0 to15 
2 Logical Channel Number ~<-LCN = 0 to 255 
3 P(R) 0 1001 Bits 6, 7, and 8 = binary coded receive 


“S sequence number. 
Packet ILD. 01001 = REJ. 


Fig. 8-15 Reject Packet 


5.27 RSR?. The reset request is used to reinitialize the virtual circuit removing all data and 
interrupt packets from the network. The reset request is initiated by DTE and specifies the 
logical channel (LCN) to be placed in the Reset Request State. DCE indicates reset by 
transmitting a reset indication packet which specifies the LCN and the reason for reset. This 
places the logical channel in the DCE Reset Indication State where the DCE will ignore data, 
interrupt, RR, and RNR packets. This type of packet consists of five octets and is shown in 
Figure 8-16. 


BITS 8 7 6 5 4 3 2 1 General format identifier. 0001 = Modulo 
OCTET 8. 0010 = Modulo 128. 
; D0 0 1. Logical Channel],/ LCGN = 0 to 15 
Group Number | 
2 Logical Channel Number ee LENS 10209 
Packet I.D. 00011011 = Reset request 
3 “or reset indication. 
4 Reset request = 00000000 
Reset indication (see bit configuration 
5 below). 
Reset request = 00000000 
Reset indication = not specified. 
BITS 
RESETTING CAUSE HEX 8 7 6 5 4 3 #2 = 1 
Out of Order = 01 = 0 0 0 0 0 0 0 1 
Remote Procedure Error = 03 = 0 0 0 0 0 0 1 1 
Local Procedure Error = 05 = 0 0 0 0 0 1 0 1 
Network Congestion | = 07 = 0 0 0 0 0 1 1 1 


Fig. 8-16 Reset Request Packet 


Page 8-16 


FLOW CONTROL AND RESET, RESTART 


5.28 RSR!. When in the DTE Reset Request State, DCE confirms reset by sending DTE a 
reset confirmation packet. When in the DCE Reset Indication State, DTE confirms reset by 
sending DCE a reset confirmation packet. The reset confirmation packet consists of three 
octets as shown in Figure 8-17. 


BITS 8 7 6 5 4 3 2 1 


oonee Fopical Channel General format identifier. 0001 = Mod- 
1 0 0 0 1 Ge Number [roulo 8. 0010 = Modulo 128. 
LCGN = 0 to 15 
2 Logical Channel Number “LCN =0 to 255 
3 ~w Packet I.D. 00011111 = reset confir- 
mation. 
Fig. 8-17 Reset Confirmation Packet 
RESTART 


9.29 Restart packets are used to clear all switched virtual circuits and reset all permanent 
virtual circuits of the DTE/DCE interface. This allows the system to recover from major 
failures and return to the state that it was in when service was initiated. These packets 
include the restart request and restart confirmation packets as described in the following 
paragraphs, 


9.30 RST?. The restart is used to simultaneously clear all switched virtual circuits and reset 
all permanent virtual circuits at the DTE/DCE interface. The DTE may initiate a restart 
request at anytime by transmitting a restart request packet. This places the logical channel 
interface in the DTE restart request state. DCE indicates a restart by transmitting a restart 
indication packet. This places the logical channel interface in the DCE restart indication 
state, where DCE will ignore data, interrupt, call set-up and clearing, flow control, and reset 
packets. The restart request or indication packet consists of four octets as shown in Figure 8- 
18. 


BITS 8 7 6 5 4 3 2 1 
OCTET General format identifier. 0001 = Mod- 
ulo 8. 00010 = Modulo 128. 
: a A“ LCGN = 0000, all circuits cleared 
: 0 9 09 0 0 GO 8 F } LEN = 00000000, all circuits cleared 
3 1 231 21 21 +21 #0 1 1 Jw Packet I.D. 11111011 = Restart request 
or indication packet. 
4 Restarting Cause 
ON gractart request = 00000000 
Restart indication: 
BITS 
RESTARTING CAUSE HEX 8 7 6 5 4 3 #2 #1 
Local Procedure Error = 01 = 0 0 0 0 0 0 0 1 
Network Congestion = 03 = 0 0 0 0 0 0 1 1 


Fig. 8-18 Restart Request Packet 
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5.31 RST!. This packet is used by DCE to confirm the DTE restart request. Confirmation 
places the logical channels used for switched virtual circuits in the Ready State and those used 
for permanent virtual circuits in the Flow Control Ready State. When used by DTE, the 
restart confirmation packet places the logical channels for switched virtual circuits in the 
Ready State and those used for permanent virtual circuits in the Flow Control Ready State. 
The restart confirmation packet consists of three octets as shown in Figure 8-19. 


BITS 8 7 6 5 4 3 2 1 
OCTET General format identifier. 0001 = Mod- 
uulo 8. 0010 = Modulo 128. 


: LCGN = 0000, all circuits cleared 
2 ~—-LCN = 00000000, all circuits cleared 
3 «Packet I.D. 11111111 = Restart confir- 


mation. 


Fig. 8-19 Restart Confirmation Packet 


6. TRANSMISSION PROCEDURES 


6.01 For the purpose of this discussion, the characteristics of the DTE and DCE are described 
as interpreted by the ENCORE. 


LINK DOWN STATE 


6.02 In the Link Down State, DCE continually transmits DISC commands at intervals 
established by the value of an internal DCE timer, T1. In this state, the DISC poll bit is set to 
1 (reference Figure 8-5). This continued transmission of DISC commands is an indication to 
DTE that DCE is prepared to bring the link up. The Link Down State is the same regardless of 
whether balanced (LAPB) or unbalanced (LAP) procedures are used. 
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LINK SET-UP (LAPB) 


6.03 As shown in Figure 8-20, balanced link set-up is accomplished with fewer frame trans- 
missions than unbalanced set-up. Prior to set-up, as mentioned in the preceeding paragraph, 
DCE continually transmits DISC frames until DTE responds with an unnumbered acknowledge 
frame, UA. Upon receipt of the UA, DCE stops transmitting DISC frames and starts an 
internal timer, T3. DCE now expects the SABM frame to follow the UA within the T3 time. If 
T3 runs out before the SABM is received, it returns to the Link Down State. However, if the 
SABM is received prior to T3 time out, DCE transmits the UA bringing the link up and entering 
the Information Transfer State. It is important to note that DCE can only respond to the 
SABM during T3. Upon completion of the Link Set-Up Procedure, all counters and timers are 
initialized to zero. 


DTE DCE 

DISC In the link down state, DCE transmits DISC com- 
mands at "T1" intervals. 

UA 
DTE indicates a request for link set-up by trans- 
mitting UA followed by SABM. 

SABM 

UA DCE responds with a UA and the link is up. 


TYPICAL PRINTOUT OF ABOVE FRAME TRANSMISSIONS 


FLAGS A TYPE NR NS PF FCS’ FLAGS A TYPE NR NS PF_ FCS 
6663 A DISC 1 1E 
7196 A DISC 1 1E 
7196 A DISC 1 1E 
7196 A DISC 1 1E 
7196 A DISC 1 1E 
7196 A DISC 1 1E 

OVER A UA 1 3d 

0002 B  SABM 1 k_ 
0028 =si{’B UA 1 W 


Fig. 8-20 LAPB Set-Up Diagram and Typical Display 
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LINK CLEAR-DOWN (LAPB) 


6.04 While DCE is in the Information Transfer State, DTE may clear-down the link by trans- 
mitting a DISC command. Upon receipt of this command, DCE responds by retransmitting the 
UA frame and starting timer T3. If DTE does not transmit the SABM before T3 runs out, DCE 
transmits the DISC and enters the Link Down State. 


LINK SET-UP (LAP) 


6.05 The unbalanced method of setting up the link is similar to the balanced method except 
that both sides of the link (DTE and DCE) must be set-up separately, i.e., both sides must 
transmit and acknowledge the SARM command. As shown in Figure 8-21, DCE continually 
transmits DISC commands, while in the Link Down State, until DTE responds with the UA, 
followed by the SARM command. DCE then acknowledges the DTE SARM with the UA, sets 
timer T3, and transmits its own SARM. Finally DTE must acknowledge the SARM by 
responding with the UA before T3 runs out. If T3 runs out, DCE will retransmit its SARM N2 
times before returning to the Link Down State. N2 is another internal DCE timer set for the 
number of SARM retransmission. If the final UA is received within the allotted time, the link 
is up and all timers and counters are initialized to zero. 


DTE DCE 


In the link down state, DCE transmits DISC 
commands at "T1" intervals. 


DTE indicates a request for link set-up by 
transmitting a UA response followed by a SARM 
command. 


DCE responds with a UA followed by a SARM 
command. 


DTE responds with a UA and the link is up. 


TYPICAL PRINTOUT OF ABOVE FRAME TRANSMISSION 


FLAGS A TYPE NR NS PF FCS_ FLAGS 


A TYPE NR NS PF FCS 
7645 A DISC 1 1E 
7195 A DISC 1 1E 
7197 A DISC 1 1E 
1197 A DISC 1 1E 
7196 A DISC 1 1B 
7196 A DISC 1 1E 
7195 A DISC 1 1E 
OVER A UA 1 3d 
0002 B  SARM 1 im 
0028 B UA 1 W 
0002 A  SARM 1 YM 
0028 A UA 1 3d 


Fig. 8-21 LAP Set-Up Diagram and Typical Display 
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LINK CLEAR-DOWN (LAP) 


6.06 As described for the balanced mode, Link Clear-Down is initiated by DTE while DCE is in 
the Information Transfer State. DTE transmits the DISC command and DCE acknowledges by 
transmitting the UA. A UA response from DTE at this point is optional in that DCE will enter 
the Link Down State with or without a response. 


INFORMATION TRANSFER (LAP and LAPB) 


6.07 During the Information Transfer State, the link employs a frame sequence number 
scheme used to acknowledge the receipt of an information frame, and in the case of a reject, 
to indicate which frames must be retransmitted. The scheme uses a send and receive frame 
sequence number, N(S) and N(R) respectively, and a send a receive variable, V(S) and V(R) 
respectively. N(S) and N(R) are included in the information frame. The variables are used by 
DTE and DCE to control N(S) and N(R). 


6.08 When DCE or DTE transmits an information frame, the frame send sequence number, 
N(S), is set equal to its send variable, V(S), and the receive sequence number, N(R), is set equal 
to its receive variable, V(R). After the frame is transmitted, V(S) is incremented by 1. If V(S) 
is now greater than the number of outstanding frames allowed (window size), no further 
information frames will be transmitted until one or more outstanding frames are acknowledged 
or until the REJ frame requests retransmission of the invalid frame. Information frames may 
be acknowledged by the receipt of an information frame (INFO), a receiver ready frame (RR), 
a receiver not ready frame (RNR), or a reject frame (REJ). When a valid acknowledgement is 
received, V(R) is incremented by 1. In the next frame transmitted, N(R) is set to the value of 
V(R). A valid receive, N(R), must be greater than the last received N(R) and equal to or less 
than the current V(S). If the N(R) is outside this range, it will cause a reset. 


6.09 When a received frame is invalid due to an incorrect FCS, it is discarded. If it is invalid 
because the received N(S) is not equal to V(R), the information content of the frame is 
discarded and a REJ response is transmitted with the N(R) set one higher than the last 
correctly received N(S). The information content of all subsequently received frames is then 
discarded until the expected frame is received. 


A. Receiving Acknowledgement 


6.10 When correctly receiving an information or supervisory frame, (RR, RNR, or REJ), the 
N(R) contained in this frame is considered an acknowledgement of all the frames it has 
transmitted with a N(S) up to the received N(R) minus one. 


B. Receiving Reject 


6.11 When receiving a REJ, V(S) is set to the N(R) received in the REJ control field. The 
corresponding INFO frame and subsequently transmitted frames are then retransmitted as soon 
as they are available. 


C. Reset (LAPB) 


6.12 Reset of the balanced link is accomplished during the Information Transfer State when 
DTE transmits the SABM command. DCE responds to the SABM by transmitting a UA at the 
first opportunity and resetting its send and receive state variable to zero. Under certain 
reject conditions, DCE may initiate the reset by transmitting a command reject response, 
CMDR. 
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D. Reset (LAP) 


6.13 Reset of the unbalanced link is also accomplished during the Information Transfer State. 
DTE may initiate the reset by transmitting the SARM command. DCE then transmits the UA 
response at the earliest convenience and sets its V(R) to zero. When DCE initiates a reset, it 
transmits the SARM and starts timer T1. DTE must then respond with a UA before T1 runs 
out. If the response is in time, DCE stops T1, sets its send state variable to zero, and the link 
is reset. However, if T1 runs out, DCE restarts T1 and retransmits the SARM N2 times. If 
there is no response after N2 retransmission, DCE transmits a DISC command and enters the 
Link Down State. 
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7. X25/X75 OPERATING SYSTEM 


7.01 This disc based package employs a powerful menu driven operating system which allows 
the user to monitor, capture, and display information in a packet-switched environment. It 
allows the user to define new packets or redefine existing packets to comply with network 
specifications. In the interactive modes, the user may write, store, and execute scenarios that 
allow the ENCORE to actively simulate network components (DCE or DTE). The operating 
system requires 126K bytes of dise storage, leaving 112K bytes for storing captured data. 


7.02 Included in the following paragraphs is a detailed explanation of each item in the 
X25/X75 MENU. This includes a description of monitor commands, display commands, and 
typical operating procedures where appropriate. The Initial Operating Procedure includes the 
instructions required to power-up the ENCORE using the X25/X75 Interactive Monitor 
Applications Software. 


7.03 Following the Initial Operating Procedure, each item of the X25/X75 MENU is discussed 
in order of appearance, which is the logical order of operation. For convenience, the submenus 
repeat some of the selections offered in the main menu and in other submenus. 


7.04 An important feature of this applications package is the ability to define individual 
packets. For ease of operation, the packets described in the X25 Standard are predefined as 
the power-up default configurations. Should the user need to reconfigure these packets or 
define new packets not covered in the X25 Standard, he has that option, as described later in 
this chapter. However, the user must possess a thorough knowledge of the network's protocol 
before any attempt to alter the packet specification is made. 


8. INITIAL OPERATION (Power-Up) 


8.01 This procedure is designed to take the user 
through the power-up sequence using the X25/X75 
Operating System supplied on diskettes numbered 
805-00017 and 805-00018. It includes step-by-step 
instructions that will leave the user in a position 
to select any one of the X25/X75 operating 
modes. Also included with the procedure is a 
simple flow chart, Figure 8-22, illustrating the 
steps given in the procedure. 


DISPLAY 
X29/X75 
MENU 


RETURN TO 
COMMAND MODE 
TYPE “D RON c,” 


Fig. 8-22 X25/X75 Power-Up Flowchart 
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INITIAL POWER-UP OPERATING PROCEDURE 
PROCEDURE 


Connect the ENCORE to the appropriate ac power source. 
Connect the ENCORE to the circuit under test. 


Set the ae power switch to the ON position and note that the ENCORE 
displays "SELF TEST IN PROGRESS". 


Insert the disc, non-write protected, tab toward the left (see Figure 8-23). 


Note: Use dise 805-00017, PART I for bit oriented operation 
(HDLC/SDLC). Use dise 805-00018, PART II for character oriented 
operation (BISY NC). 


yee ENGDRE 200 — 


Fig. 8-23 Diskette Insertion 


When the self-test is successfully completed, the ENCORE will normally 
display the X25/X75 MENU as shown in Figures 8-24 or 8-25. If the display 
reads "ENTRY ERROR", type D RUN . This executes the dise stored 
program RUN which automatically allocates memory and eliminates the error 
message resulting from ineorrect memory allocation in the power-up ASGN 
Mode. This sequence is illustrated in Figure 8-22. 


INITIAL POWER-UP 


INITIAL POWER-UP OPERATING PROCEDURE (Cont'd) 


STEP 


it 
lz 
it 
i 
i= 
iF 
3 
tf 
a8 


PROCEDURE 


RES RTS MENU 


PEAL-TIME MONITOR s DISPLAY 


FAST CAPTURE s DISPLAY 


PACKET-LEVEL ACTIVE 


PACKET SPECIFICATION | 


LINK-TESTER 
To Mope 


SET DATE-TIME © 
PRINTER IO MODE — 


LEVEL-3 COMMAND MODE 


Fig. 8-24 X25/X75 Menu (HDLC/SDLC) 


Note: Item("]is the ENCORE Level-3 Command Mode, not X25 Level-3. 
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INITIAL POWER-UP OPERATING PROCEDURE (Cont'd) 


PROCEDURE 


REAL TINE MONITOR: g pis SPLAY | 
FAST CAPTURE a DIS PLAY a 


: PAC ‘KET LEVEL ACTIVE. 


. PAC KET SPEC IFICATION ae 


ri 
6h 
a 


BIS YMC PROTOCOL SET 


LM “TESTER 


fea rc SDE 


ao 5 DATE- -TIME | 


‘PRINTER, EQ MODE (6 Vey ae 
Les JEL-3 COMMAND MODE 07 


Fig. 8-25 X25/X75 Menu (BISYNC) 


Note: Item (#] is the ENCORE Level-3 Command, not X25 Level-3. 
From the X25/X75 MENU, select the desired mode of operation. 


Each item in the menu is detailed in the following paragraphs. 


This completes the Initial Power-Up Procedure 


X25/X75 MENU 


9. X25/X75 MENU 


9.01 The X25/X75 MENU is designed to provide the user with the means to monitor data real 
time, actively simulate DTE or DCE, and log data into memory (2K solid state buffer and/or 
112K disc) for later analysis. There are two items in the menu designed to monitor and log 
data. The first item, (*], REAL TIME MONITOR AND DISPLAY, allows the user to monitor 
and capture data at speeds up to 19.2 kbps. It is the slower of the two monitors because 
incoming data is decoded for display in a split screen format as described later in this chapter. 
The second monitor, Bi , FAST CAPTURE AND DISPLAY, only displays a single line of data or 
a count of the frames received and is therefore capable of operating at speeds up to 30 kbps. 
The PACKET-LEVEL ACTIVE selection, B , allows the user to write scenarios which control 
the ENCORE in the DTE or DCE simulate modes and in the Scenario Driven Monitor Mode. It 
is important to note that first time execution of these monitors or scenario driven modes 
requires prior entry of IO parameters and the date time group. The IO parameters establish 
operating speed, clock source, language, ete., while the date time group permits use of the 
date time stamp immediately following captured data. These and each of the other items in 
the menu are detailed in the following paragraphs. In addition, keystroke flowcharts are 
included to supplement the text and further clarify menu selection. Figure 8-26, for example, 
shows each keystroke required to select an item from the X25/X75 MENU (HDLC/SDLC) and 
each keystroke required to return to the menu from the corresponding submenus. Figure 8-27 
shows the addition of the BISYNC PROTOCOL SET supplied on the PART II dise for character 
oriented operation. 


X.25/X.75 MENU 


REAL TIME 
MONITOR 
AND 
DISPLAY 
SUBMENU 


LEVEL-3 
COMMAND 
MODE 


SET PRINTER 
DATE/TIME 10 MODE 
Ed 


Fig. 8-26 X25/X75 Menu Keystrokes (HDLC/SDLC) 
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REAL TIME 
MONITOR 
AND 
DISPLAY 
SUBMENU 


FAST 


CAPTURE PACKET 


AND | | activ 
DISPLAY | | supmENU 
SUBMENU 


X.25/X.75 MENU 


BISYNC 
PROTOCOL 
SET 


PACKET 
SPECIFICATIONS 


Fig. 8-27 X25/X75 Menu Keystrokes (BISY NC) 


LEVEL-3 
COMMAND 
MODE 


Vvst00-0T8 “ON “dNd 


REAL TIME MONITOR AND DISPLAY 


10. REAL TIME MONITOR AND DISPLAY, fe 


10.01 The Real Time Monitor and Display Submenu, shown in Figure_8-28, allows the user 
to: ia set monitor parameters and monitor data in real time, [3 ] return to the X25 
MENU, ee IO parameters, [{] set external IO parameters,(3] display previously captured 
data, and|¢ | erase the capture buffer if buffer data is on disc. 


SELECT NUMBER 


SET PARAMETERS and MONITOR: 
~2S MENU | 

TO MODE ee a are 
PRINTER ©xIO> MODE | 
DISPLAY CAPTURED DATA 
ERASE CAPTURE BUFFER 


Fig. 8-28 Real Time Monitor and Display Submenu 


10.02 Figure 8-29 is a keystroke flowchart showing how each item in the Real Time Monitor 
Submenu is selected and how the user returns to the submenu after the selection has been 
made. 


REAL TIME 
MONITOR 
SUBMENU 


PRINTER 
(XIO) 
MODE 


MONITOR 
PARAMETERS 
REAL TIME 

MONITOR 


X.25/X.75 
i 


Fig. 8-29 Real Time Monitor Flowchart 
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MONITOR PARAMETERS, (| } 


10. -03 This item is selected from the Real Time Monitor and Display Submenu by striking 
the |:};key. The Monitor Parameters, as shown in Figure 8-30, instruct the ENCORE to 
audibly alert the user on error, to capture data, to freeze the display on error, and/or to 
display from 1 to 100 frames following that error. The first four parameters are selected using 
the ; ; , and keys to position the reverse video and half-intensity field behind the 
desired parameters. The number of frames to be included in the frame delay are entered by 
typing the desired number. All entries are terminated and the monitor executed by striking 
the key. A detailed explanation of each of these parameters follows in paragraphs 10.04 
through 10.07. 


125 MONITOR PRERHETERS 


UDIBLE- ALARM 


2¢ APTI RE C : ON-D SC Not if 
oS pele Ee write pro- 
STO oP- ON -ERRO tected 
| --FRAR 1E- DELAY wee | = al Only dis- 
NUMBER (1-177) cE ITER Nl - a he tal 
CHET ae eae EAR fe WE ee ay oh ee Error = YE 


Fig. 8-30 Monitor Parameter Prompts 


10.04 Audible Alarm. The audible alarm is a 1 kHz tone which may be set, by the user, to 
sound whenever one of the errors shown in Table 8-3 is diagnosed by the ENCORE. The error 
mnemonic appears in the undefined position of the split screen display following the octet 
count. 
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TABLE 8-3 


DIAGNOSED ERRORS 


- 


DISPLAYED 


MNEMONIC NAME DEFINITION 
FCS Frame Check Sequence Incorrect frame cheek sequence re- 
ceived. 
* TMO Too Many Octets The received packet contains more 
than the specified number of octets. 
* TFO Too Few Octets The received packet contains less 
than the specified number of octets. 
IC Incorrect Control Field The received frame control field is 
(frame level) incorrect. 
SLE Incorrect Packet Identi- The received packet ID is incorrect. 
fication (packet level) 
NSS Frame level N(S) sequence The received frame contains the 


error wrong send sequence number. 


NOTE: The asterisk (*) indicates an error condition as defined during the Packet 
Specification Mode (item (®'] on the X25/X75 MENU). 


10.05 Capture. If the user chooses to capture data, as well as display it, he may input that 
data to the capture buffer and continually overwrite the oldest data. He may also input data 
to the buffer and transfer it to the dise in 1K blocks. In either case, this data can be recalled 
during the Display Mode for further evaluation. If captured data is to be displayed in the Real 
Time Monitor Mode, it must have been captured in that mode. If captured in the Capture and 
Display Mode, the data will be unintelligible. 


10.06 Stop-on-Error. During the display of on-line data, the user may choose to freeze the 
display if an error is encountered. The error conditions are shown in Table 8-3 and are 
diagnosed, in some cases, as a result of incompatibility between established packet 
specifications and the incoming packet. Errors at the frame level are diagnosed without user 
intervention. 


10.07 Frame Delay. The Frame Delay allows the user to continue monitoring and/or recording 
a specified number of frames following an error. This choice can only be made if the response 
to "STOP-ON-ERROR" is "YES". The user may also enter the number of frames (1 to 100) to 
follow an error before the monitor is stopped. This can be useful when analyzing the system's 
response to an error. 
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REAL TIME MONITOR 


X25/X75 MENU. A complete explanation of the IO parameters including the default conditions 
is given in paragraph 10.31. 


10.09 When executed, the REAL TIME MONITOR allows the ENCORE to display send and 
receive data in the split screen format as shown in Figure 8-31. Depending upon the monitor 
parameters, it also allows the ENCORE to transfer data to the solid state buffer or to the dise 
for later recall and analysis. 


DTE DCE 
TERMINAL NETWORK 
TRANSMISSIONS TRANSMISSIONS 


FRAME LEVEL HEADER 
(Normal Video) 


PACKET LEVEL HEADER 
(Inverse Video) 


DATA ON INDICATOR 
(Underseored) 


The monitor display shows: 


1. Frame level infor- 
mation, normal 
video (Level-2). 


2. Packet level infor- 
mation, reverse 
video. 


3. Packet level data, 
reverse video and 
underscored. 


Reserved for 
error message. 


Fig. 8-31 Typical Display Mode Format 


10.10 While data is displayed in the split screen format, the user may execute up to six 
different display commands to further enhance the presentation of data. These commands are 
listed_in Table 8-4. Figures 8-32 through 8-34 are examples of the display produced when 
the |'3"| key is depressed (disable data), when the [5] and(**| keys are depressed (disable data 
and packet), and when the and || keys are depressed (disable data and frame). 
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TABLE 8-4 


MONITOR DISPLAY COMMANDS 


COMMAND DESCRIPTION 


/ Enable or disable display of frame information. 

J Enable or disable display of packet information. 

ws Enable or disable display of packet level user data. 
CAN CAN : 

VA Freeze or continue display. 


vx] vA G Enable or disable HEX display of packet level user data. 
Clear screen and change format. 
S 
CMD Exit Monitor Mode and return to submenu. 
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ame and packet 
level information are 
displayed while the un- 
desired user __ infor- 
mation is masked from 
the sereen. Note that 
only the frame and 
packet headers’ are 
shown. 


Packet level information 


Frame level information Le RE Pe “geht 2 BBSt BRR Ss. 8 ee Sues 


[3] ana 


Only the frame level Pavia wee ee 
information is dis- ene car ae ae FOSS ‘BS ss ae ae 
played while the un- Poe Re ls RIGS io BB INFO 4 28 
desired packet and ee are ee te ee ae Soa 
user information are 
masked from the 
screen. Note that only 
the frame level header 
is shown. 


Frame level information. | Coe oe O81 BRR 5. 8 


Fig. 8-33 Typical Monitor Display Frame Only 
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DTE DCE 


aaa 32 OF 38@ LINES ~ 

Only packet level in- AD Lhe eats PR Po OIC 
formation is displayed nn a 
while the undesired 
frame and user infor- 
mation are masked 
from the screen. Note 
that only the packet 
level header is shown. 


Packet level information 


Fig. 8-34 Typical Monitor Display Packet Only 


SPLIT SCREEN FORMAT 


10.11 The split screen format used in both the monitor and display modes places DTE and DCE 
information on the left and right hand sides of the screen respectively. The format also 
identifies the various fields within the frame and packet by supplying the header information 
shown in the previous illustrations. A description of the information contained in these 
headers is supplied in the following paragraphs. It is important to note that the same headers 
are used in the Real Time Monitor and for the display of data captured in both the Real Time 
Monitor and Fast Capture Modes. 


10.12 The split screen format shows frame level information in normal video and packet level 
information in reverse video. User data (packet level) is always shown in reverse video, half- 
intensity, and underscored. The frame level information includes the number of flags between 
transmissions, the address (A or B), the type of frame, N(R) and N(S) counts, poll/final bit 
status, and the frame check sequence. Packet level information includes the status of the Q- 
bit, D-bit, logical group number, logical channel number, and the octet count. 


A. Frame Level Header 


10.13 FLAGS. The number in this column is the number of flags that have appeared between 
transmissions on the same pin. 


10.14A. The letter in this column is the frame address. Frames containing commands 
transferred from the DCE to DTE or responses from DTE to DCE will contain the address A. 
Frames containing commands transferred from DTE to DCE or responses from DCE to DTE 
will contain address B. 
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10.15 TYPE. This column contains the frame identification. 


e INFO = Information frame. 

e RR = Receive ready, supervisory frame. 

e RNR = Receive not ready, supervisory frame. 

e REJ = Reject, supervisory frame. 

e SARM = Set asynchronous response mode, unnumbered frame. 
e SABM = Set asynchronous balance mode, unnumbered frame. 
e DM = Disconnect mode, unnumbered frame. 

e DISC = Disconnect, unnumbered frame. 

e UA = Unnumbered acknowledge, unnumbered frame. 

e CMDR = Command reject, unnumbered frame. 


10.16 NR. This column contains the frame level receive sequence number which is the 
expected sequence number of the next received frame. This number is included in all 
information and supervisory frames. 


10.17 NS. This column contains the frame level send sequence number which is the number of 
the frame being transmitted. Only information frames include the NS. 


10.18 PF. This column contains the poll/final bit which is set to either "1" or "0". If the DCE 
receives a SARM, DISC, or INFO frame with the poll bit set to "1", its response includes a final 
bit set to "1", 


19.19 FCS. This column contains the frame check sequence in HEX. 

B. Packet Level Header 

10.20 Q. This column contains the Q-bit (data qualifier) which is set to "1" or "0" in data and 
interrupt packets to indicate the level of data being transmitted. The "0" indicates one level 
of data, and the "1" indicates two levels of data. 

10.21 D. This column contains the D-bit which is used to indicate whether or not an end to 
end acknowledgement of delivery is required for data being transmitted. Acknowledgement is 


provided by means of the packet receive sequence number. 


10.22 LG. This column contains a 2-digit logical channel group number (0-15) which appears in 
all but the restart packet. | 


10.23 LCN. This column contains a 3-digit logical channel number (0-255) which appears in all 
but the restart packet. 


10.24ID. This column contains the packet type identifier. 


e CAL? = Incoming call or call request. 
e CAL! = Call connected or call accepted. 
e CLR? = Clear indication or clear request. 
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e CLR! = Clear confirmation. 

e DATA = Data packet. 

e INT? = Interrupt. 

e INT! = Interrupt confirmation. 

e RR = Receive ready. 

e RNR = Receive not ready. 

e REJ = Reject. 

e RSR? = Reset indication or reset request. 
e RSR! = Reset confirmation. 

e RST? = Restart indication or restart request. 
e RST! = Restart confirmation. 


10.25 PR. This column contains the packet receive sequence number (PR = 0-7 in Modulo 8 or 
0-127 in Modulo 128). It appears in DATA, RR, RNR, and REJ packets. It must be within the 
window established by the last PR received and the next PS to be transmitted. If it is not, 
DCE resets the virtual circuit. 


10.26 PS. This column contains the packet send sequence number (PS = 0-7 in Modulo 8 or 0- 
127 in Modulo 128). It must be within the window established by the last PR received and the 
next PS expected. If it is not, DTE resets the virtual circuit. Only data packets contain the 
PS. 


10.27 M. This column contains the "more bit". "0" indicates no more data, "1" indicates that 
more data will follow. 


10.28 OTC. This column contains a count of the number of octets transmitted in the packet. 


10.29 Errors. The undefined positions following the octet count will contain an error message 
if an error condition occurs. The errors are defined in Table 8-3. 


X25 MENU, [: | 


10.30 Selecting "X25 MENU" from the Real Time Monitor and Display Submenu, by striking 
the 8 key, simply instructs the ENCORE to display the X25/X75 MENU once again. 


10 MODE, [!] 


10.31 This item is included in the Real Time Monitor and Display Submenu to permit user entry 
of IO parameters. Once the [7] key is struck, IO parameters are established in the same 
manner as described in Chapter 7 with some noted exceptions. Striking the |on| key allows the 
user to enter separate parameters for each of the front ends (pin 2 and pin 3). Cursor position 
and parameter entry are controlled using the (1), (1) ; E} , and (= keys. Striking the key 
will return display of the submenu. During X25 operation, the SYNC, MODE, and STOPS 
parameters are to be ignored by the user. 


10.32 Speed. Any speed from 10.0 to 99 900 bits per second, to three significant digits, may 
be entered (five digits maximum). For speeds greater than 999 bps, key in spaces or zeros as 
appropriate. For speeds under 999 bps, a decimal point must follow the units digit. The three 
keystroke sequences that follow illustrate the use of the space and decimal point when 
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entering speeds: 


100 baud = 100 SP{}} 
75 baud = 75 .[j} 
45.5 baud = 45.5 


The maximum speed at which the X25/X75 Applications Package can be run depends on the 
mode of operation. In the interactive modes, for example, the speed of operation is controlled 
as a function of the window size. If information arrives too fast, the received frames are 
simply not acknowledged and will be retransmitted when the window size falls below the 
maximum of 7 frames. In the monitor modes, however, the speed of operation is affected by 
several conditions. These include the percent of line utilization and the type of monitor 
selected. As discussed in previous paragraphs, the X25/X75 Applications Package employs two 
different monitors which are designated A and B in the X25/X75 Menu. The B monitor is 
capable of operation at speeds significantly higher than the A monitor, especially if the 
monitor is limited to only one side of the line (DTE or DCE, not both). The operating speed of 
both monitors is also affected by line utilization. Under normal circumstances, line utilization 
ranges from 30 to 75%, and as utilization decreases, the maximum speed of operation increases 
from 1.5 to 3 times. The maximum operating speeds during 100% line utilization are shown 
below. The actual speed of operation in a real environment is many times faster and varies in 
proportion to the line utilization. 


X25/X75 MONITORING SPEEDS 


TYPE OF NO. OF PINS DISC DISPLAY 


MONITOR MONITORED STATUS sTaTUS PEED oe 
A DTE & DCE DISC on DISPLAY on 9.6 
(both) info 
A DTE & DCE DISC off DISPLAY on 19.2 
(both) info 
B Monitoring DISC off DISPLAY off 80 Message size lim- 
DTE or DCE ited to 4000 char- 
(only one) acters (data, pac- 
ket, and frame 
headers) 
B Monitoring DISC on DISPLAY off 56 
DTE or DCE 
(only one) 
B DTE & DCE DISC on DISPLAY off 9.6 


(both) info 
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10.33 Syne. Not applicable. 


10.34 NRZI. This is an IBM encoding technique (Non-Return-to-Zero-Inverted) used in an 
SDLC environment when a terminal must provide its own timing. It provides a signal change 
any time a binary 0 is received, but not when a binary 1 is received. Strings of 0's provide 
transitions used for receive synchronization. Strings of 1's cause zero insertion which again 
provides synchronizing transitions. 


10.35 Mode. During execution of the X25 software, the ENCORE automatically sets the 
transmission mode to SDLC (ENCORE 's equivalent to HDLC). 


10.36 Stops. Not applicable. 


10.37 Cloek. The choice of an internally or externally derived timing device is offered in all 
modes. This is especially useful during operation as a terminal in a synchronous environment 
when external timing is unavailable or suspected of being incorrect. 


10.38 Parity. Six choices are available for parity selection: odd, even, none, mark, space, and 
ignore. The correct choice is essential for several reasons: 1) In a synchronous environment, 
character synchronization will not be attained without proper parity; 2) Certain program 
mode instructions require the recognition of received characters. If the wrong parity is 
selected, the characters will never be recognized; 3) When displaying logged characters in 
their hexadecimal equivalent, selection of the wrong parity will change the HEX character; 
and 4) In some cases peripheral equipment will require that the parity-bit of all characters be 
the same logical state. 


10.39 Lang. In its standard configuration, the ENCORE is equipped to operate in five 
different languages: ASCII, EBCDIC, SELECTRIC, BCD, and EXTERNAL BCD. Other 
languages including IPARS, XS-3, BAUDOT, SBT, UNIVAC Fieldata, BCDIC, RMS, and RMS-2 
are available as options. 

TYPICAL IO OPERATING PROCEDURE 

10.40 The purpose of this procedure is to demonstrate, by example, the steps required for 
proper selection of all IO parameters. Figure 8-35 shows the power-up IO default parameters. 


TYPICAL IO OPERATING PROCEDURE 
STEP PROCEDURE 


1. From the Real Time Monitor and Display Submenu, select the IO MODE by 
striking the key and note a display similar to that shown in Figure 8-35. 
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STEP 
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PROCEDURE 


MRT -—--NO 


MODE — ai SYN Gs | Pee 
~PARITY-ODD © 0 
— LANG---ASCII 


Fig. 8-35 Power-Up Default IO 
Type the desired speed (10 to 99,900 bps) entering spaces where digits are not 
required. Follow the last entry with the [| | key. 


For X25 operation, ignore the SYNC sequence entry. Strike the ahs if 
required, to advance to the NRZI parameter. 


Select the appropriate response (YES or NO) to NRZI by striking the key. 
Strike the key to advance. 


For X25 operation, ignore the MODE entry. 

Note: This step is skipped because the ENCORE automatically sets the 
transmission mode to SDLC during the monitor. The ENCORE SDLC 
parameter is equivalent to HDLC as specified in X25. 


If the STOPS parameter is shown, ignore it. 


Select the timing source by striking the (—] key until the desired source is 
displayed. Strike the[|]key to advance. 


REAL TIME MONITOR AND DISPLAY 


TYPICAL IO OPERATING PROCEDURE (Cont'd) 
STEP PROCEDURE 


8. Select the desired parity by striking the [—] key until the desired parity is 
displayed. Strike the [| ]key to advance. 


9. Select the desired language by striking the [=] key until the desired language 
is displayed. 


10. Strike the [us] key to terminate entries and note that the menu is displayed 
once again. 


This completes the Typical IO Operating Procedure 


PRINTER IO MODE, |; | 


10.41 The PRINTER IO MODE, also referred to as the XIO Mode, allows the user to establish 
the IO parameters associated with the rear panel XIO port. It is used in the display modes in 
conjunction with the|%|command to output the contents of the screen to some external 
device. Selecting item|*| from the X25/X75 MENU instructs the ENCORE to display the 
external IO prompts. For additional information, see Chapter 7. 


DISPLAY CAPTURED DATA,|; | 


10.42 This item, "DISPLAY CAPTURED DATA", allows the user to display data captured 
during the Real Time Monitor. This can only be accomplished if hte user indicates the desire 
to capture data during selection of the monitor parameters. If there is no captureddata in the 
buffer or on disc, this item will not be displayed in the Real Time Monitor and Display 
Submenu. 


10.43 Data captured for display in this mode includes a time stamp following the last line of 
data. Proper use of the stamp, although not required, is accomplished by setting the date time 
group listed as item || in the X25/X75 MENU. To be used effectively, it should be set prior to 
selecting items »( | , OF from this menu. Because each item in the menu is discussed in 
order of appearance, the procedure for entering the date time group is given in paragraph 
16.02. 
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10.44 Assuming that data has been captured for display in this mode, the user will find that it 
is displayed in the same split sereen format described for the Real Time Monitor. Display of 
the data begins with the last page of the capture buffer including the time stamp. When there 
is insufficient data to completely fill the capture buffer, the ENCORE will insert spaces until 
the buffer is filled. This allows the ENCORE to store transfer and display data in 1K blocks. 
The use of additional Capture Display Commands, detailed in Table 8-5, allow the user to 
further enhance the presentation of data. In addition to masking unwanted data from the 
screen, he may scroll through the data, search to an error or string, and output the data to an 
external device for hard copy. 


NOTE: To display captured data in the Real Time Monitor and Display Mode, it must 
have been previously captured in this mode. 


TABLE 8-5 
CAPTURE DISPLAY COMMANDS 


COMMAND DESCRIPTION 


Scroll forward one line. 


[=][—] 


Seroll backward one line. 


Scroll forward to the last page of captured data. 


wm 
= 
bons | 
of 
== |[— 


Scroll backward to the first page of captured data. 


Seroll forward continuously at speeds of 0 (fastest) through 9 
(slowest). 


Seroll backward continuously at speeds of 0 (fastest) through 9 
(slowest). 


Search to next error. 
Enter string sequence and search to first appearance (14 character 
maximum). Use the [*], [i], and (§"|keys to speed search by 


deleting unwanted information. 


Advance to next appearance of string sequence. 


ees) bbs} GJ 


Output the contents of the sereen via the XIO port. 
Enable or disable display of frame information. 


Enable or disable display of packet information. 


Ss TSS 
Ea}ce)ee) 


Enable or disable display of packet level user data. 


PEE 
[8] 


Enable or disable HEX display of packet level user data. 


CMD Exit Display Mode and return to submenu. 
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ERASE CAPTURE BUFFER, 


10.45 When item i? "ERASE CAPTURE BUFFER", is selected from the Real Time Monitor 
and Display Submenu, the contents of the 2K capture buffer are erased. This feature is used 
prior to the transfer of data from the dise to buffer to prevent accidental loss of data. If the 
user, while in one of the Display Modes, scrolls to the end of the buffer, data from the dise will 
not be transferred to the buffer until its contents are erased. To accomplish this, the user 
must leave the display mode ( key), select item from the Real Time Monitor and Display 
Submenu, and then return to the Display Mode. On the other hand, data cannot be erased from 
the buffer unless there is some captured data on the disc. Item( ]only appears in the submenu 
if data has been input to the buffer via the X25/X75 interface. In addition, the buffer is 
automatically erased whenever a monitor (Real Time or Fast) is executed. 


TYPICAL REAL TIME MONITOR AND DISPLAY OPERATING PROCEDURE 

10.46 For the purpose of this procedure, it is assumed that the ENCORE is connected to the 
circuit under test and powered-up in accordance with the Initial Operating Procedure given in 
paragraph 8.01. It is also assumed that the default packet specifications are adequate for 
successful monitoring of the packet-switched data. 


TYPICAL REAL TIME MONITOR AND DISPLAY OPERATING PROCEDURE 
STEP PROCEDURE 


Ls From the X25/X75 MENU select "REAL TIME MONITOR AND DISPLAY" by 
striking the [] key and note that the ENCORE displays a submenu similiar to 
that shown in Figure 8-36. 


SELECT NUMBER ~ 


SET PARAMETERS and MONITOR | 


KES MENU 

TQ MODE ene 
PRINTER ©XIO) MODE : 
DISPLAY CAPTURED DATA | 
ERASE CAPTURE BUFFER 


Fig. 8-36 Real Time Monitor and Display Submenu 
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TYPICAL REAL TIME MONITOR AND DISPLAY OPERATING PROCEDURE (Cont'd) 
STEP PROCEDURE 


2. Select "MONITOR PARAMETERS" from the submenu by striking the a key 
and note that the ENCORE displays monitor parameter prompts in a manner 
similar to that shown in Figure 8-37. 


Fig. 8-37 Monitor Parameter Prompts 


3. Using the ; ; [—} ; and (—] keys, enter the desired monitor parameter as 
described in paragraphs 10.04 through 10.07. 


4. Strike the [wo] key and note that the ENCORE displays information in the split 
screen format as shown in Figure 8-38. 
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TYPICAL REAL TIME MONITOR AND DISPLAY OPERATING PROCEDURE (Cont'd) 


STEP PROCEDURE 
DTE DCE 
TERMINAL NETWORK 
TRANSMISSIONS TRANSMISSIONS 


Frame level information, 
normal video (Level-2). 


User data (message 
sent), reverse video and 
underscored. 


Packet level infor- 
mation, reverse’ video 
(Level-3). 


Fig. 8-38 Typical Monitor Format 
De Use any of the following Monitor Display Commands to further enhance the 
display of information. 
/ [+o] Enable or disable display of frame information. 
ye Enable or disable display of packet information. 


/ Enable or disable display of packet level user data. 


/ (#) Freeze or continue display. 
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TYPICAL REAL TIME MONITOR AND DISPLAY OPERATING PROCEDURE (Cont'd) 
STEP PROCEDURE 


(=| / (] Enable or disable HEX display of packet level user data. 
Clear screen and change format. 
[<uo]} Exit Monitor Mode and return ot submenu. 
6. To exit the Real Time Monitor Mode, simply strike the key and note that 
the ENCORE displays the Real Time Monitor and Display Submenu once 
again. Also note that if data was captured, the menu now includes 


items (5) and | $ | to display captured data or erase the capture buffer. 


ls To display captured data, select item (3] from the menu and use the following 
Capture Display Commands to further enhance the display of information. 


Seroll forward one line. 


Seroll backward one line. 


& 


Seroll forward to the last page of captured data. 


“ 
a 
| S| 
=| 


Seroll backward to the first page of captured data. 


Seroll forward continuously at speeds of 0 (fastest) through 9 
(slowest). 


Seroll backward continuously at speeds of 0 (fastest) through 
9 (slowest). 


Search to next error. 


Enter string sequence and search to first appearance (14 
characters max). 


Advance to next appearance of string sequence. 


AG aao of 


Output the contents of the screen via the XIO port. 
[‘@] we Enable or disable display of frame information. 
Y Enable or disable display of packet information. 
Pa Enable or disable display of packet level user data. 
/ Enable or disable HEX display of packet level user data. 
[ce] Exit Display Mode and return to submenu. 
8. To exit the Display Mode, simply strike the key and note that the 
ENCORE again displays the Real Time Monitor and Display Submenu. 
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TYPICAL REAL TIME MONITOR AND DISPLAY OPERATING PROCEDURE (Cont'd) 


STEP PROCEDURE 


9. To erase the capture buffer, simply strike the key. If there is no captured 


data on the dise, the buffer will not be cleared until item is selected from 


the submenu. If the buffer is cleared, the submenu will be updated, if not, 
item [* | will remain in the display. 


This completes the Typical Monitor and Display Operating Procedure 
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11. FAST CAPTURE AND DISPLAY, |”, 


11.01 This mode of operation is designed to input data directly to the capture buffer while 
eliminating the on-line display of data in the split sereen format. Combined with the ability to 
capture send or receive data only, this mode significantly increases the speed of operation as 
described in paragraph 10.32. When selected from the X25/X75 MENU, this item presents the 


user with the PASSIVE MONITOR MENU (Figure 8-39) listing those items discussed in 
paragraphs 11.03 through 11.12. 


PASSIVE _ ‘MONITOR MENU CET 
cannes 
-EUNCTION 
SET “MONITOR PARAMETERS 
START MONITOR | oe ee 
gpEsreey CAPTURED Spat 


x. 
mm. 
4 


SET LINE ee ES, 
SET PRINTER IO. OREO as 
| LEVEL- 3 COMMAND MODE noe a Nas 


Bs 
eo 
eo 
ft 


) Fig. 8-39 Passive Monitor Menu 


11.02 Figure 8-40 is a keystroke flowchart showing how each item in the PASSIVE MONITOR 
MENU is selected and how the user returns from that selection to the menu once again. 


PASSIVE 
MONITOR 
MENU 


DISPLAY SET 
es as 


Fig. 8-40 Passive Monitor Menu Flowchart 


LEVEL-3 
COMMAND 
MODE 


SET 
START 
MONITOR 
PARAMETERS MONITOR 
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SET MONITOR PARAMETERS, UJ 


11.03 The monitor parameters, shown in Figure 8-41, allow the user to capture send or receive 
data, or both, to store data in the buffer only or on dise, and to display either a line of real 
time data or a frame count in any of the ENCORE's four screen sizes. "SET MONITOR 
PARAMETERS" is selected from the PASSIVE MONITOR MENU by striking the (1 ] key. 


BOP-MONITOR PARAMETERS SET-UP 


aee arrows to make selections. 


ome om —- oo pe ~ to mers. 
Strike torts to retur oe 


Fig. 8-41 BOP Monitor Parameters Set-Up 


11.04 Monitor. The monitor parameter allows the user to input data via pin 2, pin 3, or both 
pins simultaneously. This ability to input in a half-duplex format rather than full-duplex helps 
to boost operating speed by reducing the amount of data that must be input at one time. 


11.05 Capture. This parameter allows the user to capture data using only the 2K solid state 
buffer or to capture and then transfer the data to dise. If the 2K buffer is sufficient for data 
storage, the speed of operation can again be increased by not transferring data to the dise. If 
eaptured data is to be displayed in the Fast Capture and Display Mode, it must have been 
previously captured in this mode. 


11.06 Display. This parameter allows the user to view data real time without the advantage of 
frame level and packet level headers to define the X25 information. This also helps to 
increase the speed of operation. In addition, the user may choose to simply display a count of 
the number of frames received or he may turn the sereen completely off. In general, the less 
data presented to the sereen, the higher the speed of operation. 
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11.07 Sereen. The idsplay of real time data or the frame count may be further enhanced by 
changing the screen size. The ENCORE will display data in any one of four configurations: 


e 32-7 = Seven lines of 32 characters each 

e 64-7 = Seven lines of 64 characters each 

e 32-14 = Fourteen lines of 32 characters each 

e 64-14 = Fourteen lines of 64 characters each 
START MONITOR, |: ] 


11.08 The PASSIVE MONITOR MENU includes the item "START MONITOR" because fast 
capture does not begin automatically following the selection of monitor parameters. This 
affords the user an opportunity to make another selection from the submenu prior to executing 
the Fast Monitor. To start this monitor, select item (3) from the PASSIVE MONITOR MENU. 


DISPLAY CAPTURED DATA, 


11.09 "DISPLAY CAPTURED DATA" is the same item described in paragraph 10.11 for the 
display of data captured using the Real Time Monitor. All of the Capture Display Commands 
given in Table 8-5 are also used to control the display of fast captured data. Data is displayed 
in the same split screen format described earlier except that send (DTE) or receive (DCE) data 
may not be present depending on how the data was captured (full- or half-duplex). Data 
eaptured in the Fast Capture and Display Mode must have previously captured in the same 
mode. 


X.25 MENU, Li} 


11.10 Selecting "X25 MENU" from the PASSIVE MONITOR MENU simply instructs the 
ENCORE to display the X25/X75 MENU once again. 


SET LINE IO, 

11.11 "SET LINE IO" is the same item described in paragraph 10.31 for operation with the Real 
Time Monitor. It is offered again in the PASSIVE MONITOR MENU strictly for operator 
convenience. 

SET PRINTER IO (XIO), 

11.12 SET PRINTER IO (XIO) is the same item described in paragraph 10.41 for operation with 


the Real Time Monitor. It is offered again in the PASSIVE MONITOR MENU strickly for 
operator convenience. 
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LEVEL-3 COMMAND MODE, 
11.13 Selection of the "LEVEL-3 COMMAND MODE" from the PASSIVE MONITOR MENU and 


from the X25/X75 MENU permits escape from the X25 Operating System and allows the user 
to enter ENCORE's Level-3 mode of operation. Level-3, COMBASIC, is detailed in Chapter 7. 


TYPICAL FAST CAPTURE AND DISPLAY OPERATING PROCEDURE 

11.14 For the purpose of this procedure, it is assumed that the ENCORE is connected to the 
circuit under test and is powered-up in accordance with the Initial Operating Procedure given 
in paragraph 8.01. It is also assumed that the default packet specifications are adequate for 
successful monitoring of the packet-switched data. 


TYPICAL FAST CAPTURE AND DISPLAY OPERATING PROCEDURE 
STEP PROCEDURE 


1. From the X25/X75 MENU select FAST CAPTURE AND DISPLAY by striking 
the B key. Note that the ENCORE displays the PASSIVE MONITOR MENU. 


Zs Select "SET MONITOR PARAMETERS" from the submenu by striking 
the [;]key. Note that the ENCORE displays the "BOP MONITOR PARA- 
METERS SET-UP". 


3. Using the ; ; (—} » and & keys, select the desired parameters (see 
paragraphs 10.03 through 10.07). 


4. Strike the [ae] key and note that the ENCORE again displays the "PASSIVE 
MONITOR MENU". 


De From the "PASSIVE MONITOR MENU" begin the fast monitor and capture of 
X25 information by striking the (:] key. 


6. When sufficient data has been captured, strike the [a] to end the monitoring 
and capture of data and note that the ENCORE again displays the "PASSIVE 
MONITOR MENU". 

(e Select "DISPLAY CAPTURE DATA" by striking the (7] key and note that the 
ENCORE displays data in the same split screen format as described in the 
Typical Monitor and Display Procedure (paragraph 10.44). 


8. Use the following Capture Display to further enhance the display of 
information. 


Seroll forward one line. 
Scroll backward one line. 


Scroll forward to the last page of captured data. 
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TYPICAL FAST CAPTURE AND DISPLAY OPERATING PROCEDURE (Cont'd) 
STEP PROCEDURE 


Seroll backward to the first page of captured data. 


Seroll forward continuously at speeds of 0 (fastest) through 9 
(slowest). 


Seroll backward continuously at speeds of 0 (fastest) through 
9 (slowest). 


search to next error. 
Enter string sequence and search to first appearance. 


Advance to next appearance of string sequence. 


aqaaeao of 


Output the contents of the screen via the XIO port. 
Pa Enable or disable display of frame information. 
wr Enable or disable display of packet information. 
ee Enable or disable display of packet level user data. 
we Enable or disable HEX display of packet level user data. 
[es] Exit Display Mode and return to submenu. 
9. To exit the Display Mode simply strike the [xo] key and note that the ENCORE 
again displays the "PASSIVE MONITOR MENU". 


This completes the Typical Fast Capture and Display Operating Procedure 


Page 8-52 


PACKET LEVEL ACTIVE 


12. PACKET-LEVEL ACTIVE, 


12.01 The Packet-Level Active Mode allows the user to write and execute a scenario (program) 
that will instruet the ENCORE to actively simulate DTE, DCE, or passively monitor the 
interface in an X25/X75 environment. Once written, the scenario may be stored on dise and 
recalled for execution or edit at some later time. In addition, the user may choose either of 
two interactive display modes which emphasize the scenario or the line activity. The scenario 
instruction set is detailed in paragraph 12.19. The information needed to write, edit, and 
execute a Scenario are included in paragraphs 12.12 through 12.18. To select the PACKET- 
LEVEL ACITVE Mode, strike the key while the X25/X75 MENU is displayed and note the 
display of the X25 ACTIVE MENU as shown in Figure 8-42. 


x25 ACTIVE _MENU 

x25 MENU | 

IO or KIO SET-UP 
PRINT SCENARIO-BUFFER _ 


mm & 


Simulate DTE a 


Simulate DTE (Urb efi paseo 
Simulate DCE (tthe Morr rin. 


LINE-ACTIVITY-BUFFER DISPLAY 


ne om OB 


Fig. 8-42 X25 Active Menu 


12.02 Figure 8-43 is a keystroke flowchart showing how each item in the X25 ACTIVE MENU is 
selected and how the user returns from that selection to the menu once again. Each of these 
items is discussed further in paragraphs 12.03 through 12.11. 


cag SIM so SCENARIO 


DRIVEN 
MONITOR 


(LINK (LINK 
MONITOR) MONITOR) 


Fig. 8-43 X25 Active Menu Flowchart 
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X25 MENU, [: | 


12.03 Selecting this item from the X25 ACTIVE MENU instructs the ENCORE to, once again, 
display the X25/X75 MENU. 


IO or XIO SET-UP, (=) 


12.04 This item prompts the user for entry of LINE IO or PRINTER XIO parameters. Response 
to the video prompt instructs the ENCORE to enter the appropriate mode, IO or XIO, as 
described in paragraphs 10.31 and 10.41, respectively. 


PRINT SCENARIO-BUFFER, 


12.05 When the desired XIO parameters are set, this item instructs the ENCORE to output the 
contents of the scenario buffer via the XIO port. This is especially useful when a hard copy of 
a scenario is required for record purposes. XIO parameters must be set prior to selection. 


SIMULATE DTE, [‘) 


12.06 This is the first of two packet-level simulate modes. In this mode, the ENCORE 
simulates DTE and in addition to the scenario, displays only packet-level information in the 
Line Activity Window. All of the scenario and display commands shown in Table 8-6 may be 
used in this mode and all scenario instructions except DTE-ENABLE, DCE-ENABLE, and 
BOTH-ENABLE may be used. 


SIMULATE DCE, (3) 


12.07 This is the second packet-level simulate mode. It offers the same features as 
item |§] except that the ENCORE simulates DCE instead of DTE. 


SIMULATE DTE (LINK MONITOR), 


12.08 This is the first of two simulate modes that display only link-level information in the 
Line Activity Window. In all other respects it is the same as the SIMULATE DTE mode listed 
as item a in the Interactive Menu. 


SIMULATE DCE (LINK MONITOR), 


12.09 This is the second simulate mode that displays only link-level information in the Line 
Activity Window. It functions in the same manner as the SIMULATE DTE (LINK MONITOR) 
Mode except that it simulates DCE. 


SCENARIO-DRIVEN MONITOR, 


12.10 The SCENARIO-DRIVEN MONITOR Mode is similar to the simulate modes because it too 
uses the scenario and display commands shown in Table 8-6 and many of the scenario 
instructions. The instructions that cannot be used in this mode are automatically changed to 
NOP instructions (no operation) when the scenario is displayed. In addition, the DTE-ENABLE, 
DCE-ENABLE, and BOTH-ENABLE can now be used to limit the type of information displayed. 


Page 8-54 


PACKET LEVEL ACTIVE 


LINE-ACTIVITY-BUFFER DISPLAY, |: } 


12.11 This mode allows the user to recall captured information from the buffer for display or 
output to an external device via the XIO port. It also permits buffer search for a specified 
sequence of up to 15 characters in length and manual or automatic scrolling. The keystrokes 
required for all of these functions are defined in Table 8-6. 


NOTE: The dise must not be write protected when data is captured for display in this 
mode. 


HOW TO WRITE A SCENARIO 


12.12 A scenario is a program, up to 2 048 bytes in length, that can be written and executed by 
the ENCORE in any of the interactive simulate or monitor modes. In addition, a scenario can 
be stored on dise and recalled for later execution. The tools required by the user for writing, 
executing, and saving a scenario include a series of scenario commands and a comprehensive 
set of program or scenario statements. The commands are defined in Table 8-6. The complete 
set of scenario instructions is included under paragraph 12.19. 


12.13 When operating in any of the interactive simulate or monitor modes, the following 
keystrokes may be used to write, edit, and control execution of the scenario. The desired 
instruction may be_ selected by scrolling through the entire instruction set using 
the [=] and (=] keys or by scrolling alphabetically using the key that corresponds with the first 
letter of the desired instruction. Either one of two display modes, LINE ACTIVITY or 
SCENARIO may also be selected as noted below. Where the [v=] key is shown, depress and hold 
while striking the adjacent Key. 


TABLE 8-6 
INTERACTIVE SCENARIO AND DISPLAY COMMANDS 


COMMAND DESCRIPTION 
Displays last ten lines of scenario when in the SCENARIO DISPLAY 


MODE or END if in the LINE ACTIVITY DISPLAY MODE. Displays 
last page of buffer in the LINE ACTIVITY BUFFER DISPLAY Mode. 


Displays first line of scenario in either the SCENARIO DISPLAY or 
LINE ACTIVITY DISPLAY Mode. Displays first page of captured 
information in the LINE ACTIVITY BUFFER DISPLAY Mode. 


Used in conjunction with the (—] or (—] keys to insert instructions when 
writing or editing a scenario. 


NOTE: For easy selection of instructions, follow [«] with the first 
letter of the desired instruction and repeat to scroll. 


[ 2« } Used in eonjunetion with the [|] key to delete scenario instructions. 
Used to scroll through the scenario or the capture buffer and to 
terminate entry of scenario instructions. 


Page 8-55 


PUB. NO. 810-00184A 


COMMAND 


Seon | 
eve 
Oo o>/| (> 
a) pa 


ao 
(eo) 
r 4 
pow) 


rv 
m 
oO 


CAN 
X 


‘ =. 


SPACE 


[3 


CMD 


Page 8-56 


TABLE 8-6 


INTERACTIVE SCENARIO AND DISPLAY COMMANDS (Cont'd) 


DESCRIPTION 


These keys permit entry of instruction arguments and the scrolling 
through possible arguments for selected instructions such as WAIT-FOR, 
TRANSMIT, ete.. These arguments must be terminated by the key. 
In the LINE ACTIVITY BUFFER DISPLAY Mode, these keys initiate 
automatic scroll. 


Used in conjunction with (°?](read scenario from disc) or {?] (save 
scenario on disc) for storing and recalling any one of up to eight 
scenarios (0 through 7). Once (°?] or [%] is entered, it is immediately 
followed by entry of any numbered key from [, ] through (; ] to select 
the desired scenario. 


Used to alternate between the two interactive display modes (LINE 
ACTIVITY and SCENARIO). 


Terminates entry of scenario instructions and/or arguments. 

Stops execution of the buffer stored scenario in the interactive modes. 
Stops automatic scroll and buffer output in the LINE ACTIVITY 
BUFFER DISPLAY Mode. 

Executes the buffer stored scenario with automatic write to disc. 


Executes the buffer stored scenario. 


Increases the speed of operation by halting further update of the 
scenario display while the scenario continues to be executed. 


Automatically terminates a response at any point in the execution of 
the scenario if a response is pending. 


Outputs the contents of the capture buffer via the XIO port. Data may 
be output in HEX when so displayed. 


In the LINE ACTIVITY BUFFER DISPLAY Mode, this command permits 
eapture buffer search of specified character sequence (15 characters 
max). When located, the specified sequence is underscored. 


Single steps, or permits execution of the buffer stored scenario one line 
at a time. 


Permits entry of HEX pairs when_keying user data in the argument for 
the TRANSMIT instruction. The [=] key must be struck prior to entry of 
each HEX pair. In the LINE ACTIVITY BUFFER DISPLAY Mode, this 
command changes the data display to HEX. 


Instructs the ENCORE to display the X25 ACTIVE MENU. 


PACKET LEVEL ACTIVE 


TABLE 8-6 
INTERACTIVE SCENARIO AND DISPLAY COMMANDS (Cont'd) 


COMMAND DESCRIPTION 


CLEAR Permits review of buffer controls from active mode (note REVIEW in 
display header). This mode ean only be selected while in the Line 
Activity Display Mode and only if information is contained in the 
buffer. In the review mode, scrolling is accomplished using 


the{+], [1], , and keys. Strike any key to escape. 


Note: The first line of information in the Line Activity Buffer cannot 
be displayed in the Review Mode. 


A. TYPICAL SCENARIO ENTRY PROCEDURE 


12.14 A scenario may be entered in any of the active simulate or monitor modes. These modes 
are listed as items B , (3] ; ; , and in the X25 ACTIVE MENU. The procedure that 
follows demonstrates the recommended method for entering scenario instructions. For the 
purpose of this procedure, we will enter the first four instructions of the example scenario 
provided under paragraph 12.18 on page 8-61. 


TYPICAL SCENARIO ENTRY PROCEDURE 


STEP PROCEDURE 
1. From the X25/X75 MENU, select "PACKET-LEVEL ACTIVE" by striking 
the (™] key and note display of the X25 ACTIVE MENU. 
2s From the X25 ACTIVE MENU, select item (3) (example scenario, paragraph 


12.18 simulates DCE) and note a display similar to that shown below. 


Fig. 8-44 Seenario Entry Display 
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STEP 


10. 


11. 


12. 


13. 
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TYPICAL SCENARIO ENTRY PROCEDURE (Cont'd) 
PROCEDURE 


Strike the [*] key and note that "INSERT-FOR" is displayed on the line 
between START and END. 


Enter the SET WINDOW instruction by continually striking the key until 
SET WINDOW appears on the display. Then strike the key to terminate 
entry of the instruction. 


Enter the SET WINDOW argument by striking the (—-] key. Then type the 
number 7, and terminate by striking the key. 


Strike the[{]key to move the first instruction up one line. Then strike 
the[«] key and note that "INSERT-FOR" appears as the second line of the 
seenario. 


Enter the next instruction by striking the key and note that "MARKER" 
appears as the second line of the scenario. Terminate this instruction by 


striking the [%] key. 


Enter the "MARKER" argument by striking the(—]key. Then enter the 
number 0, and terminate by striking the (*] key. 


Strike the key to move this instruction up one line. Then strike 
the({«] key and note that "INSERT-FOR" again appears as the next line of 
the scenario. 7 


Enter the next instruction by striking the (] key and note that "GOSUB- 
MARKER-#" appears as the next line of the scenario. Terminate this 
instruction by striking the [*] key. 


Enter the "GOSUB-MARKER-#" argument by striking the key. Then type 
the number 100, and terminate by striking the key. 


Strike the (1) key to move this instruction up one line. Then strike 
the («] key and note that "INSERT-FOR" is displayed once again. 


Enter the next instruction by continually striking the (°¢] key until "SKIP- 
UNLESS-LAST =" appears as the next line of the scenario. Terminate this 
instruction by striking the [%] key. 
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TYPICAL SCENARIO ENTRY PROCEDURE (Cont'd) 
STEP PROCEDURE 


14, _ Enter the argument for this instruction by continually striking the (—] key 
until the mnemonic "DATA" is displayed and then terminate by striking 
the key. 


The above steps demonstrate the method by which scenario instructions and 
their arguments can be entered. You will notice that some arguments are 
typed in and others_are entered by scrolling through predetermined 
mnemonies using the (—] and (=] keys. This method eliminates syntax errors 
and greatly simplifies the entry of instructions and arguments. The 
remaining lines of the example scenario, or the lines of your own scenario, 
are all entered as described in the preceding steps. Using the ‘ : (—| ; 
and keys, you may scroll through the scenario and make corrections as 
necessary (see Table 8-6). Once the scenario is completed, be sure that the 
dise is not write protected and save the scenario using the keys as 
described in Table 8-6. In addition, be sure that the dise is not write 
protected if data is to be captured in the active modes. 


This completes the Typical Scenario Entry Procedure. 


12.15 When one of the scenario driven modes is selected, the ENCORE enters the SCENARIO 
DISPLAY Mode showing the first line of the scenario currently residing in the scenario buffer. 
If the scenario buffer is empty, a new scenario may be written or an existing scenario may be 
transferred from the dise to the buffer using the [w] key (see Table 8-6). A scenario may then 
be edited, executed, and saved using the commands given in Table 8-6. 


A. Interactive Displays 


12.16 In each of the interactive monitor or simulate modes, the ENCORE offers the user a 
choice of two displays. The first, Figure 8-45, shows the user up to 10 lines of the scenario at 
one time while the Line Activity Window displays only one line of packet-level activity. This 
display is the default condition assumed whenever an interactive simulate or monitor mode is 
selected. The second display, Figure 8-46, shows up to 10 lines of activity while displaying the 
current scenario instruction on a single line at the top of the CRT. This display replaces the 
default display when the (su] key is depressed. The default display is returned by striking 


the ("| key again. 
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LINE ACTIVITY 
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Fig. 8-45 Scenario Display Mode 
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Fig. 8-46 Line Activity Display 
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B. Example Flowchart 

12.17 The following flowchart, Figure 8-47, and scenario are provided as an example of how a 
scenario may be written. The complexity of the program depends entirely upon the needs of 
the user in a test situation. The example scenario is written to accomplish the following: 


e Transmit a Restart Request (RST?) and wait for a Restart Confirmation (RST!) 
whenever the link assumes the LINK-UP state. 


e Transmit the proper response to the following packets: 
Restart-Request (RST?) 
Clear-Request (CLR?) 
Call-Request (CAL?) 

@ Respond to a data packet with a Receive-Ready (RR) packet. 


@ Maintain a state variable for each virtual circuit. 


DCE 
SIMULATE 
SET-UPS 


RECIEVE 
ONE PACKET 


0=NOT-BUSY 


CALL CIRCUIT NOT IN 
REQUEST DATA-TRANSFER 
PACKET STATE 


TRANSMIT 
CLEAR-REQUEST 
RECIEVE 
CLEAR-CONFIRM 


FIND HIGHEST 
VIRTUAL-CIRCUIT 
NOT IN A 
DATA-TRANSFET 
STATE 


NO (ALL BUSY) 


TRANSMIT 
RESTART-REQUEST 


CLEAR PR & PS 


WAIT FOR 
RESTART-CON FIRM 


Fig. 8-47 Scenario Flowchart 
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C. Example Scenario 


12.18 The example scenario shown below simulates DCE and includes a short explanation of 
each statement. Additional information is found in paragraph 12.19 and Appendix E. 


SCENARIO BUFFER RECORD | EXPLANATION OF STATEMENT 
RELEREAKAREH START RHRERERREERE 


SET WINDOW....cccceeeeeel Sets the maximum number of outstanding 
frames to 7. 


MARKER. 56 wae este wou 0 Marks a point within the scenario for later 
use with GOTO or GOSUB. 


GOSUB-MARKER-#...... <ase 100 Executes a program call to marker #100 
where a Restart Request is transmitted and a 
Reset Confirmation is expected when the link 
transfers from a down to up state. 


SKIP-UNLESS-LAST = ..... DATA Skips the next instruction unless the last 
packet received was a data packet. 

GOTO=MARKER<#...cccceees 1 Executes a program jump to marker #1. 

SKIP-UNLESS=LAST = ..... CAL? Skips the next instruction unless the last 


packet received was a Call Request (CAL?). 


GOTO=jMARKER-#.. ccc cceee 2 Executes a program jump to marker #2 if the 
CAL? was received. 


GOTO-jMARKER=#......0.000- 0 Executes a program jump back to marker #0 
if the CAL? was not received. 


MARKER isis created haan seas 1 Marks a point within the scenario where 
execution continues if the last packet re- 
ceived is a data packet. 


SKIP-UNLESS-[STAT] = ...0 Skips the next instruction if the status byte 
for the current logical channel is not 0 (busy, 
not in data transfer state). 


GOTO-MARKER-#.......5++03 Executes a program jump to marker #3 where 
a Clear Request is transmitted prior to a 
program jump to marker #100. 


TRANSMLT ba0sa-eeweweeeeee RR Transmits a Receiver Ready if the current 
Status byte is not 0. 
GOTO-MARKER-#..... ia ers 0 Executes a program jump back to marker #0. 
MARKER s 6-6i504-d:tco-o araree areiens 3 Marks a point within the scenario where 


execution continues if the status byte for the 
current logical channel is 0. 
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SCENARIO BUFFER RECORD (Cont'd) 


TRANSMIT...... ere . CLR? 


GOSUB-MARKER-#...... eee. 100 


SKIP-UNLESS-LAST = .....CLR! 


GOTO-MARKER-#..... 02s 0ee 0 

MARKER sca. tericoa,6-w tocar hace are -ce 7 
GOSUB-MARKER~-#.......... 101 
GOTO-MARKER=-#......2200- 0 

MARKER 26.5.9 °s-6-000 ee e-G:sie wieers 2 
DE TSLEN cece-ue etree wdee e-ecd ar 0 
BOR dense eae ae Se ooeeere-e. 255 
LCN=1 


SKIP-UNLESS-[STAT] = ...0 


GOTO-MARKER=#......e0e0. 5 

NEXT 

GOTO-MARKER—#. 2... cc ceeee 4 
MARKER 6 os: o< es oa «6 ose 68's 5 


PACKET LEVEL ACTIVE 


EXPLANATION OF STATEMENT (Cont'd) 


Transmits a Clear Request if the current 
status byte is 0. 


Executes a program jump to marker #100. 


Skips the next instruction if the last packet 
received was not a Clear Confirmation. 


Executes a program jump back to marker #0. 


Marks a point within the scenario where 
circuits must be reset. 


Transfers seenario control to marker 101 
where the ENCORE waits for LINK-UP. 


Executes a program jump back to marker #0. 
Marks a point within the scenario where 
execution continues if the last packet re- 
ceived was a Call Request. Search for free 
channel begins. 


Sets the logical channel number to 0. 


Begins a program loop that can be repeated 
255 times. 


Decrements the logical channel number. 


Skips the next instruction if the channel is 
busy. 


Transfers scenario control to marker #5 if 
the channel is not busy. 


Repeats the program loop beginning with the 
FOR statement. 


Transfers scenario control to marker #4 if all 
255 channels are busy. 


Marks a point within the scenario where 


execution econtinues when a free channel is 
found. 
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SCENARIO BUFFER RECORD (Cont'd) 


SET~[STAT] os alee dec eteacee ene. | 


[PR]-CLEAR 

[PS]-CLEAR 

TRANSMIT c5bueteareadets CAL! 

GOTO-MARKER-#.........4. 0 
MARKER...... ee utaaec! 100 


SKIP-IF-LINK-DOWN 


GOTO-MARKER-#.......0006 110 


WAIT-FOR-LINK-UP 


OE ad MER ag 806 6s se Gee oS 4 
SEL=LCN se siee ete ee eee ) 
TRANSMIT... 2.00. cosecesRST? 
WAIT-FOR....... cee ree ee RST! 
CLEAR-TIMER 

MARKER.....2.0- oe eee 102 


CLEAR-STATS 


GOTO-MARKER=#.....ece. -- 100 
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EXPLANATION OF STATEMENT (Cont'd) 


Sets the status of the current channel to 1 
(busy). 


Sets the packet receive sequence number on 
the current channel to 0. 


Sets the packet send Sequence number on the 
current channel to 0. 


Transmits a Call Accept packet. 
Executes a program jump back to marker #0. 


Marks the beginning of the subroutine to 
input a packet. 


Skips the next instruction if the link is down. 


Transfers seenario control to marker #110 if 
the link is up. 


Marks the beginning of a routine to wait for 
link up and then place the logical channels in 
the ready state. 


Transmits DISC commands at T1 intervals 
until the link is established. 


Sets the internal count down timer to 4 
seconds. 


Sets the current logical channel number to 0. 
Transmits a restart indication packet. 


Waits for receipt of a restart confirmation 
packet. If it is not received within 4 seconds, 
scenario control is transferred to the next 
ERROR ENTRY statement. 


Clears the internal count down timer if RST! 
is received before time out. 


Marks the point within the scenario where 
execution continues after the ENCORE re- 
sponds to DTE's restart request. 


Clears all 255 status bytes. 
Transfers seenario control back to marker 


100 after the ENCORE enters the ready 
state. 


SCENARIO BUFFER RECORD (Cont'd) 


ERROR-ENTRY 


GOTO=|jMARKER-# eoeeove oles wie. eV OH 
MARKER o:6:0ii0i-6- erie: ocalo sa Oreg-e a 110 
DE Te LIMER y:aas:ecaie <0 3006's 4 


RECEIVE-ANY 


CLEAR-TIMER 

SKIP-UNLESS-LAST = ..... RST? 
GOTO-MARKER-#......2000. 103 
SKIP-UNLESS-LAST = ..... CLR? 
GOTO-MARKER-#......ce00. 104 


COPY-LAST-LCN 


RETURN 


eee. HRROR-ENTRY 


GOTO-MARKER-#. 2... 22.00 100 


PACKET LEVEL ACTIVE 


EXPLANATION OF STATEMENT (Cont'd) 


Marks the point within the scenario where 
exectuion continues if reset confirmation is 
not received within 4 seconds. 


Transfers scenario control back to marker 
101 where the ENCORE again waits for link 


up. 


Marks the point within the scenario where 
execution continues if the link is up. 


Sets the internal count down timer to 4 
seconds. 


Receives any packet type. 


Clears the internal timer if a packet is 
received within 4 seconds. 


Skips the next instruction unless the last 
packet received was a restart request. 


Transfers scenario control to marker 103 if 
the last packet received was a restart re- 
quest. 


Skips the next instruction unless the last 
packet received was a clear packet. 


Transfers seenario control to marker 104 if 
the last packet received was a clear request. 


Sets the current logical channel number 
(LCN) to the same value as the last received 
LCN. 


Returns seenario control back to the instruc- 
tion immediately following the last executed 
GOSUB-MARKER-#. 


Marks the point within the scenario where 
execution continues if no packets are re- 
ceived after link up. 


Transfers scenario control back to marker 
100 if no packets are received after link up. 


Marks the point within the scenario where 


execution continues when a restart request is 
received. 
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SCENARIO BUFFER RECORD (Cont'd) 


AUTO-REPSONSE 
GOTO-MARKER-#.........2.. 102 
MARKER o::s.0 vie eieiese eee5 104 
AUTO-RESPONSE 
SET=(STAT | = co iaeaiawe ses 0 
GOTO-MARKER-#......-.00- 100 
HERERRERRRER EN RERRRERRERER 


D. Seenario Instruction Set 


EXPLANATION OF STATEMENT (Cont'd) 


Automatically transmits a restart confir- 
mation in response to restart request. 


Transfers scenario control back to marker 
102 where all status bytes are cleared prior 
to receiving the next packet. 


Marks the point within the scenario where 
execution continues when a clear request 
packet is received. 


Automatically transmits a clear confirmation 
in response to clear request. 


Sets the status byte for the current logical 
channel to 0. 


Transfers scenario control back to marker 
100 where the link status is determined once 
again. 


12.19 The following is a complete description of the entire X25/X75 Scenario Instruction Set. 
An abbreviated listing is found in Appendix E. Each of these instructions requires from 1 to 7 


bytes of memory. 


1. FOR: 


Creates a program loop that is repeated a specified number of times. The 


argument is entered as any integer from 1 to 255. The NEXT instruction indicates the 


end of the program loop. Default is to 1. 


EXAMPLE: BOR bocuiih die hg eres.oere wi wia 3 
DR ANDMIT sce-w e2exe se :sce er 8s DATA 
WALT =P OR eae snacdSarawslerwee RR 
NEXT 
2. NEXT: Used in conjunction with the FOR instruction to mark the end of a program 
loop. No argument required. 
3. SET-TIMER: Sets an internal count down timer to any value from 1 to 255 seconds. 


When executed, the contents of the timer are shown in the SCENARIO or LINE 


ACTIVITY DISPLAY headers. 


If the timer runs out (not cleared), scenario control is 


transferred to the next ERROR ENTRY instruction listed in the seenario. Default is to 1 


second. 
EXAMPLE: 


MARKER j.i0 e:siero. oe ere arwieeeemias 


DET TIMER sc. 5.6:0-00's:9.s<0-e-0 8 4 


RECEIVE-ANY 
CLEAR-TIMER 


SKIP-UNLESS=-LAST = ..... RST? 
GOTO~MARKER-#.....22200- 103 
SKIP-UNLESS-LAST = ..... CLR? 
GOTO-MARKER-#..... 2.200. 104 
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EXAMPLE: (Cont'd) 


COPY-LAST-LCN 

RETURN 

ee ees ERROR-ENTRY 
GOTO-MARKER—#......2.00. 100 


4. CLEAR-TIMER: Clears the internal timer. No argument required. 


5. WAIT-FOR: Halts further execution of the scenario until a specified packet is 
received. Default is to RR. 


EXAMPLE: WALT HFOR biccise eevacee oes RR 


6. RECEIVE-ONLY: Specifies the next packet to be received. If a non argument 
packet is received, program control is transferred to the next ERROR ENTRY 
instruction. Default is to RR. 


EXAMPLE: RECEIVE-ONLY....sccccees RR 
7. TRANSMIT: Specifies the packet to be transmitted. During entry of the argument 
provision is made, via operator prompts, for entry of user data, address, ete. depending 
on the packet type. Default is to RR. The argument is changed from one packet to 
another each time the (—] or (—] key is depressed. 

EXAMPLE: TRANSMIT........ eee DATA 


8. SET-Q-BIT: Sets the Q-bit (data qualifier) in transmitted packets to 1 or 0. 
Default is to 0. 


EXAMPLE: SET=<Q=-BIT. cen cecevceanve 0 


9. SET-D-BIT: Sets the D-bit (delivery confirmation) transmitted packets to 1 or 0. 
Default is to 0. 


EXAMPLE: SE L=D=BIT id acco ee weies 0 


*7. DTE-ENABLE: Permits monitor of pin 2 (DTE) information only. No argument 
required. 


*8. DCE-ENABLE: Permits monitor of pin 3 (DCE) information only. No argument 
required. 


*9. BOTH-ENABLE: Permits monitor of both pin 2 (DTE) and pin 3 (DCE) information. 
This is the default condition assumed when the DTE-ENABLE or DCE-ENABLE 
instruction is not used. No argument required. 


10. SET-LCGN: Sets the logical channel group number, for all packet transmissions, to 
any number from 0 to 15. Default is to 0. 


EXAMPLE: SEISLOGN sieeve eee ewes 4 


NOTE: Multiple SET-LCGN statements are premissable. 
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11. SET-LCN: Sets the logical channel number, for all packets, to any number from 0 
to 255. Default is to 0. 
EXAMPLE: SETH CCN caso pea raieea tee 0 
NOTE: Multiple SET-LCN statements are permissable. 


12. SET-M-BIT: Sets the M-bit (more data), in data packets, to 1 or 0. 


EXAMPLE: SET-M-BIT...... se Riedie tous 0 
13. PAUSE: Creates a delay in execution of the scenario of 1 to 255 seconds. Default 
is to 1. 

EXAMPLE: PAUS Bivins coh gies des wees 1 


14. SET-N2: Sets the N2 counter to any value from 1 to 255. This value represents the 
maximum number of frame transmissions or retransmission after the primary timer, T1, 
runs out. Default is to 1. 


EXAMPLE: SETHAN2 0. sce ces casecese 1 


15. SET-T1: Sets the primary timer, T1, to any value from 1 to 63 seconds. T1 is 
normally greater than the time between transmission of a command frame (SARM, DISC, 
or INFO frame) and its response. Default is to 1. 


EXAMPLE: SE l=] lass icswes ea ees 1 


16. [PR}#1: Increments the packet receive sequence number, P(R), by 1. P(R) and P(S) 
are automatically incremented by the ENCORE as normally required in the X25/X75 
environment. This instruction allows the user to increment P(R) beyond its correct 
value, producing an intentional error. It is important to note that all bracketed 
instructions are only addressed by the current LCN. No argument required. 


NOTE: Separate P(R) and P(S) counts are maintained for each LCN. 


17. [PR}1: Decrements the packet receive sequence number, P(R), by 1. This 
instruction allows the user to decrement P(R) beyond its correct value, producing an 
intentional error. It is important to note that all bracketed instructions are only 
addressed by the current LCN. No argument required. 


18. [PS}#1: Increments the packet send sequence number, P(S), by 1. P(R) and P(S) are 
automatically incremented by the ENCORE as normally required in the X25/X75 
environment. This instruction allows the user to increment P(S) beyond its correct value, 
producing an intentional error. It is important to note that all bracketed instructions are 
only addressed by the current LCN. No argument required. 


NOTE: Separate P(R) and P(S) counts are maintained for each LCN. 
19. [PS}1: Decrements the packet send sequence number, P(S), by 1. This instruction 
allows the user to decrement P(S) beyond its correct value, producing an intentional 


error. It is important to note that all bracketed instructions are only addressed by the 
current LCN. No argument required. 
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20. [PRFCLEAR: Sets the packet receive sequence number, P(R), to 0 (initial 
requirement of some networks). No argument required. 


21. [PSHCLEAR: Sets the packet send sequence number, P(S), to 0 (initial requirement 
of some networks). No argument required. 


22. HALT: Halts further execution of the scenario and may be used to separate 
multiple scenarios in a single buffer. GOTO and GOSUB statements will not jump a 
HALT instruction. To resume execution, use the or keys to scroll to the point 
where execution should continue, then strike the or ey. No argument required. 


23. SET-WINDOW: Allows the user to set the frame window size (number of 
outstanding frames) to any value from 1 to 7. The window size is shown in the LINE 
ACTIVITY DISPLAY headers. 


24. BAD-FCS-NEXT: Instructs the ENCORE to transmit the next frame with an 
incorrect frame check sequence. 


25. MARKER: Marks a point within the scenario that may be accessed whenever a 
GOTO-MARKER-# or GOSUB-MARKER-# is encountered. A HALT instruction located 
anywhere in the scenario between a GOTO or GOSUB and MARKER will prevent the 
program jump. The argument may be any integer from 0 to 255. 


EXAMPLE: = MARKER.......0000000000: 0 


26. GOSUB-MARKER-#: Executes a program call to the specified marker number. The 
specified marker indicates the beginning of a subroutine that may be terminated with a 
RETURN instruction. The RETURN executes a program jump back to the next 
instruction following the GOSUB-MARKER-#. The argument may be any integer from 0 
to 255. 


EXAMPLE: GOSUB-MARKER-#........6- 100 

SETSLON ficbsenerewsesees 0 

FOR oina tinted eee. beeen 255 

LCN-~1 

SKIP-UNLESS-[STAT]=..... 0 

GOTO-MARKER-#.........0- 155 

TRANSMIT... .cececcccccce CLR? 

WAT TSPOR cocschilesSatastaeet CLR! 

SET STAT | S044 en ssateee ) 
MARKER csi cnc bse waate aware 155 

NEXT 

GOTO-MARKER-#......0000¢ 199 
MARKER cccdenetecsaSceus 100 

SBT SION c-ach-%.cneeicers beac @ateseie 0 

ALL=LCN'S 

TRANSMIT ¢c-« so eeisaarceeie oes CAL? 

WALT“FORs 4 causa tekaces CAL! 

COPY-LAST=-LCN 

[ PR]-CLEAR 

[PS]-CLEAR 

SET=( STAT] Soncnudunsceas 1 

POR. ts canedacnsaseesens 3 

TRANSMIT is. ackb ws oeesetane DATA 
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EXAMPLE: (Cont'd) 


WAIT-FOR. oc cccrcvccccces RR 
NEXT 
RETURN 


27. ERROR-ENTRY: Used in conjunction with the SET TIMER and RECEIVE-ONLY 
instructions to mark the point within a scenario to which control is transferred on time 
out or receipt of a non-argument packet. No argument required. 


28. ALARM SOUND: Sounds a 1 kHz audible alarm for a duration of not less than 0.2 
seconds. No argument required. 


29. CLEAR-COUNT-#: Clears any one of 16 specified internal counters numbered 0 
through 15. Counter number 15 is cleared to 30 000 and when used in conjunction with 
SECONDS > COUNTER, will only input a number lower than its present contents. In a 
similar fashion, counter 0 will only input a number if it is higher than its present 
contents. Three other counters are automatically incremented by the ENCORE for use 
in counting the number of frames that must be retransmitted, the number of frame 
rejects received, and the number of frame rejects sent. These counters are numbered 12, 
13, and 14, respectively, and although they can be cleared, incremented, and displayed, 
they are normally reserved for use by the ENCORE as described in the preceeding 
sentences. 


EXAMPLE: CLEAR-COUNT=#......2.006 1 


30. COUNT-COUNTER-#: Increments any one of 15 internal counters by 1. The 
argument specifies the counter and may be any integer from 0 through 15. 


EXAMPLE: COUNT-COUNTER #......2c00- 1 
NOTE: Counters 12, 13, and 14 are reserved (see instruciton 29). 


31. DISPLAY-COUNT-#: Displays the contents of any one of 16 internal counters in 
the SCENARIO or LINE ACTIVITY DISPLAY headers. The argument specifies the 
counter and may be any integer from 0 through 15. 


EXAMPLE: DISPLAY~COUNT-#........6. 1 


32. CLEAR SECONDS: Sets the value of the internal timer to 0. No argument 
required. 


33. SECONDS > COUNTER: Transfers the seconds accumulated in the internal timer 
to any one of 16 specified counters. Counters 12, 13, and 14 should not be used as they 
are reserved for special functions (see instruction 29). Counter 15 will only input a 
number lower than its current value. 


34. LCN-1: Decrements the logical channel number by 1. The logical channel number 
may range from 0 through 255. No argument required. 


35. LCN+1: Increments the logical channel number by 1. The range and assignment of 
the LCN are discussed in the preceeding paragraph. No argument required. 
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36. LOG-COUNT-#: Logs the contents of a specified counter into the buffer while 
displaying the same information on the CRT. Any one of 16 counters may be specified as 
the argument. The counters are numbered 0 through 15. 


37. BUFFER-CLEAR/OPEN: Clears the capture buffer and automatically writes 
captured information to the disc as the buffer is filled. Striking the key to execute 
the scenario accomplishes the same function. No argument required. 


38. TURN-OFF-LAW: In the packet display simulate modes (items 4 and 5 in Active 
Menu), this instruction turns off the Line Activity Window. No argument required. 


39. TURN-ON-LAW: This is the default condition assumed when TURN-OFF-LAW is 
not used. It allows the user to counter TURN-OFF-LAW as described in the preceeding 
paragraph. No argument required. 


40. TRANSFER TO SCENARIO #: Transfers execution to the specified scenario. 
During the transfer, however, "write to disc" is temporarily suspended and a "BUFFER 
SUSPENSION" message is logged to note the possible loss of data. The argument may be 
any integer from 0 through 7. 


EXAMPLE: TRANSFER-TO-SCENARIO-#. .5 


41. LAPB: Instructs the ENCORE to aecess the link using the balanced mode 
procedures. No argument required. 


42. LINK-DISC: Instructs the ENCORE to transmit a DISC command to assure link 
disconnect. No argument required. 


43. WAIT-FOR-LINK-UP: Depending on the simulate mode, this instructs the ENCORE 
to transmit SABM and/or DISC commands and responses in an effort to bring up the link. 
This continues at T1 intervals until the appropriate command or response is received. 
When the link is established, the scenario advances to the next instruction. No argument 
required. 


44, ALL-LCN'S: Used primarily in the Scenario Driven Monitor Mode to counter the 
NOT-ALL-LCN'S instruction. No argument requried. 


45. RETURN: Used in conjunction with GOSUB-MARKER # to return control of the 
scenario to the instruction immediately following the GOSUB. No argument required. 


46. GOTO-MARKER-#: Transfers control of the scenario to the instruction following 
the specified marker. The marker number may be any integer from 0 to 255. 


EXAMPLE: GOTO-MARKER-#... ce ccens 2 


47. COPY LAST LCN: Sets the current LCN to the LCN of the last packet received. 
No argument required. 


48. RECEIVE-ANY: Instructs the ENCORE to receive any single packet. No argument 
required. 
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49. SKIP-UNLESS-LAST =: Skips the next instruction if the last eae received does 
not agree with the packet specified in the argument. 


EXAMPLE: SKIP={UNLESS=LAST =..... DATA 


50. LOG-COMMENT: Logs user comments into the capture buffer while displaying the 
same information on the CRT. Provision is made for entering an argument (comment) of 
up to 64 characters in length. Strike the (*] and (—} keys to enter the comment. This 
instruction can be used as the first insteuetion of a scenario to include a name, date, and 
other important test information. 


EXAMPLE: LOG-COMMENT.... ee ee neces DATA 


51. 'CHEAT-LINK-UP!: Used primarily for off-line testing, this instruction tells the 
ENCORE to assume that the link is up. No argument required. 


52. DCE-LAP-MOD: Modifies the link access procedure used in the two Simulate DCE 
modes, (3) and . Any one of the 6 numeric arguments shown in Table 8-7 may be 
used to modify the first frame transmitted during the link access procedure. This is used 
where the network procedure may differ slightly from the procedure defined in the 
X25/X75 recommendations. During DCE simulation, the ENCORE normally transmits 
DISC's at T1 intervals until a response is received. 


TABLE 8-7 
LAP MOD 
FRAME P/F ARGUMENT 
SARM 0 15 
SARM 1 31 
DISC 0 67 
DISC 1 83 
UA 0 99 
UA 1 115 


53. AUTO RESPONSE: Automatically transmits the proper response to the last packet 
Teceived. These responses are defined in the PACKET SPECIFICATION Mode, 
item (‘| in the X25/X75 MENU. No argument required. 


54. SKIP-IF-LINK-DOWN: Skips the next instruction if the link is down. No argument 
required. 


55. SKIP-IF-LCN-MATCH: Skips the next instruction if the current LCN matches the 
LCN of the last packet received. No argument required. 
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56. SET-STAT]: Sets the status byte for the current LCN to any value from 0 through 
255. If, for example, the channel is in the information transfer state, the status byte 
could be set to 1. During execution of the scenario then, the status byte for that channel 
or any channel could be examined and its status determined. The subroutine shown in the 
example checks the status of all 255 logical channels and sets them to 0. It is important 
to note that this instruction and all other bracketed instructions are addressed by the 
current LCN. 


EXAMPLE: SET SLON foc iw Sic eedvected ces @) 
FOR 6. scsecSiece deaseneiaace Oke coke 255 
LCN=1 
SKIP-UNLESS=[STAT]=..... 0 
GOTO=MARKER-#......cc00. 155 
SEYS(STAT lees esSscdswes 0 

MARKER sé.44500veadanaaeks 155 

NEXT 


97. SKIP-UNLESSSTAT}: Skip the next instruction if the status of the current LCN 
does not agree with the argument. The argument may be any integer from 0 to 255. An 
example of the instruction is shown above. 


98. NOT ALL LCN'S: Used primarily in the Scenario Driven Monitor Mode to limit 
monitoring to the LCN specified in the SET-LCN instruction. All LCN's are monitored 
when this instruction is not used. No argument required. 


99. CLEAR-STATS: Sets the status for LCN's 1 through 255 to 0. No argument 
required. 


60. MODULO-8: Sets the packet numbering scheme to 0 through 7. After the 7th 
packet, the numbering sequence is repeated. Using this scheme, the maximum number of 
outstanding packets is 8. No argument required. This instruction is the default 
condition. 


61. MODULO-128: Sets the packet numbering scheme to 0 through 127. After packet 
127, the number sequence is repeated. Using this scheme, the maximum possible number 
of outstanding packets is 128. No argument required. 


13. PACKET SPECIFICATIONS, | £0" 


13.01 The Packet Specification Mode allows the user to reconfigure the X25 packets as 
described earlier in this chapter or to specify the parameters for a new or previously undefined 
packet. When selected from the X25/X75 MENU, by striking the(%"| key, the ENCORE 
immediately displays the packet definition for the packet with a HEX ID of 01. Using 
the [—} key at this point allows the user to scroll through the definitions of all existing packets. 
On power-up, the ENCORE normally defaults to the packet specifications shown in Table 8-8. 
The default specifications will be changed to agree with user modifications if the dise is not 
removed or not write protected when specifications are modified. Each column heading in the 
table corresponds with a packet specification parameter. These parameters are discussed in 
paragraphs 13.02 through 13.13. 
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TABLE 8-8 


DEFAULT PACKET DEFINITIONS 


VARIABLE 
PACKET CALLING CALLED NO. 
TYPE ee RESPONSE CLASS MIN ae sta Peed lite ADDRESS ADDRESS FACILITY Ri ticerpirce ae 
NAME OCTETS OCT ap LENGTH LENGTH _—s*F'IELDS 
RR 01 NONE FINITE 03 03 
Notes 1,4 
03 ILLEGAL 
RNR 
Netecges OS NONE FINITE 03 03 
07 ILLEGAL ; 
REJ 
Notes34 99 NONE FINITE 03 03 
CAL? 0B CAL! FORMATTED Y Y 08 08 1 00000000 
oD ILLEGAL 
CAL! OF NONE FINITE 03 03 
11 ILLEGAL 
CLR? 13 CLR! FINITE 03 03 
15 ILLEGAL 
CLR! 17 NONE FINITE 83 03 
19 ILLEGAL 
RSR? 1B RSR! FINITE 05 05 
1D ILLEGAL 
RSR! 1F NONE FINITE 03 03 
INT? 23 INT! FINITE 04 04 
INT! 27 NONE FINITE 03 03 
23 
thru ILLEGAL 
55 
57 IGNORE 
59 
thru ILLEGAL 
EF 
Fl 
thru ILLEGAL 
F9 
RST? FB RST! FINITE 04 04 
FD ILLEGAL 
RST! PP NONE FINITE 03 03 


NOTES: (1) Possible RR HEX ID's are 01, 21, 41, 61, 81, Al, Cl, El. 
(2) Possible RNR HEX ID's are 05, 25, 45, 65, 85, A5, C5, E5. 
(3) Possible REJ HEX ID's are 09, 29, 49, 69, 89, A9, C9, E9. 
(4) When set for ID 01, parameters are automatically set for all other RR ID's. 


a ernineene denen nena pnemnnenna one nates ere EE Ne en nn ee ne nn enn ne ncn nn amare ea nereeneenerneaemereea ernie neem ne aa, 
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13.02 Packet Type Name. This is a mnemonic identifying each of the X25 packets defined 
earlier in this chapter. The user may change this mnemonic when modifying a previously 
defined packet or name a new packet to be defined. The packet name is strictly a label for the 
user's convenience. It has no effect in detecting errors. Whenever an incoming packet ID 
(Octet 3) matches the ID of the ENCORE's defined packet, the packet type name assigned by 
the ENCORE will be the name shown in the monitor display. 


13.03 HEX ID. The HEX or packet ID is contained in Octet 3. For most packet types, the ID 
is fixed, but for the RR, RNR, and REJ packets, the ID will change because bits 0, 1, and 2 
contain the packet receive sequence number. The HEX ID will also change for DATA packets 
as Octet 3 includes the packet receive sequence number, the more bit, and the packet send 
sequence number. 


13.04 Response. The response is simply the packet type expected in response to the packet 
shown in the first column. The response to a call request packet (CAL?), for example, is the 
eall accept packet (CAL!). 


13.05 Class. The ENCORE defines four packet classifications: 
(a) Finite. A finite packet contains a specified number of octets. If the number of 
octets in an RR, for example, is more or less than the number specified in the 


packet definition, an error is detected. 


e TFO = Too few octets 
e TMO 


Too many octets 


(b) Formatted. A formatted packet contains a variable number of octets. A call 
request packet, for example, includes an address field, facility field, and user data 
field, each containing a number of octets that may change from transmission to 
transmission. During monitor operation, it is important that a formatted packet be 
properly classified or an octet error may result (TFO, TMO). 


(c) RMlegal. Packets specified as "ILLEGAL" will produce an "IP" error on the display 
when logged. 


(d) Ignore. Packets classified as "IGNORE" do not cause an alarm condition when 
logged, but they are displayed. 


13.06 Minimum Octets. This is a characteristic of a finite packet. When a number of octets is 
specified, an error will be detected if that number of octets is not received. RR, RNR, and 
REJ packets are comprised of three octets if modulo 8 or four octets if modulo 128. 


13.07 Maximum Octets. This is also a characteristic of finite packets. It specifies the 
maximum number of octets that may comprise the packet. If this number is exceeded, an 
error is detected. RR, RNR, and REJ packets are comprised of three octets if modulo 8 or 
four octets if modulo 128. 


13.08 Addresses. In a formatted packet, a YES or NO indicates whether or not the packet 
includes the DTE and DCE address. 


13.09 Variable Length Addresses. In a formatted packet, a YES or NO indicates whether or 
not the packet includes variable length addresses. 
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13.10 Calling Address Length. In a formatted packet, the length of the calling address may be 
from 1 to 15 semi-octets. Each semi-octet is a binary coded decimal number (0-9). 


13.11 Called Address Length. The characteristics of the called address length are the same as 
those discussed in the preceding paragraph. 


13.12 Number Facility Fields. Up to three facility fields may be selected. The facility field is 


only present when DTE is using an optional user facility, i.e., reverse charging, high priority 
traffic, ete.. 


13.13 Auxiliary Information. Reserved for future use. 

TYPICAL PACKET SPECIFICATION OPERATING PROCEDURE 

13.14 For the purpose of this procedure, it is assumed that the ENCORE is connected to the 
circuit under test and is powered-up in accordance with the Initial Operating Procedure given 
in paragraph 8.01. It is also assumed that the default packet specifications are adequate for 


successful monitoring of the packet switched data. 


TYPICAL PACKET SPECIFICATION OPERATING PROCEDURE 
STEP PROCEDURE 


Li From_the X25/X75 MENU select the Packet Specification Mode by striking 


the [%"] key. Note that the ENCORE displays the finite RR packet definition 
as shown in Figure 8-48. 


‘mu 2s’ HEX ID-O1> 
-RESPONSE NONE 
~---CLASS FINITE © 
-=MIN.-LEN @3 
--=MAx.-LEN @3 


USE ARROWS TO MAKE SELECTIONS ~ 
EXIT WITH “wing” KEY - 


Fig. 8-48 Finite Packet Definition 
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TYPICAL PACKET SPECIFICATION OPERATING PROCEDURE (Cont'd) 


STEP PROCEDURE 
2. Using — and (| keys, select the packet (by HEX ID) to be defined or 
modified and type a new name if required. 


3. Strike the[|]key and note that the word RESPONSE appears in reverse 
video. Although not required for monitor operation, the appropriate response 
(packet name) may be entered. 


4. Strike the [} | key and note that the word CLASS appears in reverse video. 
Use the or (—| key to select one of the following packet classifications: 

FINITE 

ILLEGAL 

IGNORE 

FORMATTED 


De Strike the (1) key and note that using the (—} and (=| keys: (a) The minimum 
number of octets permitted in a finite packet may be selected; (b) In a 
formatted packet, Figure 8-49, "YES" or "NO" may be Selected to indicate 
that the packet includes both DTE and DCE addresses. 


GMNNEIEINININ = CHE ID-GB> 
-RESPONSE @F ‘CAL! 
----CLASS FORMATTED 

ADDRESSES YES 
VARB-LENS YES © 

-CLNG-LEN 38 

-CALD-LEN @8 ee 
-FACILITY 1 FIELD 

-AUxX-INFO ~eagagaa ; 


USE ARROWS TO MAKE SELECTIONS 
EXIT WITH “wine” KEY | | 


Fig. 8-49 Formatted Packet Definition 
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STEP 


10. 
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TYPICAL PACKET SPECIFICATION OPERATING PROCEDURE (Cont'd) 


PROCEDURE 


Strike the (1) key and note that using the and keys: (a) The maximum 
number of octets permitted in a finite packet may be selected; (b) Ina 
formatted packet "YES" or "NO" may be selected to indicate that the packet 
includes variable length addresses, 


Strike the (| } key and note that using the and (—] keys a calling address 
length of up to 15 semi-octets may be selected. For finite packets, no 
further definition is required. To continue defining a formatted packet, 
proceed with steps 8 through 10. To define another packet, simply select 
another HEX ID. Strike the [co] key to exit the Packet Specification Mode. 


If defining a formatted packet, strike the|!|key and note that — 
the and keys may be used to select a called address length of up to 15 
semi-octets. 


Strike the [| } and note that the and keys may be used to select up to 
three facility fields. 


The entry of auxiliary information is required for future use and is not 
discussed at this time. At this point, all parameters for a given packet are 
defined. Select another packet by returning to the NAME parameter. Return 
to the X25/X75 MENU by striking the («| key. 


This completes the Typical Packet Specification Operating Procedure 


LINK TESTER 


14. LINK-TESTER, ee 


14.01 This mode of operation is designed for interactive testing at the link level. It employs its 
own unique set of instructions which can be executed manually, one at a time, or automatically 
in program form up to 62 at a time. Wherever an instruction is inappropriated for the simulate 
or bridging mode selected, it will be ignored. The LINK-TESTER display, Figure 8-50, is 
similar to other X25/X75 displays in that DTE information appears on the left side of the 
sereen and DCE on the right. The top line of the display shows the current receive frame, send 
frame, and poll/final bit. It also indicates the simulate mode, as selected by striking 
the key, and the address state, normal or inverted. The second line of the display echoes 
the instruction entered manually or if enclosed within brackets, the series of instructions to be 
executed automatically by striking the {om| key. The third line of the display is the frame level 
header used to identify the frame and depending upon its address, note whether it is a 
command or response (A or B address). The header also shows the N(R), N(S), and P/F for the 
displayed frame. A complete explanation of all LINK-TESTER instructions is included in Table 
8-9. A display of the instructions is obtained by holding the [ss] key down and striking 
the key. When the instructions are displayed, strike any Key to return to the LINK-TESTER 
Mode. 


Receive Sequence Send Sequence Poll/Final Mode 
Number Number Bit 


Instruction 
executed auto- 
matically if 
bracketed or 
manually if not 


‘Rie NCSI@L  PVF=@ (SIMULATE DCE ADDRESS NORMAL, 


RESPONSE , 
| oe Display header 
COMMAND 


RESPONSE 
COMMAND @ @~ 


a Ae 


Fig. 8-50 Link-Tester Display 
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A 
a 


E 


STX 


ETX 


EOT 


rr Oo 


CAN 
X 
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FUNCTION 


Address invert 


SABM transmit 
CMDR transmit 
DISC transmit 
INFO transmit 
REJ transmit 
SARM transmit 
DM transmit 
RNR transmit 


P/F toggle 
RR transmit 


VA transmit 
Wait 4 see 


DTE/DCE/BRG 


N(S) + N(R) = 0 


Set N(R) = 0 


TABLE 8-9 


LINK TEST INSTRUCTIONS 


DESCRIPTION 


Changes the address in the transmitted frame from A 
to B or B to A. The A address indicates a DCE 
command or DTE response. The B address represents 
a DTE command or a DCE response. 


Transmits an unnumbered Set Asynchronous Bal- 
anced Mode (SABM) command. 


Transmits an unnumbered Command Reject (CMDR) 
response. 


Transmits an unnumbered  Diseonnect (DISC) 
command. 


Transmits an Information (INFO) frame which in- 
eludes N(S), N(R), and P/F including data packet with 
user data = ABC. 

Transmits a Reject (REJ) supervisory response. 


Transmits an unnumbered Set Asynchronous Re- 
sponse Mode (SARM) command. 


Transmits an unnumbered Disconnect Mode (DM) 
response. 


Transmits a Receive Not Ready (RNR) supervisory 
frame. 


Changes the state of the current poll/final bit, 1 or 0. 
Transmits a Receive Ready (RR) supervisory frame. 


Transmits an Unnumbered Acknowledge (UA) re- 
sponse. 


Creates a 4 second delay in program execution during 
auto-run. 


Successively depressing the [o) key changes the oper- 
ating mode to simulate DTE, simulate DCE, or 
passively bridge the interface. 


Sets the frame send and receive sequence numbers to- 
0. 


Sets the frame receive sequence number to 0. 


LINK-TESTER, IO MODE, SET DATE AND TIME 


TABLE 8-9 


LINK TEST INSTRUCTIONS (Cont'd) 


a 


Open string 


KEY FUNCTION DESCRIPTION 

(+ | Set N(R) =1 Sets the frame receive sequence number to 1. 
[3 | Set N(R) = 2 Sets the frame receive sequence number to 2. 
Set N(R) = 3 Sets the frame receive sequence number to 3. 
Set N(R) = 4 Sets the frame receive sequence number to 4. 
Set N(R) =5 Sets the frame receive sequence number to 5. 
Set N(R) = 6 Sets the frame receive sequence number to 6. 
Set N(R) =7 Sets the frame receive sequence number to 7. 

SHIFT N(S) + 1 Increments the frame send sequence number by 1. 
N(S) - 1 Decrements the frame send sequence number by 1. 


Permits user entry of up to 62 instructions for serial 
execution (left to right) during auto-run. 


SPACE Character delete Deletes the last character shown in the auto-run 
string. 
CONT Auto-run Begins execution of the instructions entered in the 
auto-run string. 
CLEAR Auto-run stop Halts further execution of the instruction_entered 


into the auto-run string. Depressing the [al key a 
second time clears the string from the display and 
returns the user to the manual mode. Striking 
the key returns the string (manual). 


15.10 MODE, | ‘<*] 


15.01 The IO Mode offered as item in the X25/X75 MENU is the same mode of operation 
selected earlier while in the Real Time Monitor or Fast Capture Modes. It is described in 
paragraphs 10.31 through 10.39 of this chapter. 


16.SET DATE AND TIME, i 


16.01 Selecting this item from the X25/X75 MENU allows the user to establish the Julian date 
and time which may be used to time stamp captured data. Selecting item from the menu 
instructs the ENCORE to display the date/time prompts as shown in the following procedure. 


Page 8-81 


PUB. NO. 810-00184A 


User entry of the time and date is described in this procedure. 
TYPICAL DATE AND TIME OPERATING PROCEDURE 


16.02 The date/time group begins counting from zero upon completion of the self-test 
procedure during the power-up sequence. To set or change the display, proceed as follows: 


NOTE: The (—-] and (—] keys are used to move the cursor to another line for changing 
values. 


TYPICAL DATE AND TIME OPERATING PROCEDURE 
STEP PROCEDURE 


1. From the X25/X75 MENU, select "SET DATE-TIME" by striking the key 
and note a display similar to that shown in Figure 8-51. 


TIME ENTRY 


Fig. 8-51 Time Entry Format 


rae The Julian date is the first entry required. It is made by simply typing the 
appropriate date (1 through 365) and striking the key. 


3. The hour is entered in the same manner by typing the appropriate number (1 
through 23) and striking the key. 
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TYPICAL DATE AND TIME OPERATING PROCEDURE (Cont'd) 
STEP PROCEDURE 


4. The minute is the last entry and it is also made by typing the appropriate 
number (0 through 59) and striking the [ae] key. When this entry is completed, 
the ENCORE will return to the X25/X75 MENU. 


This completes the Set Date and Time Operating Procedure 


17. PRINTER IO MODE, | 


17.01 The PRINTER IO MODE offered as item &@ in the X25/X75 MENU is the same mode of 
operation selected while in the monitor and interactive modes. It is described in paragraph 
10.41. 


18. LEVEL-3 COMMAND MODE, ("| 


18.01 The selection of item({"] from the X25/X75 MENU instructs the ENCORE to enter the 
Level-3 Command Mode. This provides the user with an escape from the X25 Operating 
System into the Command Mode where he may operate the ENCORE in any of its three levels 
of operation as detailed in Chapters 5 through 7 of this manual. This item is offered in both the 
X25 MENU and in the PASSIVE MONITOR MENU, primarily as a convenience for the user. 
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CHAPTER 9 
OPERATOR MAINTENANCE 


1. GENERAL 


1.01 This chapter of the manual includes information for handling and cleaning of the diskette 
and some tips on troubleshooting the ENCORE at the operator's level. If you suspect that the 
ENCORE may require factory service, contact DIGITECH for return authorization. 


2. THE DISKETTE 


2.01 The flexible disc is a circular plastic sheet coated on both sides with a layer of 
ferromagnetic material. It has a large spindle hole to accomodate the dise drive hub and a 
small hole, used to index the dise as it rotates. A blank dise (new or erased) contains no 
information and cannot be used to store data or programs until it is formatted. A formatted 
dise is organized into numbered concentric "tracks" or sectors which are used to store 
programs, data, and a small amount of system bookkeeping information. 


2.02 Each dise (Figure 9-1) is supplied in a protective jacket to prevent damage as a result of 
handling. The jacket lining is treated to clean the disc as it rotates. A "write protect notch" 
is cut into each disc jacket. When the notch is uncovered, data may be written to the disc. 
When covered, with the write protect tab, the dise is protected and data can only be read from 
the dise and not written to it. Information is recorded on both sides of the dise providing for 
up to 192K bytes of program storage or up to 240K bytes of data storage. The amount of 
memory available for captured data depends on the amount of program memory used. The less 
memory used for programs, the more available for captured data. 


NOTE: If new programs are to be stored after data has been captured, the new programs 
will overwrite the captured data. 


Label Write Write 
Protect Protect 


Notch || Tab 


Spindel 
Hole Index Access 
Hole 
© 
Read/Write 
Notch | | Jacket 
Unprotected Write Protected 


Fig. 9-1 Typical Diskette 
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DISC HANDLING 


2.03 The dise is a precision recording media normally containing vital information. It must 
therefore be handled with reasonable care to insure long life and trouble-free operation. Some 
suggestions for care of the disc are listed below. 


e Do not write on the dise with a hard point device such as a ball point pen or lead 
pencil. Use a felt tip pen. 
e Do not fasten paper clips to the dise jacket. 
e@ Handle the disc by the jacket only, avoid touching exposed surfaces. 
@ Keep the disc away from magnetic fields and from materials that may be 
magnetized. 
e Protect the dise from dust, cigarette ashes, etc.. 
@ Do not leave the disc in the drive when the ENCORE is unattended. 
e Do not turn the ENCORE on or off with a disc in the drive. 
@ Keep the disc in its protective envelop when not in use. 
e Do not exceed the following environmental storage conditions: 
Temperature: 50 to 125 F | 
10 to 51 C 
Humidity: 8 to 80% 
CLEANING 


2.04 Clean the disc drive read/write heads using the Scotch Head Cleaning Diskette, 
catalogue number 7440, or equivalent. Clean the heads weekly if the drives are in moderate 
use or daily for heavy use. 
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3. ERROR MESSAGES 


3.01 When the ENCORE encounters an error in a self test routine or operator input, an error 
code is displayed on the CRT. This error message points to the offending program line number 
(i.e. SYNTAX ERROR @ 100) or problem area within the operating system. A complete list of 
error codes is provided in Table 9-1. Additional error messages may appear on the CRT 
immediately following the power-up self test routine (i.e, SELF TEST FAILURE #1). If such a 
message appears, contact DIGITECH for authorization to return the unit for service. 


TABLE 9-1 
ERROR CODES 


ERROR ERROR PROBABLE 
CODE MESSAGE CAUSE 
00 NO ERROR 
01 ILLEGAL LINE NUMBER An attempt has been made to trans- 


fer program control to a nonexistent 
line number 


02 MISSING LINE NUMBER A program statement is encountered 
with no line number. 

03 BAD LOAD PARITY A parity error has occurred during 
an attempt to load a program in the 
EDIT Mode. 

04 LINE NUMBER > 9999 During an attempt to renumber a 


program in the EDIT Mode, line 
numbers have exceeded 9999. 


05 BAD DISC In an attempt to read information 
from the dise, the ENCORE has 
detected a bad sector, incorrect 
format, or data error. 


06 DISC FILE OPEN Not used. 


07 OBJECT BUFFER TOO SMALL An attempt to execute the RUN 
command has been made, but the 
object buffer is too small to accom- 
odate the compiled program. Use 
RUN! to automatically allocate the 
required memory. 


08 STACK OVERFLOW An attempt to execute a GOSUB has 


been made twice and the required 
RETURN has not been encountered. 
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ERROR 
CODE 


TABLE 9-1 
ERROR CODES (Cont'd) 
ERROR PROBABLE 
CAUSE 


MESSAGE 


09 


10 


11 


12 


13 


14 


15 


16 


17 
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STACK UNDERFLOW 


SYNTAX ERROR 


SOURCE BUFFER TOO SMALL 


BAD CHAIN 


ILLEGAL NEXT 


NUMBER TOO LARGE 


ILLEGAL FOR 


DISC ERROR 


PROGRAM WON'T FIT 


An attempt to execute a RETURN 
has been made before encountering 
a GOSUB. 


An attempt to execute a COMBASIC 
statement has been made, but the 
statement has been entered im- 
properly. 


An attempt to transfer a program 
from nonvolatile memory, or disc, 
has been made, but the source 
buffer is too small to accomodate 
the program. Enter the Memory 


- Allocation Mode, , and increase 


the size of the source buffer. 


An attempt to execute the CHAIN 
instruction has been made, but the 
argument program is not in memory. 


An attempt to execute a NEXT 
instruction has been made before 
encountering the required FOR in- 
struction. 


The results of arithmetic operations 
produce a number larger than that 
permitted for the specified integer 
or floating point variable. 


An attempt to execute a FOR in- 
struction has been made, but the 
required NEXT is not in the pro- 
gram. 


An attempt to read a disc has been 
unsuccessful, indicating that the 
wrong dise is in the drive, or that 
the disc is faulty. 


An attempt to load and compile a 
program has_ been unsuccessful 
because both source and object 
buffers are too small to accomodate 
the selected program. Automatic 
allocation to both buffers can be 
made by typing # program name !. 


ERROR MESSAGES 


TABLE 9-1 
ERROR CODES (Cont'd) 


ERROR ERROR PROBABLE 
CODE MESSAGE CAUSE 
18 NO SUCH DISC FILE An attempt to load a program from 


disc has been made, but the speci- 
fied program is not on the disc. 


19 CALL OVERFLOW More than one CALL instruction has 
been encountered in a single pro- 
gram or more than 8 programs have 


been called. 

20 BAD CALL A CALL instruction has been exe- 
cuted, but the called program is not 
in memory. 

21 RCV RAM TOO SMALL An attempt to transfer a front end 


program from the object buffer to 
the front end has been made, but the 
receiver RAM is too small to ac- 
comodate the program. 


22 SKIP An attempt to execute the front end 
instruction DSZ or DNA has been 
made, but the required SET in- 
struction is not in the program. 


23 NO PROGRAM An attempt to execute a front end 
program has been made, but no host 
program exists. 


24 STRING ERROR A string variable has been impro- 
. perly dimensioned or the variable 
has been entered incorrectly. 


25 DOUBLE DIM A string variable has been dimen- 
sioned more than once in a single 
program. 

26 INPUT ERROR An attempt to execute a WHEN P2a 


or WHEN P3a statement has been 
made, but the required pin has not 
been turned on. 


27 DATA ERROR An attempt to execute a READ 
statement has been made, but the 
required DATA statement does not 
exist or the data pointer has past 
the last data item. 
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TABLE 9-1 
ERROR CODES (Cont'd). 
ERROR ERROR PROBABLE 
CODE MESSAGE CAUSE 
28 WHEN OVERFLOW An attempt to execute more than 
four WHEN P2 or WHEN P3 state- 
ments has been made at one time. 
29 TOO MANY LINES A COMBASIC program, in_ the 
source buffer, contains more than 
350 lines. 
30 TOO MANY VECTORS A COMBASIC program, in_ the 
source buffer, contains more than 
128 GOTO or GOSUB instructions. 
31 WRITE PROTECT An attempt to record on dise has 


4. TROUBLESHOOTING TIPS 


been made, but the write protect 
tab is in the protect position. 


4.01 When trouble first develops as a result of trying to enter a command or execute 
program and the error codes offer no solution, use the troubleshooting tips given below. 


TABLE 9-2 

TROUBLESHOOTING TIPS 
SYMPTOM | PROBABLE CAUSE CORRECTIVE ACTION 
Known good program 1) Incorrect IO parameters. 1) Return to IO Mode and 
does not run. 2) Network configuration check for correct para- 

changed. meters. 
Newly designed program 1) Incorrect IO parameters. 1) Return to IO Mode and 
does not run. 2) Program design error. check for correct para- 

meters. 
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2) Enter EDIT Mode and 
type in STOP instruc- 
tion at the key position 
within the program. 
Run the program and 
check operation to the 
point where program 
execution stops. 


a 


TROUBLESHOOTING TIPS, APPLICATIONS ASSISTANCE, TRAINING 


TABLE 9-2 
TROUBLESHOOTING TIPS (Cont'd) 


SYMPTOM PROBABLE CAUSE CORRECTIVE ACTION 


Improper response to 1) LOCK key depressed on 1) Release LOCK key and 
keyboard entries. main array. reenter command. 


39. APPLICATIONS ASSISTANCE 


5.01 Applications assistance is one of the most important facets of DIGITECH's operation. It 
begins during the instrument design phase; applications engineers work closely with the design, 
quality control, and manufacturing departments to assure that every instrument and special 
applications package meets all user requirements. 


5.02 When you need applications assistance, the quickest most efficient source of information 
is our applications engineer. He is as near as your telephone. He will provide you with sound 
technical information and accurate, concise answers to your questions. For applications 
assistance, call DIGITECH at (203) 438-3731 and ask for our Applications Department. 


6. TRAINING 


6.01 The field of data communications presents a variety of problems that need to be 
identified and solved. The personnel performing this task must understand the nature of the 
problems and how to solve them. DIGITECH's training classes provide assistance through: 

An overview of communication principles. 

Discussion of trouble-shooting techniques. 

Hands on experience. 


On-line application simulations. 


oO Oo 89 98 O 


Individualized instruction. 


6.02 These seminars coupled with the capability of DIGITECH's PACER-103 and ENCORE 100 
and ENCORE 200, provide the user unlimited flexibility in a variety of problem solving 
situations. 


PACER-103 INTRODUCTION 

6.03 This course prepares the student to be a proficient troubleshooter with the PACER-103. 
Data communications and troubleshooting techniques are discussed in detail. Each student 
receives hands on utilization of the PACER-103. Programming in our DICOL language is 
taught. Many typical problems are isolated while the student learns to operate the PACER- 
103. 

ENCORE INTRODUCTION 


6.04 This course begins with a discussion of data communications principles. Next, the 
physical characteristics of the ENCORE are explained in detail. Troubleshooting techniques 
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are taught via our Level-1 diagnostic system. Level-1 provides menu access to a library of 
diagnostic programs. On-line tests and analysis of results are performed by each student. This 
course prepares customers to troubleshoot efficiently with the ENCORE. 


ENCORE ADVANCED PROGRAMMING 


6.05 The programming language of the ENCORE is called COMBASIC and the focus of this 
course is COMBASIC programming. Also included is a discussion of the front end processors 
and their function within the system. All the programmable aspects of the ENCORE are 
presented in a logical progression. The main objective is the preparation of each student to be 
able to develop customized software for the ENCORE. 


6.06 If you would like to take advantage of our normally scheduled training sessions or would 
like to schedule on-site training, please call DIGITECH at (203) 438-3731 and ask for our 
Training Department. 
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APPENDIX A 
SPECIFICATION SUMMARY 


Underlying equipment specifications are listed in 
this appendix. The specifications include phys- 
ical characteristics, overall operating para- 
meters, and power requirements. 
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ITEM 


Network Interface 


Output Ports 
RS-375 


Scope Sync 


XIO Port 


Audible Alert 


Program Memory 


Dise 


Tracks 
Life 


Capacity 


Cloek Source 
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SPECIFICATION SUMMARY 


CHARACTERISTICS 


RS-232 interface for use with the circuit under 
test. Adapters available for V.35/DDS, 300 series 
dataset, EIA RS-449, 20/60 ma neutral current. 


Note: For detailed specifications, see Chapter 3. 


BNC composite interlaced video output for use 
with remote monitor. 


BNC output port for scope syne output under 
program control. The output pulse measures 0 to 
+5 volts nominal and is 10 microseconds in 
duration. 


RS-232 port for off-line load/dump. Output 
language is determined by IO language selection, 


XIO bit selection, and language of captured data. 
The XIO Port looks like an asynchronous modem. 


A programmed alarm (1000 Hz) of no less than 0.2 
seconds in duration alerts the operator that some 
programmed event has occurred. 


32K nonvolatile battery supported. 


ANSI standard 54 inch dise, dual density, double 
sided with the ability to record data and status 
bytes at speeds up to 9 600 bps FDUX. 

68 tracks, 34 per side. 

3x 10° passes on a single track. 


240 K bytes storage. 


Internal or external (convertional or NRZI). 
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SPECIFICATION SUMMARY (Cont'd) 


ITEM CHARACTERISTICS 
Speeds 
IO Frequency synthesizer provides for selection at 
any speed from 10.0 to 99.9 Kbps with three 
significant digits being the maximum resolution. 
Programs can be run at speeds of up to 64 Kbps 
FDUX by deleting the status byte from the 
captured data (see STATE PIPE). Accuracy is 
+0.005%. 
XIO Any one of the following 16 speeds, accurate to 
+0.005%: 
90 150 1 800 4 800 
75 300 2 000 7 200 
110 600 2 400 9 600 
134.5 1 200 3 600 19 200 
Timers and Counters Up to 26 programmed controlled measurement 


timers count from 0 to 32 767 milliseconds in 1 
millisecond intervals. Up to 78 additional 
counters and 27 triggers. 


Code Levels 


Standard 5, 6, 7, and 8 level including parity. 


Parity Odd, even, none, ignore, always mark (in trans- 
mit), always space (in transmit). 


Languages 
Standard ASCII, BCD, EBCDIC, Selectric, and External 
BCD. 
Optional Any 3 others. 
Real Time Clock Level-3 Time Mode provides for operator entry 
and edit of Julian date and time. 
Keyboard 76-key full ASCII keyboard with special function 


and cursor controls. Up to 26 keys may be 
assigned to user defined functions. 
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ITEM 


Displays 
CRT 


RS-232 


Transmission Modes 


Asynchronous Stop Length 


Protocols 


Standard 


Syne Scheme 


Drop Syne Scheme 


Block Check Schemes 


Standard 
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SPECIFICATION SUMMARY (Cont'd) 


CHARACTERISTICS 


The CRT measures 7 inches diagonally and dis- 
plays characters in an 8x16 dot matrix with 
normal/reverse video; single/dual line displays; 
half/full duplex; 224 to 896 characters per screen, 
selectable in four formats: 


32 characters on 7 lines 
64 characters on 7 lines 
32 characters on 14 lines 
64 characters on 14 lines 


24-LED display for real time status of the 
interface. 


Asynchronous, synchronous, isochronous. 


1.0, 1.5, 2.0 units (1.5 with INT clock only). 


SDLC, SDLC/NRZI, HDLC, ADCCP. 
Bisyne (normal and transparent), X.25/X.75. 


Will syne on any two characters. Applies to all 
patterns from 10-16 bits. 


Will drop syne under program control, or op- 
tionally on loss of COD (pin 8) for data received 
on pin 3 only. 


LRC , = xP 41 (parity corrected; reset to zero). 


Also for 7-bit characters (x? + 1). 

LRC , = xo +1 (nonparity corrected; reset to 
Zero). 

Also for 7-bit characters (x! + 1). 


16 15 


CRC-16 =X +X + x? + ] (reset to zero). 
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SPECIFICATION SUMMARY (Cont'd) 


ITEM CHARACTERISTICS 


Block Cheek Schemes 


Standard (Cont'd) cro-12 = xt? + xls x3 + x? 4x +1 (reset to 
Zero). 
ccirt crc-16 = xt® + x12 + x° +1 (preset to 
all ones). 
Optional IPARS CRC = X° + x” + 1 (reset to zero). 
Primary Power Source 
Voltage 95-130 or 190-260 Vac 
Frequency 47 Hz to 440 Hz 
Power 100 watts maximum. 
Dimensions 
Height 7.8 inches (198.120 millimeters). 
Width 17.9 inches (454.660 millimeters). 
Depth 18.1 inches (459.740 millimeters). 
Weight 34.5 Ib (15.6 kilograms). 
Temperature Range 
Operating +5 to 50 C 
Storage -55 to 75 C 
Humidity 20 to 80% relative humidity at 50 C (no conden- 
sation). 
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DICOL 
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INSTRUCTION 


DICOL SUMMARY 


OPERATION 


SELECT TEST MODE 

STORE I/O PARAMETERS 

SELECT BCS TYPE 

START BCS 

JUMP 

RETURN TO MODE SELECT 

SUBROUTINE CALL 

RESET LOGGING TO BEGINNING OF BUFFER 
RETURN TO MODE SELECT ON BUFFER FULL 
RETURN FROM SUBROUTINE 

TURN ON BOTH RECEIVERS 

TURN OFF RECEIVER 2 OR 3 

TRAP SEQUENCE 

RECEIVE AND LOG THROUGH SEQUENCE 

RECEIVE AND LOG "n" CHARACTERS 

RECEIVE AND LOG THROUGH ANY ONE OF UP TO 
FIVE CHARACTERS 

CRC COMPUTATION IN TRANSPARENT BCS | 
RECEIVE NEXT SEQUENCE AS BCS AND SKIP NEXT 
INSTRUCTION IF VALID 

SKIP NEXT INSTRUCTION UNLESS ARGUMENT 
EQUALS LAST LOGGED CHARACTER(S) 

RECEIVE AND LOG ANY CHARACTERS EXCEPT 
ARGUMENT 

TRANSMIT CHARACTER(S) 

TRANSMIT BCS CHARACTER(S) 

TRANSMIT CHARACTERS, RECEIVE AND LOG 
SIMULTANEOUSLY 

CHARACTER ERROR RATE TEST, SKIP ON ERROR 
ENTER CONVERSATION MODE, EXIT ON ARGUMENT 
BLOCK ERROR RATE TEST, SKIP ON ERROR 
DISPLAY CONTENTS OF BLOCK COUNTER 

SDLC FRAME CHAIN (OPTION) 

SDLC FRAME TRANSMIT (OPTION) 

SDLC FRAME TRANSMIT CHARACTERS, RECEIVE 
AND LOG SIMULTANEOUSLY (OPTION) 

CLEAR DISPLAY 

DISPLAY CHARACTERS 

CLEAR PARITY ERROR 

SKIP NEXT INSTRUCTION ON PARITY ERROR 

TURN ON AUDIO 

TURN OFF AUDIO 

TURN ON DATA DISPLAY 

TURN OFF DATA DISPLAY 

ARGUMENT CHAIN 

Reserved for future use 

TURN OFF ALL CONTROLLED RS-232 LEADS (4, 5, 8, 
T, M, AND 21) EXCEPT DTE (20) AND DSR (6) 


INSTRUCTION 
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DICOL SUMMARY (Cont'd) 


OPERATION 


TURN ON RS-232 LEAD 

TURN OFF RS-232 LEAD 

SKIP NEXT INSTRUCTION IF RS-232 LEAD ___ ISON 
SKIP NEXT INSTRUCTION IF RS-232 LEAD __IS OFF 
SET COUNTER "C" (OPTION) 

SET COUNTER "D" (OPTION) 

Reserved for future use 

DISPLAY HALF-DUPLEX (OPTION) 

DISPLAY FULL-DUPLEX (OPTION) 

WAIT __ MILLISECONDS 

SET COUNTER A 

SET COUNTER B 

ADD ONE COUNT TO COUNTER 

SUBTRACT ONE COUNT FROM COUNTER 

DISPLAY CONTENTS OF COUNTER 

SKIP NEXT INSTRUCTION IF COUNTER EQUALS "00" 
CLEAR TIMER 

SET TIMER AND SKIP NEXT INSTRUCTION, AD- 
VANCE TO NEXT INSTRUCTION WHEN TIMER RUNS 
OUT 

DISPLAY TIMER 

Reserved for future use 

OFF-LINE PROGRAM LOAD (OPTION) 

Reserved for future use 

PROGRAM IDENTIFIER 
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APPENDIX C 
COMBASIC INSTRUCTION SUMMARY 
AND 
EXECUTION TIMES 
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COMBASIC SUMMARY 
INSTRUCTIONS/ARGUMENTS 


COMBASIC1 


10 REM COMBASIC INSTRUCTIONS 

20 REM COMBASIC1 21 AUG Bi LH 

30 REM COMBASIC! AND COMBASIC2 ARE A SERIES OF NOTES 

40 REM ATTEMPTING TO EXPLAIN COMBASIC SYNTAX WITH 

70 REM . SOME EXAMPLES. THE INSTRUCTIONS ARE LISTED IN 

60 REM . ALPHABETIC ORDER TO FACILITATE REFERENCE. 

70 REM . THESE NOTES ARE STORED ON THE PROGRAM 

80 REM . DISKETTE AS COMBASIC1 AND COMBASIC2. ALL STATEMENTS 
90 REM . ARE REMARKS, THEREFORE TO EXECUTE AN INSTRUCTION 
100 REM WHICH IS LISTED WITHIN DO NOT KEY IN "REM". 

110 REM WHERE YOU SEE /CR/ OR /SH/ ETC THIS IS REALLY A 

120 REM . CONTROL CHARACTER THAT OUR PRINTER CANNOT 

130 REM . PRINT. TO ENTER PRESS ‘CONTROL’ AND THE 

140 REM . CHARACTER WANTED. 

150 REM LOWER CASE LETTERS ARE BYTE VARIABLES. 

140 REM UPPER CASE LETTERS ARE INTEGER VARIABLES. 


170 REM 

i180 REM ABORT 

190 REM =—---~ 

200 REM USED FOR ABORTING “WHEN" INSTRUCTIONS 

210 REM ----- 

220 REM ABORT TIMER —- ABORT FULL - ABORT PIN 

230 REM ABORT P2 ~ ABORT KBD - (PINS 4,5,6,8,11,4A 
240 REM ABORT P3 - ABORT XIOIN —- 18, B, 20, 22) 
290 REM ABORT RTC -—- ABORT ALL 

260 REM 

270 REM ----- 

280 REM BOOT 

290 REM ----- 

300 REM . USED TO EXECUTE A PROGRAM 

310 REM . ALLOWS YOU TO BRING IN A PROGRAM FROM DISC 
320 REM . ALLOWS YOU TO SAVE A PROGRAM IN STORAGE 
330 REM 

340 REM IF "PROGRAM-1" COTO 36 

350 REM . IF PROGRAM-1 ALREADY IN STQRAGE DON’T BOOT 
360 REM . BOOT "@T PROGRAM-1\CR\@SAVE\CR\G" 

370 REM 

380 REM ----- 

3970 REM CALL 

400 REM ----- 


410 REM CALL "PROGRAM-1" 
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COMBASIC SUMMARY 
INSTRUCTIONS/ARGUMENTS (Cont'd) 


PRIMARILY USED FOR FRONT END PROGRAMS 

MOVES SOURCE FROM STORAGE TO SOURCE BUFFER 

RECOGNIZES FRONT END INSTRUCTIONS 

COMPILES TO OBJECT BUFFER 

SHIPS TO FRONT END RECEIVERS 

COMPILES REMAINDER OF COMBASIC PROGRAM 

PUTS COMBASIC PORTION AT BEGINNING OF 
OBJECT BUFFER 


LET AS(A, B)=CBUFB(A., B) 
LET A$(A. B)=CBUFE(A, B) 
; A=STARTING POSITION, B=ENDING POSITION 
NOTE: IF USING DISC (STATE DISCON) OR (DISP D > 
THE CAPTURE BUFFER IS AUTOMATICALLY 
ALLOCATED TO 4096 POSITIONS (4K). 
CBUF CAN STORE: 
DATA ONLY —- STATE NSTAT, FAST 
STATUS & DATA —- STATE STAT, NFAST 
STATUS & DATA —- IS THE DEFAULT 
ATTRIBUTE & DATA —- STATE NSTAT. NFAST 
CBUF CONTENTS CAN BE DISPLAYED USING THE 
DISP INSTRUCTION 


CHAIN 
CHAIN "" 
CHAINS TO LEVEL-3 COMMAND MODE IF PROGRAM NOT 
CHAINED INTO 
IF PROGRAM CHAINED INTO IT WILL CAUSE RETURN 
TO PREVIOUSLY CHAINED PROGRAM 
CHAINS CAN BE NESTED TO 4 LEVELS 
CHAIN STACK CAN BE CLEARED BY A CLEAR CHAIN 
INSTRUCTION 
CHAIN “PROGRAM-1" 


CLEAR CBUF - SETS CBUF POINTER TO POSITION O 

CLEAR MSTM —- CLEARS MEASUREMENT TIMER TO O, 
STARTS MEASUREMENT TIMER 

MSTM MAX VALUE 8&8, 388, 608MS (2 HRS, 19 MIN, 48 SEC) 
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COMBASIC SUMMARY 
INSTRUCTIONS/ARGUMENTS (Cont'd) 


870 REM CLEAR RETURN —- CLEARS GOSUB/RETURN STACK 

680 REM 

890 REM ----- 

900 REM DISP 

910 REM -—---- 

920 REM NOTE: DISP‘D’INSTRUCTIONS ARE FOR USE WITH 
730 REM DISC UNITS ONLY 

940 REM DISP ‘T’ INSTRUCTIONS ARE FOR USE WITH 
990 REM TAPE UNITS ONLY AND ARE NOT LISTED 
960 REM IN THIS NARRATIVE. 

970 REM DISP DBG - POSITIONS DISC TO BEGINNING 

980 REM o = 0 = NOT OVERWRITTEN & NO DATA LOST 
9790 REM o = 1 = OVERWRITTEN & NO DATA LOST 

1000 REM o = 2 = NOT OVERWRITTEN & DATA LOST 

1010 REM o = 3 = OVERWRITTEN & DATA LOST 

1020 REM DATA LOST MEANS WHILE CAPTURING DATA 
1030 REM ON DISC, DISC GOT BEHIND AND DATA WAS 
1040 REM NOT RECORDED ON DISC. 

1050 REM ----- 

1060 REM DISP DR - READS ONE BLOCK OF DATA (1K), SHIFTS 
1070 REM CBUF UP 1K , PUTS RECORD READ INTO 2ND K 
1080 REM ..... e <> 0 IF END OF DATA REACHED 

1090 REM ..... e = O IF END OF DATA NOT REACHED 

1100 REM ..... r <> O IF READ ERROR 

1110 REM ..... r = 0 IF NO READ ERROR 

1120 REM DISP DBS - BACKS UP 3 RECORDS. READS 2 

1130 REM ..... e <> O IF BEGINNING OF DATA REACHED 

1140 REM ..... e = 0 IF BEGINNING OF DATA NOT REACHED 
1150 REM DISP DE - POSITIONS DISC TO END 

1160 REM DISP B —- BACK UP i POSITION (LET A=A-1) 

1170 REM DISP.C — CONVERT d TO ASCII (NO PARITY) 

1180 REM DISP D —- DISPLAY DATA IN d 

1190 REM DISP E —- SET A TO PHYSICAL ENDING CBUF ADDRESS 
i200 REM (A+1)=NUMBER OF CHARACTERS 

1210 REM DISP F - SET BYTE VARIABLE o TO 

1220 REM ........ <> O IF CBUF OVERWRITTEN 

1230 REM ........ = O IF CBUF NOT OVERWRITTEN 

1240 REM DISP G - GET A BYTE FROM CBUF., INTEGER VARIABLE A IS 
1250 REM THE POSITION, START FROM O, (LET A=0). 
1260 REM DATA PUT IN BYTE VARIABLE d; STATUS 
1270 REM OR ATTRIBUTE PUT IN BYTE VARIABLE s. 
1280 REM DISP H —- DISPLAY IN HEX 

1290 REM DISP L —- BIT SHIFT 1 BIT LEFT (CBUF CHANCED) 
1300 REM DISP P —- CHECK PARITY TO 1/0 PUT ATTRIBUTE IN a 
1310 REM DISP R -— BIT SHIFT 1 BIT RIGHT (CBUF CHANGED) 
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COMBASIC SUMMARY 
INSTRUCTIONS/ARGUMENTS (Cont'd) 


1320 REM DISP SX# - SET BYTE VARIABLE a TO O IF X$% = 
1390 REM ........ CBUF CONTENTS AT LOCATION A 
1340 REM DISP SIX$ - SAME AS SX$ BUT IGNORE PARITY 
1350 REM DISP TAB - TAB SCREEN POSITIONS 

1360 REM DISP T1 =EVERY POSITION 

1370 REM DISP T2 =EVERY OTHER POSITION 

1380 REM DISP T4 =EVERY FOUR POSITIONS 

1390 REM DISP TS =EVERY EIGHT POSITIONS 

1400 REM ATTRIBUTE BYTE BREAKDOWN 


1420 REM B7. Bé. BS, B4, BG, Be, B1, BO 
1430 REM B7,Bé.B5 OCTAL NUMBER 


1440 REM ..... 000=DEF AULT 

1450 REM ..... OO1=END OF DATA 

1460 REM ..... OO2=FIFO FULL 

1470 REM ..... OO3=FLAG (SDLC GNLY) 

1480 REM ..... OO4=PARITY ERROR (NON BCC CHAR) 
1490 REM ..... 005=BCC 

1500 REM ..... 006=IDLE 

i510 REM ..... OO7=SELECTED LEAD ON 


1520 REM .. PRIORITY OF ABOVE LO 007, 004, 005, 003, 002 HI 
1530 REM B4 

1540 REM 1=BCC BYTE IN ERROR (BLINK SUB CHARACTER) 

1550 REM B3, B2 


1560 REM ..... OO=ASCII 

1570 REM ..... O1=HEX 

1580 REM ..... 10=? UNASSIGNED 

1590 REM ..... 11=? UNASSIGNED 

1600 REM Bl 

1610 REM ..... 1=0UT OF SYNC (HALF INTENSE VIDEO) 
1620 REM BO 


i630 REM 1=P3 DATA 
14640 REM STATUS BYTE BREAKDOWN 


1600 (REM =o 45—6445-S655555>=—— 
1660 REM B7, B36, BS, B4, BS, B2, B1, BO 
1670 REM ..... B7=UNASSIGNED 
1680 REM ..... B6=P3 DATA 

1690 REM ..... BS=RI (P22) 1=0N 
1700 REM ..... B4=B (P18) 1=0N 
1710 REM ..... BS=A (P11) 1=0N 
1720 REM ..... Be=COD(POS) 1=0N 
1730 REM ..... Bi=CTS(POS) 1=0N 
1740 REM ..... BO=RTS(PO4) 1=0N 
1750 REM 

1760 REM ---- 
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DIM 


DIM - DIMENSION - STRING MEMORY ALLOCATION A$-Z$% 
RESERVE MEMORY FOR STRINGS 

DIM A$=10, B$=100, C$=1000 
DIM A$(10), B€#(100), C$(1000) 


FESYN - USED TO CAUSE FRONT ENDS TO RESYNC 
FROM COMBASIC PROG DURING EXECUTION. 


EXECUTES INSTRUCTIONS WITHIN THE LOOP T TIMES 


INSTRUCTIONS/ARGUMENTS (Cont'd) 


COMBASIC SUMMARY 


FOR T = A TO B STEP C 


T IS THE NUMBER OF TIMES & MUSTBE A VARTABLE 
A IS THE STARTING NUMBER & CAN BE A VARIABLE 
NUMBER & CAN BE A VARIABLE 
C IS THE INCREMNT NUMBER & CAN BE A VARIABLE 
1 TO 50 


B IS THE ENDING 
FOR T = 
INSTRUCTIONS GO HERE (DISP G,P,D) ETC. 


NEXT T 


IF At2-C = B+D-3 GOTO 140 

IF At2-C = B+D-3 GOSUB 140 

IF a = b goto 140 

IF a <> b goto 140 

IF a = "X" goto 140 (CANNOT SAY <> WITH THIS) 
IF a <> 1 goto 140 


GOTO/GOSUB 

IF “PROGRAM-1" GOTO 180 
IF FA=-123 GOTO 140 

IF AS = "ABCDE" GOTO 140 
IF A=B GOTO 140 

IF A<>B GOTO 140 

IF A> B GOTO 140 

IF A< B GOTO 140 

IF A=>B GOTO 140 

IF A=<B GOTO 140 
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2940 
2970 
2580 
2590 


2650 
24640 


Page C-8 


PUB. NO. 810-00184A 
Appendix C 


COMBASIC SUMMARY 
INSTRUCTIONS/ARGUMENTS (Cont'd) 


IF CVARIABLE STATEMENT] CCONDITION] GOTO LINE NO 
IF CVARIABLE STATEMENT] CCONDITION] GCOSUB LINE NO 


INPUT 
INPUT "YOUR MSG TO CRT" CVARIABLE] 
INPUT —- USED TO INPUT FROM KEYBOARD ONLY, LANG 
IS LANGUAGE & PARITY IN I/0 | 
INPUT a —- NO CURSOR, ONE CHARACTER, GOES 
INTO BYTE VARIABLE a 
INPUT a SAVE z - IF z=0O NOT FUNCTION KEY 
INPUT A —-CURSOR, NUMBER ONLY . GOES 
INTO A, TERMINATE WITH RETURN KEY 
INPUT A$-CURSOR, ALPHA/NUM , GOES 
INTO AS, TERMINATE WITH “P KEY 
NOTE: MAX INPUT OF AS= 32 CHARACTERS OR FROM 
CURSOR TO END OF SCREEN LINE, WHICHEVER 
IS LESS. 
NOTE: WHEN INPUT INSTRUCTION INTERRUPTED BY 
WHEN INST. INPUT INST. IS TERMINATED. 


eo @e@ @& @ 
«a 8 8 @ 
oo 8 8 
e¢ e@ @ 8 © 
ep 8 @ @ 
e« ee ee e® ¢ 
oo e© e &¢ @ 


> @# e¢ @ 


ON CVARTABLE STATEMENT] COTO/GOSUB 
ON A GOTO 100, 200, 300, 400, ETC. 
IF A=1 GOTO 100, IF A=2 GOTO 200 ETC. 
ON A-5SO GOTO 100, 200, 300, 400, ETC. 
SUBTRACT SO FROM A THEN DO ON/GOTO 


GOTO/COSUB SEE IF 


A=0, a=0, FA=0, LET A$="12345",LET AS$(4, 5)="45" 
FA=2400, SPEED=FA 
SYNC="\XXNNXXN\" 
SYNC="(32321" (HEX PAIRS) 
SYNC "NAXNAXXN\" OR LET SYNC = "(C1616)" 
PARITY = ODD. EVEN, NONE, MARK, SPACE, IGNORE 
IGNORE FORCES ZERO PARITY BIT 
NRZI = YES or NO 


(ANY 2 CHARACTERS) 


LET 


LET 
LET 
LET 


LET 


.FA-FZ ARE FLOATING POINT VARIABLES +, 
.a-z ARE BYTE VARIABLES +, —- 
.A-Z ARE INTEGER VARIABLES +, - 
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COMBASIC SUMMARY 
INSTRUCTIONS/ARGUMENTS (Cont'd) 


MODE = ASYN. SYN. SDLC, TRAN 


.. TRAN FOR RECEIVE ONLY NOT TRANSMIT 
. CLOCK MUST BE INT FOR ONE. 5 STOPS, 


MODE ASYN 
STOPS = ONE, 
CLOCK= EXT ., 
LANG ="ASCII", "EBCDIC”, "BCD", "SELECTRIC" 
"SBT", "SELECTRIC", "IPARS", "BAUDOT" 
FA=FB*FC/FD+FE-FF (MATH LEFT TO RIGHT) 
—,%,/ 
MAX VAL 255 
ONLY, MAX VAL 32K 
b=b RTR 3 TAKE b ROTATE RIGHT 3 PSTNS PUT b 


ONE. 5, 
INT 


TWO 


ONLY, 


LET b=b RTL 3 TAKE b ROTATE LEFT 3 PSTNS PUT 0b 
LET a=a LPAR —- FORCES PARITY OF a TO I/0 PARITY 
LET az=a LANG -CONVERTS a FROM ASCII TO I/0 LANG 
LET a= DSTAT (BITS 76543210) 
B7 - O=WRITE PROTECTED 1=NOT PROTECTED 
B& — O=NOT USED 
BS - O=HEAD LOADED 1=HEAD UNLOADED 
B4 — O=NO 1=INTERRUST 
B3 - O=DMA TRANSFER COMPUTED (WILL RESET WITH 
STATUS READ) 
B2 —- O=SIDE O ENABLED 1=SIDE O DISABLED 
B1 — O=DRIVE O ENABLED 1=DRIVE O DISABLED 
. BO - O=DOUBLE DENSITY 1=SINGLE DENSITY 
LET FA=MSTM -—- PUT MEASUREMENT TIMER IN FA 
LET a="CFFI" — HEX VALUE 
LET a="(A)"— PARITY FLAWED LETTER A 
LET AS$(1,5)=a TO e. PUTS abcde IN AS 1 THRU 5 
LET A#$(2,2)=b TO b PUTS CNTNTS' 0b IN AS POS 2 
LET A = LEN AS - PUT THE LENGTH OF AS IN A 
LET a=OH"7E" HEX FLAG IN a 
LET a=00"176" OCTAL FLAG IN a 
LET a=0OB"01111110" BINARY FLAG IN a 
LET a=126 DECIMAL FLAG IN a 
LET a=a HEX FOR BCD, IPARS & SELECTRIC 
MOVES BIT O TO BIT & 
MOVES BIT 1 TO BIT 3S 
MOVES BIT 2 TO BIT 4 
MOVES BIT 3 TO BIT 3 
MOVES BIT 4 TO BIT 2 
MOVES BIT 5 TO BIT 1 
MOVES BIT 6 TO BIT O 
LOGICAL AND - BOTH HAVE TO BE 1 TO GET 1 
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3120 
3130 
3140 
3150 
3140 
3170 
3180 
3190 


REM 
REM 
REM 
REM 
REM 
REM 
REM 
REM 
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COMBASIC SUMMARY 


INSTRUCTIONS/ARGUMENTS (Cont'd) 


LET a=b AND c 


LOGICAL OR 


LET a =b OR c 


LOGICAL EXCLUSIVE OR 


LET a 


b XOR c 


~- EITHER HAS TO BE 1 TO GET 1 


- IF BOTH O YOU GET O 


COMBASIC2 


REM 
REM 
REM 
REM 
REM 
REM 
REM 
REM 
REM 
REM 
REM 
REM 
REM 
REM 
REM 
REM 
REM 


REM . 


REM 
REM 
REM 
REM 
REM 
REM 
REM 
REM 
REM 
REM 
REM 
REM 
REM 
REM 
REM 


REM . 
REM . 
REM . 
REM . 
REM . 


REM 
REM 
REM 
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COMBASIC SUMMARY 
INSTRUCTIONS/ARGUMENTS (Cont'd) 


COMBASIC2 21 MAY 82 4A4B 

PRINT 

PRINT#O CRT DEFAULT 

PRINT#1 TRANSMITTER 

PRINT#2 XIO PORT(ALWAYS ASYNC MODEM) 
(TRANSMIT PS, RECEIVE Pe) 
(+12V ON PIN 9, -12V ON P10) 
PRINT#3 CBUF (STATUS OR ATTRIBUTE WILL BE O) 
PRINT#4 SYNC PULSE FOR SCOPE BNC CONNECTOR 
PRINT#S BEEPER (HALF SECOND TONE) 
PRINT"YOUR MESSAGE WITHIN QUOTES"; 

ee ad i STOPS LINE FEED, RETURN 

PRINT a,Cal,%7. 7. FA, 

PRINT a BYTE VARIABLE DECIMAL VALUE 

PRINT Ca] BYTE VARIABLE CHARACTER 

PRINT 47.7, 7 PLACES BEFORE DECIMAL, 7 AFTER 
PLUS SIGN(-)IF NEG, ( )IF POS 
PRINT FA FLOATING POINT VARIABLE 

PRINT A INTEGER VARIABLE 

PRINT CEXPRESSION] A+B#FA/FB+D-atb 

PRINT "CFFI] (A)" 

CFF] HEX, (A) PARITY FLAWED LETTER A 

PRINT A$, BS, “ABCCFFI(A) XYZ"; 

PRINT AS! PRINT CONTINUOUSLY 

PRINT A€$( 1-15), A€(16, 20); 

PRINT #1, "\XX\\XXNAANEQ\" SAMPLE POLL TRANSMIT 


MULTIPLE READS MUST BE ON DIFFERENT LINES 
DATA STATEMENTS MUST BE NUMERIC 

STATEMENTS MUST BE CONTIGUOUS IN PROGRAM 
RECOMMEND PUTTING AT END OF PROGRAM 

DATA 1,2, 3,4, 5. 06,6. 03. 7,0. 12 
RESTORE-RESTORE READ/DATA POINTER TO BEGINNING 


SCREEN 
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SCREEN 
SCREEN 
SCREEN 
SCREEN 
SCREEN 


NOTE 


STATE 


Ao" 


COMBASIC SUMMARY 


INSTRUCTIONS/ARGUMENTS (Cont'd) 


P=0-0 POSITION 
5=64-7 SIZE 


C 


L 
R 
H 
I 
U 
(3 
I: 
CA 


z 


AR 
“a 


. 


ee 
«, 
, a 


CLEAR 
LINE FEED 
RETURN CURSOR TO BEGINNING OF LINE 
PRINT IN HEX 

INVERSE VIDEO 
UNDERL INE 
RETURN SCREEN TO NORMAL MODE 
READ FROM SCREEN INTO BYTE VAR a 
BACK UP CURSOR ONE POSITION 
PUT SCREEN SIZE INTO A & B 

INTEGER VARIABLES A&B, CAN BE 

ANY 2 CONSECUTIVE INTEGER VARIABLES 
CHANGE SCREEN SIZE TO NEXT SIZE 
CLEAR LINE TO END OF LINE 
SCROLL SCREEN UP, CLEAR BOTTOM LINE 


“YOUR MESSAGE IN QUOTES" 
ATTRIBUTES- SEE DISP INST 


) 


INDICATES DEFAULT CONDITION 
STATE MODEM - 


SIMULATE MODEM 
CONTROL MODEM LEADS 


TERM = SIMULATE TERMINAL 
, CONTROL TERMINAL LEADS 
STATE Boa #- PASSIVELY MONITOR 
STATE HOUX #- INTERLEAVED DISPLAY ON CRT 
STATE. FRUX —- P2 & P3 SEP DISPLAY ON CRT 
STATE SIAT #- RECORD STATUS BYTE 
STATE NSS TAT — DO NOT RECORD STATUS BYTE 
STATE PSONLY —- FOLLOWING INSTRUCTIONS FOR 
; PIN 3 RECEIVER ONLY 
STATE NPSONLY #-FOLLOWING INSTRUCTIONS FOR 


STATE 


STATE 


STATE 


XIDL=FF 


LEAD=4 


NLEAD 


PIN 2 AND PIN 3 RECEIVERS 
—~(FF IS A HEX PAIR)TRANSMIT IDLE 
CHARACTERS (NORMALLY ONES? 
-CAN BE 4.5,8,A.B OR 22 
RECORDED IN ATTRIBUTE BYTE. 
DATA ON CRT UNDERLINED IF LEAD 
STATED IS’OQN’WHEN CHARACTER 
IS RECEIVED 
#-CANCELS STATE LEAD INSTR 


Appendix C 


COMBASIC SUMMARY 


INSTRUCTIONS/ARGUMENTS (Cont'd) 


FLTR 
NFLTR 


PIPE 


SYNC 


NSYNC 


=FF -(FF) IS A HEX PAIR, CHARACTER 
SPECIFIED WILL NOT BE SEEN BY 
FRONT END RECEIVERS 
*#~-CANCELS FILTER 
-TURNS OFF THE CRT COMPLETELY TO 
ELIMINATE PROCESSING OVERHEAD. 
PRIMARILY USED FOR HIGH-SPEED 
DATA CAPTURE WITH STATUS OR 
ATTRIBUTE. 
-RECEIVERS PASS ONLY DATA 
THAT IS IN SYNC 
-RECVRS PASS DATA IN SYNC OR NOT 


FCS=CRC16, CRC1i2. LRC7, LRCS, CCITT 


FCS PRESETS CALCULATOR TO ONES 


CRC=CRCi6, CRCi2, LRC7, LRCS, CCITT 
CRC PRESETS CALCULATOR TO ZERO 

CRC=CRC16 #- DEFAULT 

CRC=CRC6 —- IPARS OPTION 

DISCON - WHEN CAPTURE BUFFER FILLS 1/4K 
DATA WILL BE WRITTEN ON DISC 
CAPTURE BUFFER AUTOMATICALLY 
ALLOCATED TO 4K 

DISCOFF #- IF DISCON WAS STATED THIS WILL 


MARK END OF DISC FILE. 
IF DISCON NOT STATED, NOTHING 
WILL HAPPEN. 
#2282IF DATA IS RECORDED ON DISC ##He 
#X4#H AND A PROGRAM IS SUBSEQUENTLY ** 
#HH#e2SAVED ON THAT SAME DISC, THE **#+# 
#eReH DATA WILL BE OVERWRITTEN «4% 
#-UNLOCKS THE KEYBOARD 
-LOCKS THE KEYBOARD 
#-ALLOWS KEYBOARD UPPER/LOWER CASE 
-ALLOWS ONLY UPPER CASE KEYBOARD 
WHEN KBD GOTO NNNN 


NFAST *#-CANCELS FAST 


FAST 


-ELIMINATES ATTRIBUTE TO CRT 


- STOPS PROGRAM EXECUTION 


PRINTS “STOP AT LINE NUMBER NNNN" CRT 


- THIS IS THE INTERRUPT TIMER 
WHEN TIMER = 3000 GOTO 140. 
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COMBASIC SUMMARY 
INSTRUCTIONS/ARGUMENTS (Cont'd) 


INTERRUPT TIMER SET TO VALUE 
(3000) AND DECREMENTS TO ZERO, 
PROGRAM EXECUTION VEC TORED 
TO LINE NUMBER IN STATEMENT 
TRANSMISSION MODES 
SDLC - SET I0 TO SDLC 
: DIM STRINGS. SET VALUE OF STRINGS, DLC 
STRINGS, PRINT #1,RECEIVING STRING 
IN DLC INSTRUCTION EXAMPLE BELOW 
10 DIM A$=100., BS$=10, C$=10, D$=10, EF=10 
15 LET BS="123", C$="45", D$="AB", ES="CD" 
20 DLC AS$=BS$, C$D€,,,E% 
30 PRINT #1, A% 
MESSAGE WILL LOOK LIKE THIS 
 ~“123BC*4SABBCY¥**CDBC™ (BC=FCS CHAR) 
FOR‘NRZI’ INSERT LINE 25 NRZI A$ 
THE RECEIVING STRING (A$) MUST BE 
LARGE ENOUGH TO RECEIVE DATA, FLAGS AND 
INSERTED ZEROS AND FCS CHARACTERS 
BINARY SYNCHRONOUS 
BCC CHARACTERS ARE CALCULATED ON THE 
CONTENTS OF B$,C%,DS,E% AND PUT INTO 
BYTE VARIABLES ab 
20 PRINT #1. "\XX\\XXN\",AS, Cal, Cb] 
MESSAGE LOOKS LIKE THIS 
\XXNNXXN1I2345ABCDBC 


TON/TOFF (PINS) 

TON P2,P2D,P2B — TURNON P2.P2 DISPLAY, P2 CBUF 

TON P3,P3D,P3B - TURNON P3.P3 DISPLAY,PS CBUF 

TON P4,P5,P6, P8, P11, PA. P18. PB, P20, Pee, P24 
NOTE TON PINS 2.3 BEFORE ATTEMPTING TO TON 

ANY OTHER PINS 

TOFF OPPOSITE OF TON 


VARIABLES 

INTEGER VARIABLES -— UPPER CASE A THRU Z 
NUMERIC ONLY, MAX Ge, 767 

(+) ADD, (-) SUBTRACT ONLY 

BYTE VARIABLES - LOWER CASE a THRU z 


COMBASIC SUMMARY 
INSTRUCTIONS/ARGUMENTS (Cont'd) 


ALPHANUMERIC, MAX 255 

(+) ADD. (-) SUBTRACT ONLY 
FLOATING POINT VARIABLES — FA THRU FZ 

NUMERIC ONLY, USED FOR 

LARGE + OR - NUMBERS, + ADD 


(—~) SUBTRACT, (#) MULT, (/) DIV 
STRING VARIABLES - A$ THRU Z$ 
ALPHANUMERIC DATA STORAGE 
LENGTH MUST BE DIMENSIONED 
WAIT 
WAIT 1000 -FOR 1000 MILLESECONDS (1 SEC) 
WAIT A -FOR A MILLESECONDS(1i1 SEC IF A=1000) 
WAIT A +B 


WAIT XDONE —-WAIT UNTIL THE TRANSMITTER HAS 
BEEN LOADED WITH THE LAST TWO 
CHARACTERS BEFORE PROCEEDING 
TO THE NEXT INSTRUCTION. WAITS 2 
ADDITIONAL CHARACTER TIMES 
BEFORE TURNING OFF ANY PINS. 


IS TIME AND EVENT ORIENTED 
P2="ABC" GOTO 140 

P2="(7E3" GOTO 140 (HEX VAL) 

P3=1 GOTO 140 (ANY ONE CHARACTER) 

P4=1 GOTO 140 (PIN4 IS ON) 

P2=BCC,1 GOTO 140 (TWO BCC CHARACTERS) 
P2=BCC GOTO 140 (BLOCK CHECK CHAR) 
P2=BCG GOTO 140 (BLOCK CHECK CHAR GOOD) 
P2=BCB GOSUB 140 ‘(BLOCK CHECK CHAR BAD) 
P2=PE GOSUB 140 (PARITY ERROR) 

P3=FLAG GOSUB 140 (SDLC FLAG) 

P3 TON PSD, P3="123"AS$ COTO 140 

WHEN P3 IS =TO THE FIRST 3 POSITIONS OF A$ 
P2 TOFF PS ,P2="123"A% GOTO 140 

P2 a 

EXECUTION WILL NOT GO BEYOND THE ABOVE 

INSTRUCTION UNTIL A CHARACTER IS REC ’VD 
ON Pa. THEN EXECUTION GOES TO NEXT LINE 

NOTE: THIS INSTRUCTION CAN BE USED FOR P3 
WHEN P2/P3 CAN BE INTERRUPTED BY 
ANOTHER WHEN. RETURN FROM WHEN/GOSUB 
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WHEN 
WHEN 


WHEN 
WHEN 
WHEN 
WHEN 
WHEN 
WHEN 
WHEN 
WHEN 
WHEN 
WHEN 
WHEN 
WHEN 
WHEN 


WHEN 
WHEN 


WHEN 


COMBASIC SUMMARY 
INSTRUCTIONS/ARGUMENTS (Cont'd) 


WILL BE SET TO WHEN P2/P3 LOCATION. 
TIMER = 3000 GOTO 140 (3 SECONDS) 
KBD a GOTO 140 
WHEN THE KEYBOARD IS STRUCK PUT CHAR IN a 
IN NO PARITY ASCII - USE DECIMAL TO 
INTERROGATE a. IF a=97 COTO 140 
(97 = LOWER CASE NO PARITY ASCII A) 
XIOIN a GOTO 140 (XIO PORT P2) 
FULL COTO 140 (CBUF) 
P4=1 GOTO 140 (RTS) 
PS=1 COTO 140 (CTS) 
P6=1 GOTO 140 (DSR? 
P8=1 GOTO 140 (COD) 
Pli=1 GOTO 140 
PA=1 GOTO 140 
P1i8=1 GOTO 140 
PB =1 GOTO 140 
P20=1 GOTO 140 (DTR) 
P22=1 GOTO 140 (RI) 
ERROR GOTO 140 
LINE NUMBER GOES INTO E 
ERROR NUMBER GOES INTO e 
RTC=A$ GOTO 140 (REAL TIME CLOCK) 
LET A$="123 10:20:00" 
P2= LIMIT OF 4 WHENS IN EFFECT AT ONE TIME 
FOR PIN 2 
LIMIT OF 4 WHENS IN EFFECT AT ONE TIME 
FOR PIN 3 


P3 


WHEN/COSUB THE RETURN ADDRESS AT THE END OF 


THE SUBROUTINE WILL BE SET TO THE 
INSTRUCTION AFTER THE INSTRUCTION 
COMPLETED BEFORE THE WHEN VECTOR: 
THEREFORE NO INSTRUCTIONS WILL BE 
MISSED BECAUSE OF THE VECTOR. 


XDONE - REFER TO WAIT INSTRUCTION 
XIOIN 


XIOIN IS ALWAYS ASYNC, MODEM 


XIO PORT - REFER TO PRINT#3 
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ENCORE INSTRUCTION EXECUTION TIMES 


OFF SYNC 
INSTRUCTION LINE 9600FDUX, D & B ON 

(MS) (MS) 
ABORT ALL 1.15 2.50 
ABORT FULL 0.11 0.11 
ABORT KBD 0.11 0.11 
ABORT PIN 0.11 0.11 
ABORT P2 0.45 0.92 
ABORT P3 0.45 0.92 
ABORT RTC 0.11 0.11 
ABORT TIMER 0.11 0.11 
ABORT XIOIN 0.11 0.11 
BOOT ~ ~ 
CALL - _ 
CHAIN _ - 
CLEAR CBUF 0.08 0.08 
CLEAR MSTM 0.12 0.12 
CLEAR RETURN 0.04 0.04 
DIM 0.04 - 
DISP B 0.37 ~ 
DISP C 0.27 _ 
DISP D 0.30 - 
DISP E 0.40 - 
DISP F 0.26 - 
DISP G 0.44 - 
DISP H 0.31 - 
DISP L 46. - - 
DISP P 0.32 - 
DISP R 46. - - 
DISP SIX$ 0.90 ~ 
DISP SX$ (X$="12345") 0.90 - 
FESYN - 1.8- 
FOR/NEXT (T=1 TO 1) 0.08 0.08 
GOTO -.40 -.40 
IF A=B 1.9 4.25 
IF A=>B 1.9 4.25 
IF A=<B 1.9 4.25 
IF A <>B | 1.9 4.25 
FA+2-C=BtD- 3 4.5 13. - 
IF A$ = "ABCDE" 1.09 2.5 
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ENCORE INSTRUCTION EXECUTION TIMES (Cont'd) 
OFF SYNC 
INSTRUCTION LINE 9600FDUX, D & B ON 

(MS) (MS) 
IF FA = -123 1.42 3.29 
IF "PROGRAM -1" 78 .- 187.- 
INPUT = - 
LET A = 0 -.05 -.05 
LET A$ = "12345" 1.1- 2.65 
LET A$ (1,5) =a TO e 132 2.6- 
LET A$ (2,2) = b TO b -.7 1.65 
LET A$ (4,5) = "45" ~.82 1.76 
LET a = 0 -.05 -.05 
LET a = 00176" -.06 -.06 
LET a = 126 -.06 -.06 
LET a = "(A)" -.06 -.06 
LET a = a HEX -~.08 -.08 
LET a = a LANG -.11 -.1l 
LET a = a LPAR -.12 -.12 
LET a =b -.06 -.06 
LET a = b AND ec -.11 -.11 
LET a =b OR e ~.11 -.11 
LET a = b RTL 3 -.13 -.13 
LET a = b RTR 3 -.13 -.13 
LET a = bx OR ec -.11 -.11 
LET a = "[FF]" -.06 -.06 
LET a = OB "01111110" -.06 -.06 
LET a = OH "7E" -.06 -.06 
LET a = DSTAT -.06 -.06 
LET FA = 0 -.17 -.17 
LET FA = 2400 | Fe - 
LET FA = FB * FC/FD + FE - FF 15.- 38.- 
LET FA = MSTM -.96 1.6 
LET LANG = -.03 - 
LET MODE = -.03 - 
LET NRZI = -.03 - 
LET PARITY = -.03 ~ 
LET SPEED = FA 35.- - 
LET STOPS = -.03 - 
LET SYNC = "{1616]" -.03 - 
LET SYNC = "SySy" -.03 - 
PRINT A 12.25 - 
PRINT A = B * FA/FB - a+b 45.0 - 
PRINT A$ 1.4 - 
PRINT "A$, B$, ABC (FF) (A) XYZ" 3.2 - 
PRINT A$ (1-15), A$ (16,20); 2.0 - 
PRINT a 15.- - 
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ENCORE INSTRUCTION EXECUTION TIMES (Cont'd) 


INSTRUCTION 
PRINT [a] 
PRINT a, a, %7.7, FA 
PRINT FA 


PRINT "FF (A)" 
PRINT "YOUR MESSAGE WITHIN QUOTES" 
PRINT #1, "S,S,AA E,." 


PRINT #5 


READ A 
READ a 


YY Q 


READ FA 


RESTORE 


SCREEN 
SCREEN 
SCREEN 
SCREEN 
SCREEN 
SCREEN 
SCREEN 
SCREEN 
SCREEN 
SCREEN 
SCREEN 
SCREEN 
SCREEN 
SCREEN 
SCREEN 


AnDUV]|]|r "TAMA 


CNS 


"YOUR MESSAGE WITHIN QUOTES" 


STATE 
STATE 
STATE 
STATE 
STATE 
STATE 
STATE 
STATE 
STATE 
STATE 
STATE 
STATE 
STATE 
STATE 
STATE 
STATE 
STATE 


NP3ONLY 


NSTAT 
NSYNC 
NUPC 


OFF 
(MS) 


pad 


(rwoOAwoi qm 
e e oe @ 


pod pn 

6 e e 

CSCoononoodce 
on > 


OO hm Oo 


oO | 
e 


1.85 


SYNC 


(MS) 


Appendix C 


LINE 9600FDUX, D & B ON 
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ENCORE INSTRUCTION EXECUTION TIMES (Cont'd) 


INSTRUCTION 


STATE P3ONLY 
STATE STAT 
STATE SYNC 
STATE TERM 
STATE UPC 
STATE XIDL = FF 


TON P2, P2D, P2B 
TON P3, P3D, P3B 


OFF 
LINE 
(MS) 


-.43 
06.0 
1.85 
-.05 
04 
3.75 


-.06 
-.06 


TON P4, P5, P6, P8, P11, P18, P20, 


P22, P24 
WHEN 


Page C-20 
20 Pages 


-.18 


0.12 


SYNC 
9600FDUX, D & B ON 
(MS) 


-.12 
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APPENDIX D 


CONTROL GRAPHICS AND CODE CHARTS 


*t*NOTE**#* 


When using case shift codes, remember to precede data with the proper case shift character. 
For example, a typical fox message in BAUDOT would include the following: CR CR LF ~ 
THE QUICK BROWN FOX JUMPED OVER THE LAZY DOG \\ 1234567890. The caret (~) tells 
the receiving device that the data to follow is comprised of captial letters. The backward 
slash (\) tells the receiving device that numbers or symbols will follow. When entering data 
from the ENCORE keyboard, these case shift characters are not automatically entered by 


simply using the [sr] and {| keys. Use or (-®). 


Page D-1 


PUB. NO. 810-00184A 
Appendix D 


CONTROL GRAPHICS 


All control symbols displayed on the CRT appear as two character mnemonics as shown below. 


CONTROL GRAPHICS 


KEYBOARD VIDEO KEYBOARD VIDEO 


DESIGNATION _ DISPLAY DESIGNATION _ DISPLAY DEFINITION 


Null Device Control 1 


—_ 


Start of Heading Device Control 2 


Nh 


Start of Text Device Control 3 


iN) 


End of Text Device Control 4 


4 0 0 953 OG 
be 


End of Transmission Negative Acknowledgement 


n 
A 


Enquire Synchronous Idle 


Affirmative Acknowledgement End of Transmission Bloek 


Bell Cancel 


Backspace End of Medium 


Horizontal Tab Substitute 


m7 O22 mM YQ mm 
OoDzu2ewd * 


Line Feed Escape 


?) 


Vertical Tab 


my 
9) 


File Separator 


Form Feed Group Separator 


N 
S 
S 
E 
E 
E 
A 
B 
B 
H 
L 
Vv 
F 
C 


ys Mm 2 mM yg OD & - OH 3S we MM Ea 


Aa A 


Carriage Return Record Separator 


7) 
©) 
a 2 


Shift Out Unit Separator 


aa @ 7) 


Shift In ee Delete 


7 


oO 
ons 


Data Link Escape 
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BINARY 


87654321 


00000000 
00000001 
00000010 
00000011 
00000100 
00000101 
00000110 
00000111 
00001000 
00001001 
00001010 
00001011 
00001100 
00001101 
00001110 
00001111 
00010000 
00010001 
00010010 
00010011 
00010100 
00010101 
00010110 
00010111 
00011000 
00011001 
00011010 
00011011 
00011100 
00011101 
00011110 
00011111 
00100000 
00100001 
00100010 
00100011 
00100100 
00100101 
00100110 
00100111 
00101000 
00101001 
00101010 
00101011 
00101100 


OCT 


ASCH CONVERSION 
DEC HEX KEY 
000 00 _ 
001 01 : 
002 02 / 
003 03 0 
004 04 1 
005 05 2 
006 06 3 
007 07 4 
008 08 5 
009 09 6 
010 0A 7 
011 0B 8 
012 0C 9 
013 0D : 
014 OE : 
015 OF < 
016 10 = 
017 11 > 
018 12 ? 
019 13 a 
020 14 A 
021 15 B 
022 16 C 
023 17 D 
024 18 E 
025 19 F 
026 1A G 
027 1B H 
028 1C I 
029 1D J 
030 1E K 
031 1F L 
032 20 M 
033 21 N 
034 22 O 
035 23 P 
036 24 Q 
037 25 R 
038 26 S 
039 27 T 
040 28 U 
041 29 V 
042 2A W 
043 2B X 
044 2C Y 


BINARY 


87654321 


00101101 
00101110 
00101111 
00110000 
00110001 
00110010 
00110011 
00110100 
00110101 
00110110 
00110111 
00111000 
00111001 
00111010 
00111011 
00111100 
00111101 
00111110 
00111111 
01000000 
01000001 
01000010 
01000011 
01000100 
01000101 
01000110 
01000111 
01001000 
01001001 
01001010 
01001011 
01001100 
01001101 
01001110 
01001111 
01010000 
01010001 
01010010 
01010011 
01010100 
01010101 
01010110 
01010111 
01011000 
01011001 
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DEC HEX 
045 2D 
046 2E 
047 2F 
048 30 
049 31 
050 32 
051 33 
052 34 
053 35 
054 36 
055 37 
056 38 
057 39 
058 3A 
059 3B 
060 3C 
061 3D 
062 3E 
063 3F 
064 40 
065 41 
066 42 
067 43 
068 44 
069 45 
070 46 
O71 47 
072 48 
073 49 
074 4A 
075 4B 
076 AC 
O77 4D 
078 4E 
079 4F 
080 50 
081 51 
082 52 
083 53 
084 54 
085 59 
086 56 
087 57 
088 58 
089 59 
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KEY 


StaNABTNAVOD AFM TQ MOA TM wy! SHON 
= 


ASCII CONVERSION (Cont'd) 


BINARY 
87654321 


01011010 132 090 
01011011 133 091 
01011100 134 092 
01011101 135 093 
01011110 136 094 
01011111 137 095 
01100000 140 096 
01100001 141 #097 
01100010 142 098 
01100011 143 099 
01100100 144 #100 
01100101 145 101 
01100110 146 102 
01100111 147 #103 
01101000 150 £104 
01101001 151 #105 
01101010 152 106 
01101011 153 #107 
01101100 154 #108 
01101101 155 #109 
01101110 156 #110 
01101111 157 = 111 
01110000 160 # £112 
01110001 161 113 
01110010 162 114 
01110011 163 #115 
01110100 164 #116 
01110101 165 117 


CS a 


KEY 


UC/ONLY 


P 


BINARY 


87654321 


01110110 
01110111 
01111000 
01111001 
01111010 
01111011 
01111100 
01111101 
01111110 
01111111 
10000000 
10000001 
10000010 
10000011 
10000100 
10000101 
10000110 
10000111 
10001000 
10001001 
10001010 
10001011 
10001100 
10001101 
10001110 
10001111 
10010000 
10010001 


CONTROL CHARACTER ABBREVIATIONS 


NULL OR ALL ZEROS 
START OF HEADING 
START OF TEXT 

END OF TEXT 

END OF TRANSMISSION 
ENQUIRY 
ACKNOWLEDGE 
BELL 

BACK SPACE 
HORIZONTAL TAB 
LINE FEED 
VERTICAL TAB 
CARRIAGE RETURN 
SHIFT OUT 

FORM FEED 

SHIFT IN 

DATA LINK ESCAPE 


DC1 
DC2 


DEVICE CONTROL 1 
DEVICE CONTROL 2 
DEVICE CONTROL 3 
DEVICE CONTROL 4 
NEGATIVE ACKNOWLEDGE 
SYNCHRONOUS IDLE 


OCT DEC 
166 118 
167% 119 
170 =120 
171s -121 
172-122 
173-123 
174 §=$124 
175 = 1125 
176 =126 
177) 127 
200 8§ 128 
201 129 
202 130 
203 86131 
204 132 
205 3 =133 
206 134 
207 135 
210 136 
211 137 
212 +=138 
213 =139 
214 140 
215 8141 
216 8=142 
217 =6148 
220 144 
221 145 


END OF TRANSMISSION BLOCK 


CANCEL 


END OF MEDIUM 
SUBSTITUTE 


ESCAPE 


FILE SEPARATOR 


GROUP SEPATATOR 
RECORD SEPARATOR 


UNIT SEPARATOR 


SPACE 
DELETE 


ASCII 


Be Ba Be ee ee a ee ee 


D8 


b7 
bé 
b5 


i 
tI 
co 

-Q 


wed 
NSETEEPEETHT 
ACTA 
ATPTEEPPPrePe rs 
APETPPEPEEEETPE 
ACTEETPEEEELEETTE 
APERTEPECALIT 
\FREEREEPEEPEEPE 
\FEEEEEREE EEF EPE> 


i 

—— 

OO 

BO 09 ft [tn [so JIN <i |U LL 
x os 

rat 

oO 

w & 


ie. 
, 0 
0 
ee 
Ee 
0 | 
0 
Ed 
te 
0 
com 
a 
ee 
Ot 
0 
ae 
ae 


* 
B lelelele}- | lelelele- EF 


B [lelepleeeF RFE EEE 
2 


Legend 


RS-Record separator 
US-Unit separator 


S1-Shift in 
LF-Line feed 


ETX-End of text 


ENQ-Enquiry 


EOT-End of transmission 


ACK-Acknowledge 


BEL-Bell 


DLE-Data link escape 


DC1-DC4 - Device controls 


ETB-End of transmission block 


CAN-Cancel 


VT-Vertical tab 


NAK-Negative acknowledge 


SYN-Synchronize 


BS-Back space 


Appendix D 


c 

hus 

5 

soles 

2 
9 25 
2 FP 0 

oem d= 
EES 

Go 
LOY? 
u «CE 
uw Un 


FS-File separator 
GS-Group separator 


2 
= 
o 2 
E 2 y 
mS A 
Oso 
224 
ae 
=S5% 
LJ UO LJ 
o $38. 
p ® x 
—~ =©=§ 
@] | 

> 
z_ 2% 
S385 
| 

Fe) 
= i 
rat 
eof 
TZAN 


o 


rd 
9 
aq 
o 

se) 
i 
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CHARACTERS 


LOWER UPPER CASE 


CASE COMM WEATHER 


A = $ 
B : @ 
C : O 
D > A 
E 3 3 
F ! > 
G & ‘ 
H STOP v 
I 8 8 
J : 4 
K — 
L \ 
M ‘ 
N @ 
O 9 9 
P p p 
Q 1 1 
R 4 4 
S BELL BELL 
T 9) 9) 
U 7 q 
V : D 
W 2 2 
X / / 
Y 6 6 
Zz a + 
BLANK ~ 

SPACE 

CAR. RET. 

LINE FEED 

FIGURES 

LETTERS 


BAUDOT 


NOTE: UPPER CASE H (COMM) MAY BE STOP OR # 


MARKING PULSE 
[_] SPACING PULSE 
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S 
T 
O 
p 


CCITT NO. 2 
UPPER CASE * 


WRU 


UNASSIGNED 
UNASSIGNED 
UNASSIGNED 


AUDIBLE SIGNAL 


'(APOSTROPHE 


*This Column Shows 
Only Those Characters 
Which Differ From 
The U.S.A. Variation 
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EBCDIC CONVERSION 


BINARY BINARY 
KEY 87654321 OCT DEC HEX KEY 87654321 OCT DEC HEX 
NUL 00000000 000 000 #2«200 NOTE 00101001 O51 041 29 
SOH 00000001 001 001 O01 SM 00101010 052 042 #2A 
STX 00000010 002 002 #4902 CU2 00101011 053 043 #2B 
ETX 00000011 003 003 #4083 NOTE 00101100 054 044 2C 
PF 00000100 004 004 £4204 ENQ 00101101 055 045 2D 
HT 00000101 005 005 #405 ACK 00101110 056 044 #4=2E 
LC 00000110 006 006 #406 BEL 00101111 057 045 #£2F 
DEL 00000111 007 007 O07 NOTE 00110000 060 048 #30 
NOTE 00001000 010 008 #08 NOTE 00110001 061 049 31 
RLF 00001001 011 009 £09 SYN 00110010 062 050 32 
SMM 00001010 012 010 OA NOTE 00110011 063 O51 33 
VT 00001011 013 #011 °#4OB PN 00110100 064 052 # £34 
FF 00001100 014 012 #OC RS 00110101 065 053 35 
CR 00001101 015 013 #OD UC 00110110 066 054 #434 
SO 00001110 016 014 + &42340E EOT 00110111 067 055 37 
SI 00001111 017 +015 £4/OF NOTE 00111000 O70 056 38 
DLE 00010000 020 016 + 10 NOTE 00111001 O71 057 39 
DC1 00010001 021 O17 #411 NOTE 00111010 O72 058 3A 
DC2 00010010 022 018 £12 CU3 00111011 073 059 #3B 
DC3 00010011 023 019 13 DC4 00111100 074 060 3C 
RES 00010100 024 020 14 NAK 00111101 O75 O61 3D 
NL 00010101 025 021 15 SUB 00111110 076 062 #£3E 
BS 00010110 026 022 16 SB 00111111 O77 063 #3F 
IL 00010111 027 023 #17 NOTE 01000000 100 064 # «40 
CAN 00011000 030 024 18 NOTE 01000001 101 065 £41 
EM 00011001 031 025 #419 NOTE 01000010 102 066 £42 
CC 00011010 032 026 1A NOTE 01000011 103 O67 48 
CUl1 00011011 033 027 #411B NOTE 01000100 104 068 £44 
IFS 00011100 034 028 1C NOTE 01000101 105 069 £45 
IGS 00011101 035 029 1D NOTE 01000110 106 O70 £46 
IRS 00011110 036 030 IE NOTE 01000111 107 O71 47 
IUS 00011111 037 031 #41F NOTE 01001000 110 072 48 
DS 00100000 040 032 20 NOTE 01001001 111 O73 #49 
SOS 00100001 041 033 #21 ¢ 01001010 112 O74 4A 
FS 00100010 042 034 22 . 01001011 113 O75 # 4B 
NOTE 00100011 043 035 23 < 01001100 114 O76 4C 
BYP 00100100 044 036 £24 ( 01001101 115 O77 # 4D 
LF 00100101 045 037 25 5 01001110 116 O78 £4E 
EOB/ETB 00100110 046 038 #26 | 01001111 117 O79 #£4F 
ESC/PRE 00100111 047 039 27 & 01010000 120 080 #50 
NOTE 00101000 050 040 #28 NOTE 01010001 121 #081 £541 
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Appendix D 
EBCDIC CONVERSION (Cont'd) 
BINARY BINARY 

KEY 87654321 OCT DEC HEX KEY 87654321 OCT DEC 
NOTE 01010010 122 082 52 NOTE 10000000 200 128 
NOTE 01010011 123 083 53 a 10000001 201 129 
NOTE 01010100 124 084 54 b 10000010 202 130 
NOTE 01010101 125 085 55 e 10000011 203 131 
NOTE 01010110 126 086 56 d 10000100 204 132 
NOTE 01010111 127 087 57 e 10000101 205 133 
NOTE 01011000 130 088 58 f 10000110 206 134 
NOTE 01011001 131 089 59 g 10000111 207 135 
01011010 132 090 5A h 10001000 210 136 
$ 01011011 133 091 #5B i 10001001 211 137 
* 01011100 134 092 5C NOTE 10001010 212 4138 
) 01011101 135 093 5D NOTE 10001011 213 139 
; 01011110 136 094 5E NOTE 10001100 214 140 
> 01011111 137 095 5F NOTE 10001101 215 141 
- 01100000 140 096 60 NOTE 10001110 216 142 
/ 01100001 141 097 61 NOTE 10001111 217 143 
NOTE 01100010 142 098 62 NOTE 10010000 220 144 
NOTE 01100011 143 099 63 j 10010001 221 145 
NOTE 01100100 144 100 64 k 10010010 222 146 
NOTE 01100101 145 101 65 l 10010011 223 147 
NOTE 01100110 146 102 66 m 10010100 224 148 
NOTE 01100111 147 103 67 n 10010101 225 149 
NOTE 01101000 150 104 68 O 10010110 226 150 
NOTE 01101001 151 105 69 D 10010111 227 151 
01101010 152 106 6A q 10011000 230 152 
; 01101011 153 107 + # 6B r 10011001 231 153 
% 01101100 154 108 6C NOTE 10011010 232 154 
_ 01101101 155 109 6D NOTE 10011011 233 155 
> 01101110 156 110 6E NOTE 10011100 234 156 
? 01101111 157 111 GF NOTE 10011101 235 157 
NOTE 01110000 160 112 70 NOTE 10011110 236 158 
NOTE 01110001 161 113 71 NOTE 10011111 237 159 
NOTE 01110010 162 114 72 NOTE 10100000 240 160 
NOTE 01110011 163 115 73 aw) 10100001 241 161 
NOTE 01110100 164 116 74 S 10100010 242 162 
NOTE 01110101 165 117 75 t 10100011 243 163 
NOTE 01110110 166 118 76 u 10100100 244 164 
NOTE 01110111 167 119 77 V 10100101 245 165 
NOTE 01111000 170 120 78 w 10100110 246 164 
4 01111001 171 121 += 79 x 10100111 247 167 
: 01111010 172 122 TA y 10101000 250 168 
# 01111011 173 123 7B Zz 10101001 251 169 
@ 01111100 174 124 7C NOTE 10101010 252 170 
, 01111101 175 125 7D NOTE 10101011 253 171 
= 01111110 176 126 TE NOTE 10101100 254 172 
7 01111111 177 127 # 7F NOTE 10101101 255 173 


Page D-8 


BINARY 


87654321 


10101110 
10101111 
10110000 
10110001 
10110010 
10110011 
10110100 
10110101 
10110110 
10110111 
10111000 
10111001 
10111010 
10111011 
10111100 
10111101 
10111110 
10111111 
11000000 
11000001 
11000010 
11000011 
11000100 
11000101 
11000110 
11000111 
11001000 
11001001 
11001010 
11001011 
11001100 
11001101 
11001110 
11001111 
11010000 
11010001 
11010010 
11010011 
11010100 
11010101 
11010110 


EBCDIC CONVERSION (Cont'd) 


KEY 


OoeonnO P &N eH © 


Zz 
‘oxe) 
= 
cols) 


NOTE 
NOTE 
NOTE 
NOTE 


BINARY 


87654321 


11010111 
11011000 
11011001 
11011010 
11011011 
11011100 
11011101 
11011110 
11011111 
11100000 
11100001 
11100010 
11100011 
11100100 
11100101 
11100110 
11100111 
11101000 
11101001 
11101010 
11101011 
11101100 
11101101 
11101110 
11101111 
11110000 
11110001 
11110010 
11110011 
11110100 
11110101 
11110110 
11110111 
11111000 
11111001 
11111010 
11111011 
11111100 
11111101 
11111110 
11111111 


Appendix D 


DEC HEX 
215 D7 
216 D8 
217 D9 
218 DA 
219 DB 
220 DC 
221 DD 
222 DE 
223 DF 
224 + £EO0 
225 ~=EI 
226 8 E2 
227 ~=6E3 
228 E4 
229 ES 
230 # E6 
231 £E7 
232 £E8 
233 EQ 
234 EA 
235 EB 
236 EC 
237 ED 
238 EE 
239 EF 
240 =FO 
241 Fi 
242 8 F2 
243 = =F 3 
244 + F4 
245 =F 5S 
246 =6—F6 
247 =F? 
248 ~=F8 
249 F9 
290 FA 
251 FB 
252 FC 
253 FD 
254 FE 
255 FF 
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CONTROL CHARACTER ABBREVIATIONS 


Appendix D 

NUL NULL 

SOH START OF HEADING 

STX START OF TEXT 

ETX END OF TEXT 

PF PUNCH OFF 

HT HORIZONTAL TAB 

LC LOWER CASE 

DEL DELETE 

RLF REVERSE LINE FEED 

SMM START OF MANUAL 
MESSAGE 

VT VERTICAL TAB 

FF FORM FEED 

CR CARRIAGE RETURN 

SO SHIFT OUT 

SI SHIFT IN 

DLE DATA LINK ESCAPE 

DC1 DEVICE CONTROL 1 

DC2 DEVICE CONTROL 2 

DC3 DEVICE CONTROL 3 

RES RESTORE 

NL NEW LINE 

BS BACKSPACE 

IL IDLE 

CAN CANCEL 

EM END OF MEDIUM 

CC CURSOR CONTROL 

Cul CUSTOMER USE 1 
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INFORMATION FIELD SEPARATOR 
INFORMATION GROUP SEPARATOR 
INFORMATION RECORD SEPARATOR 
INFORMATION UNIT SEPARATOR 


DIGIT SELECT 

START OF SIGNIFICANCE 
FIELD SEPARATOR 

BY PASS 

LINE FEED 

END OF BLOCK/ 


END OF TRANSMISSION BLOCK 


ESCAPE/ 

PREFIX 

SET MODE 

CUSTOMER USE 2 
ENQUIRY 
ACKNOWLEDGE 

BELL 

SYNCHRONOUS 
PUNCH OUT 

READER STOP 

UPPER CASE 

END OF TRANSMISSION 
CUSTOMER USE 3 
DEVICE CONTROL 4 
NEGATIVE ACKNOWLEDGE 
SUBSTITUTE 

SPACE 

UNASSIGNED 


LI-d 988g 


EXTERNAL BCD 


eee | Meee ONO ee Ot 
7 
bé : 
pee TPs | ana ex ovein tL ol 9g | gg 9 
LBS | 2nd HEX DIGIT } _ as FAR 
OT Oo; oO; OP OP NUL Ps tt @ SP 
pO; OPO; uy tt SOH | pci | os | A OZ 
oO; OT tr] OF mE STX, | pe2 {| UK | UB UT 2 SB 
POT Otay ty SU ETX, | DCR | LE C8 Te ts 
pO; TP oOo} oy vcvhUmA UU OT | cA | UM | UD 4 Ud et 
POT UT OT ty SENG | NAKT OUN TUE TS UT UV ee 
OT TT of vv hm ACK | SYN | OT Fw 
Ot ry tT ty 7 eR | ETB OT PT CG | 7] TX hd 
pT pPopyo} Of hm BSE CAN | OQ TH BV 
oe ES a re FR Fe Sh (a 2 (a 
EE OE Be a FE I (ee 
Cae ee So ee 
ee FD oe  ( 
gO Ee De CR Coe 
LD Eo a Ee a a 
TP tpt ty rt us D> CEL 
Legend 
ENQ - Enquiry ETX - End of text SI = Shift in RS = Record separator 
ACK = Acknowledge EOT = End of transmission DLE - Data link escape US = Unit separator 
BEL - Bell ETB - End of transmission block DC1-DC4 - Device controls LF - Line feed 
BS = Back space CAN - Cancel NAK - Negative acknowledge VT - Vertical tab 
HT - Horizontal tab EM - End of media SYN - Synchronize FF - Form feed 
NUL - Null SUB ~ Substitute FS - File separator CR - Carriage return 
SOH - Start of heading ESC - Escape GS - Group separator SO - Shift out 


STX - Start of test 


qd xipueddy 


ZI-d e38d 


EBCD CORRESPONDENCE (SELECTRIC) 


b7-ec ---—> 
REVERSE b6-1 ————> 
HEX b5- 2 —_————_— 


i oe 
b3-8 [b2-A [b1-B) 2nd HEX DIGIT $ __ 


ipueddy 


qd 
V¥8100-018 “ON “aNd 


LEGEND 
UPPER 1=MARK b7=PARITY CHECK BIT 
CASE / LOWER 0=SPACE SHADED BLOCKS=ODD PARITY 

CASE 

PN O PUNCH ON NL < NEW LINE BS ‘BACK SPACE 

BY x BYPASS (Carrier Return LC \ LOWER CASE 

RES © RESTORE and line feed) EOT ‘END OF TRANSMISSION 

PF @ PUNCH OFF HT > HORIZONTAL TAB. PRE [ PREFIX 

RS QJ READER STOP uc A UPPER CASE IL st IDLE 

LF = LINE FEED EOB END OF BLOCK DEL DELETE 

vm al VEDMOAAT Man nn Peto Ae IN ae 


EBCD 1050 (STANDARD ENCORE BCD) 


REVERSE b7-c ———__> 0 0 0 1 1 1 1 
ESTP Tt 
b5-2 ———» 1 0 1 0 1 0 1 
rumen) «| 1 [2 [s [«{s le [a 
“b4-4|b3-8 |b2-A [b1-B] 2nd HEX DIGIT4 ot 2 3 5 7 


Yel al état! - ae - : : : | : : . 


NOTE: The correct case shift character must be entered for proper display of data. \ = lower case, “ = upper case. 


LEGEND 
UPPER 1=MARK b7=PARITY CHECK BIT 
CASE is LOWER 0=SPACE SHADED BLOCKS=ODD PARITY 
CASE 
0 PN O PUNCH ON NL € NEW LINE BS \ BACK SPACE 
a BY xX BYPASS (Carrier Return LC ON LOWER CASE 
3 RES 0 RESTORE and line feed) EOT \ END OF TRANSMISSION 
us PF @ PUNCH OFF HT > HORIZONTAL TAB’ PRE [ PREFIX 
oo RS F READER STOP UC A UPPER CASE IL TL IDLE 
LF = LINE FEED EOB 4 END OF BLOCK DEL DELETE 
VT YW VERTICAL TAB FF & FORM FEED me 


qd xipueddy 
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Appendix D 


IPARS (SABRE) 


EOM 
SYN 2 
SYN 1 


ee! 
ee: 
a 
ee eae! 
eta ed 
| EOM 
| SYN 2 | 
pe NT 


1. Use CRC-12 with IPARS. 
2. Typically, runs in idle space condition i.e., HEX 9%. 
3. Requires special front end program, when used with ENCORE. 


XS-3 
(NORMALLY ODD PARITY) 


ae HEX HEX 
ae 


ee ae a 
FE ESI el Cae ee Geese So ee 
i Bit 235 Se Sc Se a NE SON NSN "RE ARAGON MOSER AN ea GOERS 
a ee ee 
ee 
OS ee a 
Sasa: ere eee Bans el 


Ok 365 We Ort Rien ae it SSRN NN SS Ae SO ee Ra 
A TS sa EN Eon ae ee a 


El Le ns Go NT SG! JTRS NER AAW USACE WCE NA NOREEN RRR SER es 

fe sO A ee ee a On Pad 

Ft Wl C ee ee ea 
RES a Gee 

Se a (NS A ESOS TEIN TES EAS (NRT Ge! Sik eee ED 

Oe ae ee ee ee ee ee 

i a eet Ney ae 7 ee GS Ge a ES ee 


NOTES: All characters are odd parity except: 
SOM (Start of Message) 
SYN (SYNC) 
EOB/EOM (End of Block/End of Message) 
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REVERSE ASCII 
(GRTS/355) 


Appendix D 


PEEEL [Let ELT 
Heel “Let ELT PE LL 


He el TELL LT BELL 
celele| of EM [lL TT bl iol | 


SYN - Synchronizing character 


oO 
ia 
ed 
Sa 
ea 
—— 
oa 
ened 
Mien! 
ae 
i 
ae 
Lt 
ed 
a 
—_ 
ae 
ETX - End of text 


E02 |O 
Le 1 
ee BO 
E08 0 
me STX 

a oe 
ed Eee 
| DI Bo 
a feel 
S$ Ea 
ae as 
booed ed 
be ie 
ba! es 
PR 
—_ ae 
Le eee 
a Lo 
- —— 

LEGEND 
SOH - Start of heading 


STX - Start of text 


ao BaEae 
5 olololololelololol- | rer 
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UNIVAC FIELDATA 


mest 
[647 b3] b2] bi | 2nd HEX DIGIT 

Fa ks a» SRI ae <i OO < Siem (a De ee 

Ce Ok ee ee ee aS EN ee Se 
eae he a es ee ee ee a ee 
Es Fe ae a ee ee 
a i ee ee 
esc Se eee eee Ee Ee ee ee ee 
PO a (a (a Oe” ee 
eee eo ee eee eee Ee a ee ee 
ee a ae eS ie a ee 
Re ae EL A ee AE 2 a a 
Fae TE a Ca Cea 2 ee ee 
Ate e ee ee: ee Ae ee ee 
ee ee ee Ee A cn De a 
eas ee ee | es at: Oe a a ae ee ee 
ee Oe a Ts ae ae ee ee ee Pe ee 


1 = MARK 0 =SPACE 


RMS 


(NORMALLY ODD PARITY) 


oe Re ee ae SE BS | 
b6 0 1 1 0 
i a (ea a ee a 
reapeserpor| monex | oo | 1 i 2 | s | « | s | io | | 
| AS RESIN DAE SNE! 


NOTES: 1. Control characters are normally even parity. 
2. Data characters are odd parity. 
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APPENDIX E 
X25/X75 


SCENARIO AND LINK TEST INSTRUCTIONS 
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X25/X75 SCENARIO INSTRUCTION SET 


The instructions that follow are designed for use in the interactive simulate and scenario 
driven monitor modes of operation. They allow the user to write scenarios for the operation of 
the ENCORE as DCE or DTE in the X25/X75 environment. Additional information needed to 
write and execute these scenarios is found in Chapter 8. 


INDEX 
PAGE PAGE 
NO. INSTRUCTION NO. NO. INSTRUCTION NO. 
1 FOR 8-65 erly [PR}1 8-67 
2 NEXT 8-65 **18 [PS]+1 8-67 
3 SET-TIMER 8-65 *F19 [PS]-1 8-67 
4 CLEAR-TIMER 8-66 **20 [PR]-CLEAR 8-68 
2 WAIT-FOR 8-66 wrt [PS]-CLEAR 8-68 
6 RECEIVE-ONLY 8-66 22 HALT 8-68 
sale TRANSMIT 8-66 23 SET WINDOW 8-68 
8 SET-Q-BIT 8-66 **24 BAD-FCS-NEXT 8-68 
9 SET-D-BIT 8-66 25 MARKER 8-68 
md DTE ENABLE 8-66 26 GOSUB-MARKER-# 8-68 
*8 DCE ENABLE 8-66 27 ERROR ENTRY 8-69 
"9 BOTH ENABLE 8-66 28 ALARM SOUND 8-69 
10 © SET-LCGN 8-66 29 CLEAR-COUNT-# 8-69 
11 SET-LCN 8-67 30 COUNT-COUNTER-# 8-69 
wl? SET-M-BIT 8-67 31 DISPLA Y-COUNT-# 8-69 
13 PAUSE 8-67 32 CLEAR-SECONDS 8-69 
**14 SET-N2 8-67 33 SECONDS > COUNT 8-69 
*eLS SET-T1 8-67 34 LCN-I1 8-69 
**16 [PR]-1 8-67 35 LCNt1 8-69 
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NO. 
36 
37 
38 
39 


40 


41 
* #49 
43 
44 
45 
46 
47 


48 


NOTES: 


INSTRUCTION 


LOG-COUNT-# 


BUFFER-CLEAR/OPEN 


TURN-OFF-LAW 
TURN-ON-LAW 


TRANSFER-TO- 
SCENARIO-0 


LAPB 

LINK-DISC 
WAIT-FOR-LINK-UP 
ALL LCN'S 
RETURN 
GOTO-MARKER-# 
COPY-LAST-LCN 


RECEIVE-ANY 


INDEX (Cont'd) 


PAGE 


NO. 
8-70 
8-70 
8-70 
8-70 


8-70 


8-70 
8-70 
8-70 
8-70 
8-70 
8-70 
8-70 


8-70 


**59 


##53 


o4 
ayy) 
26 
a7 
08 
a9 
60 


61 


INSTRUCTION 
SKIP-UNLESS-LAST = 
LOG-COMMENT 
!'CHEAT-LINK-UP! 
DCE-LAP-MOD 


AUTO RESPONSE 


SKIP-IF-LINK-DOWN 
SKIP-IF-LCN-MATCH 
SET-[STAT] = 
SKIP-UNLESS-[STAT] 
NOT-ALL-LCN'S 
CLEAR STATS 
MODULO-8 | 


MODULO-128 


* Used in Scenario Driven Monitor Mode only 


** Not used in Seenario Driven Monitor Mode 


Appendix E 


= 8-72 
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Appendix E 
LINK TEST INSTRUCTIONS 


These instructions are designed for use in the LINK-TESTER Mode. There are 29 
instructions, each represented by a single alpha-numeric keystroke. The instructions are 
executed immediately, as entered, or sequentially in a string of up to 62 characters or 
instructions. During auto-run, or sequential execution, the left-most character in the string is 
executed first. When the last instruction is executed, the sequence is repeated. While in the 
Link Test Mode, the complete instruction set is displayed on the CRT by striking the key. 
Detailed information for each instruction can be found in Chapter 8. 


INDEX 

PAGE PAGE 
INSTRUCTION NO. INSTRUCTION NO. 
Address invert 8-79 Set N(R) = 0 8-79 
SABM transmit 8-79 Set N(R) =1 8-80 
CMDR transmit 8-79 Set N(R) = 2 8-80 
DISC transmit 8-79 Set N(R) = 3 8-80 
INFO transmit 8-79 Set N(R) = 4 8-80 
REJ transmit 8-79 Set N(R) =5 8-80 
SARM transmit 8-79 Set N(R) = 6 8-80 
DM transmit 8-79 Set N(R) =7 8-80 
RNR transmit 8-79 N(S}+1 8-80 
P/F toggle 8-79 N(S)-1 8-80 
RR parent 8-79 Open string 8-80 
UA transmit 8-79 Character delete 8-80 
Wait 4 sec 8-79 Auto-run 8-80 
DTE/DCE/BRG 8-79 Auto-run-stop 8-80 
N(S) + N(R) = 0 8-79 
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APPENDIX F 


FORMS AND RECORDS 


PROGRAM WORKSHEETS 


In this appendix you will find several program worksheets that can be easily removed from the 
manual. These are provided for your convenience when writing new programs. You are invited 


to submit copies of these worksheets to DIGITECH so that we may make them available to 
other users. 
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LEVEL-2 
PROGRAM WORKSHEET 


of 


Page 


Comments 


t 
N 
io 
N 
> 
N 
an al 
N 
oe) 
NS 
N 
N 
-— 
NSN 
So 
N 


= 
< 
pee ee 
oO 
© 
me 
o. 


3} & 
=| of : 
Zl Hn Zz 


LEVEL-3 


PROGRAM WORKSHEET 


PAGE 


DATE 


PROGRAM NAME 


PROGRAMMER 


VERSION 


COMMENTS 


Pe, REE aie eS He FES ee Ee 
= Lee SC Ce: a Gs ee 


aia ee eee ee ee ee ee a 
sg) SOME AE (AR RE CEASA A ORE ANS FR HR A A oes A Ne RR (A eal SS 


COMBASIC STATEMENT 


INDEX 


ALPHABETICAL INDEX 

SUBJECT Page 
BBO Dee, sx 2656 cet Si ah SS Be SE Se es a Ss as ES a de, Me we ee « T-61 
ABORT ALL. ...... i tae Wes et veh OS. Ger Recs SH. Ge ae See SS Ea he es te Se -k 7-61 
ABORT RU ilies: sc: ca, i i. tac ce see. ts Be Ye a Ie. ee ek 2 a sk 4B, Se Rc G8 ee es ee 7-61 
ABORT KBD«. 6-6: 6 ede: eS So ec WL Se ee es ee ee eae ee oe A Ue Se Ua es BY Ss 7-61 
A BOR IE PIN: &. 6 ta. 36. tas. yah fe Ge ah ee Be a. et Sas ey, SW ee ES cai 7-61 
ABORT Pieces fb rsa bs Bree 4 gy Bde SS Ri yes arses ek ee Tee ea Joe eS, GE ee 7-61 
ABORT Pos. 6.2%, oS) sas er. Bs 28, Jan che Se pee BS oe ao ex Fae see REE Wwe, ep we oe SO 7-61 
POBO RT I Coos. way aee. a) Wee se ee GSS ESSE Rt Re 9 AE. Ws Me BL Se 7-61 
ABORT TIMER ee fk a Gee Se Eo ep ee ee Se, EE ee ee ae ee 7-61 
A BOR PF XIOIN s: eo: Se es eS Se we a: tw. Secs Wet oie ae oe es we ee 7-61 
ADD-ONE COUNT TO COUNTERS «© % 2. e.& & & @ & Gm, eS Wows eet ae Ge Be 6-21 
PCOPCSSES 6 ise “ea. Se a oe RS, Bee. BAe oe we Sh wire a es uae Wd Ade. neo de 8-35, 8-75 
Address Field ....... es Vet sehr ey eet Gee od SEY Se ee See ay Ee es, 8-4 
ALARM SOUND..... oie as, BASS es dete Yen a as De, ac ee Se a ee Ee 8-70 
PTs OONNS ise se. a Sp ae as as he. Br Tee, Dae ae See BG ee ke GSE we we OS 8-71 
PRIN eae. ae Re Gy ae eas ee a as Side Gas Eo ew we er cee. ewes et io Hs > ve ee 7-21 
Applications Assistance. . . . 2. «6 ee © ee we we we we et ew we tw 9-7 
ARGUMENT CHAIN ....... a a ee oe a ae se ee ee 6-19 
ASGNe we iG ~@ 4) é.-% be a a he em A er eee ee ee BP oe: eS. we 4 ee ie ee te ee ge RZ 


Asynchron ous Library e © eee © e© e ee e© e© © © e© © © © ee e© © @ © e© © e# & # @ 5-3 


Attribute Byte. ..... Si: ; Se Se eles es a SS. a 7-41 
Audible Alarm. . . . . 2... 2 «© « ee ee ee ae ee ee ee eee wet cee See 8-30 
PUGIOVOULDUL: se: me el he ee Be eS ee ey WE ee a Ee HH Sows, SE SS 3-19 
AUTO RESPONSE ...... Se east er Ge oD SNe, WS ee. eS Se bs. deh SP a, Se ee 8-72 
Auxiliary Packet Information. . . . . . .. 2 © » e « « ae ae ee ee o «© «© « 8-76 


INDEX 


ALPHABETICAL INDEX (Cont'd) 


SUBJECT Page 
BAD=ECS-NEX Te: ee ce. we cen Gi, Shs a ee a a ee ee eee ee ae ee ee 8-69 
Bert ..... a sie Mor Be we weet va Se See MS im es ast Bk ee. Be ee ee SP es . 5-24 
Bit Oriented Framing (HDLC/SDLC) . ....... ee ee ee ee ee 8-4 
BitOrientéed GIDrary se. s:2, Ge se sde eee as dee ae VR Ra ee We we Re toe he i Hw: Ge, WE 8 5-13 
Block Check Calculations. ...... we. WW es a NS at Wes wh. 1S. ce ae de 2 sy 7-46 
Block Check Sequence. . . . . « « © « a7. is “ee. 79. tay Jae ee Eek. He KS a a ee 8-3 
BLOCK ERROR RATE TEST, SKIP ON ERROR. . . 1... 2 2 © «© ee ww » » 6-15 
BOOTS ca: w: <8: 4 eS a ee es doo. yuk win. ie OY ge ah. le ee at Re et Se ew we. 162 
BOTH-ENABLE ..... «ee. St ter op Se. Se Gi ee SS ee Bad. 8-67 
BUFFER-CLEAR/OPEN. ....... i Ses See. Ree das way “Se cee aes ae avis ve ae je we 1OHTI 
BYCe: Variables. co  & se M6 Gr 1S. ic er SOR Se. Eee SS OS RLS Ee 7-32 
Caleulate. .....e.-. wi Jes So dos thi, Wn eee 26-1 ed ae We eh a Sees St we PROD 
CALs 1a. -S GS te, rah eS eh i ew eae ye, 2 Od 
CAL: 2. ea: ope See a we Se RR ee ae ae ee ae ee ae eo ee ee - 8-12 
CAL Ue. o- a? vee. ee eee: a er ae ee ee ae ee ee ae ee a 7-63 
Called Address Length ........ hates Zee Fer @- e . we O  ae, 8-76 
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